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Cancer is one of the leading causes of death, with 14.1 million new cases and 8.2 

million cancer deaths worldwide in 2012 (1). Due to this high prevalence, development 

of new detection and treatment strategies has been a very active field of research for 

many years. Advances in this field have led to a decreased mortality rate over the 

past decades. Cancer imaging plays a central role in both everyday clinical practice 

and preclinical and clinical research. Nowadays, screening programs for particular 

types of cancer have been established and imaging is involved in cancer detection, 

staging and grading, as well as in treatment evaluation (2). In addition, in the field of 

interventional oncology, imaging has a key role in treatment planning, targeting, 

monitoring and post-treatment evaluation (3). Most cancers are conventionally treated 

with surgery, chemotherapy, radiation therapy, or a combination of these. Besides 

conventional therapies, novel minimally invasive cancer treatment strategies are being 

developed that facilitate treatment with minimal damage to surrounding tissue. An 

emerging noninvasive treatment strategy is High Intensity Focused Ultrasound (HIFU), 

which is based on thermal ablation of tumors by local tissue heating (4). It is currently 

being introduced into clinical practice for treatment of malignant tumors, for which 

whole tumor coverage is crucial (5).   

Oncologic imaging is often based on anatomical and morphological tumor features. 

The World Health Organization (WHO) has established criteria for treatment response 

monitoring based on measurement of tumor dimensions, which were further refined 

by the Response Evaluation Criteria In Solid Tumors (RECIST) (6-8). These criteria 

provide useful endpoints in clinical trials of cancer therapies. However, even when 

successful, many treatment strategies do not necessarily induce a direct change in 

tumor size (9). Therefore, more refined quantitative imaging biomarkers for tumor 

characterization and early assessment of therapy response have been developed. 

Imaging-based early response biomarkers can provide insights in treatment 

mechanisms, aid in therapy optimization and facilitate early adjustment of treatment 

strategy in case of no response. 

In this chapter, medical imaging techniques in cancer care and research will be 

discussed. An overview of oncologic imaging biomarkers provided by the available 

imaging modalities will be given. The research presented in this thesis was aimed at 

the development and evaluation of magnetic resonance imaging (MRI) biomarkers for 

cancer imaging and early therapy response monitoring. Specific focus was on 

evaluation of HIFU treatment, which is commonly performed under MRI guidance. 

Therefore, MRI biomarkers will be more thoroughly covered. Subsequently, the 

principles of HIFU therapy will be introduced and the suitability of various MRI 

biomarkers for evaluation of HIFU treatment will be discussed. 

 

1.1. Oncologic imaging biomarkers 

 

Oncologic imaging biomarkers are commonly based on the unique microenvironment 

of solid tumors, which not only consists of malignant tumor cells but is a complex 

network of stromal cells, vascular and lymphatic endothelial cells, cancer-associated 

fibroblasts, infiltrating immune cells and the extracellular matrix (ECM) (10-14). The 

ECM involves macromolecules such as collagen, polysaccharides, fibrin, fibronectin, 

and proteoglycans, which provide structural and biochemical support to surrounding 
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cells. The tumor microenvironment is involved in secretion of growth factors, 

regulation of the immune response and is characterized by a unique tumor 

metabolism. As a result, it has a crucial role in tumor development, progression and 

metastasis.   

Growth of solid tumors beyond a size of approximately 1-2 mm3 requires development 

of a tumor blood supply, since cancer cells will be located beyond the diffusion 

distance of nutrients and oxygen (15). As a consequence, angiogenesis is triggered by 

a combination of factors, including low oxygen pressure, low pH, mechanical and 

metabolic stress and immune/inflammatory response, resulting in the formation of a 

vascular bed. Tumors often possess an abnormal vascular network, which is both 

structurally and functionally different than normal vasculature (15,16). Tumor 

vasculature may be immature and heterogeneous, with tortuous and hyperpermeable 

blood vessels (15,17-19). These vascular properties result in heterogeneous perfusion 

and a tumor microenvironment that may be hypoxic and have a low pH and high 

interstitial fluid pressure (Figure 1) (15,20,21).  

 

The distinct tumor properties compared to normal tissue provide potential biomarkers 

for cancer imaging. In addition, structural, metabolic and functional imaging 

biomarkers may be used for early evaluation of therapy response. A number of 

different medical imaging techniques have been exploited to measure these oncologic 

imaging biomarkers, including computed tomography (CT), MRI and MR spectroscopy 

Figure 1. Tumors possess an immature vasculature with heterogeneous perfusion, as well as a poor 

lymphatic drainage. These characteristics may lead to elevated interstitial pressure and hypoxic 

conditions. Adapted from Kobayashi et al. (21) with permission. © 2013 by Ivyspring International 

Publisher. 
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(MRS), positron emission tomography (PET), single photon emission computed 

tomography (SPECT), ultrasonography (US) and optical imaging. Besides MRI, CT is 

the most commonly used imaging modality for anatomical tumor imaging (22). It may 

also be used for functional imaging, by the application of iodine-based CT contrast 

agents (6). PET is another modality that is commonly used for functional imaging. One 

of the main applications of PET in oncologic imaging is detection of malignant cells by 

their increased glucose uptake, which can be measured by administration of the PET 

tracer 18fluoro-2-deoxy-D-glucose (18FDG). FDG-PET can therefore be used for 

assessment of tumor aggressiveness and treatment response (23,24). Moreover, PET 

tracers have been developed that facilitate detection of increased proliferation (18F-

FLT) or hypoxia (18F-MISO) (25). In addition to PET, several SPECT tracers are 

available for tracking therapy-induced apoptosis or changes in tumor metabolism (26). 

Besides for anatomic imaging, US and more specifically contrast-enhanced US is an 

imaging modality that is suitable for evaluation of tumor microvascular function (25). 

It has been shown that dynamic contrast-enhanced US (DCE-US) can be used to 

assess early response to radiofrequency ablation and antivascular therapies (6,27), as 

indicated by a lack of contrast-enhancement. In addition, targeted ultrasound bubbles 

have been developed that allow for assessment of tumor angiogenic activity (25). 

Another interesting application of ultrasound in medical imaging is US elastography, 

which has been used for cancer diagnosis based on differences in elasticity between 

benign and malignant tissue (28). It may be particularly useful for monitoring of 

thermal ablation therapies, since heat-induced cell necrosis and protein denaturation 

can result in an elevated elastic modulus of the treated tissue (29). Optical imaging, 

which involves fluorescent tracers or bioluminescence from genetically modified cells, 

mainly has preclinical applications due to the limited penetration depth of light. 

Nevertheless, it can provide useful information by molecular imaging of gene 

reporters, molecular targets and receptors, or tracking of cells during metastatic 

progression (30). MRS can be used to assess the tumor energy status, metabolic 

profile and pH (6,10,13). Whereas different nuclei can be assessed (1H, 13C, 19F, 
23Na, 

31P), 1H MRS is most commonly applied for evaluation of cancer (6,10). Since 1H nuclei 

possess slightly different resonance frequencies, dependent on their molecular 

environment, 1H MRS allows identification of different metabolites. Metabolite levels 

may be changed in tumors compared to normal tissue, or could be altered as a 

consequence of treatment. Malignant tumors often possess increased choline levels, 

related to their proliferative activity (6). In addition, their higher energy metabolism 

can result in higher creatine and phosphocreatine levels (6). Increased lactate levels, 

as a consequence of a high glycolytic rate, may also be reflective of tumor metabolism 

(6). MRS has also been used for treatment evaluation. As an example, reduced choline 

levels have been reported after chemo- and radiotherapy (6,31). An emerging 

technique to increase the sensitivity of MRS is hyperpolarized MRS. Hyperpolarization 

can transiently lead to an approximately 104 fold increase in MR signal (32,33). 

Administration of hyperpolarized 13C-labeled cell substrates facilitates dynamic 

measurement of metabolic fluxes, such as pyruvate-lactate exchange (as a measure 

for lactate dehydrogenase activity). 

MRI is one of the most commonly used imaging modalities for cancer. It yields 

excellent soft tissue contrast, relatively high spatial resolution and high versatility. In 
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addition to its use for anatomical imaging, MRI offers a wide array of structural, 

metabolic and functional imaging biomarkers. A number of molecular MR imaging 

approaches have been developed that are aimed at directly targeting specific 

components of the tumor microenvironment (10-12,34-38). Besides this, MRI offers a 

number of techniques that may be more generally useful for cancer detection and 

treatment evaluation. These MRI methods can be either based on endogenous 

contrast mechanisms or require injection of an MRI contrast agent to enhance the MRI 

appearance of tumors or extract functional information. 

 

1.2. Endogenous MRI biomarkers of cancer 

 

MRI of the human body is mainly based on the interaction of water proton spins with 

an externally applied magnetic field. Image contrast in conventional anatomical 

images is dependent on differences in proton density, spin-lattice or longitudinal 

relaxation times (T1) and spin-spin or transversal relaxation times (T2) between 

tissues and changes in these properties in diseased tissues. These inherent 

relaxometric properties of the tissue are influenced by the environment of the nuclei 

and molecular interactions (39). Most efficient spin-lattice energy transfer occurs 

when the natural motional frequency of the hydrogen atoms is in the order of the 

Larmor frequency. Efficient spin-spin relaxation is affected by the distance between 

hydrogen protons and thereby dependent on tissue structure and density. In addition 

to spin-spin relaxation, the decay in transverse magnetization may also be affected by 

static field inhomogeneities. The combination of these effects is described by the T2
* 

relaxation time. Different MRI pulse sequences can be exploited to acquire images in 

which the contrast is dependent on these relaxation times.  

 

1.2.1. Longitudinal and transversal relaxation times 

Tumors often have a different appearance on T1- and T2-weighted images than healthy 

surrounding tissue, which could facilitate assessment of tumor size and morphology 

(40-43). Since many histological grading parameters, such as cellularity, mitotic rate 

and necrosis, affect their MRI appearance, relaxometric properties of the tumor may 

inform on tumor grade (44). However, since the relaxation times can be influenced by 

a variety of factors, their specificity for identification of cancer is low and dependent 

on tumor type and nature of the surrounding tissue. 

 

Nevertheless, tumor relaxation times can be reflective of underlying tissue 

characteristics. Rofstad et al. have shown that high fractional water content was 

correlated with high T1 and T2 values in human melanoma xenografts (45). A direct 

correlation between T1 values and extracellular water and interstitial water was also 

observed by Braunschweiger et al. (46). Proton relaxation times can also be affected 

by treatment-induced tumor necrosis through various mechanisms (45-48). Tumor 

necrosis may be associated with edema formation, leading to increased T1 and T2 

values due to an increased fraction of extracellular water. Several other mechanisms 

could be responsible for a reduction in relaxation times. Necrosis induced 

microvascular damage may result in erythrocyte extravasation into the extracellular 

space and hemoglobin denaturation. Increased ferrous deoxyhemoglobin and ferric 
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hemoglobin concentrations can cause a decrease in T2 and T2
* relaxation times. In 

addition, paramagnetic methemoglobin may reduce T1 relaxation times by electron-

proton dipolar interactions (49). Moreover, changes in blood volume and 

microvascular perfusion after treatment could potentially lead to a reduced local 

oxygen concentration and increased levels of deoxyhemoglobin, thereby affecting the 

relaxation times (50). Furthermore, an increased concentration of freely dissolved 

paramagnetic ions, that have dissociated from denatured enzymes and proteins, could 

lower the relaxation times (47,51). In addition, it has been suggested that increased 

microvascular permeability leads to higher serum levels in the extracellular space, and 

tissue destruction to higher levels of extracellular macromolecules (48). Association of 

water with hydrophilic macromolecules slows down the natural motion of water 

molecules to frequencies closer to the Larmor frequency, shortening T1 relaxation 

times. This may be another mechanism of T1 shortening after cancer treatment. 

 

Other MRI methods have used the dependence of relaxation times on oxygen and 

deoxyhemoglobin concentrations to specifically assess tumor oxygenation, which 

affects cancer progression and efficacy of chemotherapy and radiotherapy (52). The 

ratio of oxygenated and deoxygenated hemoglobin affects the T2
* relaxation times, 

which is the basis of blood oxygen level-dependent (BOLD) imaging. By strongly T2
*-

weighted imaging, changes in deoxyhemoglobin concentrations and blood flow can be 

assessed (10,13,53). Another interesting method to assess tumor oxygenation is 

Mapping of Oxygen by Imaging Lipids Relaxation Enhancement (MOBILE) (54,55). This 

technique is based on the higher solubility of oxygen in lipids than in water and 

evaluates changes in tissue oxygenation by selectively measuring the R1 of lipids. 

Colliez et al. have shown that MOBILE enabled measurement of both positive and 

negative alterations in tumor oxygenation (56). Changes in R1 of lipid protons 

correlated with changes in tumor pO2 and were shown to be more sensitive to tumor 

oxygenation than changes in the global R1.  

 

Taken together, tumor relaxometric properties are generally reflective of a wide 

variety of underlying tissue characteristics, by a complex contribution of water 

content, tissue integrity and content of paramagnetic ions and macromolecules. 

Changes in relaxation times may therefore reflect alterations in multiple of these 

underlying tissue properties and have been used to assess treatment response to e.g. 

chemotherapy (48,57). 

 

1.2.2. Diffusion MRI 

Whereas relaxation times may be indirectly reflective of tissue structure and integrity, 

water diffusivity within the tissue is more directly related to these properties. Water 

diffusion is described by random translational or Brownian motion. In the human body, 

diffusion of water molecules is restricted by physiological barriers such as the 

microvasculature, cell membranes and components of the ECM. Therefore, the 

diffusivity of water in vivo is described by the apparent diffusion coefficient (ADC). The 

ADC can be measured with MRI, by application of diffusion-sensitizing gradients placed 

on opposite sides of a 180° refocussing pulse (58,59). Nuclear spins will undergo 

dephasing during application of the first gradient. The second gradient will rephase 
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static spins, generating an echo. However, mobile spins of randomly moving water will 

experience differences in local magnetic field and accumulate phase shifts that will not 

be refocused by the second gradient. This results in a decay of the net magnetization 

and decreased signal intensity in diffusion-weighted images. The degree of diffusion 

weighting can be modified based on the amplitude, duration of, and time between the 

diffusion-sensitizing gradients, and is described by the b-value (s/mm2). 

Diffusion-weighted imaging has been of great interest for cancer diagnostics, tumor 

grading and evaluation of treatment response. Tumors generally possess low ADC 

values due to their high cellular density and structural disorganization with tortuous 

extracellular space, which restricts water diffusion. Therefore, diffusion weighted 

imaging can facilitate tumor detection and discrimination between benign and 

malignant lesions (60-62). Blackledge et al. have shown that whole body diffusion-

weighted MR imaging is capable of detecting malignancies in different regions of the 

body (63). Furthermore, ADC values were found to correlate with cellular density in 

different human melanoma xenografts (64). Whereas diffusion is typically low in solid 

tumors, natural necrosis can result in higher ADC values due to reduced cellular 

density (64). The ADC has also been used as an early imaging biomarker for response 

to cancer therapy (6,13,65-67). It is generally observed that treatment-induced cell 

lysis and necrosis, accompanied by loss of membrane integrity, reduced cellular 

density and increased extracellular space, will result in an increased ADC (Figure 2) 

(67-69).  

 

Figure 2. Representation of the different biological processes involved in ADC changes after tumor 

therapy. A) Death of tumor cells after therapy (through necrosis or apoptosis) generally results in 

increased ADC values (red). A transiently decreased ADC (blue) may be observed, associated with 

necrosis-induced transient cell swelling. B) At a later stage after therapy, processes like reorganization or 

repopulation result in alterations of the ADC. Adapted from Moffat et al. (69) with permission. © 2005 by 

The National Academy of Sciences of the USA. 
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Chenevert et al. found a significant correlation between cellular density and mean ADC 

values at various timepoints after chemotherapy in a rat tumor model (70). Moffat et 

al. calculated functional diffusion maps of brain tumor patients and observed that 

increased ADC after chemotherapy and radiotherapy was an early predictor of 

subsequent volumetric tumor response (69). A transient decrease in ADC, related to 

cellular swelling, could be observed early after therapy, resulting in more restricted 

diffusion in the extracellular space (59). Finally, pre-treatment ADC values could 

potentially also be informative of treatment outcome. High ADC values may be 

associated with necrotic tumors that are often poorly perfused and hypoxic, which 

increases their resistance to chemo- and radiotherapy. Dzik-Jurasz et al. have shown 

that the ADC can predict response to chemoradiation (71). They observed a relatively 

poor response to chemotherapy and chemoradiation for tumors with high pre-

treatment ADC values.  

Le Bihan et al. have shown that at low b-values (<100 s/mm2), signal decay may also 

be affected by capillary perfusion and suggested that perfusion-related parameters 

could be separated from pure water diffusion, by intravoxel incoherent motion (IVIM) 

imaging (58,72). Several studies have shown the potential of IVIM analysis for tumor 

imaging (73-75) or evaluation of treatment response (76).  

 

1.2.3. Magnetization Transfer imaging 

Another method that may be suitable for cancer imaging, is magnetization transfer 

imaging (77). The tumor extracellular matrix is composed of many macromolecular 

components that provide structural support to tumor cells. As described, the 

longitudinal relaxation rate may be increased by dipolar interactions between water 

protons and macromolecular protons. However, this interaction may also be more 

specifically measured by magnetization transfer imaging. Magnetization transfer 

imaging is based on off-resonance irradiation, and saturation of the magnetization of 

the macromolecular proton pool. Dependent on the extent of the magnetization 

exchange between macromolecular protons and the bulk water, the signal intensity on 

the MR images will be decreased (77,78). The magnetization transfer ratio (MTR) is 

influenced by macromolecular structure, content and concentration. Magnetization 

transfer contrast can be quantified by image acquisition in presence and absence of 

the saturation pulse. Tsukushi et al. measured significantly higher MTRs of malignant 

musculoskeletal tumors compared to benign ones (79). In addition, a significant 

correlation between the MTR and DNA index, an indicator of tumor malignancy, was 

observed. Also Bonini et al. showed that the MTR could discriminate between benign 

and malignant lesions (80). Finally, the MTR has also been used to discriminate post-

radiation necrosis from residual tumor after chemoradiotherapy (81).  

 

Whereas classical MT imaging is able to measure exchange between the bulk water 

and immobile solid-like protons, Zhou and van Zijl et al. have demonstrated selective 

detection of mobile proteins and peptides by amide proton transfer (APT) imaging. 

Amide protons resonating at 3.5 ppm downfield of the bulk water can be selectively 

irradiated to probe the magnetization exchange of these protons with the bulk water. 

APT contrast is influenced by protein and peptide content and the amide proton 

exchange rate, which is increased at higher pH. It has been shown that APT imaging 
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can detect brain tumors, in both the preclinical (82,83) and clinical setting (84-86), 

mainly based on their increased protein and peptide content. Furthermore, Jia et al. 

have shown that prostate cancer is associated with significantly higher APT ratios 

compared to benign tissue (87). Zhou et al. have demonstrated that necrotic lesions 

possess low APT signal compared to viable tumor after radiotherapy of rat gliomas, 

which was explained by reduced levels of mobile cytosolic proteins and peptides as a 

result of loss of cytoplasm (88). Moreover, Dula et al. have shown the potential of APT 

imaging to assess early response of human breast cancer to chemotherapy (89).  

 

1.2.4. The longitudinal relaxation time in the rotating frame T1ρ 

A useful endogenous MR parameter that is also related to macromolecular interactions 

is the longitudinal relaxation time in the rotating frame T1ρ. T1ρ imaging involves 

application of an on-resonance spin-lock pulse after a 90° excitation pulse, that locks 

the magnetization in the rotating frame. During application of this spin-lock pulse, 

longitudinal relaxation along the spin-lock field will take place, which is similar to T1 

relaxation at very low field strength. Therefore, T1ρ is sensitive to molecular motion in 

the low frequency range and predominantly affected by protein-water interactions. It 

has been shown that T1ρ contrast can be exploited for tumor imaging (90-92). In 

addition, several studies have shown increased T1ρ after treatment in pre-clinical 

tumor models, consistent with expected cellular and structural changes during 

apoptosis or necrosis (93-95). 

 

1.2.5. Additional endogenous MRI biomarkers 

Besides these more commonly investigated methods, a number of additional 

endogenous MRI biomarkers have been explored for cancer imaging. Arterial spin 

labeling (ASL) is a technique that is able to measure perfusion by magnetically 

labeling protons in the blood (53,96). Several studies have shown the utility of ASL for 

imaging tumor perfusion and changes in blood flow after treatment (97,98). Another 

interesting biomarker is the elastography-derived viscoelasticity. It has long been 

recognized that mechanical properties of tumors may be different compared to 

surrounding normal tissues, which is the basis of tumor identification by palpation. It 

has been described that magnetic resonance elastography (MRE) could discriminate 

between benign and malignant liver tumors based on their viscoelastic properties 

(99,100). In addition, Pepin et al. have demonstrated that the elastography-derived 

shear stiffness was significantly reduced within days of chemotherapy treatment of 

subcutaneous mouse tumors (101). It was suggested that the observed reduction in 

stiffness was caused by a decreased cellularity in combination with cell death. 

 

1.3. Contrast-enhanced MRI biomarkers 

 

Oncologic imaging has considerably benefitted from the development of MRI contrast 

agents. Especially clinically approved low molecular weight paramagnetic contrast 

agents, such as gadopentetate dimeglumine (Gd-DTPA, Magnevist) and gadoterate 

meglumine (Gd-DOTA, Dotarem), are widely employed. These contrast agents reduce 

local tissue relaxation times and provide positive contrast (i.e. generate more signal) 
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in T1-weighted images. After intravenous administration, contrast agents will distribute 

through the body and may leak from the vasculature into the tumor interstitial space.  

 

Tumors generally possess an abnormal vascular structure and physiology, resulting in 

a different appearance on T1-weighted images after contrast agent injection. 

Therefore, contrast-enhanced MRI enables more accurate tumor detection and 

delineation and improves cancer staging and grading (102-104). Contrast-enhanced 

MRI scans of different breast tumors are shown in Figure 3, which demonstrates its 

ability to visualize lesion shape (105).  

 

 

Additional physiological information may be extracted by rapid image acquisition 

before, during and after contrast agent injection. Mainly two dynamic acquisition 

approaches have been employed; dynamic susceptibility contrast-enhanced MRI (DSC-

MRI) and dynamic contrast-enhanced MRI (DCE-MRI). DSC-MRI is based on rapid 

acquisition of T2
*-weighted images and measurement of a rapid decrease in signal 

intensity upon contrast agent injection, due to an increase in magnetic susceptibility. 

The main application of DSC-MRI is in assessment of brain perfusion (106). DCE-MRI 

has been more extensively applied for tumor imaging and involves rapid dynamic 

acquisition of T1-weighted images to measure the dynamic signal enhancement upon 

contrast agent injection (106). The spatial and temporal enhancement pattern in the 

tumor is affected by underlying pathophysiological properties. Semi-quantitative 

parameters may be determined that can describe the measured contrast agent uptake 

Figure 3. Axial contrast-enhanced images of the breast showing different mass-enhancing lesions, with 

a (a) round, (b) oval, (c) lobulated, and (d) irregular shape. The pre-contrast image was subtracted from 

the post-contrast image to highlight regions with signal enhancement. Adapted from Petralia et al. (105) 

with permission. © 2011 by the International Cancer Imaging Society; Licencee BioMed Central Ltd. 
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kinetics, including the time to peak, maximum upslope, maximum enhancement and 

area under the curve (AUC) (107). However, these parameters often do not have a 

direct physiological interpretation and are dependent on the acquisition protocol. After 

conversion of the dynamic signal intensity to contrast agent concentration, 

quantitative analysis by tracer-kinetic modeling can be employed to extract 

physiological parameters that reflect underlying tumor physiology, such as the blood 

volume, blood flow, microvascular permeability and volume of the extravascular 

extracellular space (EES) (106,108). Tracer-kinetic analysis requires assessment of 

the arterial input function (AIF), which describes the contrast agent concentration in 

the arterial inlet of the tumor. If the AIF cannot be directly measured, a population 

averaged AIF may be used (109) or other methods for AIF extraction could be 

employed, such as reference region models (110) or blind AIF estimation methods 

(111,112). Contrast agent distribution in the tumor can be modeled by the use of 

compartmental models that describe the different tissue subspaces over which a 

contrast agent distributes and the exchange rates between them. The different 

contrast agent distribution spaces and exchange between them are schematically 

depicted in Figure 4. Two major distribution compartments can be identified: the 

capillary vascular plasma space and the EES (113). The transfer rate of the contrast 

agent to the tumor tissue is influenced by the plasma flow (Fp) and the endothelial 

permeability surface area product (PS), which describes the microvascular leakage 

rate and is dependent on the size of the contrast agent that is used.  

 

A number of tracer-kinetic models have been used to describe contrast agent 

distribution in the tissue. One of the most widely applied tracer-kinetic models is the 

Standard Tofts model, which is a one-compartment model that assumes that the 

tissue is weakly vascularized with a well-mixed EES (106,114,115). It is a two-

Figure 4. The different compartments involved in the distribution of contrast agents in the tissue and 

functional variables involved in contrast agent transfer between the compartments. Administered 

contrast agents enter the tumor tissue via the vascular plasma space vp, from which they will be 

distributed into the extravascular extracellular space (EES), followed by washout from the EES. Adapted 

from Jackson et al. (113) with permission. © 2005 by Springer-Verlag. 
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parameter model that facilitates estimation of the volume transfer constant Ktrans (min-

1) and washout rate constant kep (min-1) between the EES and vascular plasma space, 

in which Ktrans is a composite measure affected by both the plasma flow and 

microvascular permeability. The EES volume fraction ve can be calculated by Ktrans/kep. 

An expansion of this model is the Extended Tofts model, which incorporates a non-

negligible vascular contribution by additional assessment of the vascular plasma 

fraction vp (115,116). More complex models have been developed, which model the 

blood plasma and interstitial space both as single compartments, such as the two-

compartment exchange (2CX) model (106,117). The 2CX model allows estimation of 4 

parameters, including Fp, vp, PS and ve, thereby enabling separate estimation of blood 

flow and permeability (106). A schematic representation of these tracer-kinetic models 

is shown in Figure 5. 

 

Tracer-kinetic parameters provide physiological imaging biomarkers that can aid in 

cancer detection and treatment evaluation. It has been shown that quantitative DCE-

MRI analysis can discriminate between benign and malignant tumors (117,119-121). 

In addition, DCE-MRI has been widely employed for treatment evaluation. Cancer 

treatment with chemotherapy, radiotherapy or antivascular therapy generally results 

in an early decrease in Ktrans, reflective of a reduced microvascular function (10,122-

126). In addition, it has been demonstrated that DCE-MRI parameters may correlate 

with tumor oxygenation and vascularity and can be used as a predictor for response to 

radio- or chemotherapy treatment (127,128). 

Whereas DCE-MRI utilizing low molecular weight contrast agents, has been widely 

employed to assess reduced microvascular function by evaluation of changes in Ktrans, 

accurate assessment of various treatment induced vascular alterations may require 

more detailed tracer-kinetic analysis. As an example, antivascular therapies often 

induce alterations in both the microvascular permeability and tumor blood flow. 

Antivascular drugs can be divided into two categories: vascular disrupting agents, 

which are aimed at attacking the established tumor vasculature, and antiangiogenic 

Figure 5. Schematic representation of different tracer-kinetic models. A) Diagram of the standard Tofts 

model. It assumes a negligible vascular plasma fraction and a well-mixed interstitial space ve. Contrast 

agent influx is described by the transfer constant Ktrans. B) Diagram of the extended Tofts model, which 

enables estimation of vascular plasma fraction vp, K
trans and ve. It is valid in weakly vascularized tissues 

with a well-mixed interstitial space and in highly perfused tissues. Ktrans is a mixture of the vascular 

plasma flow Fp and permeability-surface area product (PS). In case of a non-negligible vp, the tissue 

must be highly perfused and in that case Ktrans=PS. C) Diagram of the two-compartment exchange (2CX) 

model. It models both the vascular plasma space and interstitial space as single compartments and 

facilitates estimation of Fp, vp, PS and ve. Adapted from Sourbron et al. (118) with permission. © 2013 by 

John Wiley & Sons, Ltd. 
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agents, focused on inhibiting formation of new blood vessels. Vascular disrupting 

agents often induce increased microvascular permeability, in conjunction with a 

decreased microvascular flow (129,130). Similarly, antiangiogenic agents often induce 

changes in multiple vascular properties (131). In clinical trials of antivascular 

therapies, often a reduction in Ktrans is reported as an indicator of tumor treatment 

response. However, Ktrans is a composite measure of permeability, capillary surface 

area and tumor blood flow (132). Separate estimation of these parameters would be 

of great interest, to obtain a more complete view on the various treatment-induced 

physiological changes. This may aid in identification of the mechanisms of drug action, 

dose optimization and treatment selection (126). More advanced tracer-kinetic 

models, such as the 2CX model, enable differentiation between blood flow and 

microvascular permeability (118). However, application of these models is limited due 

to the more stringent requirements on data acquisition (118). Another approach that 

affords a higher sensitivity to changes in specific tracer-kinetic parameters is the use 

of macromolecular, high molecular weight contrast agents. 

 

1.3.1. Macromolecular DCE-MRI 

Macromolecular contrast agents, also referred to as blood pool agents, provide distinct 

information on physiological tumor properties in comparison with low molecular weight 

contrast agents. Since microvascular permeability in tumors is generally high, low 

molecular weight contrast agents are often readily diffusible across the tumor 

vasculature (Figure 6A). Therefore, their transfer into the tumor interstitial space is 

often dominated by blood flow. In contrast, macromolecular agents possess limited 

transendothelial diffusion and a relatively long intravascular half-life (Figure 6B).  

 

Figure 6. Graphic representation of the transfer of (A) low molecular weight contrast media and (B) high 

molecular weight contrast media from the tumor vasculature into the interstitial space. Adapted from 

Barrett et al. (133) with permission. © 2006 by Elsevier Ireland Ltd. 
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It has been shown that macromolecular contrast agents enable improved assessment 

of the higher blood volume and microvascular permeability of tumors, which have 

been associated with angiogenesis and related to tumor grade (53,133-139). In 

addition, a number of studies have exploited the dependence of tracer-kinetic 

parameters on contrast agent size to enable an improved evaluation of cancer 

therapies (140-145). Dendrimer-based contrast agents may be especially suitable for 

investigation of the dependence of tracer-kinetic parameters on contrast agent 

molecular weight and to study tumor leakiness to therapeutic agents. Dendrimers are 

a class of highly branched synthetic polymers with a globular shape, that possess 

tunable molecular weight and composition (146,147). A wide variety of dendrimer 

types have been synthesized, including polyamidoamine (PAMAM), poly(propylene 

imine) (PPI) and poly-L-lysine (PLL) dendrimers (148). Differences in dendrimer core, 

repeating units and surface functionality between these dendrimers, define their 

characteristics and in vivo behavior (149-153). Dendrimers are an attractive platform 

for imaging or drug delivery, because their periphery can be functionalized with 

various imaging labels or therapeutic agents (147,148,154-157). In addition, their size 

can be increased proportional to their generation, without altering their chemical 

composition (147). This facilitates assessment of the effect of molecular size on 

biodistribution and tumor accumulation, which is an important aspect in drug delivery 

(148,153,158,159). With respect to their application in imaging, dendrimer-based 

contrast agents have been used for both MR angiography (160,161) and for 

quantitative DCE-MRI involving tracer-kinetic modeling (139), exploiting their 

increased relaxivity, prolonged intravascular retention, and suitability of high 

molecular weight agents to assess tumor microvascular permeability and blood 

volume. 

An alternative type of blood pool agents is represented by low molecular weight 

contrast media that reversibly bind to serum albumin, of which the most common 

example is gadofosveset trisodium (MS-325) (162-164). Reversible albumin-binding 

results in decreased contrast agent extravasation and a prolonged circulation half-life. 

Its main application is in MR angiography, which exploits the limited extravasation and 

prolonged intravascular life-time of blood pool agents to visualize the tumor 

vasculature. This facilitates high quality image acquisition without stringent 

requirements on temporal resolution. Goyen et al. have demonstrated that 

gadofosveset has several promising application areas, including diagnosis of vascular 

stenosis and overall characterization of vascular disease (165). Gadofosveset has also 

been explored for tumor imaging (166), nodal staging (167,168) and therapy 

evaluation (169). 

 

1.4. Imaging biomarkers for the evaluation of HIFU treatment 

 

A number of MRI biomarkers may have applications in the evaluation of HIFU 

treatment. The following sections will focus on the principles of HIFU, the role of MRI 

in guidance of HIFU therapy, and the potential sensitivity of MRI biomarkers to HIFU-

induced tumor changes.  
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1.4.1. The principles of HIFU treatment 

HIFU treatment is an emerging noninvasive cancer treatment strategy (170-172). In 

contrast to diagnostic ultrasound, using relatively high frequency (1-20 MHz) 

ultrasound waves with low acoustic power, HIFU employs focused ultrasound waves of 

relatively low frequency (~0.8-3.5 MHz) but high acoustic power (4). In the MHz 

frequency range, ultrasound waves have relatively short wavelengths, which allows 

them to be focused into a very small treatment volume. 

Local absorption of focused ultrasound energy induces high temperature elevations in 

the tumor, whereas healthy surrounding tissue is minimally affected (Figure 7A). Local 

tissue heating to temperatures of about 60 °C induces coagulative necrosis and 

facilitates thermal tumor ablation (4). Volumetric ablation can be performed by 

mechanical or electronic steering of the ellipsoidal ablation volume (Figure 7B).  

 

Figure 7. Schematic drawing showing the principle of HIFU treatment. (A) An extracorporeal HIFU 

transducer generates an ultrasound beam, which is focused deep within the body. Deposition of 

ultrasound energy in the target tissue (liver in this case), results in focal heating of the tissue and a 

cigar-shaped lesion is formed due to coagulative necrosis. (B) By placement of multiple ablation cells in 

the tumor, thermal ablation of the entire tumor can be performed with no damage to the surrounding 

tissue. Adapted from Kennedy et al. (4) with permission. © 2005 by Nature Publishing Group. 
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Besides induction of temperatures that are directly cytotoxic, HIFU can be employed to 

induce mild temperature elevations (40-42 °C) that increase microvascular 

permeability and facilitate hyperthermia-mediated drug delivery (173-175). 

Dependent on the applied treatment settings, HIFU may also induce tissue damage by 

mechanical effects (170,173). The oscillating acoustic pressure during propagation of 

ultrasound waves through the tissue may result in generation, growth and oscillation 

of small gas bubbles, which is called cavitation (4). Collapse of cavitation bubbles 

(inertial cavitation) can induce both irreversible cell damage and induce a reversible 

increase in membrane permeability. In addition, stable oscillations may induce local 

mechanical stress in blood vessel walls. Besides cavitation, high amplitude sonications 

may induce a transfer of momentum to the tissue, generating a unidirectional force 

called a radiation force (173). Radiation forces could lead to structural changes to the 

tissue, by induction of local tissue displacements and acoustic streaming. Acoustic 

cavitation and induction of radiation forces may be exploited to enhance the delivery 

of therapeutic agents to the tumor (173). 

 

1.4.2. MR-guided HIFU 

Clinical application of HIFU for tumor treatment is expanding from benign uterine 

fibroids (176,177) to malignant lesions (5), including prostate (178-181), liver (182-

184), breast (185,186), pancreatic (187) and bone  tumors (188). For treatment of 

malignant tumors, accurate treatment planning, monitoring and evaluation are of 

critical importance to ensure whole tumor coverage. Therefore, HIFU therapy is often 

performed in conjunction with MR image guidance. MR thermometry based on the 

linear dependence of the proton resonance frequency (PRF) on changes in tissue 

temperature, allows for accurate temperature monitoring during treatment  

(189,190). MR-HIFU systems, in which the HIFU transducer is integrated in the patient 

bed of the MRI scanner, provide real-time temperature feedback control. Knowledge of 

the temperature history of the tissue allows for calculation of the locally applied 

thermal dose. 

A thermal dose of 240 equivalent minutes (EM) at 43 °C is generally used as a 

threshold for predicting cell death (191-193). However, it has been shown that the 

thermal sensitivity may be tissue and species dependent (192,193). Furthermore, 

whereas high temperatures of approximately 60 °C can immediately result in 

coagulative necrosis, sublethal temperature elevations may potentially result in 

delayed cell death (194). To verify that the induced temperature elevations have 

indeed resulted in tumor cell death and assess the extent of successfully treated 

tumor, accurate treatment evaluation is of crucial importance. Clinical MRI evaluation 

of HIFU therapy has been mainly restricted to T2-weighted and contrast-enhanced T1-

weighted imaging (5,178,181,195-198). HIFU-treated tumor generally has a 

heterogeneous appearance on T2-weighted images, whereas contrast-enhanced T1-

weighted images show a lack of contrast-enhancement. Although these methods 

provide useful information about treatment response, a number of MRI biomarkers 

potentially have a higher specificity or sensitivity for the early identification of 

successfully treated tumor. 
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1.4.3. MRI biomarkers for the evaluation of HIFU treatment 

In order to identify suitable imaging biomarkers for evaluation of HIFU treatment, 

insight in HIFU-induced tumor changes is required. After focal HIFU treatment, the 

ablated lesion may be divided into three zones (Figure 8): the central ablation zone 

with lethal temperature elevations to approximately 60 °C, the peripheral or 

transitional zone with sublethal and potentially reversible thermal damage at 

temperatures between 41-45 °C and the unaffected surrounding tissue (194).  

 

In the central ablation zone, temperatures of approximately 60 °C will result in rapid 

denaturation of proteins, which is cytotoxic and leads to coagulative necrosis. In 

addition, heat-induced damage to cellular membranes will lead to impairment of 

facilitated diffusion, energy-dependent transport across the cell membrane, and other 

critically important membrane functions. Other mechanisms of cell death include 

Figure 8. Schematic overview of the zones of hyperthermic ablation. The location of heat application is 

surrounded by three zones. (A) The central zone, in which temperatures exceeding 50 °C upon HIFU 

treatment will result in coagulative necrosis. (B) The peripheral or transitional zone, in which 

temperatures between 41-45 °C can still induce heat-induced injury, but this may be reversible and 

recovery from this injury could occur. On the other hand, metabolic function may be impaired and cells in 

this zone may be susceptible to further injury. C) The normal surrounding tissues, in which blood vessels 

cause a heat-sink effect, which dissipates the thermal energy and decreases ablation efficacy. The 

different tissue changes in the three zones are summarized in the insets. Adapted from Chu et al. (194) 

with permission. © 2014 by Nature Publishing Group. 
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inactivation of crucial enzymes, such as DNA polymerase, and mitochondrial 

dysfunction. Furthermore, vascular disruption and vascular occlusion may be observed 

after treatment (194,199).  

The transitional zone can also be characterized by halted metabolism and impaired 

DNA repair, which could result in induction of apoptosis (194). Further delayed cell 

death could be caused by ischemia as a consequence of vascular damage, or 

ischemia-reperfusion injury by formation of reactive oxygen species (ROS). Other 

tissue changes involve increased release of chemokines and cytokines that could 

stimulate the immune response. Hyperthermic conditions in the peripheral zone might 

also result in increased blood flow and enhanced microvascular permeability 

(174,175,200,201). In the normal surrounding tissues, blood vessels cause heat 

dissipation and decrease the ablation efficacy. Tumor antigens that are released after 

necrosis could stimulate an immune response. 

 

MR imaging biomarkers that are sensitive to these HIFU-induced tissue changes could 

facilitate early evaluation of HIFU therapy and identification of the successfully treated 

tumor. These imaging biomarkers may either be directly related to a loss of cell 

viability, or be reflective of structural, functional or metabolic changes that can result 

in delayed cell death.  

A number of acute treatment effects may be directly detectable with MRI. The ADC is 

a promising biomarker to detect structural disruption, damage to cellular membranes 

and cell shrinkage due to coagulative necrosis in the central ablation zone. The MTR, 

APT and T1ρ are potentially suitable for assessment of changes in macromolecular 

structure, dynamics and content in this area. These properties can be directly altered 

by high temperature elevations or change as a consequence of structural disruption 

and a loss of viability. The APT and T1ρ potentially possess increased sensitivity and 

specificity to protein denaturation and aggregation. Relaxation times may also be 

altered, due to changes in water content, water access to macromolecules or 

paramagnetic sites, or changes in tissue structure and rigidity. Structural changes 

may also be evaluated by MR elastography. Besides these structural alterations, tumor 

function and metabolism are directly altered after HIFU. HIFU-induced reduced 

microvascular function due to vascular disruption and congestion could be evaluated 

with DCE-MRI and MRS may be employed to assess direct changes in energy status 

and metabolism.  

Mild temperature elevations in the peripheral zone may result in decreased 

microvascular function, or hyperemia and increased permeability, dependent on the 

temperature elevation (174). These effects may be investigated with macromolecular 

DCE-MRI, including MR angiography to investigate potential microvascular occlusion or 

tracer-kinetic modeling to assess changes in microvascular permeability. 

Delayed cell death may occur in the transitional zone, as a consequence of vascular 

damage, tumor hypoxia and halted metabolism. These functional changes, that often 

precede cell death, may be assessed with DCE-MRI and MRS. ADC measurements may 

be employed to assess delayed cell death. 
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1.4.4. Multiparametric MRI evaluation of HIFU treatment 

It has been discussed that HIFU treatment may induce alterations in multiple MRI 

parameters. These parameters could be affected by various underlying tumor changes 

and may be heterogeneous and time dependent. Therefore, the ability of a single MRI 

parameter to identify the successfully treated tumor after HIFU is likely to be limited. 

However, combining the different MR parameters into a multiparametric MRI protocol 

may facilitate more robust assessment of the treated tissue. Previous non-HIFU 

studies have shown that a multiparametric MRI analysis enables improved tumor 

detection, classification and treatment response evaluation, compared to analysis of a 

single parameter (202-210). Clustering algorithms, that divide the tumor into groups 

of pixels with similar MR parameter values, can be employed for automatic 

segmentation of tumor tissue populations. The combination of multiparametric MRI 

with cluster analysis offers promising approaches to discriminate between viable and 

non-viable tumor tissue (211-213). Quantification of these distinct tumor populations 

not only enables assessment of early therapy response, but also offers opportunities 

to evaluate changes in functional MRI biomarkers specifically in the viable tumor 

regions, which is often the tissue of therapeutic interest (214,215). 

 

1.5. Aim and outline of this thesis 

 

The aim of this thesis was the development and evaluation of endogenous and 

contrast-enhanced MRI methods for tumor imaging and early therapy assessment, 

with a specific focus on HIFU treatment. To this aim, various studies were performed 

in a preclinical setting. 

The studies in the first part of this thesis were focused on the characterization and in 

vivo application of macromolecular contrast agents for vascular imaging and 

evaluation of tumor microvascular function. 

 

Chapter 2 describes the characterization and in vivo evaluation of albumin-binding 

dendrimer-based MRI contrast agents. Contrast agent efficacy and albumin-binding 

capability were assessed using relaxometry measurements. Subsequently, the blood-

kinetics and biodistribution of the agents were determined in tumor-bearing mice. The 

utility of the agents for blood pool imaging was evaluated using whole-body MR 

angiography. 

 

Related to chapter 2, chapter 3 is aimed at characterization and in vivo evaluation of 

dendrimer-based MRI contrast agents of various molecular weight. Relaxometric 

properties of the agents and their blood-kinetics and biodistribution were determined 

in tumor-bearing mice. The potential value of the highest molecular weight dendrimer 

for macromolecular contrast-enhanced MRI was examined by whole-body MR 

angiography. 

 

The study in chapter 4 demonstrates a novel tracer-kinetic modeling approach for 

macromolecular DCE-MRI, which facilitated a more detailed assessment of tumor 

vascular status. The multi-agent modeling approach involved sequential injection of 
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contrast agents of various molecular weight and simultaneous modeling of the multi-

agent data. 

 

The remaining part of this thesis describes studies aimed at assessing the suitability of 

various MRI biomarkers for the evaluation of HIFU treatment. In the work of chapter 

5 and 6, HIFU treatment was performed outside the MRI scanner and MRI 

measurements were done at high field strength.   

 

The study in chapter 5 describes the application of a multiparametric MRI protocol for 

the evaluation of HIFU treatment of subcutaneous mouse tumors. Mice underwent MRI 

before, directly after and 3 days after HIFU, and cluster analysis of the 

multiparametric MRI data (consisting of T1, T2, ADC and MTR) was performed to 

identify the successfully treated tumor regions. Quantitative comparison between MRI-

derived and histology-derived non-viable tumor fractions enabled selection of the 

optimal set of MRI parameters for evaluation of HIFU treatment. 

 

Chapter 6 describes a cluster analysis of tracer-kinetic parameters derived from DCE-

MRI, to identify regional tracer-kinetic changes after HIFU treatment of subcutaneous 

tumors in mice. DCE-MRI was performed before, directly after and 3 days after HIFU. 

Non-perfused tumor fractions were quantitatively compared with histology-derived 

non-viable tumor fractions. Moreover, changes in contrast agent uptake-kinetics in the 

region outside the non-perfused tumor were assessed. 

 

Whereas HIFU treatment was performed outside the MRI scanner in chapter 5 and 6, 

HIFU treatment was performed under MRI guidance in the study described in chapter 

7, in which a clinical 3 T MR-HIFU system was used as a step towards clinical 

translation. This study focused on evaluation of HIFU treatment using a 

multiparametric MRI protocol, consisting of quantitative assessment of T1, T2, ADC, 

T1ρ, APT and tracer-kinetic parameters derived from DCE-MRI. HIFU treatment was 

performed on subcutaneous rat tumors and MRI was performed before, directly after 

and 3 days after treatment. HIFU-induced changes in the different MRI parameters 

were extensively investigated. In addition, the optimal set of MRI parameters to 

identify successfully treated tumor was determined by cluster analysis of the 

multiparametric MRI data and quantitative comparison between MRI-derived and 

histology-derived non-viable tumor fractions. Furthermore, the performance of 

multiparametric MRI for HIFU therapy evaluation was compared with contrast-

enhanced MRI and temperature mapping data. 

 

In chapter 8, a general discussion reflecting upon the work presented in this thesis 

and future perspectives of the different MRI methods are given. 
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Abstract 

 

Purpose 

This work focused on the characterization of poly(propylene imine) (PPI) dendrimer-

based albumin-binding magnetic resonance imaging (MRI) contrast agents, as well as 

evaluation of their blood-kinetics, biodistribution and utility for blood pool imaging. 

 

Experimental 

Various lower generations of PPI dendrimers, functionalized with a variable number of 

Gd-DOTA moieties and a palmitoyl moiety to facilitate reversible albumin binding, 

were synthesized by SyMO-Chem BV. The agents were primarily intended for 

preclinical imaging studies in mice. Relaxometric properties and aggregation behavior 

of the agents were characterized by relaxivity measurements at 60 MHz in phosphate 

buffered saline (PBS) and mouse plasma, and by nuclear magnetic relaxation 

dispersion (NMRD) measurements in presence and absence of mouse serum albumin 

(MSA) at physiological concentration. MSA binding affinity was assessed using proton 

relaxation enhancement (PRE) measurements at 20 MHz. Blood-kinetics and 

biodistribution of the agents were determined in CT26 colon carcinoma bearing Balb/c 

mice. The utility of the agents for blood pool imaging was evaluated in tumor-bearing 

Balb/c mice, by whole-body MR angiography with a 1 T MRI Bruker IconTM system. 

 

Results and discussion 

The agents palmitoylputrescine-DOTA-Gd (1), G1-PPI-GdDOTA3-Palm1 (2(G1)) and 

G2-PPI-GdDOTA7-Palm1 (3(G2)) were successfully synthesized by SyMO-Chem BV. 

Relaxivity measurements in PBS at 60 MHz demonstrated that these agents possessed 

a higher relaxivity compared to gadoterate meglumine (Gd-DOTA). Moreover, a critical 

aggregation concentration (CAC) was observed for the different agents, above which 

they formed aggregates, resulting in an enhanced relaxivity. Relaxivities were 

generally higher in mouse plasma than in PBS. PRE measurements showed a high 

albumin-binding strength for 1, whereas the affinity of 2(G1) and 3(G2) for MSA was 

less and comparable to the commercially available human serum albumin-binding MS-

325. Whereas 1 possessed the highest albumin-binding affinity, it appeared to be 

toxic in vivo. Nevertheless, the albumin-binding capabilities and macromolecular 

structure of 2(G1) and 3(G2) resulted in a relatively long half-life compared to Gd-

DOTA. Accumulation of 2(G1) and 3(G2) in various organs was higher than of Gd-

DOTA, with the highest accumulation for 3(G2) in the tumor and most organs. Whole-

body MR angiography showed prolonged visualization of the vasculature after 

administration of 3(G2). Vascular enhancement after 2(G1) injection diminished after 

10 min post-contrast, but was more pronounced compared to Gd-DOTA. 

 

Conclusion 

Differences in structure of the palmitoylated agents resulted in different relaxometric 

properties, aggregation behavior and affinity for MSA. Whereas albumin-binding 

affinity was highest for 1, this agent appeared to be toxic in vivo. Nevertheless, 

2(G1) and 3(G2) possessed prolonged circulation times and enabled MR angiographic 

imaging. The most persistent vascular enhancement was observed for 3(G2).  
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2.1. Introduction 

 

Contrast agents are widely used to improve the sensitivity and specificity of magnetic 

resonance imaging (MRI) for detection of a broad range of pathologies. Paramagnetic 

gadolinium chelates can enhance the relaxation rates of diseased tissues and thereby 

improve the contrast with healthy tissue in an MR image (1,2). Commercially available 

low molecular weight contrast agents are routinely used in clinical diagnostic imaging 

and have been extensively applied in preclinical and clinical studies for evaluation of 

new treatment strategies (3,4). Considerable effort has been made to increase the 

efficacy of these agents by enhancing their relaxivity and increasing their blood 

circulation times (5,6). Macromolecular contrast agents have been developed, which 

possess a reduced clearance rate and higher relaxivity at clinically relevant field 

strengths due to their increased rotational correlation time (1,7). In addition, contrast 

agents have been developed that are able to reversibly bind to serum albumin, which 

decreases their leakage rate from the intravascular space, prolongs their blood 

circulation half-life and enhances their relaxivity (8). These characteristics make these 

agents especially suitable for use as blood pool agents for vascular imaging. The most 

widely studied albumin-binding agent is MS-325, which possesses a hydrophobic 

diphenylcyclohexyl moiety that facilitates reversible binding to human serum albumin 

(HSA) (9-11). Several other studies have explored the use of other albumin-binding 

moieties, such as alkyl chains (12-14) or benzyloxymethyl substituents (15-17) and 

investigated their albumin-binding and relaxation enhancement capabilities (18). 

Macromolecular contrast agents have been used for tumor imaging, exploiting the 

enhanced permeability of tumor vessels in comparison with normal vasculature (19). 

It has been shown that macromolecular agents may be suitable for imaging tumor 

angiogenesis (20,21), could detect alterations of tumor vessel permeability after 

radiation therapy (22) and can be used for evaluation of vascular disrupting and 

antiangiogenic therapies (23).   

A particular type of platform for macromolecular contrast agents are dendrimers, 

which are a class of highly branched synthetic polymers with a well-defined structure 

that can be functionalized with various ligands or imaging labels (24). A major 

advantage of dendrimer-based contrast agents is that they can possess a wide range 

of tunable molecular weights whilst having a very similar chemical composition (25). 

In the present research, different lower generations of poly(propylene imine) (PPI) 

dendrimers, which have been functionalized with a variable number of Gd-DOTA 

moieties and a palmitoyl moiety to facilitate reversible albumin binding, were 

characterized in vitro and in vivo. A higher number of Gd-DOTA moieties per 

dendrimer and thereby higher molecular weight increases the payload of gadolinium 

and may amplify the relaxivity. In addition, a higher molecular weight may result in 

longer circulation times of the albumin-binding agents, also in unbound form, which 

would be advantageous for their use as a blood pool agent. However, an increased 

size of the headgroup could also potentially interfere with albumin-binding capabilities. 

The consequences of the differences in structure between the dendrimer-based 

contrast agents for their relaxivity was investigated with relaxivity measurements in 

phosphate buffered saline (PBS) and mouse plasma and by nuclear magnetic 

relaxation dispersion (NMRD) measurements in presence and absence of albumin at 
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physiological concentration. In addition, the consequences of their size differences for 

their albumin-binding capabilities were further investigated using proton relaxation 

enhancement (PRE) measurements (15,26). Since the used PPI dendrimers were 

primarily intended for preclinical tumor imaging, albumin-binding was studied using 

mouse serum albumin (MSA). Subsequently the albumin-binding dendrimers were 

applied in vivo in tumor-bearing mice to assess their blood-kinetics, biodistribution, 

and utility for angiographic imaging. This provided further insight in their suitability for 

in vivo imaging purposes. 

 

2.2. Experimental 

 

2.2.1. In vitro characterization 

 

2.2.1.1. Contrast agents 

An overview of the different albumin-binding dendrimers-based contrast agents, as 

well as of gadoterate meglumine (Gd-DOTA, Dotarem®, Guerbet, Villepente, France) 

and gadofosveset trisodium (MS-325) is given in Figure 1 and Table 1. Synthesis of 

the palmitoylated contrast agents and manufacturer information of Gd-DOTA and MS-

325 is described Supporting information 1. 

 

Table 1. Overview of the used contrast agents: gadoterate meglumine, the palmitoylated contrast agents 

and MS-325. 

 

Full name Short name Chemical formula MW (kDa) 

Gadoterate meglumine Gd-DOTA C23H42GdN5O13 0.754 

Palmitoylputrescine-DOTA-Gd  1 C36H65GdN6O8 0.867 

G1-PPI-GdDOTA3-Palm1 2(G1) C80H139Gd3N18O22 2.178 

G2-PPI-GdDOTA7-Palm1 3(G2) C168H287Gd7N42O50 4.798 

Gadofosveset trisodium MS-325 C33H40GdN3Na3O15P 0.976 

 

 

Figure 1. Schematic representation of Gd-DOTA, the palmitoylated (PPI dendrimer-based) contrast 

agents and MS-325. 
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2.2.1.2. Relaxivity measurements in PBS and mouse plasma 

The longitudinal (r1) and transverse (r2) relaxivity of the palmitoylated contrast agents 

and the commercially available Gd-DOTA and MS-325 were measured on a 60 MHz 

(1.41 T) Bruker Minispec MQ60 (Bruker, Germany) spectrometer at 37 °C. Relaxivities 

were determined in PBS (Sigma-Aldrich, St. Louis, MO, USA) and Balb/c mouse 

plasma with Na Heparin as anticoagulant (Innovative Research, Novi, MI, USA). For 

each contrast agent, relaxation times of eight samples with varying gadolinium 

concentration ([Gd3+], ~0.01-1.0 mM Gd3+) were determined using an inversion 

recovery sequence for T1 and a Carr-Purcell-Meiboom-Gill (CPMG) sequence for T2 

measurements. At least four samples below and four samples above the CAC were 

used for the palmitoylated contrast agents. Relaxivities were determined by fitting the 

data with Ri=Ri,0+ri*[Gd3+], with i ∈ {1,2} and Ri=1/Ti. The critical aggregation 

concentration (CAC) of the palmitoylated agents was determined by assessment of the 

point of intersection between the fits to the R1,2 data in the low and high relaxivity 

regime (14). 

 

2.2.1.3. PRE measurements 

PRE measurements were performed to investigate the interaction of the palmitoylated 

dendrimer-based contrast agents and MS-325 with MSA. The PRE method has been 

previously described (15,26). In short, it relies on assessment of the enhancement 

factor ε* at increasing albumin concentrations (E-titration), according to: 

 

𝜀∗ =
𝑅1,𝑜𝑏𝑠−
∗ 𝑅1,𝑑

∗

𝑅1,𝑜𝑏𝑠−𝑅1,𝑑
 

in which R1,obs is the measured longitudinal relaxation rate of the gadolinium 

containing solution, R1 is the measured relaxation rate of the diamagnetic solvent and 

the asterisk indicates the presence of MSA in solution. These relaxation rates were 

measured on a Stelar spinmaster spectrometer (Stelar, Mede, Pavia, Italy) operating 

at 20 MHz (0.47 T) at 37 °C using an inversion recovery sequence. For the 

palmitoylated agents, PRE measurements were performed at concentrations below 

(~0.025 mM Gd3+) and above the CAC (~1 mM Gd3+). The gadolinium concentration 

of the palmitoylated contrast agents solutions used for the PRE measurements were 

determined by mineralizing a given quantity of the solutions by addition of 37% 

hydrochloric acid (HCl) at 120 °C overnight, as previously described (27). By 

measuring the relaxation rates of the obtained solutions and with the known relaxivity 

of the Gd3+ aqua ion in acidic solutions (13.5 mM-1s-1), the [Gd3+] could be determined 

(this method was calibrated using standard ICP solutions). The dendrimer 

concentration was subsequently determined based on the gadolinium content of the 

dendrimers as determined with Inductively Coupled Plasma-Atomic Emission 

Spectrometry (ICP-AES) (Philips Innovation Services, Eindhoven, The Netherlands). 

MSA (dissolved lyophilized powder, fatted) (Equitech Bio, Kerrville, USA) was weighed 

using a microbalance and dissolved in PBS at increasing concentrations of 0-1.5 mM 

MSA, assuming a molecular weight of 67 kDa. By nonlinear fitting of the ε* data as 

previously described (15,26), the binding parameter n*KA (with n the number of 

binding sites and KA the association constant) and maximum enhancement factor εb 

could be determined. The parameter n*KA was only determined for PRE measurements 
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performed at concentrations below the CAC, since above this concentration the 

aggregation number of the agents was not known. The maximum bound relaxivity r1,b 

was assessed by multiplication of the measured relaxivity at 20 MHz with the 

maximum enhancement factor εb.  

 

2.2.1.4. NMRD measurements 

The dependence of the longitudinal relaxivity (r1) of the palmitoylated contrast agents 

on the applied magnetic field strength was assessed with NMRD measurements. 

Longitudinal water proton relaxation rates were measured using a Stelar field-cycling 

relaxometer (Stelar, Mede, Pavia, Italy) operating at proton Larmor frequencies 

between 0.01 MHz and 20 MHz, corresponding to field strengths between 0.0024 and 

0.47 T. The relaxometer works under complete computer control with an absolute 

uncertainty in R1 of 1%. Relaxation rates at field strengths from 20-70 MHz (0.47-1.7 

T) were determined using a Stelar Spinmaster spectrometer (Stelar, Mede, Pavia, 

Italy) working at variable field. The gadolinium concentration of the palmitoylated 

contrast agents solutions used for the NMRD measurements were determined as 

previously described (27). NMRD profiles were acquired in PBS solutions, in absence 

and in presence of 0.6 mM MSA (dissolved lyophilized powder, fatted) (Equitech Bio, 

Kerrville, USA).  

 

2.2.2. In vivo characterization 

 

2.2.2.1. Ethics Statement 

All animal experiments were performed according to the Directive 2010/63/EU of the 

European Commission and approved by the Animal Care and Use Committee of 

Maastricht University (protocol: 2010-132). 

 

2.2.2.2. Tumor model 

10-12 week-old Balb/c mice (Charles River, Maastricht, The Netherlands) were 

inoculated with 2x106 CT26.WT murine colon carcinoma cells (American Type Culture 

Collection (ATCC; CRL-2638), Manassas, VA, USA) subcutaneously in the right hind 

limb. Approximately 10 days after inoculation, tumors became palpable in all animals 

and mice were subjected to the blood clearance kinetics and biodistribution 

experiments (n=3-4 per contrast agent). 

 

2.2.2.3. Blood-kinetics and biodistribution 

Mice were intravenously injected with a dose of 0.1 mmol/kg Gd ([Gd]=25 mM) of one 

of the palmitoylated dendrimer-based contrast agents (1, 2(G1), or 3(G2)) or Gd-

DOTA (Dotarem®), followed by a saline flush, via the tail vain in 5 seconds using an 

infusion pump (Chemyx Fusion 100, Stafford, TX, USA) under general anesthesia (2% 

isoflurane in medical air). Blood samples (20 µL) were collected via the saphenous 

vein before and at 8 time points after contrast agent injection (at 2, 15, 30, 45 min 

and 1, 4, 8, 24 h after injection) and immediately mixed with 20 µL of heparinized 

physiological saline solution to prevent coagulation of the blood. 24 h after contrast 

agent administration, mice were sacrificed by cervical dislocation and the tumor, hind 

limb muscle, liver, spleen, kidneys, heart and lungs were excised to determine the 
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biodistribution of the contrast agents. Mice injected with 1 had to be sacrificed 

prematurely due to contrast agent toxicity. 

After destruction of the samples with nitric acid, Gd3+ content of the blood samples 

and organs was assessed by means of ICP-AES or ICP Mass Spectrometry (ICP-MS) 

(Philips Innovation Services, Eindhoven, The Netherlands). 

To determine the circulation half-lives of the agents, a biexponential function was fit to 

the combined [Gd3+]-time curves of all mice: 

 

𝐶𝑏(𝑡) = 𝐶𝛼 ∙ 𝑒
−𝛼𝑡 + 𝐶𝛽 ∙ 𝑒

−𝛽𝑡, with 𝛼 =
ln(2)

𝑡1/2,𝛼
 and 𝛽 =

ln(2)

𝑡1/2,𝛽
 

in which Cα and Cβ represent concentration contributions from the distribution and 

elimination phase, respectively, to the total blood concentration Cb(t). α and β are the 

corresponding decay constants and t1/2,α and t1/2,β are the distribution and elimination 

half-lives. 

 

2.2.3. Whole body MR-Angiography 

 

2.2.3.1. Tumor model 

Studies were approved by the local ethics committee of the University of Turin and 

carried out in accordance with the guidelines of the European Commission. Male 

BALB/c mice (Charles River Laboratories, Calco, Italy) were inoculated with 1x106 

CT26 colon carcinoma cells (ATCC; CRL-2638, Manassas, VA, USA), subcutaneously in 

their hind limb. Tumors reached a size of approximately 0.4–0.6 cm in diameter 10-12 

days after cell inoculation.  

 

2.2.3.2. MR Angiography in tumor-bearing mice 

MR angiography was performed in tumor-bearing mice using 2(G1), 3(G2) and Gd-

DOTA (n=1 per agent). Mice were anesthetized with isofluorane and placed supine in a 

solenoid Tx/Rx coil with an inner diameter of 3.5 cm for the MRI experiment. During 

measurements, respiration was monitored with a sensor connected to an 

ECG/respiratory unit. The contrast agents were injected via the tail vein at a dose of 

0.1 mmol Gd/kg.   

 

MR images were acquired before and at 10, 20 and 30 min post-injection of the 

contrast agents on a 1 T MRI Bruker IconTM system (Bruker BioSpin MRI, Ettlingen, 

Germany). A 35 mm Tx/Rx mouse solenoid whole body coil was used for both RF 

excitation and reception of MR signal. A 3D gradient-echo (GRE) fast low angle shot 

(FLASH) pulse sequence (TR = 10 ms, TE = 4.1 ms, flip angle = 30°, field of view 

(FOV) = 80x40x40 mm3, matrix size = 192x96x96, number of averages = 2, temporal 

resolution = 3 min 4 s per image) with an isotropic spatial resolution of 417 µm was 

used for image acquisition. Pre-contrast data were subtracted from post-contrast data 

using Mathematica 8.0 (Wolfram Research, Champaign, IL, USA) and 3D maximum 

intensity projection (MIP) images were reconstructed using OsiriX-Lite (Pixmeo, 

Switzerland).  
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2.3. Results and Discussion 

 

2.3.1. In vitro characterization 

 

2.3.1.1. Synthesis of the albumin-binding contrast agents 

Palmitoylputrescine 4, a natural antibiotic product, was prepared according to an 

alternative synthetic procedure to that reported in literature (Figure 2) (28,29).  

 

Phenylpalmitate was reacted with an excess (5 equivalents (eq)) of 1,4-diaminobutane 

(DAB) in chloroform resulting in a precipitate, which was filtered off, washed with 

water and re-precipitated into acetonitrile. The palmitoylputrescine 4 was suspended 

in a mixture of dimethylformamide (DMF) / chloroform and reacted with an excess of 

DOTA-NHS with di-isopropylethylamine (DIPEA) as a base at 50 °C. After either 

precipitation in tetrahydrofuraan (THF) / acetonitrile (ACN) or an RP-C18 column the 

ligand 5 could be isolated in nearly quantitative yield. The complex 1 was formed by 

dissolving 5 in a mixture of water / methanol (MeOH) / chloroform (1/6/10 v/v/v) and 

adding pyridine and subsequently Gd(OAc3) at neutral pH.  

 

The first step towards 2(G1) and 3(G2) was the synthesis of 6, 7 PPI dendrimers 

with only one palmitoyl chain (Figure 3). 

Figure 2. The synthesis of Palmitoyl-putrescine-DOTA-Gd. (i) 1,4-diaminobutane, triethanolamine (TEA), 

cholorform (CHCl3), 50 °C; (ii) DOTA-NHS ester, CHCl3/DMF, 40 °C; (iii) Gd(OAc)3, pyridine, 

CHCl3/MeOH/H2O, room temperature. 

Figure 3. The synthesis of G1(2) and G2(3). (i) Phenyl palmitate, ACN / CHCl3, 0 °C; (ii) DOTA-NHS 

ester, TEA, CHCl3 / MeOH, room temperature; (iii) Gd(OAc)3, H2O pH~7, room temperature. 



Characterization of albumin-binding dendrimer-based contrast agents 

51 

The approach was to avoid the formation of PPI dendrimers with two or more 

palmitoyl chains, since those appeared hard to separate from the PPI dendrimers with 

one palmitoyl chain. Thus, a less reactive phenylpalmitate was used as the limiting 

reactant (0.3 - 0.5 eq) and added drop wise to a dilute solution of PPI dendrimer at 

low temperature 0 °C. In case of 2(G1) only ~8% of PPI dendrimers with two 

palmitoyl chains were formed, while for 3(G2) ~14% with 2 and ~2 % with 3 

palmitoyl chains were found. The excess of PPI dendrimer was easily removed by 

extraction with either water or brine. The number of palmityol chains per PPI 

dendrimer could be determined with high performance liquid chromatography-

evaporative light scattering detection (HPLC-ELSD). The next step was the reaction of 

the remaining amine end-groups of the PPI dendrimer with an excess of DOTA-NHS in 

presence of a base triethylamine (Et3N). Finally, the Gd complexes 2(G1), 3(G2) 

were formed by reacting the ligands 6, 7 with an excess of Gd(OAc)3 at pH ~7 in 

water.  

 

2.3.1.2. Relaxivity measurements in PBS and mouse plasma 

The longitudinal (r1) and transverse (r2) relaxivities of Gd-DOTA, the palmitoylated 

contrast agents and MS-325 at 60 MHz and 37 °C in both PBS and mouse plasma are 

displayed in Table 2. 

 

Table 2. Relaxivities of Gd-DOTA, the palmitoylated contrast agents and MS-325 in PBS and mouse plasma, 

measured at 60 MHz and 37 °C. * Since no CAC was observed only a single r1,2 is reported. # Since Eldredge 

et al. reported a decrease in albumin-bound fraction of MS-325 at concentrations >0.1 mM and flattening of 

the R1,2 curve was observed at higher concentrations (8), only concentrations <0.1 mM were used for 

calculation of the relaxivity. 

 

 

As shown in Figure 4, the increase in relaxivity above a threshold concentration 

indicates the presence of a critical aggregation concentration (CAC) for the 

palmitoylated agents in PBS. Therefore, the relaxivities of these agents in PBS were 

separately determined for concentrations below and above the CAC. As expected, this 

aggregation behavior could neither be observed for Gd-DOTA nor for MS-325. Below 

the CAC, the relaxivity of the palmitoylated agents increased with their molecular 

weight. 

  

Agent Relaxivity in PBS 

(mM-1s-1) 

below CAC 

Relaxivity in PBS 

(mM-1s-1) 

above CAC 

CAC 

(mM agent) 

Relaxivity 

in mouse plasma 

(mM-1s-1) 

 r1 r2 r1 r2  r1 r2 

Gd-DOTA     3.0 *      3.7 * n.a. n.a. n.a.     3.6     4.5 

1     3.2      4.1 14.2 18.3 0.08   12.2   18.5 

2(G1)     3.5      4.3 5.5 6.9 0.04     9.0   12.6 

3(G2)     6.5      7.4 10.5 13.0 0.01   14.4   20.4 

MS-325     5.5 *      6.4 
* n.a. n.a. n.a.   14.5 #   26.5 # 
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Above the CAC, the strongest increase in relaxivity compared to below the CAC was 

observed for 1 (4.5-fold increase in r1 and r2), whereas this increase was less 

pronounced for 2(G1) (1.6-fold increase in r1 and r2) and 3(G2) (1.6-fold and 1.7-

fold increase in r1 and r2, respectively). The increase in relaxivity can be explained by 

an increase in complex size, resulting in an increased rotational correlation time 

(1,30). Differences in the extent of the increase in relaxivity between the different 

agents are indicative of differences in aggregation type and aggregation number. Most 

likely, micellar aggregates were formed above the CAC for 1. Nicolle et al. described a 

proportionate increase in relaxivity upon micellization for similar Gd-DOTA complexes 

with an aliphatic side chain, at approximately the same CAC as for 1 (31). The 

increased headgroup size due to the higher number of Gd-DOTA moieties of 2(G1) 

and 3(G2) per dendrimer is expected to result in formation of smaller aggregates with 

a lower aggregation number.  

 

Relaxivity measurements in mouse plasma demonstrated that for all contrast agents 

the relaxivity was higher in plasma than in PBS, except for 1 above the CAC (Table 2). 

For Gd-DOTA, which is known to possess no specific interaction with plasma albumin, 

only a minor increase in relaxivity could be observed in mouse plasma compared to 

PBS. However, the relaxivity of 1, the palmitoylated dendrimer-based contrast agents 

Figure 4. Longitudinal (R1) and transverse (R2) relaxation rates in PBS, measured at 60 MHz and 37 °C, 

versus the concentration of Gd3+ for A) 1, B) 2(G1), C) 3(G2) and D) MS-325. The solid lines represent 

the fits through the data. The inset in Figure 4A is a zoomed image of the low concentration range. 
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2(G1), 3(G2) and MS-325 were strongly increased in mouse plasma compared to 

PBS. This is likely caused by an increased rotational correlation time of the 

macromolecular adduct upon binding to albumin, which is reported to be the main 

mechanism of relaxivity enhancement for MS-325 (11,15).  

1 possessed the strongest increase in relaxivity in mouse plasma compared to its 

relaxivity in PBS below the CAC (3.8-fold increase in r1). A slightly lower increase in 

relaxivity was observed for 2(G1) (2.6-fold increase in r1), 3(G2) (2.2-fold increase 

in r1) and MS-325 (2.6-fold increase in r1). Remarkably, the relaxivity of 1 was lower 

in mouse plasma than in PBS at concentrations above the CAC. This suggests that a 

transfer occurs of monomeric 1 complex from the micellar aggregates to albumin. 

Importantly, due to noncovalent binding of the agents to albumin, no CAC was found 

in mouse plasma for the different agents (Figure 5).  

 

 

This is in agreement with findings by Richieri et al., who observed that fatty acid 

aggregates do not form in the presence of albumin and reported that association of 

the fatty acids with albumin exceeded association between the fatty acids (32). For 

MS-325, a decrease in slope of the R1,2 curves was observed with increasing contrast 

agent concentration (Figure 5D), which is in agreement with the decrease in albumin-

bound fraction of MS-325 at concentrations higher than 0.1 mM described by Eldredge 

et al. (8). This was explained by a higher fraction of unbound MS-325, which has a 

Figure 5. Longitudinal (R1) and transverse (R2) relaxation rates in mouse plasma, measured at 60 MHz 

and 37 °C, versus the concentration of Gd3+ for A) 1, B) 2(G1), C) 3(G2) and D) MS-325. The fit in 

Figure 5D resulted from fitting the 4 data points with the lowest Gd3+ concentration.  
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lower relaxivity than the bound form. Such decrease in slope of the R1,2 curves was 

not observed for the palmitoylated dendrimer-based contrast agents. This may be 

caused by the occurrence of a higher number of high affinity binding sites for the 

palmitoylated agents compared to the diphenylcyclohexyl functionalized MS-325. The 

existence of two or three high affinity binding sites for fatty acids such as palmitate 

has been reported for albumins of various species (14,33). Furthermore, the presence 

of multiple high-affinity stepwise association constants has been reported for 

palmitate and mouse albumin (32). Although as many as thirty MS-325 can bind to 

one single human albumin molecule (20), the binding affinity of MS-325 is moderate 

(11) and secondary binding events could have a substantially lower association 

constant than the primary one (11). However, Eldredge et al. did not report 

substantial differences in the primary and secondary stepwise association constants of 

MS-325 to mouse albumin (8). 

 

2.3.1.3. PRE measurements 

The interaction of the palmitoylated agents and MS-325 was further investigated with 

PRE measurements. Because of the observed aggregation behavior of the 

palmitoylated dendrimers, PRE measurements were performed at contrast agent 

concentrations both below and above the CAC for these agents. Figure 6A shows the 

results of the E-titrations of the different albumin-binding contrast agents below the 

CAC, displaying the enhancement factor (ε*) at increasing MSA concentrations. 

 

 

 

At concentrations below the CAC, a strong and rapid increase in ε* was observed for 1. 

The increase in ε* was slower and less marked for 2(G1), 3(G2) and MS-325. 

Modeling of the PRE data facilitated assessment of the maximum enhancement factor 

εb and number of binding sites times the association constant n*KA. Since the number 

of binding sites for each agent was not known, this parameter was fixed at one. The 

binding parameters of the different agents are shown in Table 3. 

Figure 6. PRE curves of the palmitoylated PPI dendrimer-based contrast agents and MS-325, measured 

at 20 MHz and 37 °C at a concentration A) below and B) above the CAC. The solid lines represent the 

PRE fits trough the data. The PRE measurements of 1 at a concentration above the CAC were performed 

in duplicate, as indicated with the numbers (1) and (2). 
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Table 3. Results of the PRE measurements of the palmitoylated contrast agents and MS-325 performed at 

20 MHz and 37 °C at concentrations below and above the CAC. * Above the CAC, n*KA was not determined 

since the aggregation number at these concentrations was not known. # The PRE data of 1 above the CAC 

could not be accurately modeled by the PRE equations. & Since no CAC was observed for MS-325, PRE 

measurements were only performed at one concentration. 

 

1 possessed the highest n*KA (38.3±20.5*104 M-1), which reflects its relatively strong 

interaction with mouse albumin compared to the other palmitoylated agents 

(0.27±0.13*104 M-1 and 0.76±0.13*104 M-1 for 2(G1) and 3(G2), respectively). In 

addition, 1 had a high εb of 6.1±0.1 in comparison with 2(G1) (2.8±0.3) and 3(G2) 

(2.2±0.3). It has been previously shown that complexes of smaller size, with the 

same number of hydrophobic groups and charge, bind more tightly to human serum 

albumin than larger complexes (34,35). Although MS-325 possessed a comparable εb 

of 6.6±0.3 to 1, its binding strength (n*KA=0.15±0.02*104 M-1) to MSA was 

considerably lower. This finding is in agreement with previous investigations (8) in 

which it was demonstrated that the binding of MS-325 to plasma proteins depends on 

the species. The order found for plasma protein binding was human > pig ~ rabbit > 

dog ~ rat ~ mouse. In contrast, several examples of fatty acid or fatty acid analogs 

were shown to have high affinity to different domains on serum albumin (12,14,32-

34).  

The results of the E-titrations above the CAC are displayed in Figure 6B. Remarkably, 

the enhancement factor of 1 did not consistently increase with the concentration of 

MSA. Instead, after an initial peak the enhancement factor ε* decreased again to a 

value close to one. This may be due to alterations in the equilibrium between 

monomeric 1, micellar 1 and albumin-bound 1 during the titration. Gianolio et al. 

reported the formation of a supramolecular adduct between preformed Gd-AAZTAC17 

micelles and HSA (14). This association was driven by electrostatic interactions among 

the negative charges of the micelles and positively charged residues on the albumin 

surface. Binding of the micellar aggregates of 1 is less feasible since the palmitoyl 

moieties will be located at the interior of the micellar aggregates and the net neutral 

charge of the Gd-DOTA moieties makes electrostatic interactions less likely. However, 

Gianolio et al. also indicated that translocation of Gd-AAZTAC17 to the protein binding 

sites could occur, which may also occur here. Since the PRE data of 1 above the CAC 

could not be fitted by the PRE equations, the binding parameters of 1 at 

concentrations above the CAC could not be determined. For 2(G1) and 3(G2) at 

concentrations above the CAC, a gradual increase in ε* could be observed for 

increasing MSA concentrations. The maximum enhancement factor εb of 2(G1) and 

3(G2) above the CAC was lower than for concentrations below the CAC, which may 

also be due to the fact that the aggregate form of 2(G1) and 3(G3) could be in 

competition with their monomeric form bound to albumin. The binding parameter n*KA 

Agent n*KA (104 M-1) εb (-) r1,b (mM-1s-1) 

 Below 

CAC 

Above CAC Below 

CAC 

Above 

CAC 

Below 

CAC 

Above 

CAC 1 38.3  ±20.5 - * 6.1±0.1 - # 18.7 - # 

2(G1)   0.27±  0.13 - * 2.8±0.3 1.5±0.01 12.6 10.1 

3(G2)   0.76±  0.13 - * 2.2±0.1 1.4±0.01 20.1 15.3 

MS-325   0.15±  0.02 - * 6.6±0.3 - & 32.1 - & 
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was not assessed at concentrations above the CAC, since the aggregation number at 

these concentrations was not known. The n*KA values of 1 below the CAC 

(n*KA=38.3±20.5*104 M-1) were higher than for Gd-AAZTAC17 below the CMC, 

reported by Gianolio et al. (14) for fatted HSA at 25 °C (n*KA=7.1±1.8*104 M-1) and 

also slightly higher than the n*KA values of MS-325 (n*KA=3.0±0.2*104 M-1) and 

[Gd(BOM)3DTPA(H2O)]-2 (n*KA=4.0±0.3*104 M-1) with HSA at 25 °C (15). However, 

n*KA values of 2(G1) and 3(G2) were lower than these previously reported 

association constants with HSA. This might be due to the higher number of Gd-DOTA 

moieties and thus a larger headgroup with respect to the albumin-binding palmitoyl 

moiety, which could result in a less tight albumin binding (34,35). The n*KA value of 

MS-325 and mouse albumin was lower than previously reported by Aime et al. for 

human albumin (15). This could be due to the lower binding affinity of MS-325 to 

mouse albumin in comparison with human albumin (8).   

Further insight in albumin properties of the palmitoylated dendrimer-based contrast 

agents could be obtained by a titration with a fixed albumin concentration and variable 

amounts of the albumin-binding contrast agent (26), which facilitates separate 

assessment of the number of binding sites. However, this titration would be 

complicated by the presence of a CAC at a relatively low concentration for the used 

agents and was not carried out.  

 

2.3.1.4. NMRD measurements 

To further investigate the effect of aggregation of the palmitoylated contrast agents on 

their relaxivity, NMRD measurements were performed at a concentration above the 

CAC of the agents. Figure 7A shows the relaxivity of the palmitoylated agents in PBS 

as a function of the applied field strength.  

  

Figure 7. NMRD profiles of the palmitoylated contrast agents acquired at proton Larmor frequencies of 

0.01-70 MHz (0.0024-1.7 T) measured at 37 °C. The graphs represent the longitudinal relaxivity r1 (mM-

1s-1) as a function of the Larmor frequency, measured in A) PBS and B) in PBS+0.6 mM MSA. 
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For 1 a peak in longitudinal relaxivity was measured at approximately 30 MHz, which 

is typically observed in NMRD profiles of micellar aggregates (14,30). It was described 

that the larger size of the micellar complex probably results in an increased global 

rotational correlation time, thereby increasing the contrast agent relaxivity. This 

behavior was not seen for 2(G1) and 3(G2), which indicates that these agents indeed 

form smaller aggregates. However, a minor peak was observed around 20 MHz for 

3(G2), which is likely due to its macromolecular structure. In addition, NMRD 

measurements of the palmitoylated agents at concentrations above the CAC were 

performed in the presence of MSA at physiological concentration (Figure 7B). Albumin 

binding led to an increased relaxivity for 2(G1) and 3(G2), whereas the relaxivity of 

1 was not evidently increased due the relatively high relaxivity of the micellar 1 

aggregates. NMRD profiles of the different agents had a very similar appearance due 

to their noncovalent binding to albumin, which resulted in the presence of a 

macromolecular peak at approximately 20 MHz in agreement with literature (12,14). 

This may be reflective of the association of the monomeric palmitoylated agents with 

mouse albumin.  

The effect of aggregation and albumin binding of the contrast agents on their 

relaxivity was only investigated qualitatively. Quantitative modeling of the NMRD data 

would provide additional insight in the relaxometric parameters of the different agents 

(11,12,15). However, to obtain a robust assessment of the relaxometric parameters, 

variable temperature 17O transverse relaxation rate measurements should be included 

in the analyses.  

 

2.3.2. In vivo characterization 

 

2.3.2.1. Blood-kinetics and biodistribution 

Application of the different palmitoylated contrast agents and Gd-DOTA in tumor-

bearing mice showed differences in circulation half-lives and biodistribution between 

these agents. After administration of 1, this agent appeared to be toxic and the mice 

had to be sacrificed prematurely. Therefore, no blood-kinetics and biodistribution data 

of these mice could be shown. 1 toxicity may be due to changes in erythrocyte 

morphology and membrane fluidity, resulting from interaction of the palmitoyl 

moieties with the cell membrane. This may induce erythrocyte aggregation and 

hemolysis (36). In addition, it has been reported that fatty-acid infusion induces 

thrombosis through activation of the Hageman factor (37). The blood-kinetics data of 

the other agents are shown in Figure 8. Rapid clearance of the low molecular weight 

Gd-DOTA could be observed, whereas the elimination rate was lower for the albumin-

binding 2(G1) and 3(G2) after an initial phase of rapid clearance. This rapid 

clearance may be due to the presence of a relatively high fraction of unbound contrast 

agent early after injection. After this period, an equilibrium is reached between free 

and albumin-bound 2(G1) and 3(G2).  
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Table 4 shows that indeed elimination half-lives of 2(G1) (499.5±103.7 min) and 

3(G2) (350.8±68.8 min) were longer than of Gd-DOTA (11.9±1.7 min). In addition, 

these elimination half-lives are substantially longer than reported for MS-325 in rats at 

an equal dose (23.1±2.88 min) (38). Since the combined data of all mice were fit for 

the different agents, these half-lives could not be statistically compared.  

 

Table 4. Distribution (t1/2,α) and elimination (t1/2,β) half-lives of Gd-DOTA, 2(G1) and 3(G2), obtained by 

biexponential fitting of the combined data of all mice. Data of 1 could not be determined due to contrast 

agent toxicity. The error represents the standard error on the biexponential fits.   

 

 

 

 

 

 

The biodistribution data obtained from tissue samples collected 24 h after contrast 

agent injection are shown in Figure 9 and Table 5.  

 

Agent t1/2,α (min) t1/2,β (min) 

Gd-DOTA 0.3±0.1     11.9±    1.7 

2(G1) 2.1±0.8   499.5±103.7 

3(G2) 1.1±0.3   350.8±  68.8 

Figure 8. Blood-kinetics data of all mice injected with Gd-DOTA (n=4), 2(G1) (n=3) and 3(G2) (n=3) 

and biexponential fits to the data. Data of 1 could not be obtained due to contrast agent toxicity. 

Figure 9. Biodistribution data of Gd-DOTA (n=4), 2(G1) (n=3) and 3(G2) (n=4). Data of 1 could not 

be determined due to contrast agent toxicity. Data are presented as mean±standard deviation (SD) of all 

mice.   
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Table 5. Biodistribution of Gd-DOTA (n=4), 2(G1) (n=3) and 3(G2) (n=4) in tumor-bearing mice, 

expressed as Gd3+ % injected dose (ID)/g tissue. Data are presented as mean±standard deviation (SD) of 

all mice. 

 

 

 

 

 

 

 

 

 

 

 

 

Accumulation of 2(G1) and 3(G2) in the different organs was high compared to Gd-

DOTA and could predominantly be observed in the kidneys (3.76±1.35 and 

6.36±1.64% ID/g of tissue for 2(G1) and 3(G2), respectively), spleen (2.52±1.05 

and 3.35±0.46% ID/g of tissue for 2(G1) and 3(G2), respectively) and liver 

(3.80±2.96 and 11.01±2.02% ID/g of tissue for 2(G1) and 3(G2), respectively). 

Langereis et al. reported clearance of a Gd-DTPA-terminated PPI dendrimer of 

comparable molecular weight (3.1 kDa) as 2(G1) and 3(G2) via the renal collecting 

system (39). The high liver accumulation may be caused by the apolar palmitoyl 

moiety on the albumin-binding dendrimers, of which the apolar nature could result in 

hepatocellular uptake (40). Remarkably, a high gadolinium accumulation in the lungs 

was observed for 2(G1) (33.84±35.19% ID/g of tissue). Tumor accumulation of 

2(G1) and 3(G2) (1.66±0.22 and 2.52±0.65% ID/g of tissue) was also substantially 

higher than of Gd-DOTA (0.10±0.03% ID/g of tissue), which may be caused by their 

higher molecular weight and prolonged tumor accumulation due to the relatively long 

circulation half-lives of 2(G1) and 3(G2) compared to Gd-DOTA, which is also 

reflected by the relatively high amount of 2(G1) and 3(G2) (0.67±0.17 and 

0.72±0.14% ID/g of tissue, respectively) in the blood at 24 h after injection compared 

to Gd-DOTA (0.07±0.07 ID/g of tissue) (41). 

 

2.3.3. Magnetic Resonance Angiography 

Figure 10 shows three-dimensional maximum intensity projection (MIP) contrast 

enhanced images of mice injected with 2(G1), 3(G2) or Gd-DOTA at 10, 20 and 30 

min post-injection. The investigated contrast agents showed different contrast 

enhancement properties, in terms of persistence or localization of the contrast. After 

injection of 3(G2), stronger and more prolonged contrast enhancement was observed 

compared to 2(G1) and Gd-DOTA in the heart and blood vessels. The vasculature 

remained well enhanced up to at least 30 min post-injection. Administration of 2(G1) 

resulted in less pronounced blood pool enhancement, which was primarily visible in 

the jugular veins at 10 min post injection, after which the signal gradually faded away 

due to the clearance of the agent from the blood. This resulted in a strong 

enhancement inside the bladder, which gradually increased over time. For Gd-DOTA, 

no clear visualization of the vasculature was observed at the evaluated time points. 

Gd3+ % ID/g tissue 

Organ Gd-DOTA 2(G1) 3(G2) 

Tumor 0.10±0.03     1.66±  0.22 2.52±0.65 

Muscle 0.11±0.15     0.38±  0.08 0.59±0.08 

Kidneys 0.57±0.23     3.76±  1.35 6.36±1.64 

Spleen 0.06±0.03     2.52±  1.05 3.35±0.46 

Blood 0.07±0.07     0.91±  0.20 0.69±0.18 

Liver 0.05±0.02     3.80±  2.96 11.01±2.02 

Lungs 0.04±0.02   33.84±35.19 1.94±0.36 

Heart 0.02±0.01     0.67±  0.17 0.72±0.14 
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The tumor vasculature could not be clearly visualized, which likely requires a higher 

spatial resolution (42). 

 

Figure 10. Whole-body MR angiography. Coronal maximum intensity projection (MIP) of the 3D FLASH 

images obtained from the mice after intravenous administration of 2(G1), 3(G2) or Gd-DOTA at a dose 

of 0.1 mmol Gd/kg. Post-contrast images at 10, 20 and 30 min are shown after the subtraction of the 

corresponding pre-contrast images.  
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2.4. Conclusion 

 

PPI dendrimer-based MRI contrast agents, functionalized with a palmitoyl moiety to 

facilitate albumin binding, were characterized in vitro and in vivo in tumor-bearing 

mice. It was shown that the dendrimer-based contrast agents possessed a higher 

relaxivity than the low molecular weight Gd-DOTA and could potentially form 

aggregates in PBS, which enhanced their relaxivity. The effect of structural differences 

between the dendrimer-based contrast agents and their aggregation behavior on 

albumin-binding capabilities was investigated in vitro. A high albumin-binding strength 

was found for 1, whereas the albumin-binding ability of 2(G1) and 3(G2) was less 

and comparable to the commercially available MS-325. Although in vitro properties of 

1 were favorable in terms of albumin binding, this agent appeared to be toxic in vivo. 

Nevertheless, 2(G1) and 3(G2) possessed a long elimination half-life, mainly due to 

their albumin-binding capabilities and macromolecular nature. Whole-body MR 

angiography showed prolonged visualization of the vasculature after administration of 

3(G2), compared to 2(G1) and Gd-DOTA, which demonstrated its utility as a blood 

pool imaging agent.  
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Supporting Information 

 

Materials 

Reagents, chemicals, materials and solvents were obtained from commercial sources, 

and were used as received: Biosolve, Merck for solvents, Cambridge Isotope 

Laboratories for deuterated solvents, and Aldrich, Acros, ABCR, Merck, Fluka and 

MacroCyclics (for DOTA-NHS ester) for chemicals, materials and reagents. All solvents 

were of AR quality. Moisture or oxygen-sensitive reactions were performed under an 

atmosphere of dry N2 or argon. Analytical thin layer chromatography (TLC) was 

performed on Kieselgel F-254 precoated silica plates. Sephadex G-10, G15, G-25 were 

obtained from GE Healthcare. 

 

Methods 
1H-NMR, 13C-NMR spectra were recorded on a Varian Mercury (400 MHz for 1H-NMR 

and 100 MHz for 13C-NMR) spectrometer at 298 K. Chemical shifts are reported in ppm 

downfield from TMS at room temperature (RT) using deuterated chloroform (CDCl3) as 

a solvent and internal standard unless otherwise indicated. Abbreviations used for 

splitting patterns are s = singlet, t = triplet, q = quartet, m = multiplet, dd = double 

doublet, br = broad. Infrared (IR) spectra were recorded on a Perkin Elmer 1600 FT-

IR (UATR). Preparative size exclusion chromatography was performed using Sephadex 

G-10, G-15, G-25. MALDI-TOF mass spectrometry (MS) was measured on a Bruker 

Autoflex Speed using α-cyano-4-hydroxycinnamic acid (CHCA) as the matrix. Liquid 

chromatography-MS (LC-MS) was performed using a Shimadzu LC-10 AD VP series 

HPLC coupled to a diode array detector (Finnigan Surveyor PDA Plus detector, Thermo 

Electron Corporation) and an Ion-Trap (LCQ Fleet, Thermo Scientific) where ions were 

created via electrospray ionization (ESI). Analyses were performed using an Alltech 

Alltima HP C18 3μ column using an injection volume of 1-4 μL, a flow rate of 0.2 mL 

min-1 and typically a gradient (5% to 100% in 10 min, held at 100% for a further 3 

min) of CH3CN in H2O (both containing 0.1% formic acid) at 298 K. Reversed phase 

(RP) chromatography was performed on the Biotage Isolera One applying a SNAP KP-

C18-HS cartridge. The HPLC system (Shimadzu LC-10 AD) was coupled to an 

evaporative light scattering detector (ELSD), Alltech ELSD 2000 (Nicholasville, UK). 

Analyses were executed at RT using an Intersil ODS-3, 5 micrometer particles, 3.0 x 

150 mm column (GL Sciences Inc.) using an injection volume of 20 μL, a flow rate of 

0.2 mL per min. and a THF in H2O gradient (from 5% to 70% THF in 27 minutes), 

where both THF and H2O contain 0.1% TFA. An aqueous sample solution at a 

concentration of 0.2 mg/mL was used. Elemental analyses were performed on a Perkin 

Elmer Series II CHNS/O Analyser 2400. The gadolinium content of the dendrimers was 

measured with Inductively Coupled Plasma-Atomic Emission Spectrometry (ICP-AES) 

(Philips Innovation Services, Eindhoven, The Netherlands). 
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Synthesis  

 

Palmitoylputrescine (4) 

Palmitoylputrescine, a natural product antibiotic, was prepared according to an 

alternative synthetic procedure to that reported in patent literature; analytical data on 

the isolated material were in line with reported values (1,2). Briefly, equimolar 

amounts of palmitoyl chloride and phenol were converted to phenyl palmitate using 2 

molar equivalents of TEA as base and chloroform as the solvent. The isolated phenyl 

palmitate (3.9 g; 11.8 mmol) was reacted overnight with 1,4-diaminobutane (DAB, 

5.2 g; 59.0 mmol) in chloroform (50 mL) at 50 °C. The formed precipitate was 

removed by filtration, the filtrate was washed with water (3 times 50 mL), was 

concentrated and then precipitated into MeCN, giving a white powder product.  
1H NMR (CDCl3): δ = 5.8 (bs, 1H), 3.25 (m, 2H), 2.7 (t, 2H), 2.1 (t, 2H), 1.7-1.3 

(multiple signals, 8H), 1.3-1.1 (multiple signals, 24H), 0.9 (t, 3H). 13C NMR (CDCl3): δ 

= 173.2, 41.6, 39.2, 36.9, 31.9, 30.7, 30-29 (multiple peaks), 27.1, 25.8, 22.7, 14.0. 

MALDI-TOF-MS: m/z = 327.2 [M+H]+, (calcd 326.57 for C20H42N2O). 

 

Palmitoylputrescine-DOTA (5) 

Next, palmitoylputrescine 4 (412 mg; 1.26 mmol) was suspended in DMF (4 mL) and 

CHCl3 (4 mL), also containing DIPEA (1.34 g; 10.4 mmol) base. DOTA-NHS·TFA·NaPF6 

(1.05 g; 1.37 mmol) was added as a solid to the suspension that was heated to 50 °C 

on a water bath. Within ca. 10 minutes an almost clear reaction mixture had 

developed. After half an hour, an extra portion of DOTA-NHS ester was added (188 

mg; 0.23 mmol), and after 5 hours of further stirring at 40 °C (water bath), the 

mixture was concentrated, and co-evaporated repeatedly with toluene to remove the 

DMF. The residue was stirred in MeCN/THF (5/1), centrifuged and the residue was 

washed with MeCN and centrifuged (twice). Drying of the residue gave a first crop of 

product. All supernatants were collected, concentrated, and the residue was stirred in 

MeCN and centrifuged to give a second crop of product. Finally, the supernatant was 

concentrated and was eluted on a RP-C18 column (Biotage), applying an 

isopropanol/water 10% to 80% isopropanol gradient. TLC plate analysis, using a 10% 

KI solution in water also containing some I2 as staining agent, was used to assess 

which fractions contained product for pooling and concentration to give a third crop of 

product. The total yield was nearly quantitative. 
1H NMR (CDCl3): δ = 5.0-2.8 (br., 33H), 2.2-2.0 (br. signal, 2H), 1.7-1.4 (br., 4H), 

1.4-1.1 (br., 26H), 0.85 (t, 3H). 13C NMR (CDCl3): δ = 174 (br.), 170 (br.), 62-40 

(br.), 39 (br.), 36 (br.), 31.9, 31-28 (multiple br.), 27 (br.), 26 (br.), 22.7, 14.1. 

ELSD-HPLC: one peak eluting at t = 23 min. MALDI-TOF-MS: m/z = 713.4 [M+H]+, 

735.4 [M+Na]+, 751.4 [M+K]+, 773.4 [M+Na+K-H]+ (calcd 712.97 for C36H68N6O8). 

Elemental analysis: calcd (C=59.89; H=9.63; N=11.64), found (C=59.95; H=9.36; 

N=10.99) for C36H68N6O8·1/2·H2O. ATR-FT-IR: 3280, 3075, 2920, 2851, 1717, 1629, 

1552 cm-1. 
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Palmitoylputrescine-DOTA-Gd (1) 

Palmitoylputrescine-DOTA 5 (875 mg; 1.23 mmol) and pyridine (300 mg) were stirred 

in a mixture of CHCl3, MeOH and water (10/6/1, v/v/v) to give a slightly turbid 

solution. In several portions, Gd(OAc)3·3.88 H2O (780 mg; 1.94 mmol) was added, 

and the mixture was stirred overnight at RT. The pH of the mixture was ca. neutral as 

assessed by using pH-paper. Concentration of the reaction mixture was followed by 

dissolution of the residue in CHCl3 and centrifugation to remove insolubles. This 

treatment was repeated using first isopropanol/water 3/2 (v/v) and thereafter 

CHCl3/hexane 3/1 (v/v), where for both solvents the insolubles were removed by 

centrifugation. Finally, evaporation of the CHCl3/hexane gave 855 mg (80%) of 

product as a white powder. 

ELSD-HPLC: one peak eluting at t = 22.5 min. MALDI-TOF-MS: m/z = 868-cluster 

[M+H]+, 890-cluster [M+Na]+, 912-cluster [M+2Na-H]+, 1735-cluster [2M+H]+, 1757-

cluster  [2M+Na]+, 1779-cluster [2M+2Na-H]+, 1801-cluster [2M+3Na-2H]+
, (calcd 

867.20 for C36H65N6O8Gd). Elemental analysis: calcd (C=45.04; H=6.74; N=8.52), 

found (C=44.78; H=6.74; N=8.32) for C36H65N6O8Gd·CHCl3. ICP-MS Gd: calcd wt%= 

18.1%, found wt% = 15.3%. 

 

G1-PPI-palm1 (6) 

G1-PPI dendrimer (500 mg, 1,58 mmol) was dissolved in acetonitrile (6 mL) and 

cooled to 0 oC, followed by the drop wise addition of phenylpalmitate (158 mg, 0.474 

mmol) dissolved in chloroform (6 mL). The reaction mixture was kept at 0 oC for 

another 30 minutes, after which it was allowed to warm-up to room temperature and 

kept stirring overnight. The reaction mixture was diluted with 30 mL of chloroform and 

washed two times with 20 mL water. The organic phase was dried over Na2SO4 and 

evaporated under reduced pressure, resulting in G1-PPI-palm1 as an off-white solid 

(270 mg, 31% yield) 
1H NMR (399 MHz, Chloroform-d) δ 3.30 (q, J = 6.1 Hz, 2H), 2.74 (q, J = 6.6 Hz, 6H), 

2.57 – 2.31 (multiple signals, 12H), 2.21 – 2.05 (t, 2H), 1.70 – 1.52 (multiple signals, 

10H), 1.43 (dd, J = 7.3, 3.6 Hz, 4H), 1.25 (multiple signals, 24H), 0.94 – 0.81 (t, 3H). 
13C NMR (100 MHz, cdcl3) δ 173.70, 53.98, 52.30, 40.67, 38.81, 38.19, 36.87, 31.93, 

29.72, 29.67, 29.58, 29.45, 29.37, 25.92, 25.01, 22.70, 14.13. Based on integrals the 

average number of palmitoyl groups can be calculated: palm1, 96%; palm2, 4%. FT-IR 

(ATR): υ (cm-1) = 3288, 2922, 2852, 1643, 1549, 1465, 1377, 1260, 1122, 1080, 

754, 721, 694. MALDI-TOF MS m/z calcd (C32H70N6O) 554 g/mol; found 555 g/mol. 

HPLC Rt= G1-PPI-palm1 17.8 min (92%), G1-PPI-palm2 20.3 min (8%). 

 

G1-PPI-Palm1-DOTA3 (8) 

G1-PPI-palm1 6 (270 mg, 0.487 mmol) and triethylamine (0.814 mL, 5.84 mmol) 

were dissolved in chloroform (6 mL)/ MeOH (12 mL). DOTA-NHS·TFA·NaPF6 (1.46 g, 

1.91 mmol) was added as a solid. The reaction mixture was stirred for 16h under an 

argon atmosphere. Then, the reaction mixture was evaporated under reduced 

pressure and re-dissolved in water. A Sephadex G15 (MWCO 1500 g/mol) column with 

demi-water as eluent was used for further purification. After freeze-drying, G1-PPI-

palm1-DOTA3 8 was obtained as an off-white solid (580 mg, 70%).  
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1H NMR (399 MHz, Deuterium Oxide) δ 4.19 – 2.38 (multiple signals br, 92H), 2.24 (s, 

2H), 2.11 – 1.67 (br, 12H), 1.66 – 1.52 (br, 2H), 1.29 (br, 24H), 0.89 (t, J = 7.0 Hz, 

3H). FT-IR (ATR): υ (cm-1) = 3289, 2921, 2852, 1732, 1588, 1456, 1383, 1325, 

1216, 1160, 1088, 995, 917, 697. MALDI-TOF MS m/z calcd (C80H148N18O22) 1713 

g/mol; found 1714 [M+H]+ and 1328 [M-DOTA1+H]+ g/mol. HPLC Rt= G1-PPI-

palm1DOTA3 16.6 min (92%), G1-PPI-palm2DOTA2 19.1 min (8%). 

 

G1-PPI-Palm1-GdDOTA3 (2) 

After, dissolving G1-PPI-Palm1-DOTA3 8 (520 mg, 0.303 mmol) in water (10 mL), the 

pH was corrected with 1 M NaOH to pH = 7. A solution of Gd(OAc)3 x H2O (x=3.88, 

552 mg, 1.365 mmol) in water (5 mL) was added followed by pH correction to 7 with 

1 M NaOH. This solution was stirred overnight at room temperature under Argon. The 

reaction volume was reduced under vacuum. A Sephadex G15 (MWCO 1500 g/mol) 

column with demi-water as eluent was used for further purification. After freeze-

drying, G1-PPI-palm1-GdDOTA3 2 was obtained as an off-white solid (580 mg, 70%). 

Xylenol orange test was negative; G1-PPI-palm1-GdDOTA3 ~0.5 mg was dissolved in 1 

mL of 1,6*10-5 M in acetic acid buffer pH 5.8 and no colour change from orange to 

purple was observed. 

MALDI-TOF m/z calcd (C80H139Gd3N18O22) 2178 g/mol; found 2178 M g/mol. ICP-MS 

Gd: calcd wt%= 21.7%, found wt% = 19.6%. FT-IR (ATR): υ (cm-1) = 3264, 2921, 

2852, 1595, 1459, 1429, 1388, 1318, 1242, 1158, 1085, 1003, 936, 904, 801, 717. 

HPLC Rt= G1-PPI-palm1-GdDOTA3 16.5 min (92%), G1-PPI-palm2-GdDOTA2 19.2 min 

(8%). 

 

G2-PPI-palm1 (7) 

G2-PPI dendrimer (500 mg, 0647 mmol) was dissolved in acetonitrile (10 mL) and 

cooled to 0 oC, followed by the drop wise addition of phenylpalmitate (120 mg, 0.361 

mmol) dissolved in chloroform (5 mL). The reaction mixture was kept at 0 oC for 

another 30 minutes, after which it was allowed to warm-up to room temperature and 

kept stirring overnight. The reaction mixture was diluted with 30 mL of chloroform and 

washed with 20 mL brine. The organic phase was dried over Na2SO4 and evaporated 

under reduced pressure, resulting in G2-PPI-palm1 7 as an off-white solid (327 mg, 

50% yield). 
1H NMR (399 MHz, Chloroform-d) δ 3.28 (q, J = 6.2 Hz, 2H), 2.73 (q, J = 6.8 Hz, 

14H), 2.43 (dt, J = 36, 7.2 Hz, 36H), 2.13 (t, J = 7.7 Hz, 2H), 1.60 (multiple siganls, J 

= 14.4, 6.9 Hz, 26H), 1.39 (br, 4H), 1.27 (br, J = 10.7 Hz, 24H), 0.94 – 0.83 (t, 3H). 

Based on integrals the average number of palmitoyl groups can be calculated: palm1 

87% palm2 13%. FT-IR (ATR): υ (cm-1) = 3299, 3073, 2920, 2851, 1639, 1552, 1467, 

1378, 1249, 1120, 755, 721, 694. MALDI-TOF MS m/z calcd (C56H126N14O) 1011 

g/mol; found 1012 [M+H]+ g/mol. HPLC Rt= G2-PPI-palm1 17.3 min (84%), G2-PPI-

palm2 18.8 min (14%), G2-PPI-palm3 20.7 min (2%). 

 

G2-PPI-Palm1-DOTA7 (9) 

G2-PPI-palm1 7 (320 mg, 0.316 mmol) and triethylamine (0.882 mL, 6.33 mmol) 

were dissolved in chloroform (6 mL)/ MeOH (12 mL). DOTA-NHS·TFA·NaPF6 (2.22 g, 

2.88 mmol) was added as a solid. The reaction mixture was stirred for 16h under an 
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argon atmosphere. Then, the reaction mixture was evaporated under reduced 

pressure and re-dissolved in water. A Sephadex G15 (MWCO 1500 g/mol) column with 

demi-water as eluent was used for further purification. After freeze-drying, G2-PPI-

palm1-DOTA7 9 was obtained as an off-white solid (550 mg, 47%).  
1H NMR (399 MHz, Deuterium Oxide) δ 4.2 – 2.5 (multiple signals br, 220H), 2.4 – 1.5 

(multiple signals br, 30H), 1.4 – 1.0 (br, 24H), 0.9 - 0.8 (s, 3H). FT-IR (ATR): υ (cm-1) 

= 3267, 2925, 2852, 1720, 1607, 1458, 1391, 1326, 1285, 1220, 1092, 1010, 918, 

789, 716, 614. MALDI-TOF MS m/z calcd (C168H306N42O50) 3714 g/mol; found 3712 

[M]+ and 3270 [M-DOTA1+H]+ g/mol. HPLC Rt= G2-PPI-palm1-DOTA7 16.1 min (84%), 

G2-PPI-palm2-DOTA6 17.7 min (14%) and G2-PPI-palm3-DOTA5 19.1 min (2%). 

 

G2-PPI-Palm1-GdDOTA7 (3) 

After, dissolving G2-PPI-Palm1-DOTA7 9 (250 mg, 0.067 mmol) in water (5 mL), the 

pH was corrected with 1 M NaOH to pH = 7. A solution of Gd(OAc)3 x H2O (x=3.88, 

286 mg, 0.706 mmol) in water (5 mL) was added followed by pH correction to 7 with 

1M NaOH. This solution was stirred overnight at room temperature under Argon. The 

reaction volume was reduced under vacuum. A Sephadex G15 (MWCO 1500 g/mol) 

column with demi-water as eluent was used for further purification. After freeze-

drying, G2-PPI-palm1-GdDOTA7 3 was obtained as an off-white solid (230 mg, 71%). 

Xylenol orange test was negative; G2-PPI-palm1-GdDOTA7 3~0.5 mg was dissolved in 

1 mL of 1,6 *10-5 M in acetic acid buffer pH 5.8 and no colour change from orange to 

purple was observed.  

MALDI-TOF m/z calcd (C168H287N42O50Gd7) 4798 g/mol; found 4795 M g/mol. ICP-MS 

Gd: calcd wt%= 23%, found wt% = 17.9%. FT-IR (ATR): υ (cm-1) = 3241, 2921, 

2852, 1615, 1457, 1433, 1364, 1313, 1240, 1159, 1086, 1002, 979, 932, 903, 839, 

801, 714, 614, 567, 495. HPLC Rt = G2-PPI-palm1-GdDOTA7 15.9 min (84%), G2-PPI-

palm2-GdDOTA6 17.7 min (14%) and G2-PPI-palm3-GdDOTA5 19.1 min (2%). 
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Abstract  

 

Purpose 

The purpose of this study was to synthesize poly(propylene imine) (PPI) dendrimer-

based magnetic resonance imaging (MRI) contrast agents of various molecular weight 

and to evaluate their in vitro and in vivo characteristics. 

 

Experimental 

Different molecular weight PPI dendrimers of generation 2, 3 and 5, functionalized 

with a variable number of Gd-DOTA moieties, polyethylene glycol (PEG) and the 

fluorescent label Rhodamine B (RhoB), were synthesized by SyMO-Chem BV. The 

relaxivity of the agents in phosphate buffered saline (PBS) and mouse plasma was 

determined at 60 MHz. Relaxometric properties were further investigated by nuclear 

magnetic relaxation dispersion (NMRD) measurements. To investigate the influence of 

contrast agent size on in vivo characteristics, blood-kinetics and biodistribution of the 

agents were determined in CT26 colon carcinoma bearing Balb/c mice (subcutaneous, 

in the hind limb). The suitability of the agents for macromolecular contrast-enhanced 

MRI was evaluated by whole-body MR angiographic imaging for the highest molecular 

weight dendrimer, using a 1 T MRI Bruker IconTM system. 

 

Results and discussion 

The agents G2-PPI-RhoB1-PEG3-GdDOTA4 (1(G2)), G3-PPI-RhoB1-PEG7-GdDOTA8 

(2(G3)) and G5-PPI-RhoB3-PEG30-GdDOTA31 (3(G5)) were successfully synthesized. 

Relaxivity measurements at 60 MHz demonstrated that the dendrimer-based contrast 

agents possessed an increased relaxivity compared to the low molecular weight 

gadoterate meglumine (Gd-DOTA). No differences could be observed between their 

relaxivity in PBS compared to in mouse plasma. Fitting of the NMRD data using the 

Lipari-Szabo approach for macromolecules with internal flexibility showed that global 

rotational correlation times increased with molecular weight of the agent, 

demonstrating that this is the main mechanism for the observed enhanced relaxivity. 

The circulation half-lives of the dendrimers increased with their molecular weight and 

the elimination half-life of the highest molecular weight 3(G5) was 5 times higher 

than of Gd-DOTA. The accumulation of the contrast agents in the different organs 

generally increased with the molecular weight of the agents, although the uptake of 

1(G2) was higher than of 2(G3) in all tissues except for the tumor and liver. Whole-

body MR angiography demonstrated sustained vascular enhancement for 3(G5) until 

at least 30 min after contrast agent administration, whereas for Gd-DOTA no 

visualization of the vasculature could be observed within the sampled time frame. 

 

Conclusion 

The evaluated dendrimers possessed different relaxometric and physiological 

properties, related to their molecular weight. Differences in blood-kinetics and tumor 

accumulation implied that these agents possess a range of tumor wash-in and wash-

out rates. Whole-body MR angiography demonstrated the utility of the highest 

molecular weight dendrimer-based contrast agent as a blood pool imaging agent. 
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3.1. Introduction 

 

Dynamic contrast-enhanced magnetic resonance imaging (DCE-MRI) is a widely 

applied method for tumor characterization and evaluation of tumor therapies (1-3). 

The dynamic contrast enhancement pattern is affected by contrast agent uptake 

kinetics and may therefore provide insight in underlying vascular characteristics. 

Tracer-kinetic modeling of DCE-MRI data facilitates assessment of specific 

microvascular properties, such as the tumor blood flow, blood volume and 

microvascular permeability, which may aid in the assessment of tumor aggressiveness 

or response to therapy (4-6). Especially for antivascular therapies, which are aimed at 

destruction of the existing tumor vasculature or inhibition of angiogenesis, DCE-MRI is 

a commonly applied evaluation method (7). In many clinical trials of antivascular 

therapies a reduction in the transfer constant Ktrans, which is defined as the volume 

transfer constant between the blood plasma and extracellular extravascular space, has 

been reported as a measure for treatment efficacy (8-10). This parameter is a 

composite measure of the blood flow, microvascular permeability and capillary surface 

area, of which the interpretation is dependent on the perfusion regime of the tumor. 

These parameters cannot be separately quantified with the clinically used low 

molecular weight contrast agents and conventional tracer-kinetic modeling and the 

interpretation of Ktrans is dependent on the perfusion regime of the tumor (11).  

To overcome this problem, macromolecular contrast agents have been introduced that 

have a limited extravasation from the healthy microvasculature and prolonged 

circulation half-life (12). Therefore, macromolecular contrast agents are more 

sensitive to changes in blood volume and microvascular permeability, whereas low 

molecular weight contrast agents are mainly suitable for assessment of changes in 

blood flow due to their high first pass extraction fraction (13-15). It has been shown 

that macromolecular DCE-MRI could give an improved tumor characterization and may 

be favorable for assessment of specific changes in the microvascular architecture after 

tumor treatment (16-29). Furthermore, high molecular weight contrast agents can be 

employed for angiographic imaging, enabling detailed visualization of the vasculature 

(30-32). In addition, macromolecular contrast agents have a higher relaxivity than low 

molecular weight contrast agents due to their decreased tumbling rate and can be 

functionalized with multiple MR imaging moieties, which is favorable for in vivo 

detection (33).  

  

A specific platform for macromolecular contrast agents are dendrimers, which 

represent a class of highly branched synthetic polymers, of which the terminal groups 

can be functionalized with imaging labels or drugs (34-36). Because of their tunable 

molecular weight yet similar chemical composition, dendrimer-based contrast agents 

are especially suitable for the assessment of the dependency of various tracer-kinetic 

parameters on the contrast agent molecular weight. Langereis et al. have shown the 

potential of Gd-DTPA based poly(propylene imine) (PPI) dendrimers for MR imaging of 

the tumor microvasculature. They reported differences in tumor wash-in and wash-out 

rates dependent on the molecular weight of the agents and found that the higher 

generation dendrimers have a lower detection limit and stronger and prolonged signal 

enhancement in the vascular compartment than the low molecular weight agents (37). 
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DCE-MRI experiments in tumor-bearing mice using these dendrimer-based contrast 

agents confirmed that high molecular weight agents may indeed be more suitable to 

assess the blood volume and microvascular permeability in comparison with low 

molecular weight contrast agents (14).  

In the present study, the synthesis, in vitro characterization, blood-kinetics and 

biodistribution of PPI dendrimer-based MRI contrast agents of various molecular 

weight (Figure 1) are reported.  

 

Generation 2, 3 and 5 dendrimers were functionalized with Gd-DOTA, which has a 

higher in vitro stability than noncyclic complexes (38). The dendrimers were 

conjugated with poly(ethylene) glycol (PEG), which reduces nanoparticle toxicity and 

recognition by the reticuloendothelial system and thereby results in a decreased 

clearance rate (39,40). In addition, the fluorescent imaging label rhodamine B (RhoB) 

was incorporated in the dendrimers, which could facilitate in vivo fluorescence imaging 

or ex vivo high-resolution microscopic analysis to validate differences in extravasation 

between the dendrimers (41). The characteristics and suitability of the dendrimers for 

in vivo imaging were assessed by relaxivity measurements in phosphate buffered 

saline (PBS) and mouse plasma, nuclear magnetic relaxation dispersion (NMRD) 

measurements and evaluation of their blood-kinetics and biodistribution in tumor-

bearing mice. The low molecular weight Gd-DOTA was used as a control. The utility of 

Figure 1. Schematic representation of the PPI dendrimer-based contrast agents. The black dots 

represent the different functionalized end-groups.  
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the dendrimers for in vivo MR imaging purposes was demonstrated by MR angiography 

using the highest molecular weight generation 5 dendrimer. 

 

3.2. Experimental 

 

3.2.1. Synthesis 

 

3.2.1.1. Materials 

All reagents, chemicals, materials and solvents were obtained from commercial 

sources, and were used as received: Biosolve, Merck and Cambridge Isotope 

Laboratories for (deuterated) solvents; Aldrich, Acros, ABCR, Merck and Fluka for 

chemicals, materials and reagents. All solvents were of AR quality. Moisture or 

oxygen-sensitive reactions were performed under an Ar atmosphere. Spectra/por 6 

standard RC dialysis tubing with molecular weight cut-off (MWCO) 1000 was obtained 

from Spectrumlabs. Gadoterate meglumine (Gd-DOTA, Dotarem®) was purchased 

from Guerbet (Villepinte, France). 

 

3.2.1.2. Methods 

1H-NMR, 13C-NMR spectra were recorded on a Varian Mercury (400 MHz for 1H-NMR 

and 100 MHz for 13C-NMR) spectrometer at 298 K. Chemical shifts are reported in 

parts per million (ppm) downfield from TMS at room temperature (r.t.) using 

deuterated chloroform (CDCl3) as a solvent and internal standard unless otherwise 

indicated. Abbreviations used for splitting patterns are s = singlet, t = triplet, q = 

quartet, m = multiplet and br = broad. Infrared (IR) spectra were recorded on a 

Perkin Elmer 1600 FT-IR (UATR). MALDI-TOF mass spectrometry (MS) was measured 

on a Bruker Autoflex Speed. Liquid chromatography (LC)-MS was performed using a 

Shimadzu LC-10 AD VP series HPLC coupled to a diode array detector (Finnigan 

Surveyor PDA Plus detector, Thermo Electron Corporation) and an Ion-Trap (LCQ 

Fleet, Thermo Scientific) where ions were created via electrospray ionization (ESI). 

Analyses were performed using a Alltech Alltima HP C18 3μ column using an injection 

volume of 1-4 μL, a flow rate of 0.2 mL min-1 and typically a gradient (5% to 100% in 

10 min, held at 100% for a further 3 min) of CH3CN in H2O (both containing 0.1% 

formic acid) at 298 K. Ultraviolet-visible (UV-vis) absorbance spectra were recorded on 

a Jasco V-650 UV-vis spectrometer. The gadolinium content of the dendrimers was 

determined by inductively coupled plasma-atomic emission spectrometry (ICP-AES) 

(Philips Innovation Services, Eindhoven, The Netherlands). 

 

3.2.1.3. Synthesis 

 

G2-PPI-RhoB1-PEG3-DOTA4 (4) 

G2-PPI (160 mg, 0168 mmol) was dissolved in 3 mL MeOH, TEA (47 µL) was added, 

followed by dropwise addition of Rhodamine B isothiocyanate (99 mg, 0.185 mmol) 

dissolved in 2 mL MeOH. After one hour TEA (141 µL) and PEG-FTP (372 mg, 0.504 

mmol) were added and this mixture was stirred for 16h. Then, TEA 0.23 mL was 

added, followed by DOTA-NHS·TFA·HPF6 (674 mg, 0.879 mmol) and this was further 

stirred for 16 h. Subsequently, the solvent was removed under reduced vacuum. The 
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remaining mixture was dissolved in water and dialyzed (MWCO 1000) against 

MeOH/TEA/water 0.1/0.02/0.88 v/v/v (3x 1L) and water (3x 1L). The solution in the 

dialysis tube was freeze-dried, resulting in G2-PPI-RhoB1-PEG3-DOTA4 4 as a purple 

powder (505 mg).  
1H NMR (D2O): δ = 1H-NMR: δ = 8.0-6.5 (m, 9H, Ar RhoB), 4.0-2.6 ppm (m, 304H, 

DOTA(COCH2N, NCH2CH2N), PEG(COCH2, CH2O, CH3O), PPI( CH2NHCO, CH2NCH2), 

2.6-2.5 (br, 6H CH2CONH), 1.97 (bm, 28H, NCH2CH2CH2N, NCH2CH2CH2CH2N), 1.4-1.1 

(br, 12H NCH2CH3). FT-IR (ATR): υ (cm-1) = 3402, 2871, 1715, 1588, 1466, 1398, 

1347, 1327, 1277, 1246, 1197, 1182, 1104, 984, 937, 846, 824, 702, 683. MALDI-

TOF MS m/z calcd (C211H380N33O70S) 4531 g/mol; found 3964 (average) g/mol.  

 

G2-PPI-RhoB1-PEG3-GdDOTA4 (1) 

After dissolving G2-PPI-RhoB1-PEG3-DOTA4 (480 mg, 0.106 mmol) in water (6 mL), 

the pH was corrected with 1 M NaOH to pH = 7. A solution of Gd(OAc)3 x H2O 

(x=3.88, 257 mg, 0.636 mmol) in water (4 mL) was added followed by pH correction 

to 7 with 1 M NaOH. This solution was stirred overnight at room temperature under 

Argon. The reaction mixture was dialyzed (MWCO 1000) against water (6x 1L). The 

solution in the dialysis tube was freeze-dried, resulting in G2-PPI-RhoB1-PEG3-

GdDOTA4 1 as a purple powder (418 mg, yield 77%). 

MALDI-TOF m/z calcd (C211H380N33O70S1Gd4) 5148 g/mol; found 5216 M, 4677 M-

GdDOTA, 4232 M-(GdDOTA)2 g/mol. LC-MS(ESI) Rt= 3.10-6.0 min, m/z calcd 

(C211H380N33O70S1Gd4) 5148; found 1038 [M+2Na+3H]5+, 1305 [M+3Na+1H]4+. 

Inductively Coupled Plasma-Mass Spectrometry (ICP-MS) Gd: calcd wt%= 12.2%, 

found wt% = 9.1%. FT-IR (ATR): υ (cm-1) = 3251, 2867, 1590, 1462, 1350, 1316, 

1272, 1243, 1199, 1181, 1084, 1002, 935, 838, 800, 716, 683. UV-vis in MeOH λmax 

= 552 nm. 

 

G3-PPI-RhoB1-PEG7-DOTA8 (5) 

A similar synthetic procedure was used as for the G2 dendrimer.  
 

1H NMR (D2O): δ = 1H-NMR: δ = 8.0-6.5 (m, 9H, Ar RhoB), 4.0-2.6 ppm (m, 660H, 

DOTA(COCH2N, NCH2CH2N), PEG(COCH2, CH2O, CH3O), PPI( CH2NHCO, CH2NCH2), 

2.6-2.5 (br, 14H CH2CONH), 1.97 (br, 60H, NCH2CH2CH2N, NCH2CH2CH2CH2N), 1.4-1.1 

(br, 12H NCH2CH3). Based on integrals an average number of (peripheral) groups was 

found: Rhodamine B 0.7 (1), PEG 7.1 (7) and DOTA 7.2 (8), the number between 

brackets denotes the theoretical number. FT-IR (ATR): υ (cm-1) = 3265, 2866, 1717, 

1630, 1454, 1378, 1324, 1239, 1090, 951, 920, 849, 786, 696. MALDI-TOF MS m/z 

calcd (C427H796N65O150S) 9273 g/mol; found 8394 (average) g/mol.  

 

G3-PPI-RhoB1-PEG7-GdDOTA8 (2) 

A similar synthetic procedure was used as for the G2 dendrimer.  

 

MALDI-TOF m/z calcd (C427H772N65O150S1Gd8) 10507 g/mol; found 9997 (average) 

g/mol. ICP-MS Gd: calcd wt%= 12.0%, found wt% = 9.3%. FT-IR (ATR): υ (cm-1) = 

3261, 2865, 1602, 1468, 1382, 1366, 1315, 1241, 1200, 1088, 1002, 982, 939, 903, 

886, 839, 807, 713. UV-vis in MeOH λmax = 552 nm. 
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G5-PPI-RhoB3-PEG30-DOTA31 (6) 

A similar synthetic procedure was used as for the G2 dendrimer.  

 
1H NMR (D2O): δ = 1H-NMR: δ = 8.0-6.5 (m, 27H, Ar RhoB), 4.5-2.5 ppm (m, 2741H, 

DOTA(COCH2N, NCH2CH2N), PEG(COCH2, CH2O, CH3O), PPI( CH2NHCO, CH2NCH2), 

2.6-2.5 (br, 60H CH2CONH), 1.97 (br, 252H, NCH2CH2CH2N, NCH2CH2CH2CH2N), 1.4-

1.1 (br, 36H NCH2CH3). Based on integrals an average number of (peripheral) groups 

was found: Rhodamine B 2.1 (3), PEG 30.0 (30) and DOTA 26.4 (31), the number 

between brackets denotes the theoretical number. FT-IR (ATR): υ (cm-1) = 3280, 

2866, 1717, 1629, 1455, 1380, 1325, 1239, 1088, 950, 918, 849, 785, 697.  

 

G5-PPI-RhoB3-PEG30-GdDOTA31 (3) 

A similar synthetic procedure was used as for the G2 dendrimer.  

 

ICP-MS Gd: calcd wt%= 11.5%, found wt% = 11.0%. FT-IR (ATR): υ (cm-1) = 3260, 

2866, 1602, 1458, 1382, 1366, 1315, 1242, 1085, 1002, 933, 903, 839, 801, 713. 

UV-vis in MeOH λmax = 553 nm. 

 

3.2.2. In vitro characterization 

 

3.2.2.1. Relaxivity measurements in PBS and mouse plasma 

The longitudinal (r1) and transverse (r2) relaxivities of the PPI dendrimer-based 

contrast agents and Gd-DOTA were measured on a 60 MHz (1.41 T) Bruker Minispec 

MQ60 (Bruker, Germany) spectrometer at 37 °C. Relaxivities were determined in PBS 

(Sigma-Aldrich, St. Louis, MO, USA) and Balb/c mouse plasma with Na Heparin as 

anticoagulant (Innovative Research, Novi, MI, USA). For each contrast agent, 

relaxation times of 8 samples with varying [Gd3+] (~0.01-1.5 mM Gd3+) were 

determined using an inversion recovery sequence for T1 and a Carr-Purcell-Meiboom-

Gill (CPMG) sequence for T2 measurements. Relaxivities were determined by fitting the 

data with Ri=Ri,0+ri*[Gd3+], with i ∈ {1,2} and Ri=1/Ti. 

 

3.2.2.2. NMRD measurements 

The dependence of the longitudinal relaxivity (r1) of the dendrimer-based contrast 

agents on the applied magnetic field strength was assessed with NMRD 

measurements. Longitudinal water proton relaxation rates were measured in PBS at 

37 °C using a Stelar field-cycling relaxometer (Stelar, Mede, Pavia, Italy) operating at 

proton Larmor frequencies between 0.01 MHz and 20 Mhz, corresponding to field 

strengths between 0.0024 and 0.47 T. The relaxometer works under complete 

computer control with an absolute uncertainty in R1 of 1%. Relaxation rates at field 

strengths from 0.47-1.7 T (20-70 MHz) were determined using a Stelar Spinmaster 

spectrometer (Stelar, Mede, Pavia, Italy) working at variable field. The gadolinium 

concentration of the contrast agent solutions used for the NMRD measurements were 

determined by mineralizing a given quantity of the used solutions by addition of 37% 

hydrochloric acid (HCl) at 120 °C overnight. By measuring the relaxation rates of the 

obtained solutions and with the known relaxivity of the Gd3+ aqua ion in acidic 



Chapter 3 

78 

solutions (13.5 mM-1s-1), the exact [Gd3+] could be determined (this method was 

calibrated using standard ICP solutions).  

 

NMRD data in the high field range (2.6-70 MHz) were fit using the Lipari-Szabo 

approach, which discriminates between local (τl) and global (τg) correlation times 

(42,43). The order parameter S2 describes the order of restriction of local motion. The 

fitted parameters were the rotational correlation times τl and τg, the order of restriction 

(S2), the mean square of the transient zero field-splitting energy (∆2) and the 

associated relaxation time τv. Since quantitative modeling of NMRD data using the 

Lipari-Szabo approach is relatively uncertain without additional variable temperature 
17O transverse relaxation rate measurements (44,45), a number of parameters was 

fixed to reduce the degrees of freedom during fitting of the NMRD data in our analysis. 

The water residential lifetime (τm
310 = 400 ps) was calculated from the τm

298  measured 

through 17O-NMR vs R2p data for a DOTA-monoamide derivative, to which the structure 

of the Gd-DOTA groups of the dendrimers closely corresponded (46). Other fixed 

parameters were the distance between the paramagnetic center and coordination 

inner- and outer sphere water protons (r = 3.1 Å and a=3.8 Å, respectively), the 

water diffusion constant at 37 °C (D = 3.2*10-3 mm2/s), the hyperfine coupling 

constant (A/ħ = 0 rad/s) and the number of coordinated water molecules (q = 1).  

 

3.2.3. In vivo characterization 

 

3.2.3.1. Ethics Statement 

All animal experiments were performed according to the Directive 2010/63/EU of the 

European Commission and approved by the Animal Care and Use Committee of 

Maastricht University (protocol: 2010-132). 

 

3.2.3.2. Tumor model 

10-12 week-old Balb/c mice (Charles River, Maastricht, The Netherlands) were 

inoculated with 2x106 CT26.WT murine colon carcinoma cells (American Type Culture 

Collection (ATCC; CRL-2638), Manassas, VA, USA) subcutaneously in the right hind 

limb. Approximately 10 days after inoculation, tumors became palpable in all animals 

and mice were subjected to the blood clearance kinetics and biodistribution 

experiments (n=3-4 per contrast agent). 

 

3.2.3.3. Blood-kinetics and biodistribution 

Mice were intravenously injected with a dose of 0.1 mmol/kg Gd ([Gd]=25 mM) of one 

of the PPI dendrimer-based contrast agents (1(G2), 2(G3), or 3(G5) or Gd-DOTA 

(Dotarem®), followed by a saline flush, via the tail vain in 5 seconds using an infusion 

pump (Chemyx Fusion 100, Stafford, TX, USA) under general anesthesia (2% 

isoflurane in medical air). Blood sampling was performed before and up to 24 h after 

contrast agent injection. Blood samples (20 µL) were collected via the saphenous vein 

before and at 8 time points after contrast agent injection (before and at 2, 15, 30, 45 

min and 1, 4, 8, 24 h after injection) and immediately mixed with 20 µL of heparinized 

physiological saline solution to prevent coagulation of the blood. 24 h after contrast 

agent administration, mice were sacrificed by cervical dislocation and tumor, hind limb 
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muscle, liver, spleen, kidneys, heart and lungs were excised to determine the 

biodistribution of the contrast agents. After destruction of the samples with nitric acid, 

Gd3+ content of the samples was assessed by means of Inductively Coupled Plasma-

Atomic Emission Spectrometry (ICP-AES) or ICP-MS (Philips Innovation Services, 

Eindhoven, The Netherlands). Tumor to muscle uptake ratios of the different agents 

were compared using a one-way ANOVA with post-hoc Games-Howell test. The level of 

statistical significance was set at α=0.05. 

 

The longitudinal relaxation rate R1 (s-1) of the heparinized blood samples was 

determined with a 6.3 T horizontal bore Bruker scanner (Bruker BioSpin, Ettlingen, 

Germany), equipped with a 3.2-cm-diameter quadrature birdcage RF coil (Rapid 

Biomedical, Rimpar, Germany). R1 relaxation rates of all blood samples were 

measured at room temperature, using a segmented inversion recovery fast low angle 

shot (FLASH) sequence (repetition time (TR) = 15 s, echo time (TE) = 2 ms, flip angle 

(FA) = 8°, inversion times (TI) between 72.51 and 4792.51 ms in 60 steps, one slice 

planned through the blood samples, slice thickness = 1 mm, field of view (FOV) = 3x3 

cm2, matrix size = 128x128, number of averages = 4). The ∆R1 at each time point 

was determined by subtraction of the pre-contrast R1 from R1 (t). With the assumption 

that the ∆R1 is proportional to the contrast agent concentration in the blood, 

circulation half-lives were determined by fitting a biexponential decay model to the 

∆R1 data of all mice: 

 

∆R1(𝑡) = 𝐴 ∙ 𝑒−𝛼𝑡 + 𝐵 ∙ 𝑒−𝛽𝑡, with 𝛼 =
ln(2)

𝑡1/2,𝛼
 and 𝛽 =

ln(2)

𝑡1/2,𝛽
 

in which A and B represent the contributions from the distribution and elimination 

phase, respectively. α and β are the corresponding decay constants and t1/2,α and t1/2,β 

are the distribution and elimination half-lives. 

 

3.2.4. Whole-body MR angiography 

 

3.2.4.1. Tumor model 

Studies were approved by the local ethics committee of the University of Turin and 

carried out in accordance with the guidelines of the European Commission. Male 

BALB/c mice (Charles River Laboratories, Calco, Italy) were inoculated with 1x106 

CT26 colon carcinoma cells (ATCC; CRL-2638, Manassas, VA, USA) subcutaneously in 

their hind limb. Tumors reached a size of approximately 0.4-0.6 cm in diameter at 10-

12 days after cell inoculation.  

 

3.2.4.2. MR angiography in tumor-bearing mice 

MR angiography was performed in tumor-bearing mice using 3(G5), with Gd-DOTA as 

a control (n=1 per agent). Mice were anesthetized with isofluorane and placed supine 

in a solenoid Tx/Rx coil with an inner diameter of 3.5 cm for the MRI experiment. 

During measurements, respiration was monitored with a sensor connected to an 

ECG/respiratory unit. The contrast agents were injected via a tail vein at a dose of 0.1 

mmol Gd/kg.   
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MR images were acquired before and at 10, 20 and 30 min post-injection of the 

contrast agents on a 1 T MRI Bruker IconTM system (Bruker BioSpin MRI, Ettlingen, 

Germany). A 35 mm Tx/Rx mouse solenoid whole body coil was used for both RF 

excitation and reception of MR signal. A 3D gradient-echo (GRE) fast low angle shot 

(FLASH) pulse sequence (TR = 10 ms, TE = 4.1 ms, flip angle = 30°, field of view 

(FOV) = 80x40x40 mm3, matrix size = 192x96x96, number of averages = 2, temporal 

resolution = 3 min 4 s per image) with an isotropic spatial resolution of 417 µm was 

used for image acquisition. Pre-contrast data were subtracted from post-contrast data 

using Mathematica 8.0 (Wolfram Research, Champaign, IL, USA) and 3D maximum 

intensity projection (MIP) images were reconstructed using OsiriX-Lite (Pixmeo, 

Switzerland). 

 

3.3. Results and Discussion 

 

3.3.1. Synthesis 

Synthesis of the PPI dendrimer-based contrast agents is shown in Figure 2.  

 

The amine end-groups of the PPI dendrimers were reacted with three different 

reactive groups: the isothiocyanate of Rhodamine B, the tetrafluorophenol ester of 

PEG and the succinimidyl ester of DOTA. In a ‘one-pot’ approach the reactants were 

added sequentially, while purification followed afterwards. Purification was performed 

by dialysis first against a mixture of MeOH/TEA/water 0.1/0.02/0.88 v/v/v and against 

demi-water, followed by lyophilization. Due to this synthetic approach there is an 

expected distribution in the number of the three end-groups (Rhodamine B, PEG, and 

DOTA) per PPI dendrimer. The ratio between the end-groups per PPI dendrimer was 

determined by 1H-NMR and UV-vis spectroscopy (Table 1). In the next step, 

complexation with an excess of Gd(OAc)3 in water at pH~7 was performed, followed 

Figure 2. The synthesis of 1(G2), 2(G3) and 3(G5). (i) 1.Rhodamine B isothiocyanate, TEA, MeOH, RT; 

2. Poly(ethyleneglycol) tetrafluorophenol ester, TEA, MeOH, RT; 3. DOTA-NHS ester, TEA, MeOH, RT; (ii) 

Gd(OAc)3, H2O pH~7, RT. 
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by dialysis and lyophilization. ICP-MS was performed to determine the number of Gd 

per PPI dendrimer (Table 1). The measured numbers of conjugates were slightly lower 

than the theoretically expected numbers, although these amounts were generally in  

good agreement.  

 

Table 1. Characteristics of Gd-DOTA and the PPI dendrimer-based contrast agents. For every type of end-

group the left column denotes the theoretical and the right column the measured average number per PPI 

dendrimer. The measured average number of end-groups per PPI dendrimer was used to determine the 

average molecular weights. * UV-vis, † 1H-NMR, ‡ ICP-MS, # MW after Gd complexation (g/mol). 

 

3.3.2. In vitro characterization 

 

3.3.2.1. Relaxivity measurements 

The longitudinal (R1) and transverse (R2) relaxation rates of Gd-DOTA and the 

dendrimer-based contrast agents in PBS and mouse plasma versus their 

concentration, measured at 60 MHz and 37 °C, are shown in Figure 3.  

 RhoB PEG Dota Gd MW # 

 Theo Meas* Theo Meas† Theo Meas† Theo Meas‡ Theo Meas 

Gd-DOTA - - - - 1 - 1 - 754 - 

1(G2) 1 0.7 3 3.2 4 3.2 4 2.7 5148 4621 

2(G3) 1 0.7 7 7.1 8 7.2 8 5.6 10507 9556 

3(G5) 3 2.1 30 30.0 31 26.4 31 28.5 42550 40757 

Figure 3. A,B) Longitudinal (R1) and transverse (R2) relaxation rates in PBS and C,D) in mouse plasma, 

measured at 60 MHz and 37 °C, versus the concentration of Gd3+ for Gd-DOTA and the PPI dendrimer-

based contrast agents. The solid lines represent the linear fits through the data.  
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The relaxation rates increased linearly with the contrast agent concentration. The 

longitudinal (r1) and transverse (r2) relaxivities are shown in Table 2. 

 

Table 2. Relaxivities of Gd-DOTA and the PPI dendrimer-based contrast agents, measured at 60 MHz and 

37 °C, in PBS and mouse plasma. 

 

Both in PBS and in mouse plasma, the relaxivities of the dendrimer-based contrast 

agents were higher than those of Gd-DOTA. 3(G5) possessed the highest relaxivity in 

PBS and mouse plasma in comparison with 1(G2) and 2(G3), of which the relaxivities 

were approximately equal. Relaxivities in PBS and mouse plasma were similar, which 

is advantageous since association of the agents with plasma proteins may result in 

unpredictable in vivo behavior. Although it has been described that rhodamine B 

possesses albumin binding properties (47), potential binding of rhodamine B to 

albumin may be hampered by the presence of the PEG and Gd-DOTA moieties.  

 

3.3.2.2. NMRD measurements 

NMRD measurements were performed in PBS at 37 °C to gain further insight in the 

relaxometric properties of the PPI dendrimer-based contrast agents, of which the 

results are shown in Figure 4. A macromolecular peak at approximately 20 MHz was 

most predominantly observed for 3(G5), whereas a less pronounced peak was 

detected around 30 MHz for 1(G2) and 2(G3). For the low molecular weight Gd-

DOTA, such peak is known to be absent (48).  

 

Agent Relaxivity in PBS (mM-1s-1)  Relaxivity in mouse plasma (mM-1s-1)  

 r1 r2 r2/ r1 r1 r2 r2/ r1 

Gd-DOTA 3.0 3.7 1.2 3.6 4.5 1.3 

1(G2) 10.0 12.2 1.2 10.9 14.2 1.3 

2(G3) 10.5 13.1 1.2 10.8 14.1 1.3 

3(G5) 16.2 22.9 1.4 16.1 23.1 1.4 

Figure 4. NMRD profiles of the PPI dendrimer-based contrast agents acquired at proton Larmor 

frequencies of 0.01-70 MHz (0.0024-1.7 T) measured in PBS at 37 °C. The graphs represent the 

measured longitudinal relaxivity r1 (mM-1s-1) as a function of the Larmor frequency. The solid lines were 

obtained by fitting the 2.63-70 MHz NMRD data with the Lipari-Szabo model. 
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The results from quantitative fitting of the NMRD data using the Lipari-Szabo 

approach, a model-free approach for interpretation of NMRD data of macromolecules 

with internal flexibility (42,43), are shown in Table 3.  

 

Table 3. Parameters obtained from fitting the NMRD data of the PPI dendrimer-based contrast agents 

measured at 37 °C in PBS with the Lipari-Szabo model. The error represents the standard error on the 

Lipari-Szabo fits. 

 

 

The global rotational correlation time τg increased with the molecular weight of the 

dendrimer-based agents, which is known to be the main mechanism for the increase 

in relaxivity with increasing molecular weight (33). Such increase in rotational 

correlation time has been previously reported for linear polymers (τg = 2300±100 and 

3100±300 ps at 36 °C for [Gd(DTPA-BA)-(CH2)10]x of 10.3 kDa and [Gd(DTPA-BA)-

(CH2)12]x of 15.7 kDa, respectively) (49) and polyamidoamine (PAMAM) dendrimer-

based contrast agents (τR = 580±10, 700±20 and 870±20 ps at 25 °C for G3Gd23, 

G4Gd30 and G5Gd52 of 22.1, 37.4 and 61.8 kDa, respectively) (50). The local rotational 

correlation times were considerably lower than the global correlation times, which 

indicates the presence of relatively rapid local motion compared to the slower global 

motion of the dendrimer-based contrast agents. Dendrimers are known to possess 

internal flexibility of the linker between the gadolinium chelate and dendrimer (33). 

This was also suggested by the order of restriction S2, which was slightly lower for the 

lower molecular weight 1(G2) and 2(G3) (S2
 ~ 0.2) compared to the higher 

molecular weight 3(G5) (S2
 ~ 0.5). These values were comparable to those observed 

for various PAMAM conjugates (S2 ~ 0.3) and the commercially available poly-lysine-

based Gadomer-17 (S2 = 0.5) (51).  

 

3.3.2.3. Blood-kinetics and biodistribution 

The blood-kinetics of Gd-DOTA and the PPI dendrimer-based contrast agents were 

determined in tumor-bearing mice in order to assess their suitability for in vivo DCE-

MRI studies. The blood-kinetics data are displayed in Figure 5 and the distribution and 

elimination half-lives are shown in Table 4.  

 

 

 

 

 

 

 

Agent ∆2 (1018 s-2) τv (ps) τl (ps) τg (ps) S2 (-) 

1(G2) 7.1±1.0 16.2±0.3      301±  42 1830±  105 0.245±0.07 

2(G3) 5.8±0.6 24.7±0.6      357±  41 2100±  283 0.222±0.05 

3(G5) 4.3±0.5 23.6±0.3 504±209 2990±1033 0.498±0.12 
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Table 4. Distribution (t1/2,α) and elimination (t1/2,β) half-lives of Gd-DOTA and the PPI dendrimer-based 

contrast agents, obtained by biexponential fitting of the combined data of all mice. The error represents the 

standard error on the biexponential fits.  
 

Agent t1/2,α (min) t1/2,β (min) 

Gd-DOTA 0.3±0.1     18.8±  6.8 

1(G2) 0.7±0.1     44.6±11.0 

2(G3) 2.8±0.9     52.5±60.5 

3(G5) 12.2±2.6     95.4±22.8 

 

Both the distribution and elimination half-lives increased with the molecular weight of 

the contrast agents. A five-fold increase in the elimination half-life was observed for 

3(G5) compared to Gd-DOTA, in correspondence with the finding that dendrimers 

larger than ~40 kDa had longer circulation half-lives compared to lower molecular 

weight dendrimers (52). In addition, Langereis et al. reported molecular weight 

dependent differences in blood plasma clearance and tumor accumulation of Gd-DTPA-

based PPI dendrimers with a similar range of molecular weights. They observed that 

accumulation of relatively low molecular weight dendrimers in the tumor periphery 

reflected the blood plasma clearance profile, whereas a gradual and sustained tumor 

accumulation of the dendrimers was measured for the higher molecular weight agents 

(37). 

 

The biodistribution of Gd-DOTA and the PPI dendrimer-based contrast agents in 

tumor-bearing mice at 24 h after injection is shown in Figure 6 and Table 5.  

 

 

 

 

 

 

 

 

Figure 5. Blood-kinetics data of all mice injected with Gd-DOTA (n=4), 1(G2) (n=4), 2(G3) (n=3) and 

3(G5) (n=3) and biexponential fit to the data. 
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Table 5. Biodistribution of Gd-DOTA and the PPI dendrimer-based contrast agents in tumor-bearing mice. 

Data are presented as mean±standard deviation (SD) of all mice.  
 

 Gd3+ % ID/g tissue  

Organ Gd-DOTA 1(G2) 2(G3) 3(G5) 

Tumor 0.10±0.03 0.20±0.04 0.24±0.10 1.96±0.61 

Muscle 0.11±0.15 0.08±0.04 0.04±0.00 0.54±0.04 

Kidney 0.57±0.22 3.18±1.53 0.92±0.27 12.23±6.37 

Spleen 0.06±0.03 1.49±0.37 0.43±0.06 11.97±3.02 

Blood 0.07±0.07 0.31±0.10 0.02±0.01 0.18±0.03 

Liver 0.05±0.02 2.26±0.23 2.84±0.23 15.07±1.51 

Lung 0.04±0.02 0.18±0.07 0.13±0.01 7.78±0.47 

Heart 0.02±0.01 0.08±0.02 0.09±0.01 2.39±0.34 

 

The accumulation of the contrast agents in the different organs increased with the 

molecular weight of the agents, although the uptake of 1(G2) was higher than of 

2(G3) in all tissues except for the tumor and liver. The lower uptake of 2(G3) than 

1(G2) in most tissues may be due to the lower concentration of 2(G3) in the blood 

(0.02±0.01% ID/g tissue) in comparison with 1(G2) (0.31±0.10% ID/g tissue) at 24 

h after injection. A generally size-dependent accumulation of the agents in the tumor 

was observed, which may be caused by the higher molecular weight of the dendrimers 

and prolonged tumor accumulation due to their longer circulation times in comparison 

with Gd-DOTA (53). No significant differences in tumor to muscle uptake ratio were 

observed between the agents. Gd-DOTA was predominantly cleared by the kidneys, 

whereas for the PPI dendrimers also accumulation in the spleen and liver was 

observed. These findings are in agreement with the results of Langereis et al., who 

observed that non-PEGylated Gd-DTPA-based PPI dendrimers of 0.7-3.1 KDa were 

Figure 6. Biodistribution data of Gd-DOTA (n=4), 1(G2) (n=4), 2(G3) (n=3) and 3(G5) (n=3). For 

1(G2), 2(G3) and 3(G5) the blood samples were obtained with n=2 and for 2(G3) the blood and liver 

samples were obtained with n=2. Data are presented as mean±standard deviation (SD) of all mice. 
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predominantly cleared via the renal collecting system, whereas also accumulation in 

the liver and spleen was observed for dendrimers of 12.7 and 51.2 kDa at early time 

points after injection (37). The relatively high uptake of 3(G5) in the liver is in 

agreement with the reported size limit of 30-40 kDa for renal clearance of 

polyethylene oxides (54). A size-dependent accumulation of poly(propylene imine) 

diaminobutyl (DAB) G2-G4 dendrimers of 12-51 kDa in the liver at 15 min after 

injection has also previously been reported by Kobayashi et al. (55). Accumulation in 

the lungs and heart was relatively high for 3(G5) in comparison with the other 

agents, which requires further investigation.  

 

3.3.3. Whole body MR angiography 

MR angiography was performed using 3(G5) to demonstrate its utility as a blood pool 

agent. In Figure 7, the 3D maximum intensity projection (MIP) contrast enhanced 

images of mice injected with 3(G5) at 10, 20 and 30 min post-injection are shown, 

with Gd-DOTA as a control.  

Figure 7. Whole-body MR angiography. Coronal maximum intensity projection (MIP) of the 3D FLASH 

images obtained from the mice after intravenous administration of 3(G5) or Gd-DOTA at a dose of 0.1 

mmol Gd/kg. Post-contrast images at 10, 20 and 30 min are shown after the subtraction of the 

corresponding pre-contrast images. The data of Gd-DOTA are the same as shown in chapter 2 of this 

thesis. 
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Clear visualization of the heart and vasculature - primarily the jugular veins - was 

obtained for 3(G5). Enhancement of the vasculature was most pronounced at 10 min 

after contrast agent administration, although it persisted until at least 30 min post-

injection. Administration of the low molecular weight Gd-DOTA did not result in 

visualization of the vasculature at the evaluated time points. These findings were in 

line with those of Kobayashi et al., who demonstrated the suitability of a high 

molecular weight (43 kDa) polyamidoamine for whole-body angiographic imaging in 

mice, whereas vascular enhancement was less pronounced for lower molecular weight 

agents. In the present study, the tumor vasculature could not be visualized, which 

may be due to a relatively coarse spatial resolution used for the whole-body 

angiography. Reducing the FOV could improve tumor-specific angiographic imaging 

(31). Zhu et al. have shown that high molecular weight contrast agents can be 

employed for a combined angiography and DCE-MRI approach (31). 

 

3.4. Conclusion 

 

PPI dendrimer-based MRI contrast agents of various molecular weight were 

characterized in vitro and their blood-kinetics and biodistribution were evaluated in 

tumor-bearing mice. The dendrimers possessed an increased relaxivity compared to 

the low molecular weight Gd-DOTA, related to their increased rotational correlation 

times. The circulation half-lives of the dendrimers increased with their molecular 

weight and the elimination half-life of the G5 dendrimer was 5 times higher than that 

of Gd-DOTA. These physiological properties enabled visualization of the vasculature by 

MR angiography using the G5 dendrimer. Differences in circulation times and tumor 

accumulation imply that these agents likely possess a range of tumor wash-in and 

wash-out rates. Besides for angiographic imaging, these agents could find their use in 

a macromolecular DCE-MRI approach, in which the size-dependent sensitivity of these 

agents to different tracer-kinetic parameters is exploited for better characterization of 

microvascular function.  
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Abstract 

 

Purpose: 

To develop a novel tracer-kinetic modeling approach for multi-agent dynamic contrast-

enhanced magnetic resonance imaging (DCE-MRI), that facilitates separate estimation 

of parameters characterizing blood flow and microvascular permeability within one 

individual. 

 

Methods: 

Monte Carlo simulations were performed to investigate the performance of the 

constrained multi-agent model. Subsequently, multi-agent DCE-MRI was performed on 

tumor-bearing mice (n=5) on a 7T Bruker scanner on three measurement days, in 

which two dendrimer-based contrast agents having high and intermediate molecular 

weight, respectively, along with gadoterate meglumine, were sequentially injected 

within one imaging session. Multi-agent data were simultaneously fit with the gamma 

capillary transit time (GCTT) model. Blood flow, mean capillary transit time and bolus 

arrival time were constrained to be identical between the boluses, while extraction 

fractions and washout rate constants were separately determined for each agent.  

 

Results: 

Simulations showed that constrained multi-agent model regressions led to less 

uncertainty and bias in estimated tracer-kinetic parameters compared with single-

bolus modeling. The approach was successfully applied in vivo and significant 

differences in the extraction fraction and washout rate constant between the agents, 

dependent on their molecular weight, were consistently observed. 

 

Conclusion: 

A novel multi-agent tracer-kinetic modeling approach that enforces self-consistency of 

model parameters and can robustly characterize tumor vascular status was 

demonstrated.  
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4.1. Introduction 

 

Accurate evaluation of antivascular tumor therapy requires a detailed assessment of 

the induced vascular changes (1). Dynamic contrast-enhanced magnetic resonance 

imaging (DCE-MRI) has been widely employed for characterization of tumor 

microvasculature (2) and evaluation of antivascular therapies (3-5). Tracer-kinetic 

modeling of DCE-MRI data can be applied to identify vascular biomarkers that could be 

used for accurate treatment assessment and optimization (6-8). The most commonly 

applied pharmacokinetic models that have been used in the evaluation of antivascular 

tumor therapies are the standard and extended Tofts models (9,10). One of the 

parameters that can be determined with these models is the transfer constant Ktrans, 

which is influenced by tumor blood flow, microvascular surface area, and capillary 

permeability (11). In many of the clinical trials of antivascular agents in which DCE-

MRI has been used for treatment evaluation, a reduction in Ktrans has been reported as 

evidence for drug efficacy (5-7). This reduction may be associated with a decrease in 

blood flow and/or microvascular permeability, but these parameters cannot be 

separately resolved since the interpretation of Ktrans is dependent on the perfusion 

regime of the tumor (11). Separate determination of blood flow and microvascular 

permeability would be of great value. Vascular targeting agents, aimed at destruction 

of the existing tumor vasculature, can induce an early increase in microvascular 

permeability and subsequent reduction in blood flow, having counteracting effects on 

Ktrans (12,13). Furthermore, antiangiogenic therapy may induce (transient) blood 

vessel normalization, resulting in alterations in multiple vascular parameters (14,15). 

The ability to non-invasively identify the different vascular alterations induced by 

antivascular therapy may provide an improved understanding of the mechanisms of 

drug action and aid in accurate assessment and optimization of antivascular therapies. 

  

Different strategies have been suggested to improve the precision with which these 

vascular alterations may be characterized. More advanced tracer-kinetic models have 

been developed that facilitate separate assessment of e.g. blood flow, capillary transit 

time, vascular heterogeneity, microvascular permeability, and blood volume (16-18). 

However, application of these models is limited due to the more stringent 

requirements on data acquisition (18-20). It has been proposed that the use of 

macromolecular contrast agents may facilitate better assessment of specific tracer-

kinetic parameters; low molecular weight contrast agents have high transendothelial 

diffusion and are therefore more sensitive to blood flow changes, whereas the limited 

transendothelial diffusion and long intravascular half-life of macromolecular agents 

make them more sensitive to permeability and blood volume changes (21,22). Several 

studies have shown that combining low molecular weight contrast agents with 

macromolecular contrast agents can facilitate improved assessment of tracer-kinetic 

parameters and changes therein after treatment (23-28). In most of these studies, 

DCE-MRI with the various contrast agents was performed in separate animals or at 

different experimental time points, whereas others have shown that contrast agents of 

various molecular weight can be combined in one imaging protocol (29-33). In these 

studies, often the different boluses were separately analyzed and accurate assessment 

of the diverse vascular changes induced by antivascular therapies could benefit from 



Chapter 4 

96  

modeling contrast agent uptake in more detail.  

Therefore, the aim of the present study was to develop a novel tracer-kinetic modeling 

approach that facilitates separate estimation of the parameters characterizing blood 

flow and microvascular permeability within one individual. To this aim a multi-agent 

DCE-MRI approach was developed, in which contrast agents of various molecular 

weights were sequentially injected under identical circumstances within one imaging 

session (34). A novel tracer-kinetic modeling strategy for multi-agent DCE-MRI was 

developed, in which a number of tracer-kinetic parameters were constrained to be 

identical between the different agents based on physiological grounds, while other 

parameters were separately determined for each contrast agent bolus. The 

performance of the multi-agent tracer-kinetic modeling approach was demonstrated 

with simulations and the method was applied in vivo in a mouse tumor model. It is 

hypothesized that this approach, based on simultaneous fitting of the multi-agent 

data, is suitable to robustly assess the tumor vascular status and it is expected that 

the presented method can be applied to accurately evaluate treatment effects on 

different vascular biomarkers. 

 

4.2. Methods 

 

4.2.1. Tracer-kinetic modeling 

  

Our multi-agent tracer-kinetic modeling approach was based on the gamma capillary 

transit time (GCTT) model (35). This model can be expressed as: 

  

𝐶𝑡(𝑡) = 𝐹(𝑅𝑣(𝑡) + 𝑅𝑝(𝑡)) ⋆ 𝐶𝑎(𝑡)        [1] 

where Ct(t) is the measured total tissue contrast agent concentration, Rv(t) is the 

vascular impulse response function, Rp(t) is the parenchymal impulse response 

function, Ca(t) is the contrast agent concentration in the arterial blood and F is the 

blood flow. The asterisk represents the convolution operator. 

 

For the GCTT model the vascular and parenchymal impulse response functions are 

described by the following equations: 

 

𝑅𝑣(𝑡) = 1 − ∫ 𝐷(𝑢)𝑑𝑢
𝑡

0
         [2] 

𝑅𝑝(𝑡) = 𝐸 ∫ 𝐷(𝑢)𝑒−𝑘𝑒𝑝(𝑡−𝑢)𝑑𝑢
𝑡

0
        [3] 

where D(u) is the distribution of capillary transit times, E is the extraction fraction and 

kep is the washout rate constant. In the GCTT model the transit time distribution is 

described by a gamma distribution on the mean capillary transit time (tc) and capillary 

transit time heterogeneity (σc):  

 

𝐷(𝑡; 𝑡𝑐, 𝜎𝑐) =
𝑡𝛼−1𝑒−𝑡/𝜏

𝜏𝛼𝛤(𝛼)
         [4] 

where 𝛼 = √𝑡𝑐/𝜎𝑐, 𝜏 = 𝜎𝑐
2/𝑡𝑐 and 𝛤(𝛼) is the gamma-variate function. 
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Therefore, the GCTT model can be fully specified by a total of six parameters: the 

blood flow F (min-1), extraction fraction E, washout rate constant kep (min-1), mean 

capillary transit time tc (min), vascular heterogeneity index α-1, and a delay time td 

(min) between contrast agent injection and bolus arrival in the tumor. A number of 

tracer-kinetic parameters can be derived from this model: the transfer constant 

Ktrans=E*F (min-1), extravascular extracellular volume fraction ve=E*F/kep and 

fractional blood volume vb=F*tc. The Renkin-Crone equation can then be used to 

estimate the permeability surface area product PS=-F*log(1-E) (min-1) (36,37).  

 

4.2.1.1. Constrained multi-agent tracer-kinetic modeling 

The multi-agent modeling approach is based on the assumption that a number of 

tracer-kinetic parameters can be constrained to be identical between the different 

boluses based on physiological grounds. For N different contrast agent boluses, the 

unconstrained GCTT model is defined by a total number of 6N free parameters. 

However, the cardiac output and tumor hemodynamics are relatively constant over the 

time-scale of the multi-agent DCE-MRI experiment and therefore the blood flow, mean 

capillary transit time, capillary transit time dispersion and delay time are not expected 

to be significantly different between the different contrast agent boluses. When these 

parameters are constrained to be identical between the sequentially injected boluses, 

the number of free parameters in the multi-agent modeling is reduced to 6+2(N-1). 

Only the extraction fractions and washout rate constants (which are dependent on the 

molecular dimensions of the contrast agents) are now varied between the different 

contrast agent boluses. Initial modeling revealed large uncertainty in estimates of the 

vascular heterogeneity index (α-1) for these data, so this parameter was fixed to a 

value of 1 which is appropriate for tumor tissues where vascular heterogeneity is 

known to be large, as is typical in malignant tumors (38). 

 

4.2.1.2. Bootstrapping initialization of the non-linear optimization algorithm 

Bootstrapping initialization was applied to minimize the chance of becoming trapped in 

a local minimum during model regression; initial parameter values for the extended 

Tofts model were determined by using a fast linearized tracer-kinetic modeling 

algorithm. The limiting mathematical relationship between the extended Tofts model 

and GCTT model for limtc→1 and limσ→0 was then used to obtain initial parameter 

estimates for the GCTT model. Subsequently, nonlinear regression was performed 

separately for each bolus injection by sequential fitting of the individual boluses, using 

the “lsqcurvefit” function in MATLAB (Natick MA, USA). Constrained parameters were 

then initialized by taking the median of the estimates obtained from the separate fits 

of the different injections. Unconstrained parameters were directly initialized from the 

unconstrained regressions. All parameters were constrained to be positive in the 

model regressions.  
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4.2.2. Simulations 

Monte Carlo simulations were performed to investigate the performance of the 

constrained multi-agent model. In vivo DCE-MRI data were acquired from a human 

glioblastoma patient with a temporal resolution of 3.2 s per frame and a standard 

bolus injection of a low molecular weight contrast agent (gadobenate dimeglumine, 

Multihance, 0.1 mmol/kg) (35,38). Pre-contrast T1-values were determined with a 

variable flip angle approach (39). Measured signal changes were converted to contrast 

agent concentration (40), the arterial input function (AIF) was determined using a 

blind estimation algorithm (41,42) and the DCE-MRI data were fit with the GCTT 

model (35). Model parameters that were selected from a region of interest (ROI) 

placed in a relatively homogeneous, enhancing tumor region were averaged to obtain 

the following simulated tissue uptake curve parameters: F=0.256 min-1, ve=0.570, 

tc=15.5 s, and α-1=0.5 (vb=0.066). A multi-agent experiment was subsequently 

simulated as follows: three contrast agent injections were simulated, starting with 

high molecular weight (HMW, E=0.05), followed by medium molecular weight (MMW, 

E=0.27) and finally low molecular weight (LMW, E=0.54), determined as above from 

the measured data. Contrast-agent injections were spaced by 6 minutes, with 30 

seconds of baseline acquisition prior to injection of the first agent. Gaussian noise with 

a standard deviation (SD) of 0.04 mM (equal to the noise level in the original human 

study, which corresponds to a signal-to-noise ratio of approximately 7) was added to 

generate 1000 random realizations of the tissue contrast agent uptake curve. Each 

realization was fit with the constrained model, simultaneously fitting all three 

superimposed uptake curves. Individual uptake curves for each agent were also fit 

separately with the unconstrained model. Estimated model parameters were 

subsequently compared with the known starting values to determine the bias and 

uncertainty in the estimated parameters for both the constrained and the 

unconstrained modeling approach. 

 

4.2.3. Contrast agents for in vivo multi-agent DCE-MRI  

Multi-agent experiments in tumor-bearing mice were performed with contrast agents 

with a range of molecular weights but an equal composition. Modified poly(propylene 

imine) (PPI) dendrimers, functionalized with Gd-DOTA moieties through a polyethylene 

glycol (PEG) spacer (Figure 1), were synthesized by SyMO-Chem BV (Eindhoven, The 

Netherlands). An intermediate molecular weight dendrimer of generation 2 (G2-PPI-

(PEG6-GdDOTA)8), high molecular weight dendrimer of generation 5 (G5-PPI-(PEG6-

GdDOTA)64), and a low molecular weight agent gadoterate meglumine (Gd-DOTA, 

Dotarem, Guerbet, Villepente, France) were used in the in vivo multi-agent 

experiments. Synthesis of the dendrimers according to their theoretical structure was 

confirmed using 1H-NMR (prior to Gd-complexation). 

 

Additional information on synthesis and further characterization of the dendrimers 

(after Gd-complexation), including gel permeation chromatography (GPC), dynamic 

light scattering (DLS) and Inductively Coupled Plasma-Atomic Emission Spectrometry 

(ICP-AES), is given in Supporting information 1. The molecular weight, diameter and 

plasma relaxivity measured at 7 T at 37 °C of the contrast agents are listed in Table 1. 
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Table 1. General characteristics of the different contrast agents.   

The molecular weight (MW), expressed in Dalton (Da), is the theoretical molecular weight of the different 

contrast agents. The hydrodynamic diameter and distribution widths of the dendrimers were determined in 

PBS of pH 7.4 (Supporting Information 1). * The diameter of gadoterate meglumine was obtained from 

literature (43). The longitudinal (r1) and transverse (r2) relaxivities of the agents were measured in Balb/c 

mouse plasma at 7 T at 37 °C.  

 

 

For the in vivo multi-agent experiments an infusion line was filled with equal volumes 

of the generation 5 (G5) and generation 2 (G2) dendrimer and gadoterate meglumine 

(at a concentration of 125 mM Gd, ~ 0.1 mmol Gd/kg), separated by equal volumes of 

saline. A small air bubble between all volumes prevented mixing of the different 

solutions. 

 

4.2.4. Ethics Statement 

All animal experiments were performed according to the Directive 2010/63/EU of the 

European Commission and approved by the Animal Care and Use Committee of 

Maastricht University (protocol: 2010-132). 

 

4.2.5. Animal model 

CT26.WT murine colon carcinoma cells (American Type Culture Collection (ATCC; CRL-

2638)) were cultured as a monolayer at 37 °C and 5% CO2 in RPMI-1640 medium 

(Invitrogen, Breda, The Netherlands), supplemented with 10% fetal bovine serum 

(Greiner Bio-One, Alphen a/d Rijn, The Netherlands) and 50 U/ml 

penicillin/streptomycin (Lonza Bioscience, Basel, Switzerland). Early passages (5-10) 

of the original ATCC batch were used for inoculation.  

10-12 week-old Balb/c mice (Charles River, Maastricht, The Netherlands) were 

inoculated with 1x106 CT26.WT cells subcutaneously in the right hind limb. 

Approximately 10 days after inoculation, tumors became palpable in all animals. 

Contrast agent  MW 

(Da) 

Diameter 

(nm) 

r1 

(mM-1*s-1) 

r2 

(mM-1*s-1) 

r2/r1 

(-) 

Gadoterate meglumine 754 0.9 * 3.6 4.0 1.12 

G2-PPI-(PEG6-GdDOTA)8 7317 4.3±1.1 5.5 6.6 1.19 

G5-PPI-(PEG6-GdDOTA)64 59517 10.0±3.6 7.2 10.0 1.39 

Figure 1. Representation of the dendrimer-based contrast agents.  

Figure 1A) Schematic drawing of the G2 dendrimer, in which the dendrimer core is represented by the 

large circle, to which multiple Gd-DOTA moieties (blue circles) are attached via a PEG-spacer (black 

lines). Figure 1B) The general dendrimer structure, consisting of a dendrimer core (represented by the 

large circle) and a variable number (n) Gd-DOTA moieties attached via the PEG linkers, dependent on the 

dendrimer generation. 
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4.2.6. In vivo multi-agent DCE-MRI in tumor-bearing mice 

Multi-agent DCE-MRI experiments were performed on a 7T Bruker BioSpec 70/30 USR 

equipped with a 1H 59/35 (outer/inner diameter in mm) circular polarized MRI 

transceiver volume coil. All mice underwent MRI 3 times with 2 days of recovery in 

between, to investigate if differences in extraction fraction and washout rate constant 

between the agents can consistently be observed. For the MRI measurements, mice 

were anesthetized with isoflurane (3% for induction, 1-2% for maintenance) in 

medical air (flow rate of 0.4 L/min). During the measurements mice were positioned in 

a custom made cradle, equipped with a mask for anesthetic gas. Respiration rate was 

monitored with a balloon sensor and body temperature was monitored and maintained 

with a warm water pad. To minimize susceptibility artifacts at air-tissue interfaces, the 

tumor was covered with a small layer of degassed ultrasound gel (Aquasonic® 100, 

Parker Laboratories, Inc, Fairfield, NJ, USA) and artifacts were further reduced by local 

shimming of the tumor-bearing paw.  

A three-dimensional T2-weighted (effective echo time (TE) = 34 ms) turbo rapid 

acquisition with relaxation enhancement (RARE) acquisition was performed for 

anatomical reference. B1-mapping was performed based on the 180° signal-null 

method (44). Pre-contrast T1 mapping was performed using a three-dimensional 

variable flip angle gradient-spoiled (5 ms duration) and radiofrequency (RF)-spoiled 

three-dimensional fast low-angle shot (FLASH) sequence with the following sequence 

parameters: repetition time (TR) = 20 ms, TE = 3.23 ms, acquisition matrix = 

52x72x14 (reconstructed to 96x96x16), field of view (FOV) = 30x30x24 mm3, flip 

angle (FA) = 2, 3, 5, 7, 10, 13, 20° (39,45,46). T1 values were determined using a 

DESPOT1 (driven equilibrium single-pulse observation of T1) analysis (39). For the 

multi-agent DCE-MRI measurements a three-dimensional gradient-spoiled (5 ms 

duration) and RF-spoiled three-dimensional FLASH sequence (covering the tumor) was 

used with the following sequence parameters: TR = 2.5 ms, TE = 0.84 ms, FA = 6°, 

acquisition matrix = 52x72x14 (reconstructed to 96x96x16), FOV = 30x30x24 mm3, 

temporal resolution = 1.89 s, total scan time = 47 min. Phantom measurements for 

validation of the variable flip angle and dynamic T1 mapping method are shown in 

Supporting information 2. Contrast injections were performed at 2 (G5 dendrimer), 17 

(G2 dendrimer) and 32 (gadoterate meglumine) min after start of the acquisition, 

using an infusion pump (Chemyx Fusion 100, Stafford, TX, USA) at a rate of 2 

mL/min. B1-corrected ΔR1 (=1/ΔT1) values were calculated on a pixel-pixel basis based 

on the standard signal-equation for a spoiled gradient-echo sequence (40), using the 

pre-contrast T1 values and the post-contrast dynamic signal intensities. Regions of 

interest delineating the tumor tissue were manually drawn on the anatomic images. 
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4.2.7. In vivo multi-agent modeling 

AIFs, composed of one bolus for each of the three injected agents, were determined 

for each agent separately using the Monte Carlo Blind Estimation (MCBE) algorithm 

applied to the ΔR1 curves of enhancing tumor voxels (41,42). Each individual bolus 

within the AIF was modeled by a gamma-variate function with recirculation and a 

sigmoid representing contrast at quasi-equilibrium in the blood pool (41). During the 

blind AIF estimation, tissue curves were modeled using the GCTT model with vascular 

heterogeneity index (α-1) fixed to a value of 1. The algorithm was initialized using a 

population averaged AIF from previous measurements made in the left ventricular 

lumen of mice that were injected with gadopentetic acid (Gd-DTPA) with a similar 

injection protocol (47). MCBE estimation of the AIF of the first injected agent (G5 

dendrimer) was performed by truncating the tissue curves before injection of the 

second agent (G2 dendrimer). The resulting AIF for the G5 dendrimer bolus was then 

used to generate model curve fits to the tissue curves and these fits were subtracted 

from the measured tissue data to remove the effect of uptake of G5 dendrimer. This 

procedure was then repeated for the G2 dendrimer and gadoterate meglumine 

injections to provide separate AIF estimates for each agent. Differences in relaxivities 

between the different agents were compensated by rescaling each bolus to an 

equivalent dose of gadoterate meglumine, using measured relaxivities for the different 

agents. Exemplary AIFs of the dendrimers and gadoterate, as determined with the 

MCBE algorithm, are shown in Supporting information 3. The tracer-kinetic model 

described by equation [1] is invariant under the simultaneous transformation Cp(t)→ 

γCp(t), F→F/γ and vb→ vb/γ for any scalar value of γ. Therefore, the global AIF scale factor 𝛾 

remains indeterminate, as is common for blind AIF estimation methods. This scale 

factor could be obtained from a secondary reference measurement of the true contrast 

agent concentration in the blood, which has not been employed in the present study. 

As a result, absolute values for F and vb could not be derived and these parameter 

estimates are scaled by the amplitude of the initial population-averaged AIF provided 

to the MCBE algorithm as a starting guess. 

 

Multi-agent data were simultaneously fit with the GCTT model with vascular 

heterogeneity index (α-1) fixed to a value of 1. Blood flow (F), mean capillary transit 

time (tc), and bolus arrival time (td) were constrained to be identical between the 

different boluses, while extraction fractions (E) and washout rate constants (kep) were 

separately determined for each contrast agent. Blood volume fractions (vb) were 

calculated by F*tc. Median pharmacokinetic parameters were calculated in all tumor 

pixels with statistically significant blood flow and low uncertainty in blood flow, relative 

to the estimated blood flow value. Median tumor parameter values for each 

measurement day were determined by taking the median of the median parameter 

values of all perfused tumor pixels of all mice. 

 

4.2.8. Statistics 

Data are reported as median ± median absolute deviation (MAD) of the five mice for 

each measurement day. Differences in the perfused tumor fraction and the 

constrained tracer-kinetic parameters blood flow and mean capillary transit time 

between the different measurement days were statistically analyzed using a repeated 
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measures ANOVA. Differences in the tracer-kinetic parameters extraction fraction and 

washout rate constant between measurement days and between the different contrast 

agents were analyzed using a mixed-model repeated-measures ANOVA with post-hoc 

Games-Howell test, with the time point as the within-subjects factor and the contrast 

agent as the between subject-factor. The level of statistical significance was set at 

α=0.05.  

 

4.3. Results 

 

4.3.1. Simulations 

Simulated data for low (LMW), medium (MMW) and high (HMW) molecular weight 

contrast agents are shown in Figure 2. Regressions with the unconstrained model are 

shown in the upper three panels, while the constrained multi-agent regressions are 

shown in the bottom panel. 

 

The simulated data demonstrated differences in the enhancement pattern, dependent 

on the molecular weight of the contrast agents, and the multi-agent regressions were 

observed to fit the simulated data well. Box plots of the results from the Monte Carlo 

simulations of the multi-agent and single-bolus modeling are shown in Figure 3, in 

which the estimated model parameters are compared to the known true parameter 

values. The median parameter estimates from the multi-agent modeling were 

consistently closer to the true parameter values compared to the single-bolus 

modeling approach. In addition, the bias and uncertainty in estimated tracer-kinetic 

parameters were consistently lower for the multi-agent than for the single-bolus data. 

With the exception of ve, the low molecular weight contrast agent data are associated 

with the largest bias and uncertainty in the estimated tracer-kinetic parameters.   

Figure 2: Unconstrained and constrained regressions to simulated data.  

Simulated data for low (LMW), medium (MMW) and high (HMW) molecular weight contrast media (black 

curves). Regressions to simulated data are shown by the red curves. Data in the top three panels are fit 

separately with the unconstrained model, while in the lower panel all data are simultaneously fit. 
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4.3.2. In vivo multi-agent measurements and modeling 

Contrast enhancement in the tumor after injection of the different contrast agents is 

shown in Figure 4. One minute after injection of the G5 dendrimer (1 min post G5) an 

increase in signal intensity could be observed, especially in the well vascularized 

tumor rim. In addition, some enhancement was visible in the tumor center. After 

injection of the G2 dendrimer (1 min post G2), a further increase in signal intensity 

was visible in most of the tumor area. Injection of gadoterate (1 min post Gadoterate) 

resulted in further contrast enhancement, with a diffuse enhancement pattern 

throughout the tumor tissue. A small tumor region was characterized by an apparent 

lack of contrast enhancement. 

 

 

 

Figure 3. Monte Carlo multi-agent simulation results.  

Box plots showing results for Monte Carlo simulation of 1000 noise realizations. True parameter values 

are shown by the horizontal dashed lines (black) and median estimates by the red lines, with the 25th and 

75th percentiles indicated by the blue boxes. Outliers are plotted with red crosses. The three leftmost 

columns show E and PS for the three different molecular weights, with the multi-agent model estimates 

on the left of each panel and the single bolus estimates on the right. The two rightmost columns show 

the constrained parameter estimates, with the multi-agent estimates on the left, followed by the HMW, 

MMW, and LMW estimates. 

Figure 4. Contrast enhancement in the tumor at different time points after contrast agent injection. 

On the left side of the figure, a T2-weighted image of the tumor-bearing paw of a mouse at measurement 

day one is shown. The tumor is delineated with a red line. Peritumoral edema was not included in the 

ROIs. The paw is surrounded by a thin layer of ultrasound gel (visible as light gray). At the right side of 

this image, dynamic contrast-enhanced images of the corresponding tumor slice are shown at different 

time points during the dynamic acquisition. From left to right: a pre-contrast image, an image acquired 

one minute after injection of the G5 dendrimer (1 min post G5), an image acquired one minute after 

injection of the G2 dendrimer (1 min post G2) and an image acquired one minute after injection of 

gadoterate (1 min post Gadoterate). 
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Representative multi-agent dynamic contrast-enhanced curves, measured in single 

pixels in different locations within the tumor, are depicted in Figure 5. Figure 5A shows 

the multi-agent data from a single pixel in the tumor rim. A pronounced increase in 

∆R1 could be observed upon injection of the different contrast agents. Enhancement 

curves were well-defined and a distinct enhancement pattern was visible after 

injection of the different agents. Contrast enhancement after injection of the G5 

dendrimer was characterized by a step-wise increase in ∆R1, after which the ∆R1 

remained relatively constant. A less steep upslope and a more pronounced washout 

phase were observed after injection of the G2 dendrimer. After injection of gadoterate, 

a rapid increase in ∆R1 was followed by a rapid decrease afterwards due to contrast 

agent washout. These differences in enhancement pattern were reflected by the 

different pharmacokinetic parameter estimates for the different agents (legend of 

Figure 5). Figure 5B shows representative data from a pixel in the tumor center. 

Whereas contrast enhancement was generally lower in this pixel, similar differences in 

enhancement pattern between the different agents could be observed. Contrast 

enhancement in a pixel in a relatively poorly perfused tumor region is depicted in 

Figure 5C. While only minor signal enhancement was visible, the different contrast 

agent boluses could still be discriminated. 

  

Figure 5. Representative ΔR1 curves measured in a single tumor-pixel in the same slice as shown in 

Figure 4 and the multi-agent fits through the data. The location of the different pixels is indicated by the 

red dots, overlaid on the contrast-enhanced image at 45 minutes after the first contrast agent injection. 

The measured data are shown by the black dots and the multi-agent regressions are shown by the red 

lines. The moment of injection of the G5 and G2 dendrimer and gadoterate is indicated with the black 

arrows. One pixel in the tumor rim (Figure 5A), one pixel in the tumor center (Figure 5B) and one pixel in 

a relatively poorly perfused region of the tumor (Figure 5C) were selected. Estimated parameters for the 

pixel in the tumor rim (Figure 5A) were: F=0.87 min-1, tc=0.08 min, E(G5)=0.20, kep(G5)=0.00 min-1, 

E(G2)=0.34, kep(G2)=0.03 min-1, E(Gadoterate)=0.85, kep(Gadoterate)=0.02 min-1. Estimated 

parameters for the pixel in the tumor center (Figure 5B) were: F=0.77 min-1, tc=0.06 min, E(G5)=0.17, 

kep(G5)=0.00 min-1, E(G2)=0.26, kep(G2)=0.06 min-1, E(Gadoterate)=0.75, kep(Gadoterate)=0.07 min-1. 

Estimated parameters for the pixel in the relatively poorly perfused region were: F=0.13 min-1, tc=0.03 

min, E(G5)=0.15, kep(G5)=0.06 min-1, E(G2)=0.32, kep(G2)=0.13 min-1, E(Gadoterate)=1.00, 

kep(Gadoterate)=0.04 min-1. Whereas F is scaled by the amplitude of the initial population-averaged AIF 

provided to the MCBE algorithm and absolute values of F are dependent on the global scaling factor of 

the AIF, relative differences in F between the curves can be directly compared. Note that if kep is 

estimated to be equal to zero, it is not possible to provide an estimate for ve. Similarly, if E is estimated 

to be equal to 1, PS cannot be determined. 
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Figure 6 shows representative pharmacokinetic parameter maps in the same slice as 

shown in Figure 4. Pharmacokinetic parameters that were constrained to be identical 

between the different boluses are shown on the left side of the figure. In agreement 

with the level of contrast enhancement as shown in Figure 4, both the blood flow and 

blood volume were higher in the tumor rim than in the tumor center. In addition, a 

small region with a lack of contrast enhancement could be observed where the blood 

flow and volume were low. On the right side of the figure, the contrast agent specific 

pharmacokinetic parameters are displayed. In the upper panels it can be seen that for 

the high molecular weight G5 dendrimer, the extraction fraction was low throughout 

the tumor. The medium molecular weight G2 dendrimer possessed intermediate 

extraction fractions, while the highest extractions were observed for the low molecular 

weight gadoterate. Washout rate constants were also lowest and close to zero for the 

G5 dendrimer. Washout rate constants of the G2 dendrimer and gadoterate were 

higher and washout rate constant maps of these contrast agents were very similar. 

 

 

The median perfused tumor fraction at the different measurement days is shown in 

Figure 7A. At measurement day one, approximately the entire tumor tissue was well 

perfused. However, a significant decrease in perfused tumor fraction was observed at 

measurement day 3 (P=0.01). No significant differences in median tumor blood flow 

(Figure 7B) or capillary transit time (Figure 7C) in the perfused pixels were observed 

between the different measurement days. 

Figure 6. Pharmacokinetic parameter maps in the same slice as shown in Figure 4. The estimated 

pharmacokinetic parameter values are overlaid on the contrast-enhanced image at 45 minutes after the 

first contrast agent injection. Peritumoral edema (the enhancing rim) was not included in the ROIs. The 

plotted parameter range is indicated by the scale bars. The leftmost images show pharmacokinetic 

parameters of the constrained parameters blood flow F (min-1) and derived parameter fractional blood 

volume vb (-) in the upper and lower row, respectively. Note that F and vb are scaled by the amplitude of 

the initial population-averaged AIF provided to the MCBE algorithm and absolute values of these 

parameters are dependent on the global scaling factor of the AIF. The images on the right show 

pharmacokinetic parameter maps of the contrast agent specific parameters extraction fraction E (-) and 

washout rate constant kep (min-1) in the upper and lower row, respectively. 
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The median parameter values of the contrast agent specific pharmacokinetic 

parameters extraction fraction and washout rate constant are shown in Figure 8. 

 

The extraction fraction of gadoterate was consistently and significantly higher than 

that of both the G2 (P=0.002) and G5 dendrimer (P=0.001) (Figure 8A), which was a 

main effect of the contrast agent on the extraction fraction. No significant difference 

was observed between the extraction fractions of the G2 and G5 dendrimers 

(P=0.172), although the extraction fraction of the G2 dendrimer was consistently 

higher on all measurement days. A significant general decrease in extraction fractions 

was observed between measurement day 2 and 3 (P=0.0005). The washout rate 

constants of both the G2 dendrimer (P=0.017) and gadoterate (P=0.025) were 

consistently and significantly higher than those of the G5 dendrimer, of which the rate 

constants were essentially zero, as would be expected for a largely intravascular agent 

Figure 7. Median perfused tumor fraction and constrained parameter estimates. 

Median±MAD perfused tumor fraction (Figure 7A), blood flow (Figure 7B) and mean capillary transit time 

(Figure 7C) of the five mice at the different measurement days. Whereas the blood flow is scaled by the 

amplitude of the initial population-averaged AIF provided to the MCBE algorithm and its absolute value is 

dependent on the global scaling factor of the AIF, differences in blood flow between the measurement 

days can be directly compared. # indicates a significant difference with P<0.05 between measurement 

day one and three. 

Figure 8. Median extraction fraction and washout rate constant of the different contrast agents.  

Median±MAD extraction fraction (Figure 8A) and washout rate constant (Figure 8B) of the five mice at 

the different measurement days. The estimated parameter values for the G5 dendrimer, G2 dendrimer 

and gadoterate are shown with the dark gray, light gray and white bars respectively. ### indicates a 

significant difference with P<0.001 between measurement day two and three. *,**,*** indicate a 

significant difference with P<0.05,0.01,0.001 respectively between the different contrast agents.  
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with slow elimination kinetics. This was a main effect of the contrast agent on the 

washout rate constant. No significant differences were observed between the washout 

rate constants of the G2 dendrimer and gadoterate. 

 

4.4. Discussion and Conclusions 

 

In the present study, a novel multi-agent tracer-kinetic modeling strategy has been 

demonstrated, allowing blood flow and microvascular permeability to be 

simultaneously and self-consistently determined within one individual. The use of 

macromolecular contrast agents for better assessment of specific vascular biomarkers 

has been previously proposed and sequential injection of multiple contrast agents has 

been reported earlier. However, in these studies injection of the different contrast 

agents was generally performed in separate animals or tracer-kinetic modeling was 

performed on the individual boluses. Importantly, in the present study constrained 

tracer-kinetic modeling was performed simultaneously on the multi-agent DCE-MRI 

data. This approach exploits the combined information of the different agents and uses 

the fact that a number of parameters can be constrained to be identical between the 

agents (based on physiological grounds) to obtain robust tracer-kinetic parameter 

estimates.  

 

Monte Carlo simulations demonstrated superior accuracy and precision in 

determination of model parameters when using the multi-agent modeling approach 

relative to separate modeling of individual boluses. The better performance can be 

partly explained by the fact that a number of tracer-kinetic parameters were 

constrained to be identical between the boluses for the multi-agent approach. This will 

improve the modeling outcome because of the decrease in degrees of freedom in the 

model regressions (48). In addition, the multi-agent approach exploits the added 

information from measurement of uptake kinetics of contrast agents of different size. 

Compared to the HMW and MMW agents, the LMW agent consistently had the highest 

bias and uncertainty in estimated parameters, except for the estimates of ve. Accurate 

determination of ve requires sufficient sampling of contrast agent extravasation to the 

interstitial space and subsequent washout. For short measurement times both the 

extraction of the HMW agent into the interstitial space and subsequent washout are 

limited (21), which results in a high uncertainty in estimated ve values. This problem 

can potentially be overcome by increasing the measurement times, although 

undesirably long measurement times are needed to fully sample washout of the HMW 

agents. Nevertheless, the lowest bias and uncertainty in estimations of ve were 

obtained with the multi-agent approach, which further demonstrates its potential in 

comparison with single-bolus tracer-kinetic modeling. 

 

The feasibility of the constrained multi-agent modeling approach was shown in vivo in 

a mouse tumor model. Multi-agent DCE-MRI was performed with dendrimer-based 

contrast agents and gadoterate, which provided a large range of molecular weights. 

The advantage of the dendrimers over commercially available macromolecular agents 

is that the size of the agents can be tuned, while the chemical composition of the 

agents is similar (49). Similar physiochemical properties between different agents are 
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advantageous for multi-agent DCE-MRI, since this will minimize differences in in vivo 

characteristics. 

 

Non-perfused tumor regions were excluded from tracer-kinetic analysis, since 

measurable blood flow is required to reliably estimate the different pharmacokinetic 

parameters. These non-perfused regions were assessed based on the level of signal 

enhancement after injection of the G5 dendrimer. Since the extraction fraction of the 

G5 dendrimer is low, significant signal enhancement after injection of this dendrimer is 

indicative of relevant blood flow in this area. Whereas contrast-enhancement after 

injection of the G5 dendrimer was most pronounced in the highly vascular tumor rim, 

significant contrast-enhancement could also be observed throughout the tumor (Figure 

4). Only small non-perfused fractions were observed on measurement day 1, which 

slightly increased on measurement day 2 and 3, likely due to natural tumor necrosis 

as a result of tumor growth. Therefore, multi-agent modeling could be reliably 

performed in the major part of the tumor. 

 

Clear differences in contrast-enhancement in the tumor (Figure 4) and the 

enhancement pattern (Figure 5) could be observed after injection of the differently 

sized contrast agents. These differences in enhancement pattern translated to 

different tracer-kinetic parameter estimates (Figure 8). The difference in extraction 

fractions between the contrast agents (Figure 8A) shows that these agents 

extravasate to a different extent from the tumor vasculature into the interstitial space. 

Gadoterate possessed a significantly higher extraction fraction compared to the G2 

and G5 dendrimers, which likely have a more intravascular distribution. This is in 

agreement with findings by de Lussanet et al., who reported a molecular weight cut-

off between 3000 and 12000 Da above which dendrimers possessed a mostly 

intravascular distribution (21). No significant differences were observed between the 

extraction fractions of the G2 and G5 dendrimers. Nevertheless, the extraction 

fractions of the dendrimers used in the present study were in close agreement with 

findings reported by Michoux et al. in a rat tumor model. They assessed differences in 

extraction fractions of contrast agents with very similar molecular weights as used in 

the present study with the St Lawrence and Lee model and measured an extraction 

fraction of 0.51±0.17 for gadoterate meglumine (754 Da), 0.36±0.07 for gadomelitol 

(P792, Vistarem, 6470 Da) and 0.23±0.10 for carboxymethyldextran-Gd-DOTA (P717, 

52000 Da) (50).  

  

A significant general decrease in extraction fraction was observed from measurement 

day 2 to 3 (Figure 8A). This may be due to elevated interstitial pressure, which may 

have resulted in decreased extravasation of contrast agents from the tumor 

microvasculature (24). Elevated interstitial pressure may also lead to reduced blood 

flow, which is consistent with the observed decrease in perfused tumor volume on 

measurement day 3 compared to day 1 (Figure 7) (51). 

Also the washout rate constant of the G2 dendrimer and gadoterate was found to be 

significantly higher than that of the G5 dendrimer. The washout rate constant was 

essentially zero for the G5 dendrimer (Figure 8B). As can be observed from the uptake 

curves in Figure 5, no clear washout could be observed for this high molecular weight 
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agent. Therefore, washout rate constant estimates of the G5 dendrimer had a high 

uncertainty. This high uncertainty was also observed in the simulation results (Figure 

3). However, undesirably long acquisition times would be required to fully sample G5 

dendrimer washout. 

 

The present study has a number of limitations. The AIF was determined with the 

previously described MCBE algorithm, which is able to determine the AIF shape from 

measured tissue concentrations curves (41). Schabel et al. have shown a good 

agreement between MCBE based and measured AIFs (42). However, the scaling of the 

AIF has to be performed by a secondary measurement of the blood contrast agent 

concentration (41). Absolute AIF scaling is known to be inherently difficult in mice. 

Since no animal-specific scaling of the AIF was performed in the present study, 

absolute pharmacokinetic parameter values could not be quantitatively compared to 

other studies. However, the in vivo differences in extraction fraction and rate constant 

between the different agents are consistent regardless of the bolus profile and AIF 

scaling, which would only affect absolute estimates of F and vb (16). Increasing the 

temporal resolution of the dynamic acquisition and optimizing the flip angle to be 

optimally sensitive to the expected range of contrast agent concentrations in the 

plasma compartment and interstitial space might further improve measurement 

accuracy and AIF extraction by the MCBE algorithm (40). 

 

The multi-agent modeling approach uses the fact that a number of parameters can be 

constrained to be identical between the agents to obtain robust tracer-kinetic 

parameter estimates. Whereas this may be generally valid, it has been reported that 

tumors could display intermittent blood flow that can occur rapidly in independent 

single blood vessels, or regionally at cyclic time intervals (in the order of 15 min to 

over 1 hour) (52-57). It is expected that blood flow fluctuations in single vessels have 

a minor effect in their contribution to the whole voxel signal intensity. High frequency 

fluctuations (on time scales of seconds) will be mostly averaged out considering the 

1.89 s acquisition time. However, regional blood flow fluctuations occurring at longer 

time scales could possibly be of influence on tracer-kinetic parameter estimations. 

However, in the vast majority of cases, the multi-agent modeling was able to fit all 

three boluses with a single flow value. If the voxel level flow values would vary 

strongly between the different boluses, good multi-agent model fits could not be 

obtained and the accuracy in the estimated blood flow would be low. Since voxels with 

low blood flow fitting accuracy were excluded from further analysis, this limits the 

effect of strong blood flow fluctuations on the results. Nevertheless, in future studies 

the total multi-agent acquisition time could be reduced to approximately 10 min in 

order to ensure that the constrained parameters are more constant during the DCE-

MRI acquisition. 

 

Extensive validation of the estimated tracer-kinetic parameters was beyond the scope 

of this study. Multi-agent blood flow estimations could be validated with ultrahigh 

sensitive optical microangiography (UHS-OMAG), which is a label-free optical imaging 

method that is able to measure microcirculatory blood flow via endogenous 

backscattered light from flowing red blood cells (58). The mean capillary transit times 
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could be validated with in vivo 2-photon laser microscopy measurements of 

fluorescently labeled dextrans of comparable molecular weight (59), or alternatively 

the contrast agents that were used in the multi-agent approach could be fluorescently 

labeled and tracked in vivo to assess the dynamics of the passing bolus in the tumor. 

In addition, this technique could be employed to assess differences in the extent of 

extravasation of the different contrast agents (59,60). 

 

In conclusion, a novel approach to tracer-kinetic modeling of macromolecular DCE-MRI 

data was demonstrated. Simulations showed that constrained multi-agent model 

regressions led to less uncertainty and bias in estimated tracer-kinetic parameters in 

comparison with single-bolus modeling. The approach was successfully applied in vivo 

in a mouse tumor model and significant differences in extraction fraction and washout 

rate constant between the different agents, dependent on their molecular weight, 

were consistently observed on the different measurement days. The in vivo results 

indicated that tumor blood flow could be separately determined from contrast agent 

specific permeability and washout related tracer-kinetic parameters. It is expected 

that the multi-agent modeling approach can be applied to accurately evaluate 

treatment effects on different vascular biomarkers. In addition, by assessment of the 

differential leakage of the contrast agents of various molecular weight, the method 

may be able to predict the efficacy of nanomedicine delivery to the tumor (61).  
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Supporting information 1: Dendrimer synthesis and 

characterization 
 

Materials. 

All reagents, chemicals, materials and solvents were obtained from commercial 

sources, and were used as received: Biosolve, Merck and Cambridge Isotope 

Laboratories for (deuterated) solvents; Aldrich, Acros, ABCR, Merck and Fluka for 

chemicals, materials and reagents. The amine terminated poly(propylene imine) (PPI) 

dendrimers were acquired from SyMO-Chem BV (Eindhoven, the Netherlands). All 

solvents were of AR quality. Moisture or oxygen-sensitive reactions were performed 

under an Ar atmosphere. Bio-Beads S-X1 was obtained from Bio-Rad Laboratories. 

Sephadex G-10, G-25 was obtained from GE Healthcare.  

 

Methods. 

1H-NMR, 13C-NMR spectra were recorded on a Varian Mercury (400 MHz for 1H-NMR 

and 100 MHz for 13C-NMR) spectrometer at 298 K. Chemical shifts are reported in ppm 

downfield from TMS at r.t. using deuterated chloroform (CDCl3) as a solvent and 

internal standard unless otherwise indicated. Abbreviations used for splitting patterns 

are s = singlet, t = triplet, q = quartet, m = multiplet and br = broad. Infrared (IR) 

spectra were recorded on a Perkin Elmer 1600 FT-IR (UATR). Preparative size 

exclusion chromatography was performed using Bio-Rad Bio-Beads S-X1 (200-400 

mesh) for organic eluents or Sephadex G-25 for water as eluent. Liquid 

Chromatography Electrospray Ionization Mass Spectrometry (LC-ESI-MS) was 

performed using a Shimadzu LC-10 AD VP series HPLC coupled to a diode array 

detector (Finnigan Surveyor PDA Plus detector, Thermo Electron Corporation) and an 

Ion-Trap (LCQ Fleet, Thermo Scientific) where ions were created via electrospray 

ionization. LC-analyses (on 1 and precursors to 1) were performed using an Alltech 

Alltima HP C18 3μ column using an injection volume of 1-4 μL, a flow rate of 0.2 mL 

min-1 and typically a gradient (5% to 100% in 10 min, held at 100% for a further 3 

min) of CH3CN in H2O (both containing 0.1% formic acid) at 298 K. Gel permeation 

chromatography (GPC) analyses were measured on a TSKgel G3000PWxl column, 

where the eluent was 0.1 M citric acid with 0.025w% sodium azide in water, using a 

flow rate of 0.55 mL/min, and applying an RI (Shimadzu RID-10A) detector. The 

gadolinium content of the dendrimers was measured with Inductively Coupled Plasma-

Atomic Emission Spectrometry (ICP-AES) (Philips Innovation Services, Eindhoven, The 

Netherlands). 
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Synthesis 

The synthesis scheme of G2-PPI-(PEG6-GdDOTA)8 and G5-PPI-(PEG6-GdDOTA)64 is 

shown in Supporting Figure 1.1. 

 

 

G2-PPI-(PEG6-NHBoc)8 (2)  

G2-PPI-(NH2)8 (136 mg, 176 μmol), 1 (670 mg, 1.7 mmol, 1.2 eq per NH2) and N,N-

diisopropylethylamine (0.89 mL, 5.1 mmol, 3 eq to 1) were dissolved in 

dichloromethane (6 mL). After the addition of PyBOP (896 mg, 1.7 mmol, 1.2 eq per 

NH2) and dichloromethane (1 mL) the solution was stirred at room temperature for 1 

h. Chloroform (150 mL) was added and the solution was washed with 0.1 M NaOH (40 

mL). The organic layer was dried using Na2SO4, filtrated and the solvent was removed 

in vacuo. Preparative size-exclusion chromatography (BioBeads SX-1, 10% MeOH in 

CHCl3) yielded 2 (666 mg, 176 μmol, 100%) as a yellowish oil. 1H-NMR: δ = 7.17 (t, 

8H, NHCOCH2), 5.10 (br, 8H, NHCOO), 3.97 (s, 16H, COCH2), 3.70-3.58 (m, 144H, 

CH2O), 3.53 (t, 16H, CH2O), 3.30 (q, 16H, CH2NH), 2.48-2.34 (m, 36H, CH2NCH2), 

1.69-1.51 (m, 28H, NCH2CH2CH2N, NCH2CH2CH2CH2N), 1.44 (s, 72H, C(CH3)3). 
13C-

NMR(CD3OD): δ = 172.53, 158.37, 80.19, 71.86, 71.46, 71.45, 71.41, 71.39, 71.31, 

71.26, 71.18, 71.02, 52.96, 52.46, 47.31, 41.21, 38.46, 28.83, 27.48. ESI-MS m/z 

calcd (C176H344N22O64) 3792.8 g/mol; found 948.9 [M+4H]4+, 1265.1 [M+3H]3+ and 

1896.8 [M+2H]2+. FT-IR (ATR): υ (cm-1) = 3346, 2869, 1707, 1664, 1530, 1455, 

1391, 1365, 1275, 1250, 1104, 1043, 947, 863, 845, 781, 758, 578. 

 

G2-PPI-(PEG6-NH2)8 (4) 

Under an Ar atmosphere, 2 (666 mg, 176 μmol) was dissolved in dichloromethane (6 

mL). The flask was put on an ice bath, TFA (9 mL) was added and the solution was 

stirred at room temperature for 2 h. The solvent was removed in vacuo (oil pump, 40 

°C), the resulting oil was dissolved in methanol (3 mL) and ether (30 mL) was added, 

and the solvents were removed in vacuo. This co-evaporation procedure was 

repeated. The oil was then washed with ether to further remove TFA. Preparative size-

Supporting Figure 1.1. Synthesis of G2-PPI-(PEG6-GdDOTA)8 and G5-PPI-(PEG6-GdDOTA)64. The 

building block with a discrete number of ethylene glycol units (1) was synthesized according to literature 

procedure (1-3). a) PyBOP, DiPEA, DCM; b) TFA, DCM; c) DOTA-NHS, TEA, MeOH; d) Gd(OAc)3, H2O, 

pH~7. 
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exclusion chromatography (BioBeads SX-1, 10% MeOH in CHCl3) gave 4 (800 mg) as 

a yellowish oil that still contained residual TFA. 1H-NMR (CD3OD): δ = 4.06 (s, 16H, 

COCH2), 3.78-3.65 (m, 144H, CH2O), 3.40-3.08 (m, 52H, CH2NH, CH2NCH2), 3.16 (t, 

16H, CH2NH3
+), 2.18 (br, 8H, NCH2CH2CH2N), 1.99 (m, 16H, NCH2CH2CH2N), 1.77 (br, 

4H, NCH2CH2CH2CH2N). 13C-NMR: δ = 171.6, 161.0 (q, TFA), 116.6 (q, TFA), 70.4, 

70.0, 69.9, 69.7, 66.5, 50.5, 49.5, 39.2, 35.6, 23.6, 18.2. ESI-MS m/z calcd 

(C136H280N22O48) 2991.8 g/mol; found 499.8 [M+6H]6+, 599.6 [M+5H]5+, 749.0 

[M+4H]4+, 998.3 [M+3H]3+ and 1496.6 [M+2H]2+. FT-IR (ATR): υ (cm-1) = 3421, 

2881, 1673, 1537, 1472, 1424, 1350, 1290, 1250, 1200, 1178, 1123, 948, 832, 800, 

721, 597, 519. 

 

G2-PPI-(PEG6-DOTA)8 (6) 

Amine 4 (300 mg, 100 μmol) was dissolved in methanol (8 mL) and triethylamine (1.7 

mL, 12 mmol, 121 eq). Thereafter, N-hydroxysuccinimide activated DOTA (973 mg, 

1.2 mmol, 1.5 eq per NH2) was added. Note that triethylamine is used in excess to 

neutralize the residual TFA in amine 4, and further note that NHS-activated DOTA also 

contains residual TFA and has an estimated purity of 62%. The solution was stirred at 

r.t. for 65 h, was filtrated and the filtrate was concentrated in vacuo. Preparative size-

exclusion chromatography (Sephadex G-25, H2O) yielded 6 (478 mg, 79 μmol, 79%) 

as a tough oil. 1H-NMR: δ = 4.10 (s, 16H, COCH2), 3.86-3.02 (m, 404H, CH2O, 

COCH2N, NCH2CH2N, CH2NH, CH2NCH2), 2.18 (br, 8H, NCH2CH2CH2N), 1.98 (m, 16H, 

NCH2CH2CH2N), 1.77 (br, 4H, NCH2CH2CH2CH2N). ESI-MS m/z calcd (C136H280N22O48) 

6083.1 g/mol; found 761.6 [M+8H]8+, 870.1 [M+7H]7+, 1014.9 [M+6H]6+, 1217.7 

[M+5H]5+ and 1521.5 [M+4H]4+. FT-IR (ATR): υ (cm-1) = 3418, 2870, 1704, 1622, 

1464, 1435, 1387, 1322, 1245, 1104, 1088, 1006, 936, 840, 716, 570, 499. 

 

G2-PPI-(PEG6-GdDOTA)8 (G2) 

Dendrimer ligand 6 (478 mg, 79 μmol) was dissolved in H2O (7 mL) and the pH was 

adjusted to 7.1 using 1 M NaOH. Gd(OAc)3∙xH2O (508 mg, 1.26 mmol, 2 eq per DOTA) 

in H2O (4 mL, dissolved by shortly heating) was added, and the pH was again adjusted 

to 7.0 using 1 M NaOH. The solution was stirred at r.t. for 93 h. The solvent was 

removed in vacuo and repeated preparative size-exclusion chromatography (Sephadex 

G-25, H2O) yielded G2 (430 mg, 59 μmol, 74%) as an off-white solid after 

lyophilization. A xylenol orange test was negative, so the material did not contain free 

gadolinium ions. The material gave a clear colorless solution in phosphate buffered 

saline (PBS). ESI-MS m/z calcd (C264H464Gd8N54O104) 7316.9 g/mol; found 919.8 

[M+8H]8+, 1046 [M+7H]7+, 1220.7 [M+6H]6+, and 1464.3 [M+5H]5+. FT-IR (ATR): υ 

(cm-1) = 3372, 3264, 2869, 1595, 1463, 1434,1387, 1317, 1283, 1243, 1084, 1103, 

937, 905, 839, 801, 716, 644, 566, 496. Aqueous GPC showed a dominant peak with 

a shoulder at lower retention time (so at higher molecular weight), as also observed 

for related pegylated PPI-based materials (4). ICP-MS Gd: calcd wt%= 17.2%, found 

wt% = 14.9%. 

A similar procedure as used for G2 was followed for the synthesis of the G5 product. 
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G5-PPI-(PEG6-NHBoc)64 (3)  

Yield: 800 mg (100%) as a yellowish oil. 1H-NMR: δ = 7.32 (t, 64H, NHCOCH2), 5.22 

(br, 64H, NHCOO), 3.96 (s, 128H, COCH2), 3.72-3.56 (m, 1152H, CH2O), 3.52 (t, 

128H, CH2O), 3.28 (q, 128H, CH2NH), 2.42 (m, 372H, CH2NCH2), 1.70-1.50 (m, 252H, 

NCH2CH2CH2N, NCH2CH2CH2CH2N), 1.43 (s, 576H, C(CH3)3). 
13C-NMR: δ = 169.8, 

156.0, 78.9, 70.7, 70.5, 70.4, 70.2, 70.14, 70.08, 52.3, 51.8, 51.4, 40.2, 37.3, 28.4, 

26.9, 23.9. FT-IR (ATR): υ (cm-1) = 3346, 2931, 2869, 2817, 1707, 1660, 1530, 

1455, 1391, 1365, 1349, 1273, 1249, 1170, 1099, 1042, 947, 862, 845, 780, 757, 

732, 698. 

 

G5-PPI-(PEG6-NH2)64 (5) 

During work-up, part of the TFA was removed by co-evaporating the oil with a mixture 

of methanol and toluene. Yield: 400 mg (contains residual TFA). 1H-NMR (CD3OD): δ = 

4.00 (s, 128H, COCH2), 3.72-3.56 (m, 1152H, CH2O), 3.36-3.16 (m, 500H, CH2NH, 

CH2NCH2), 3.11 (t, 128H, CH2NH3
+), 2.28 (br, 120H, NCH2CH2CH2N), 1.95 (m, 128H, 

NCH2CH2CH2N), the signal of the NCH2CH2CH2CH2N group is not differentiated. 13C-

NMR (CD3OD): δ = 171.6, 161.0 (q, TFA), 116.6 (q, TFA), 70.4, 70.0, 69.9, 69.7, 

66.5, 50.5, 49.5, 39.2, 35.6, 23.6, 18.2. FT-IR (ATR): υ (cm-1) = 3334, 3092, 2880, 

1668, 1541, 1471, 1455, 1422, 1350, 1293, 1251, 1198, 1177, 1118, 947, 832, 799, 

720, 707, 595, 558, 518. 

 

G5-PPI-(PEG6-DOTA)64 (7) 

Repeated preparative size-exclusion chromatography (Sephadex G-25, H2O) yielded 7 

(516 mg, 93%) as a tough oil. 1H-NMR: δ = 4.10 (s, 128H, COCH2), 3.88-3.00 (m, 

3320H, CH2O, COCH2N, NCH2CH2N, CH2NH, CH2NCH2), 1.97 (br, 252H, NCH2CH2CH2N, 

NCH2CH2CH2CH2N). FT-IR (ATR): υ (cm-1) = 3346, 2917, 2876, 1708, 1664, 1530, 

1455, 1391, 1365, 1275, 1254, 1104, 1043, 947, 863, 845, 781, 578. 

 

G5-PPI-(PEG6-GdDOTA)64 (G5) 

Preparative size-exclusion chromatography (Sephadex G-25, H2O) yielded a product 

that did not completely dissolve in PBS, so removal of residual salts was brought 

about by dissolving the compound in PBS buffer (0.1 M, pH = 7.4) and storing the 

solution at 5 °C overnight. Centrifugation (4000 rpm, 10 min) to remove these solids 

was followed by decantation and dialysis of the solution against demineralized H2O 

(membrane MWCO = 1000 Da, duration 6d with refreshing the aqueous phase once 

after 3d). This yielded G5 (371 mg, 60%) as an off-white solid after lyophilization. A 

xylenol orange test was negative, so the material did not contain free gadolinium ions. 

 

FT-IR (ATR): υ (cm-1) = 3376, 2917, 2869, 1591, 1457, 1435, 1393, 1369, 1319, 

1245, 1084, 1003, 393, 840, 801, 716, 558, 495. Aqueous GPC showed a dominant 

peak with a minor shoulder at lower retention time (so at higher molecular weight), as 

also observed for related pegylated PPI-based materials (4). ICP-MS Gd: calcd wt%= 

16.9%, found wt% = 13.5%.  
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Dynamic Light Scattering (DLS)  

The hydrodynamic size of the G2-PPI-(PEG6-GdDOTA)8 (G2) and G5-PPI-(PEG6-

GdDOTA)64 (G5) dendrimers was determined with DLS on a Zetasizer Nano-S (Malvern 

Instruments, Malvern, Worcestershire, United Kingdom) at 20 °C using the volume-

weighted particle size distribution. Dendrimers were dissolved in filtered PBS of pH 7.4 

and filtered through a 0.45 µm pore Millex membrane filter (Merck Millipore Ltd., 

Tullagreen, Carrigtwohill, County Cork, Ireland) to remove dust or other potential 

contaminants that may affect the DLS measurements. The results of the DLS 

measurements are shown in Supporting Figure 1.2. The volume-weighted size 

distribution showed a single peak for the G2 and G5 dendrimers and a narrow size 

distribution. The average hydrodynamic diameter and distribution widths of the G2 

and G5 dendrimers were 4.3±1.1 and 10.0±3.6 nm, respectively.  
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Supporting Figure 1.2. The volume-weighted size (hydrodynamic diameter) distribution of the G2 and 

G5 dendrimer, measured in PBS of pH 7.4 at 20 °C. 
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Supporting information 2: phantom validation of the variable flip angle pre-

contrast T1 mapping and dynamic T1 mapping method 

 

Phantom measurements were performed for validation of the variable flip angle pre-

contrast T1 mapping and dynamic T1 mapping method. For the phantom 

measurements, the same sequences (B1 mapping, T1 mapping, and dynamic T1 

mapping) and sequence parameters were used as those employed for the in vivo 

measurements in tumor-bearing mice.  

 

The variable flip angle T1 mapping protocol was compared with the inversion recovery 

T1 mapping method, using samples containing various concentrations (0.05-1.5 mM) 

of gadoterate meglumine in 5 mg/L Manganese(II) chloride. Data were acquired at 7 T 

at room temperature. 

 

Supporting Figure 2.1 shows a correlation plot between the variable FA R1 data and 

the inversion recovery R1 data. 

 

 

The variable flip angle R1 data were in excellent agreement with the inversion recovery 

R1 data, as shown by the slope of the linear fit to the data, which was close to unity. 

 

In addition to this, we ‘simulated’ an in vivo DCE-MRI experiment as follows: 

 

We determined the R1 value of the tube with the lowest gadolinium concentration with 

the variable flip angle analysis (which would be a so-called pre-contrast R1 value). 

With this R1 value and the dynamic signal intensity (that would correspond to the 

DCE-MRI acquisition), we calculated the proportionality constant ρ for this tube using 

the standard equation for a steady state spoiled gradient echo sequence. With this ρ 

and the dynamic signal intensities in the other tubes, we determined the ‘dynamic’ R1 

of the other tubes (with higher concentrations of gadolinium).  

 

Supporting Figure 2.1. Correlation plot between the variable flip angle R1 (s-1) and the inversion 

recovery R1 (s
-1) of samples containing various concentrations (0.05-1.5 mM) of gadoterate in 5 mg/L 

Manganese(II) chloride. The red line is the linear fit to the data, with the equation and R2 of the linear fit 

displayed in the graph. 
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Supporting Figure 2.2 shows a correlation plot between the dynamic R1 data and the 

inversion recovery R1 data. 

 

Calculated dynamic R1 values were in excellent agreement with the inversion recovery 

R1 values, as shown by the slope of the linear fit to the data. 

 

These phantom validation results demonstrated that the variable flip angle T1 mapping 

and dynamic T1 mapping measurements produced accurate T1 values.  

Supporting Figure 2.2. Correlation plot between the dynamic R1 (s
-1) and the inversion recovery R1 (s

-

1) of samples containing various concentrations (0.05-1.5 mM) of gadoterate in 5 mg/L Manganese(II) 

chloride. The red line is the linear fit to the data, with the equation and R2 of the linear fit displayed in the 

graph. 
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Supporting information 3: typical AIFs of the dendrimers and gadoterate, as 

determined with the MCBE algorithm 

 

 

  

Supporting Figure 3.1. Typical AIFs of the different agents, as determined with the MCBE algorithm. 

The time scale on the x-axis refers to the time after start of the acquisition.  
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Abstract 

 

Purpose 

In this study endogenous magnetic resonance imaging (MRI) biomarkers for accurate 

segmentation of High Intensity Focused Ultrasound (HIFU)-treated tumor tissue and 

residual or recurring non-treated tumor tissue were identified. 

 

Methods 

Multiparametric MRI, consisting of quantitative T1, T2, Apparent Diffusion Coefficient 

(ADC) and Magnetization Transfer Ratio (MTR) mapping, was performed in tumor-

bearing mice before (n=14), 1 h after (n=14) and 72 h (n=7) after HIFU treatment. A 

non-treated control group was included (n=7). Cluster analysis using the Iterative Self 

Organizing Data Analysis (ISODATA) technique was performed on subsets of MRI 

parameters (feature vectors). The clusters resulting from the ISODATA segmentation 

were divided into a viable and non-viable class based on the fraction of pixels assigned 

to the clusters at the different experimental time points. ISODATA-derived non-viable 

tumor fractions were quantitatively compared to histology-derived non-viable tumor 

volume fractions.  

 

Results 

The highest agreement between the ISODATA-derived and histology-derived non-

viable tumor fractions was observed for feature vector {T1, T2, ADC}. R1 (1/T1), R2 

(1/T2), ADC and MTR each were significantly increased in the ISODATA-defined non-

viable tumor tissue at 1 h after HIFU treatment compared to viable, non-treated tumor 

tissue. R1, ADC and MTR were also significantly increased at 72 h after HIFU. 

 

Conclusions 

This study demonstrates that non-viable, HIFU-treated tumor tissue can be 

distinguished from viable, non-treated tumor tissue using multiparametric MRI 

analysis. Clinical application of the presented methodology may allow for automated, 

accurate and objective evaluation of HIFU treatment.   
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5.1. Introduction 

 

Thermal ablation of tumors with High Intensity Focused Ultrasound (HIFU) (1,2) is 

currently being introduced in the clinic for the treatment of both benign tumors, 

mainly uterine fibroids (3,4), and malignant tumors, such as prostate (5-7) and breast 

tumors (8) and liver metastases (9,10). HIFU treatment of malignant tumors should 

cover the entire tumor, which requires adequate treatment planning, monitoring and 

evaluation. HIFU therapy is therefore commonly performed under image guidance, 

often using magnetic resonance imaging (MRI) (11,12). MRI facilitates treatment 

planning because of its excellent soft tissue contrast. Furthermore, MR thermometry 

allows for real-time temperature feedback during the procedure (12). MRI is also well-

suited for the evaluation of treatment outcome. With MR thermometry, lethal thermal 

dose areas (i.e. tissue regions that received a thermal dose of at least 240 equivalent 

minutes (EM) at 43 °C) can be identified (13). However, a recent study on MR-guided 

HIFU treatment of a rabbit tumor model showed that the 240-EM thermal dose limit 

underestimates the necrotic tissue area immediately after HIFU treatment (14), 

possibly caused by the dependence of thermal dose necrosis thresholds on tissue type 

(13,15).   

 

For treatment evaluation commonly conventional MRI techniques are used, including 

T2-weighted and contrast-enhanced T1-weighted imaging. Kirkham et al. (7) reported 

a heterogeneous appearance of the tumor tissue on T2-weighted images up to 1 

month after HIFU ablation of human prostate tumors, showing that T2-weighted 

imaging alone is inadequate for the assessment of necrosis. Furthermore, on contrast-

enhanced T1-weighted imaging, an enhancing rim, surrounding the non-enhancing 

central core of necrosis, was observed, that can either originate from residual tumor 

tissue or from inflammation-induced hyperemia. A similar enhancement pattern was 

observed in other clinical studies on HIFU treatment of prostate tumors (6) and on 

radiofrequency (RF) ablation of kidney (16) and liver tumors (17). Furthermore, the 

aforementioned study of HIFU treatment of a rabbit tumor model reported that 

contrast-enhanced T1-weighted imaging underestimates the area of necrosis in 

histology directly after HIFU treatment (14). An additional drawback of contrast-

enhanced T1-weighted imaging for the evaluation of HIFU treatment is the need for 

the injection of a Gadolinium (Gd) contrast agent. If immediate retreatment needs to 

be performed directly after treatment evaluation, the Gd contrast agent could interfere 

with the HIFU procedure. Presence of Gd in the tissue could induce susceptibility 

artifacts in the thermometry acquisitions, resulting in inaccurate temperature maps 

(18).  

 

Several studies have reported on the evaluation of HIFU treatment with more 

advanced MRI protocols. In clinical studies, preliminary experiments were conducted 

in which diffusion-weighted imaging was used to evaluate HIFU treatment. A recent 

study on HIFU ablation of malignant liver lesions showed a significant increase in the 

Apparent Diffusion Coefficient (ADC) in the necrotic, HIFU-treated tumor tissue (19). 

In contrast, a decrease in ADC was observed after HIFU treatment of uterine fibroids 

(20,21). The Magnetization Transfer Ratio (MTR) is another MRI parameter that has 
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potential sensitivity for the distinction between HIFU-treated and non-treated tumor 

tissue. The MTR is a measure for the level of magnetization exchange between water 

protons and semi-solid macromolecular protons in tissue (22). An increase in tissue 

MTR has been observed after thermal treatment of ex vivo porcine muscle tissue (23). 

Overall, multiple studies have been published in which different MRI parameters for 

HIFU treatment evaluation were proposed. However, no quantitative studies on the 

correlation between changes in the different MRI parameters and histological analysis 

of the HIFU-treated lesion have been reported. Recently, multiparametric MRI has 

been proposed as a possibly suitable approach for the evaluation of HIFU treatment of 

prostate tumors (24). To the best of our knowledge, multiparametric MR analysis 

consisting of quantitative assessment of HIFU-induced changes in the tumor tissue 

based on different combinations of MRI parameters has not yet been performed.  

 

Therefore, the goal of the present study was to identify endogenous MRI biomarkers 

that can be used to distinguish between HIFU-treated and non-treated tumor tissue, 

using multiparametric MRI analysis combined with quantitative histological evaluation. 

Specifically, the multiparametric MRI protocol consisted of quantitative assessment of 

T1, T2, ADC and MTR and was used to assess changes in tumor tissue status as 

induced by HIFU treatment in a murine tumor model. The HIFU treatment consisted of 

partial ablation of the tumors to allow for internal reference between HIFU-treated and 

residual non-treated tumor tissue. MR evaluation of the tumor tissue was performed 

before and at 1 h and at 72 h after HIFU. The Iterative Self Organizing Data Analysis 

(ISODATA) clustering algorithm (25) was implemented and employed to segment the 

multispectral data into tissue populations with similar MRI parameter values. Cluster 

analysis was performed on different subsets of MRI parameters. The optimal set of MR 

parameters for the segmentation of HIFU-treated and non-treated tissue was 

determined by quantitative comparison between ISODATA-derived and histology-

derived non-viable tumor volume fractions.    

 

5.2. Methods 

 

5.2.1. Ethics Statement 

All animal experiments were performed according to the Directive 2010/63/EU of the 

European Parliament and approved by the Animal Care and Use Committee of 

Maastricht University (protocol: 2010-097). 

 

5.2.2. Murine tumor model 

CT26.WT murine colon carcinoma cells (American Type Culture Collection (ATCC; CRL-

2638)) were cultured as a monolayer at 37 °C and 5% CO2 in RPMI-1640 medium 

(Invitrogen, Breda, The Netherlands), supplemented with 10% fetal bovine serum 

(Greiner Bio-One, Alphen a/d Rijn, The Netherlands) and 50 U/ml 

penicillin/streptomycin (Lonza Bioscience, Basel, Switzerland). Early passages (5-10) 

of the original ATCC batch were used for inoculation.  

10-12 week-old Balb/c mice (Charles River, Maastricht, The Netherlands) were 

inoculated with 2x106 CT26.WT cells subcutaneously in the right hind limb. 

Approximately 10 days after inoculation, tumors became palpable in all animals.  
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5.2.3. Study design 

Animals were subjected to MRI examination 24 h before (n=14), 1 h after (n=14) and 

72 h after HIFU treatment (n=7). A control group of non-treated animals (n=7) was 

included. The time points of MRI examinations of the control animals were the same 

as for the HIFU-treated animals and are referred to as Day 0, Day 1 and Day 4. 

Directly after the last MRI experiment, the mice were sacrificed, and the tumors were 

dissected and processed for histological analysis. This study design led to three 

different groups for quantitative histology: animals sacrificed after the MRI 

examination at 1 h after HIFU treatment (n=7, referred to as ‘1 h after HIFU’), 

animals sacrificed after the MRI examination at 72 h after HIFU treatment (n=7, 

referred to as ’72 h after HIFU’) and non-treated control animals (n=7, referred to as 

‘Control’). 

 

5.2.4. HIFU treatment 

HIFU treatment was performed with the preclinical Therapy and Imaging Probe 

System (TIPS, Philips Research, Briarcliff Manor, NY, USA) (26), outside the MR 

system. Animals were initially anesthetized with 3% isoflurane in medical air and 

maintained with 1-2% isoflurane during HIFU treatment. Precautionary analgesia 

(buprenorphine, 0.1 mg/kg s.c.) was administered 30 min before treatment. The non-

treated control animals received an equal dose of analgesia at the corresponding time 

point. Animal temperature was maintained with an infrared lamp controlled by 

feedback from a rectal temperature sensor, supplemented with a warm water pad. The 

tumor-bearing paw was positioned underneath the therapeutic transducer. The paw 

was fully covered with degassed ultrasound transmission gel (Aquasonic 100, Parker 

Laboratories, Fairfield, NJ, USA). An acoustic absorber (Aptflex F28P, Precision 

Acoustics, Dorchester, UK) was positioned underneath the paw to prevent far-field 

heating. A photograph and a schematic drawing of the HIFU set-up are shown in 

Supporting Figure S1.  

 

Partial tumor ablation was performed such that both HIFU-treated and non-treated 

tumor tissue were present after treatment. Positioning of the tumor in the focal point 

of the therapeutic transducer was confirmed by use of an ultrasound imaging system 

(HDI5000 imaging system combined with a P7-4 phased array transducer, Philips 

Ultrasound, Bothell, WA, USA). Ultrasound imaging was solely used for treatment 

planning; ultrasound-based treatment monitoring was beyond the scope of the 

present study. A square 4x4 mm2 treatment grid consisting of 25 equally-spaced 

treatment points was defined within the tumor. A wait time of 120 s was applied 

between the point-wise HIFU treatments to allow sufficient cooling of the tissue. 

Treatment settings were: frequency=1.4 MHz, pulse repetition frequency=20 Hz, 

acoustic power=12 W, duty cycle=50%, treatment time=30 s. In three pilot 

experiments, a thermocouple (T-type thermocouple; T-150A, Physitemp Instruments, 

Clifton, NJ, USA) was positioned in the focal point of the therapeutic transducer to 

monitor temperature during the treatment. The temperature increased to 

approximately 66 °C during the sonication and decreased again to the pre-sonication 

temperature (approximately 35 °C) during the wait time. A representative 

temperature profile is shown in Supporting Figure S2. The thermocouple was not 
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inserted during the treatment of the experimental groups to prevent non-HIFU-related 

damage to the tumor tissue. 

 

5.2.5. MRI measurements 

MRI measurements were performed with a 6.3 T scanner (Bruker BioSpin, Ettlingen, 

Germany) using a 3.2-cm-diameter quadrature birdcage RF coil (Rapid Biomedical, 

Rimpar, Germany). Anesthesia was maintained with 1-2% isoflurane during the MRI 

experiments. The mice were positioned in a custom-made cradle, equipped with a 

mask for anesthetic gas. The tumor-bearing paw was fixed in the set-up by adhesive 

tape in order to prevent motion artifacts. No motion was observed between the 

images of the different sequences and therefore no further post-processing image 

registration proved necessary. Respiration was monitored with a balloon sensor. Body 

temperature was monitored and maintained with a warm water pad. For reduction of 

susceptibility artifacts in the Echo Planar Imaging (EPI) sequence, the tumor-bearing 

paw was covered with degassed ultrasound gel (Aquasonic 100, Parker Laboratories). 

Artifacts were further reduced by local shimming of the tumor-bearing paw. To 

illustrate the obtained image quality of the EPI sequence, representative images of a 

conventional T2-weighted spin-echo acquisition and a T2-prepared gradient-echo EPI 

(GE-EPI) sequence are shown in Supporting Figure S3. No apparent geometric 

distortion artifacts were present in the EPI images.   

 

The multi-slice MRI protocol, covering the whole tumor, started with a fat-suppressed 

T2-weighted spin-echo sequence (echo time TE=30 ms, repetition time TR=1000 ms, 

number of averages NA=1) for anatomical reference. Subsequently, T1, T2, ADC and 

MTR mapping were performed. T1 mapping was performed with an inversion recovery 

Look-Locker EPI method (TE=8 ms, TR=10000 ms, inversion time=30 ms, flip 

angle=20°, pulse separation=400 ms, number of points=15, NA=2). For T2 mapping, 

a T2-weighted MLEV-prepared (27) GE-EPI sequence (TR=2000 ms, NA=2) was 

acquired with 7 TE’s ranging from 1 to 82 ms. For ADC mapping, a diffusion-weighted 

double spin-echo prepared EPI sequence (TE=41 ms, TR=4000 ms, NA=4) was used 

to acquire images with 4 different b-values (0, 100, 200 and 400 s/mm2). The 

diffusion-sensitizing gradient was applied separately in three orthogonal directions. 

The MTR mapping protocol consisted of two GE-EPI acquisitions (TE=8 ms, TR=8000 

ms, NA=2) with and without an off-resonance preparation pulse (4000 ms block pulse, 

B1=1.3 μT, -10 ppm from water resonance frequency). All acquired images had a 

matrix size of 128x128, FOV of 4x4 cm2 and 1 mm slice thickness. Twelve to 16 slices 

were acquired covering the whole tumor volume.  

 

5.2.6. Image processing and generation of parameter maps 

Image analysis was performed in Mathematica 7.0 (Wolfram Research, Champaign, IL, 

USA). Regions of interest (ROIs) were defined on the T2-weighted images by manually 

drawing contours around the tumor tissue on each slice. Diffusion-weighted images 

were used as an additional reference for tumor demarcation. Parameter maps were 

calculated on a pixel-by-pixel basis in each slice. T1 maps were generated as described 

previously (28). T2 maps were calculated from mono-exponential fitting of the multi-

echo data. For the generation of ADC maps, mono-exponential fitting was performed 
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through the signal intensities at the different b-values for each diffusion-encoding 

direction separately. Next, ADC values of the different directions were averaged to 

obtain the final (orientation-invariant) ADC value for each pixel. MTR maps were 

generated according to MTR=(1-S/S0)*100%, in which S and S0 are the pixel signal 

intensities with and without off-resonance irradiation, respectively.   

 

5.2.7. ISODATA analysis  

ISODATA cluster analysis was employed to segment the multiparametric data into 

groups of pixels, i.e. clusters, with similar MR parameter values. The ISODATA 

technique was implemented in Mathematica 7.0 according to the description given by 

Jacobs et al. (25). A schematic overview of the ISODATA algorithm can be found in 

Supporting Information S1. The ISODATA clustering technique is similar to the widely 

applied clustering algorithm k-means (29). However, as opposed to k-means, the 

number of clusters does not have to be determined a priori for the ISODATA 

algorithm. The number of clusters is rather adjusted iteratively according to the 

Euclidean distance between and within the clusters. ISODATA clustering was 

performed on the multi-slice parametric images of all animals (HIFU-treated and 

control) at all time points simultaneously. Prior to ISODATA clustering, features were 

normalized (mean μ=0, standard deviation (SD)=1) to remove scaling differences 

between the different parameters. Pixels of which the signal intensity in the T2-

weighted images was at noise level, e.g. because of HIFU-induced hemorrhage, were 

excluded from ISODATA analysis. ISODATA clustering was performed on the following 

subsets of MRI parameters, termed feature vectors: {T2}, {ADC}, {T1,T2}, {T2,ADC}, 

{T1,ADC}, {ADC,MTR}, {T1,T2,ADC}, {T2,ADC,MTR}, {T1,ADC,MTR}, {T1,T2,MTR} and 

{T1,T2,ADC,MTR}. The resulting clusters were divided into two different classes: 

 

 Non-viable: clusters of which the fraction of assigned pixels increased 

significantly after HIFU (either at 1 h or 72 h) compared to before HIFU (paired 

Student’s t-test, p<0.05); 

 Viable: all remaining clusters. 

 

Subsequently, all tumor pixels of both the HIFU-treated and non-treated animals at all 

experimental time points were assigned as either viable or non-viable based on the 

class of the cluster to which the pixel belongs. A schematic view of the classification of 

the clusters into either non-viable or viable tumor tissue is given in Figure 1. 
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Figure 1. Flow chart of ISODATA segmentation. Flow chart of the classification of clusters resulting from 

ISODATA segmentation with feature vector {T1, T2, ADC}. MRI parameter maps were generated from the 

multiparametric MRI data (top left). The displayed MRI results originate from a tumor scanned at 72 h 

after HIFU treatment. Pixels were clustered into tissue populations with similar MRI parameters (top 

right; different colors represent different clusters). The resulting clusters were classified as either viable 

(labeled ‘V’ in the histogram) or non-viable (labeled ‘N’ in the histogram) based on the fraction of pixels 

assigned to the clusters at the different time points. Clusters of which the fraction of pixels had increased 

significantly (paired Student’s t-test, p<0.05) after HIFU compared to before HIFU were assigned to non-

viable tumor tissue. The remaining clusters were assigned to viable tumor tissue. The histogram of the 

fractions of tumor pixels in each cluster at the different time points is displayed in the center of the 

figure. The white, grey and black bars represent mean ± SD of the fractions of tumor pixels before, at 1 

h after and at 72 h after HIFU, respectively. The color coding on the x-axis of the histogram corresponds 

to the cluster colors in the ISODATA segmentation results (top right). The result of the ISODATA 

segmentation after classification of the clusters as either viable or non-viable tumor tissue is shown in 

the bottom part of the figure. A small number of tumor pixels was excluded from ISODATA analysis, 

because of a low signal-to-noise ratio (see Methods). 
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Based on this classification, ISODATA-derived non-viable tumor volume fractions were 

calculated for each tumor for the different feature vectors. These tumor fractions were 

compared to histology-derived non-viable tumor volume fractions in order to select 

the optimal feature vector, i.e. the combination of MRI indices, which led to the best 

agreement with the histological differentiation between non-viable and viable tumor 

tissue. 

Mean MRI parameter values in the pixels classified as viable and non-viable tumor 

tissue were calculated to quantify the effects of HIFU treatment on the measured MRI 

parameters. 

 

5.2.8. Histological analysis 

Dissected tumors were snap-frozen in isopentane and stored at -80 °C. Tumors were 

cut into 5 μm thick sections with a distance of approximately 300 μm between the 

sections. The cryo-sections were briefly air-dried and subsequently stained for 

nicotinamide adenine dinucleotide (NADH) diaphorase activity to assess cell viability. 

NADH-diaphorase staining is a powerful histological tool for demarcation between 

viable and non-viable tumor tissue after HIFU treatment (30). Sections were incubated 

at 37 °C for 1 h in Gomori-Tris-HCl buffer (pH 7.4) containing β-NAD reduced 

disodium salt hydrate (Sigma-Aldrich, St. Louis, MO, USA, 0.71 mg/ml buffer solution) 

and nitro blue tetrazolium (Sigma-Aldrich, 0.29 mg/ml buffer solution). Brightfield 

microscopy was performed on all sections and consisted of mosaic acquisition of the 

entire section at 5x magnification.   

 

Analysis of the microscopy images was performed in Mathematica 7.0. ROIs were 

manually drawn around the pale non-viable tumor tissue and the entire tumor tissue 

on all sections of each tumor. From the ratio between the ROI areas of non-viable 

tumor tissue and entire tumor tissue on all tumor sections, a histology-derived non-

viable tumor volume fraction was determined for each tumor.  

 

5.2.9. Statistical analysis  

Data are reported as mean±SD. For the determination of the optimal feature vector, 

non-viable tumor fractions derived from ISODATA segmentation with the different 

feature vectors were quantitatively compared to the histology-derived non-viable 

tumor volume fractions. Initial feature vector selection was based on the one-to-one 

correspondence between histology-derived and ISODATA-derived non-viable tumor 

fractions. The one-to-one correspondence was determined by calculation of the 

coefficient of determination (R2) of the data points, consisting of the ISODATA-derived 

and the histology-derived non-viable tumor fraction of each tumor, to the line of 

identity (y=x). This initial selection led to the elimination of feature vectors for which 

the ISODATA-derived non-viable tumor fractions were either strongly over- or 

underestimated compared to the histology-derived non-viable tumor fractions. 

Subsequently, Pearson’s correlation coefficients were determined between the 

histology-derived and ISODATA-derived tumor fractions, as a measure for the strength 

of the linear relationship between the histology-derived and ISODATA-derived non-

viable tumor fractions. These correlation values were determined for two different 

groups of animals: one group consisting of the animals sacrificed after the MRI 
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examination at 1 h after HIFU and the non-treated control animals (referred to as ‘1 h 

after HIFU + Control’) and one group consisting of the animals sacrificed after the MRI 

examination at 72 h after HIFU and the control animals (referred to as ’72 h after 

HIFU + Control’). This division in groups was made to take into account the temporal 

changes in tumor tissue after HIFU treatment, which might lead to a different optimal 

feature vector for the different time points after HIFU. The control animals were 

included in both groups to increase the statistical power and to obtain a larger range 

of non-viable tumor fractions. Differences in correlation values between the different 

feature vectors were tested for significance with a Wolfe’s test for Comparing 

Dependent Correlation Coefficients (31).  

For the HIFU-treated animals, the MRI parameter values in ISODATA-defined non-

treated tumor tissue at all time points were compared to the parameter values in 

ISODATA-defined non-viable tumor tissue at 1 h and 72 h after HIFU with a paired 

Student’s t-test. For all tests the level of significance was set at α=0.05.  

 

5.3. Results 

 

5.3.1. MRI parameter maps 

Representative MRI parameter maps as measured before, 1 h and 72 h after HIFU 

treatment are shown in Figure 2.  

Figure 2. MRI parameter maps before and longitudinally after HIFU treatment. Representative example 

of multiparametric MRI of the hind limb region of a HIFU-treated tumor-bearing mouse before and 1 h 

and 72 h after HIFU treatment. T2-weighted images of an axial slice of the tumor-bearing paw are shown 

in the left panel. The hyper-intense tumor tissue is surrounded by hypo-intense muscle tissue. In the 

other panels the same T2-weighted images are displayed except that the tumor pixels are overlaid with 

MRI parameter maps. The parameter maps were scaled according to the color scale bar shown at the 

right-hand side of the figure. The corresponding parameter range for this scale bar is indicated above 

each panel. The approximate direction of the HIFU treatment is shown by the white arrow on the T2-

weighted image, which was collected 1 h after HIFU treatment. 
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A heterogeneous appearance of the HIFU-treated lesion was visible on the T2-weighted 

images at both time points after HIFU treatment. Distinct regions with decreased T1 

and T2 were observed at 1 h after HIFU. A further increase in the area of T1 and T2 

decline was observed in these regions at 72 h after HIFU. Increased ADC and MTR 

values were observed in roughly the same regions of T1 and T2 change, both at 1 h 

and 72 h after HIFU. However, no sharp demarcation between HIFU-treated and non-

treated tumor tissue was visible on the individual MRI parameter maps obtained after 

HIFU. Tumor regions with altered MRI parameters co-localized only partially for the 

different parameters. This implied that more advanced analysis of the multiparametric 

data is necessary to enable MRI-based identification of the HIFU-treated tumor tissue. 

Therefore, quantitative multiparametric analysis of the MRI parameter changes after 

HIFU treatment was performed using the ISODATA technique. Clusters resulting from 

the ISODATA segmentation were classified as either viable or non-viable based on the 

fraction of pixels assigned to the clusters at the different experimental time points 

(Figure 1). ISODATA clustering was applied on different combinations of the MRI 

parameters (i.e. feature vectors), to determine the feature vector that led to the most 

accurate segmentation between viable and non-viable tumor tissue. 

 

5.3.2. Feature vector selection 

Selection of the optimal feature vector for the discrimination between HIFU-treated, 

non-viable and non-treated, viable tumor tissue was performed based on quantitative 

comparison between non-viable tumor fractions resulting from ISODATA segmentation 

with different feature vectors and non-viable tumor fractions derived from whole-

tumor-based histology.  

 

Plots of the histology-derived non-viable tumor fractions versus the ISODATA-derived 

non-viable tumor fractions were processed for all assessed feature vectors. The R2 of 

the data points to the line of identity, indicative of the level of one-to-one 

correspondence between the results from ISODATA analysis and histology, was used 

as an initial criterion for feature vector selection. R2 values for all assessed feature 

vectors are listed in Table 1.  
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Table 1. R2 values of ISODATA-derived versus histology-derived non-viable tumor fractions to the line of 

identity for all assessed feature vectors. 

 

Feature vector R2 to line of identity [-] 

{T2} 0.60 

{ADC} 0.74 

{T1, T2} 0.70 

{T2, ADC} 0.77 

{T1, ADC} 0.68 

{ADC, MTR} -1.67 

{T1, T2, ADC} 0.77 

{T2, ADC, MTR} -0.09 

{T1, ADC, MTR} 0.42 

{T1, T2, MTR} -0.79 

{T1, T2, ADC, MTR} -0.16 

 

Relatively high R2 values (>0.7) were observed for three feature vectors: {ADC}, {T2, 

ADC} and {T1, T2, ADC}, which were therefore considered candidates for the 

segmentation of HIFU-treated tumor tissue. Scatter plots of the ISODATA-derived and 

histology-derived non-viable tumor fractions are displayed in Figure 3 for these 

candidate feature vectors.  

  

Figure 3. One-to-one correspondence between histology-derived and ISODATA-derived non-viable tumor 

fractions. Scatter plots of the ISODATA-derived non-viable tumor fractions following segmentation with 

feature vectors {ADC}, {T2, ADC} and {T1, T2, ADC} as a function of the histology-derived non-viable 

tumor fractions. The symbols ○, □ and ▲ indicate groups ‘1 h after HIFU’, ’72 h after HIFU’ and ‘Control’, 

respectively. The line of identity is shown as visual reference. The R2 values of the data to the line of 

identity are shown in the top left corner of each plot.  
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The correlation between the histology-derived and ISODATA-derived non-viable tumor 

fractions was used as a second criterion for feature vector selection. The experimental 

groups were divided into two groups for this correlation analysis: ‘1 h after HIFU + 

Control’ and ’72 h after HIFU + Control’ (see Methods). Correlation plots for the three 

candidate feature vectors are depicted in Figure 4 for both groups. 

 

For group ‘1 h after HIFU + Control’ the strongest correlation was found for feature 

vector {T1, T2, ADC} (r=0.62, moderate correlation; Figure 4A). However, for this 

group, no statistically significant differences between the correlation values of the 

different candidate feature vectors were observed. A strong correlation was observed 

for all three feature vectors for group ’72 h after HIFU + Control’ (Figure 4B). The 

strongest correlation in this case was found for feature vector {ADC} (r=0.83), which 

was significantly higher than the correlation value found for feature vector {T1, T2, 

ADC} (r=0.80). 

 

The third criterion for feature selection consisted of minimization of the number of 

pixels incorrectly assigned to non-viable tissue before ablation.  

Figure 4. Correlation between histology-derived and ISODATA-derived non-viable tumor fractions. 

Correlation plots of ISODATA-derived non-viable tumor fractions following segmentation with feature 

vectors {ADC}, {T2, ADC} and {T1, T2, ADC} as a function of the histology-derived non-viable tumor 

fractions for two different groups of animals: ‘1 h after HIFU + Control’ (A) and ’72 h after HIFU + 

Control’ (B). The symbols ○, □ and ▲indicate groups ‘1 h after HIFU’, ’72 h after HIFU’ and ‘Control’, 

respectively. Correlation values between the ISODATA-derived and the histology-derived tumor fractions 

are listed in the top left corner of each plot.  
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Most notably for the feature vectors {ADC} and {T2, ADC}, a portion of pixels in the 

tumor rim was incorrectly assigned to non-viable tissue before HIFU, whereas this was 

observed to a lesser extent for feature vector {T1, T2, ADC}. The incorrect 

classification of the tumor pixels was caused by presence of peritumoral edema at the 

tumor rim. Visual inspection during excision of the tumors confirmed presence of 

edema around the HIFU-treated tumors. The fraction of rim pixels (rim thickness of 3 

pixels) that was incorrectly assigned as non-viable before HIFU application was 

therefore used as a further selection measure. The fractions of incorrectly assigned 

rim pixels were significantly lower for feature vector {T1, T2, ADC} (0.15±0.09) as 

compared to feature vectors {ADC} and {T2, ADC} (0.28±0.10 and 0.25±0.08, 

respectively).   

 

Based on the above three criteria, feature vector {T1, T2, ADC} provided the optimal 

combination of MRI parameters for differentiation between HIFU-treated and non-

treated tumor tissue.  

 

5.3.3. Evaluation of MRI parameter changes 

In Figure 5A representative results of the ISODATA segmentation with feature vector 

{T1, T2, ADC} are displayed for two HIFU-treated animals.  

Figure 5. Visual correspondence between ISODATA-derived and histology-derived non-viable tumor 

areas. A) Representative T2-weighted images of the hind limb region of two HIFU-treated mice before, 1 

h after and 72 h after HIFU. The results of ISODATA segmentation with feature vector {T1, T2, ADC} are 

overlaid on the tumor pixels. NADH-diaphorase stained sections of tumors dissected at 72 h after HIFU 

were made at approximately the same location within the tumor and are shown at the bottom of each 

column. ROIs around the entire (black line) and non-viable (red line) tumor tissue were drawn manually. 

Data in the left column are from the animal presented in Figure 2. B) Similar data of a non-treated 

control mouse that was subjected to serial MRI measurements at the same time points (Day 0, Day 1 

and Day 4) as the HIFU-treated animals. Scale bar = 1 mm. 
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As anticipated, at baseline the largest fraction of pixels (0.85±0.10 for all HIFU-treated 

animals) was assigned to viable tumor tissue. At 1 h after HIFU a region emerged in 

which pixels were assigned to HIFU-treated, i.e. non-viable tumor tissue. At 72 h after 

HIFU this region had grown and showed good spatial agreement with a region of non-

viable tumor tissue on an NADH-diaphorase stained section at approximately the same 

location within the tumor. A 3D reconstruction of the ISODATA segmentation of the 

tumor displayed in the right panel of Figure 5A at 72 h after HIFU can be seen in the 

supporting content (Supporting Movie S1). This 3D reconstruction was processed by 

interpolation of the tumor pixel data resulting from the ISODATA segmentation. The 

reconstruction shows a distinct, contiguous non-viable, HIFU-treated tumor volume 

surrounded by viable tumor tissue. In comparison, Figure 5B shows representative 

results of ISODATA segmentation of a non-treated control animal that was subjected 

to MRI examination at the same time points. Here only a small number of pixels was 

assigned to non-viable tumor tissue at all time points, in agreement with a fully viable 

tumor observed by NADH-diaphorase staining.   

 

Average MRI parameter values of ISODATA-defined viable tumor tissue at all 

experimental time points and non-viable tumor tissue at both time points after HIFU 

are listed in Table 2 for feature vector {T1, T2, ADC}.  

 

Table 2. Mean MRI parameter values in ISODATA-defined viable and non-viable tumor tissue. MRI 

parameter values (mean±SD) in viable tumor tissue (tumor tissue assigned as viable tumor tissue at all 

time points (n=14)), non-viable tumor tissue at 1 h after HIFU (n=14) and non-viable tumor tissue at 72 h 

after HIFU (n=7) of the HIFU-treated animals following ISODATA segmentation with feature vector {T1, T2, 

ADC}. * and ** denote a significant difference between viable and non-viable tumor tissue with p<0.05 and 

p<0.001, respectively (paired Student’s t-test). 

 

R1 (1/T1), R2 (1/T2), ADC and MTR were significantly increased in the non-viable, HIFU-

treated tumor tissue 1 h after HIFU compared to viable tumor tissue. R1, ADC and MTR 

remained significantly increased in non-viable tumor tissue 72 h after HIFU. No 

significant differences in parameter values were observed between 1 h and 72 h after 

HIFU treatment.  

  

MRI parameter Viable tumor tissue Non-viable  

tumor tissue  

1 h after HIFU 

Non-viable  

tumor tissue  

72 h after HIFU 

R1 [s
-1] 0.45±0.01 0.61±0.13 ** 0.60±0.06 ** 

R2 [s
-1] 21.7±1.4 35.8±19.5 ** 34.0±21.0 

ADC [10-3 mm2s-1] 0.84±0.12 1.09±0.20 ** 1.25±0.16 ** 

MTR [%] 23.3±1.2 26.4±2.7 ** 26.4±3.5 * 



Chapter 5 

140 

5.4. Discussion and Conclusions 

 

In the present study multiparametric MR analysis was performed to distinguish non-

viable, HIFU-treated tumor tissue from viable, non-treated tumor tissue in a murine 

tumor model. The longitudinal multiparametric MRI measurements consisted of 

quantitative assessments of T1, T2, ADC and MTR. ISODATA segmentation was applied 

on various feature vectors. ISODATA-derived non-viable tumor volume fractions were 

compared to non-viable tumor fractions derived from quantitative histology to identify 

the optimal feature vector for differentiation between non-viable, HIFU-treated and 

viable, non-treated tumor tissue.  

 

The most accurate distinction between HIFU-treated and non-treated tumor tissue was 

obtained with feature vector {T1, T2, ADC}. For this feature vector, the correlation 

between the histology-derived and ISODATA-derived fractions of non-viable tumor 

tissue was lower for group ‘1 h after HIFU + Control’ than for group ’72 h after HIFU + 

Control’. These results suggest that time is needed before HIFU-induced changes in 

the tumor tissue produce sufficient detectable contrast in the MRI images.   

 

A multiparametric protocol consisting of T1, T2 and ADC mapping was sufficient to 

segment HIFU-treated and non-treated tumor tissue. Inclusion of MTR to the protocol 

led to less agreement of the ISODATA segmentation with the histological analysis. 

Nevertheless, a significant increase in MTR was observed in the non-viable tumor 

tissue identified from ISODATA analysis with feature vector {T1, T2, ADC} (Table 2). 

However, since this increase was only subtle, clustering with inclusion of MTR led to 

merging of clusters of non-viable and viable tumor tissue, resulting in a lower 

specificity and sensitivity of the cluster method.  

 

ISODATA clustering with feature vector {T1, T2, ADC} yielded 31 different clusters 

(Figure 1), which indicated a large heterogeneity of the HIFU-treated tumor tissue. 

Extensive analysis of each cluster separately would yield additional information about 

the status of the different segmented tissue populations. However, the focus of this 

study was the binary distinction between non-viable, HIFU-treated and viable, non-

treated tumor tissue. Therefore, it was decided to allocate the clusters resulting from 

ISODATA segmentation to two distinct classes, designated as non-viable and viable. A 

cluster was assigned to the non-viable class if the fraction of pixels within the cluster 

significantly increased by HIFU treatment. This criterion could however also be met if 

the cluster is associated with reversible HIFU-induced tissue changes instead of with 

non-viable tumor tissue. Nevertheless, since a high one-to-one correspondence 

between histology-derived and ISODATA-derived non-viable tumor fractions was 

observed for the optimal feature vector {T1, T2, ADC}, it seems reasonable to assume 

that the majority of the non-viable clusters for that feature vector indeed represents 

non-viable tumor tissue.  

A minor part of the tumor pixels after HIFU treatment (fractions of 0.05±0.03 and 

0.02±0.02 of the entire tumor tissue at 1 h and 72 h after HIFU, respectively) needed 

to be excluded from the multiparametric MR analysis, because the signal intensity of 

these tumor pixels was at noise level in the T2-weighted images (see Methods). This 
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low signal intensity was most likely caused by HIFU-induced hemorrhage. Exclusion of 

these hemorrhage-associated pixels from the analysis did not influence the correlation 

results presented here, because it only involved a very low fraction of tumor pixels.   

 

A reconstruction of the ISODATA segmentation results was made to visualize the 

HIFU-treated volume in 3D space (Supporting Movie S1). A similar reconstruction of 

the histological data and registration of these data with the MRI findings would allow 

for analysis of the spatial correlation between the ISODATA-segmented and histology-

based non-viable volumes. However, 3D reconstruction of histological tumor sections 

was not performed in the present study. Accurate 3D histological reconstruction and 

its registration with MRI would have required an intermediate MRI scan after tumor 

excision, a robust anatomical reference and denser histological sampling (32). 

Additionally, spatial correlation of histology with MRI would require a higher spatial 

resolution of the MR images. This would lead to a substantially longer acquisition time 

of the multiparametric MR protocol and result in unacceptably long anesthesia times 

for the animals.  

 

Instead of assessment of spatial correlation, the ISODATA analysis method was 

optimized based on the correlation between histology-derived and ISODATA-derived 

non-viable tumor fractions for different feature vectors. A similar correlation analysis 

has been performed for the detection of necrotic tumor tissue after radiotherapy, 

which yielded comparably strong correlations between clustering and histology (33), 

showing that this global correlation analysis is suitable for the optimization of 

clustering methods. For the optimized feature vector {T1, T2, ADC}, a strong spatial 

agreement between the region of ISODATA-derived non-viable tumor tissue and the 

region of non-viable tumor tissue on NADH-diaphorase-stained histological sections 

(Figure 5) was observed visually, which indicates that the proposed methodology 

allows for accurate segmentation of HIFU-treated, non-viable tumor tissue.  

 

Mean MRI parameter values were determined in non-viable and viable tumor tissue 

following ISODATA segmentation with feature vector {T1, T2, ADC} (Table 2). R1 was 

significantly increased in the non-viable, HIFU-treated tumor tissue both at 1 h and 72 

h after HIFU as compared to viable, non-treated tumor tissue. Such increased R1 (or 

decreased T1) was previously also observed ex vivo in (non-cancerous) tissues after 

heat treatment (34), which was explained by a combination of coagulation of the 

blood volume fraction and disruption of biological barriers, which facilitates access of 

water molecules to paramagnetic sites in the coagulated blood. Decreased T1 was also 

observed as a result of tissue necrosis after chemotherapy (35).   

Graham et al. observed an increase in T2 after heating of ex vivo tissue, which was 

explained as vacuolization of water molecules caused by increased hydrophobic 

interactions induced by protein denaturation (34). We observed significantly increased 

R2 (and thus decreased T2) in non-viable tumor tissue 1 h after HIFU treatment, 

whereas at 72 h after HIFU treatment no significant R2 differences between non-viable 

and viable tumor tissue were observed. This initially decreased T2 could be explained 

by the aforementioned increased access of water molecules to paramagnetic centers in 

the coagulated blood. Furthermore, the large standard deviation of R2 in the non-
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viable, HIFU-treated tumor tissue (Table 2) indicated large T2 heterogeneity due to the 

presence of areas with increased and decreased T2.   

The observed increased ADC values in the non-viable tumor tissue have been 

described earlier ex vivo in thermally treated tissue samples (34) and in vivo in 

preclinical experiments on the effects of HIFU treatment in a murine tumor model (36) 

and in clinical studies of RF ablation of liver lesions (19). Diffusion of water molecules 

could have been facilitated by HIFU-induced disruption of obstructing barriers, leading 

to an increased ADC.   

Reports on the effects of thermal treatment on the MTR are conflicting. Both a 

decreased (34) and increased (23) MTR have been observed in ex vivo thermally 

treated samples. An MTR decrease could be explained by denaturation of structural 

proteins (34), whereas an increase might be caused by increased access of water 

molecules to macromolecules due to disruption of barriers. Furthermore, T1 effects 

may play a role, since the MTR is known to be affected by tissue T1 (37). In the 

current study, a combination of these factors has probably influenced the observed 

MTR, which is also illustrated by the subtle yet significant increase in MTR in the non-

viable, HIFU-treated tumor tissue compared to viable tumor tissue.  

 

The HIFU treatment was performed outside the MR system, since the preclinical 

therapeutic ultrasound transducer is not (yet) MRI-compatible. In an MRI-guided HIFU 

set-up, results from the multiparametric MR analysis could be quantitatively compared 

to thermal dose maps derived from MR thermometry during HIFU treatment. 

Furthermore, the MRI examinations before and directly after HIFU could then be 

combined within the same anesthesia period. This was not feasible in this study, since 

the ablation procedure was rather lengthy for the current set-up (~1 hour) and the 

subject would have to be positioned in the MR system twice. Nevertheless, no 

significant differences in MRI parameters were observed between the measurements 

of the control animals at Day 0 and Day 1, corresponding in time with the 

measurements of the HIFU-treated animals before and at 1 h after HIFU. This 

indicated that the time between the examinations before and after HIFU did not 

influence the results presented here.   

 

A murine tumor model was used to assess the effects of HIFU treatment on tumor 

tissue status. The CT26 colon carcinoma was chosen because previous studies have 

shown that subcutaneous inoculations of CT26 cell suspensions lead to well-

vascularized tumors (38) with limited necrosis (39). This is beneficial for the current 

study, because extensive natural necrosis could mask the effects of HIFU-induced 

necrosis. However, the method is not restricted to this tumor model, since similar 

approaches, consisting of multispectral MR imaging combined with cluster analysis, 

have been employed for the identification of viable and non-viable tissue after 

chemotherapy (40) and radiotherapy (33) in other preclinical tumor models.   

Clinical translation of the multiparametric protocol is feasible, since MR sequences for 

acquisition of the proposed MRI parameters, T1, T2 and ADC, are already clinically 

available. The total acquisition time of the multi-slice T1, T2 and ADC protocol was 

approximately 25 minutes. Further reduction of the measurement time would facilitate 

inclusion of the multiparametric MR measurements in clinical HIFU treatment 
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protocols. The MR parameter mapping acquisitions could be accelerated by for 

example rapid imaging techniques, such as parallel imaging and compressed sensing. 

Prior to clinical introduction of the proposed multiparametric MR analysis, it would be 

necessary to further confirm that the ISODATA-derived non-viable tumor tissue 

spatially corresponds to non-viable tumor tissue in histology. This could for example 

be achieved by image-guided biopsies from the ISODATA-derived viable and non-

viable tumor tissue. Since clinical trials on HIFU treatment of malignant tumors 

generally use treat-and-resect protocols (41), it would be feasible to include image-

guided biopsies in the workflow of these studies. Such extensive validation should be 

performed in different tumor subtypes to assess the full clinical potential of the 

proposed methodology.   

In summary, we have shown that non-viable, HIFU-treated tumor tissue could be 

distinguished from non-treated tumor tissue using quantitative multiparametric MRI 

combined with the ISODATA clustering technique. Clustering with feature vector {T1, 

T2, ADC} yielded a strong correlation between ISODATA-derived and histology-derived 

non-viable tumor fractions. The presented methodology not only offers clear insights 

in the HIFU-induced changes in MRI parameters, but could also ultimately be made 

suitable for clinical application and might offer the unique possibility to automatically 

detect residual or recurring tumor tissue after HIFU treatment in an objective manner. 

Furthermore, since the proposed MRI analysis is solely based on endogenous contrast, 

immediate retreatment is possible when residual or recurring tumor tissue is detected, 

without the risk of inaccurate temperature mapping due to presence of a Gd-based 

contrast agent. 
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Supporting Information 

 

Supporting Information S1. 

Theory: the ISODATA clustering algorithm. 

 

The ISODATA clustering described in the manuscript was performed with different 

feature vectors, consisting of either 1, 2, 3 or all 4 (T1, T2, ADC and MTR) MR contrast 

parameters. Extensive details of the ISODATA clustering algorithm can be found in the 

original paper by Jacobs et al. (1). A brief theoretical description of the concepts of the 

clustering algorithm is given below. 

If the clustering would be performed with a feature vector consisting of for example 

three parameters, the values in the tumor pixels can be represented in a 3D space, as 

schematically shown below, in which each black spot represents a single tumor pixel. 

To explain the ISODATA concept and for reasons of clarity, the clustering steps 

described in the figures below were performed on simulated data describing a limited 

number of well-separated clusters. The actual tumor data yielded typically 20-40 

clusters, which would make the figures unclear. 

 

 

As the first step in the algorithm, an initial number of clusters is defined. In this 

example the initial number of clusters was set to 8. Cluster centroids (red spots 

below) are randomly defined for each cluster. 
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Next, pixels are assigned to the cluster of which the centroid is closest to the 

parameter values of the pixel. The different clusters that are the results of this step in 

the process are given by the different colors. 

Subsequently, the centroids of each cluster are re-calculated. Clusters are split into 

two separate clusters, if the intra-Euclidean distances between the pixel vectors and 

the centroid of each cluster are larger than a pre-defined threshold. These intra-

Euclidean distances are a measure of the spread within a certain cluster. Furthermore, 

pairs of clusters are merged into one cluster if the inter-Euclidean distance between 

the two cluster centroids is smaller than a pre-defined threshold, which means that 

the clusters are close to each other. In the example, the dark-blue and purple clusters 

were merged in this step, as can be seen below. 



Multiparametric MR Analysis of HIFU-Treated Tissue 

149 

The previous step is repeated until convergence of the algorithm is reached. The 

algorithm is converged if the objective function (1) has not changed between 

subsequent iterations, which means that no alterations in the composition of the 

clusters occurred in the last iteration.  

 

1. Jacobs MA, Knight RA, Soltanian-Zadeh H, Zheng ZG, Goussev AV, et al. 

(2000). Unsupervised segmentation of multiparameter MRI in experimental cerebral 

ischemia with comparison to T2, diffusion, and ADC MRI parameters and 

histopathological validation. J Magn Reson Imaging 11: 425-437. 
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Supporting Figures 

 

Supporting Figure S1. HIFU set-up. Left: Photograph of the HIFU set-up. The animal was positioned 

underneath the acoustic coupler. Animal temperature was maintained with an infrared lamp with 

temperature feedback control from a rectal temperature probe. The motion control stage allowed for 

accurate movement of the therapy transducer between the pre-defined treatment points. Right: 

Schematic drawing of the HIFU set-up, showing positioning of the tumor tissue in the focus point of the 

therapy transducer. The surrounding hind limb tissue was positioned outside the focal zone. 

Supporting Figure S2. Temperature profile. Typical example of a temperature profile during HIFU 

treatment. The tumor tissue temperature increased to 66 °C during the sonication of 30 seconds, 

followed by cooling of the tissue to pre-sonication temperature during the wait time of 120 seconds. The 

temperature information was acquired by a thermocouple, which was inserted into the tumor tissue 

during the pilot experiments. The focal point of the therapeutic transducer co-localized with the tip of the 

thermocouple. This co-localization was verified by multiple low-power sonications around the expected 

thermocouple position. The exact thermocouple position was determined as the position at which the 

highest temperature increase was observed during the sonication. 
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Supporting Figure S3. EPI image quality. Two representative examples of conventional T2-weighted 

spin-echo images (left column of panels) and T2-prepared GE-EPI images (right column of panels). The 

effective echo times are similar for both images (30 ms for the conventional T2-weighted images; 28 ms 

for the T2-prepared GE-EPI images). Regions of interest (ROIs) of the tumor tissue are indicated with the 

red lines, showing absence of apparent geometric distortion within the tumor tissue in the EPI images. 
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Abstract 

 

Evaluation of High Intensity Focused Ultrasound (HIFU) treatment with MRI is 

generally based on assessment of the non-perfused volume from contrast-enhanced 

T1-weighted images. However, the vascular status of tissue surrounding the non-

perfused volume has not been extensively investigated with MRI. In this study, cluster 

analysis of the transfer constant Ktrans and extravascular extracellular volume fraction 

ve, derived from dynamic contrast-enhanced MRI (DCE-MRI) data, was performed in 

tumor tissue surrounding the non-perfused volume to identify tumor subregions with 

distinct contrast agent uptake-kinetics. 

 

DCE-MRI was performed in CT26.WT colon carcinoma-bearing Balb/c mice before 

(n=12), directly after (n=12) and 3 days after (n=6) partial tumor treatment with 

HIFU. In addition, a non-treated control group (n=6) was included. The non-perfused 

volume was identified based on the level of contrast enhancement. Quantitative 

comparison between non-perfused tumor fractions and non-viable tumor fractions 

derived from NADH-diaphorase histology showed a stronger agreement between these 

fractions at 3 days after treatment (R2 to line of identity=0.91), compared to directly 

after treatment (R2=0.74). Next, k-means clustering with 4 clusters was applied on 

Ktrans and ve parameter values of all significantly enhanced pixels. The fraction of pixels 

within two clusters, characterized by a low Ktrans
 and either a low or high ve, 

significantly increased after HIFU. Changes in composition of these clusters were 

considered to be HIFU-induced. Qualitative haematoxylin and eosin (H&E) histology 

showed that HIFU-induced alterations in these clusters may be associated with 

hemorrhage and structural tissue disruption. Combined microvasculature and hypoxia 

staining suggested that these tissue changes may affect blood vessel functionality and 

thereby tumor oxygenation. 

 

In conclusion, it was demonstrated that, in addition to assessment of the non-perfused 

tumor volume, the presented methodology gives further insight in HIFU-induced 

effects on tumor vascular status. This method may aid in assessment of the 

consequences of vascular alterations for the fate of the tissue. 
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6.1. Introduction 

 

High Intensity Focused Ultrasound (HIFU) is an emerging technique for the non-

invasive thermal treatment of tumors. While routine clinical use of HIFU treatment is 

mainly restricted to noncancerous growths, such as uterine fibroids (1-3), its 

application range is now being extended to malignant tumors, such as breast (4,5), 

prostate (6-9) and liver cancer (10-12). Ultrasound-guided and magnetic resonance 

imaging-guided HIFU (MR-HIFU) systems have been developed that provide spatial 

guidance of the treatment (13-16). In addition, an MR-HIFU system facilitates 

treatment monitoring using MR thermometry and can be exploited for assessment of 

treatment outcome (17-19).   

Contrast-enhanced T1-weighted imaging is one of the most commonly used MRI 

methods for the evaluation of HIFU treatment (7,8,20). A lack of contrast 

enhancement is generally observed in the central ablation volume, that was exposed 

to temperatures of approximately 60 °C during treatment. The region with low 

contrast enhancement is referred to as the non-perfused volume, which serves as an 

important readout parameter for HIFU treatment evaluation (8,20-22). In the 

transition zone between the central ablation volume and unaffected surrounding 

tissue, milder temperature elevations may result in indirect heat-induced injury and 

more subtle vascular alterations. The vascular changes in this peripheral zone are 

strongly dependent on the exact temperature and/or thermal dose that is reached 

during the HIFU intervention and can be transient in nature. Directly after HIFU, 

hyperthermic conditions in the peripheral zone could (transiently) increase tumor 

blood flow and microvascular permeability and increase tumor oxygenation (23,24). 

Within a few days after treatment, the immune response may be enhanced in the 

transition zone and inflammation-associated hyperemia may be observed (7,20,25). 

At a later stage (approximately 7 days) after treatment, also fibrosis and 

revascularization may alter the tumor vascular status (26-28). On contrast-enhanced 

T1-weighted images, often an enhancing rim is reported in the region surrounding the 

central ablation zone, which may be due to these vascular alterations or result from 

residual unaffected tumor tissue in case of incomplete ablation (7,20). Since the 

observed contrast enhancement is almost equal in regions of different vascular 

changes and in unaffected residual tumor tissue, conventional contrast-enhanced MRI 

does not have a high specificity for the identification of subtle vascular effects after 

HIFU treatment.  

 

It is however important to gain further insights in the vascular status of the peripheral 

tumor zone, since HIFU-induced changes in the microvascular function of the tumor 

tissue in this region may have substantial consequences for the microenvironment and 

fate of the tumor. In addition, if residual tumor is present after HIFU treatment, this 

may be treated with adjuvant tumor therapies. The sensitivity of the tumor to these 

therapies may also be affected by the vascular status (25).  

 

Compared to conventional contrast-enhanced MRI, assessment of changes in contrast-

agent uptake-kinetics by dynamic contrast-enhanced MRI (DCE-MRI) may be a more 

suitable method to gain insight in the altered vascular status in the tissue around the 
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coagulated lesion. Pharmacokinetic modeling of DCE-MRI data can be applied to 

determine biomarkers that are sensitive to vascular changes; e.g. with the widely 

employed Tofts model the transfer constant Ktrans and the extravascular extracellular 

volume fraction ve can be determined (29). Hijnen et al. have used these kinetic 

parameters for HIFU therapy assessment in a rat tumor model (30). Cheng et al. have 

shown that these parameters could give insight in regional changes in the 

microvasculature after HIFU treatment of rabbit muscle tissue (26,31). However, there 

are no studies in which the anticipated subtle changes in tumor vascular status around 

the HIFU ablation volume have been investigated with pharmacokinetic modeling of 

DCE-MRI data, while knowledge of changes in DCE-MRI-derived kinetic parameters 

may provide a more refined picture of the tumor vascular status after HIFU treatment 

compared to conventional contrast-enhanced MRI. 

 

To address this, in the present study, DCE-MRI was performed before, directly after 

and at 3 days after HIFU treatment of a murine subcutaneous tumor model. Partial 

tumor treatment was performed to allow for the presence of both HIFU-treated and 

residual tumor tissue after the HIFU procedure. Tracer-kinetic modeling was 

performed on the tumor pixels outside the non-perfused volume to assess HIFU-

induced changes in contrast agent uptake-kinetics. Cluster analysis based on Ktrans
 and 

ve was employed to identify subregions with different uptake-kinetics and the regional 

distribution of these clusters within the tumor was determined.  

 

6.2. Materials and methods 

 

6.2.1. Ethics Statement 

All animal experiments were performed according to the Directive 2010/63/EU of the 

European Parliament and approved by the Animal Care and Use Committee of 

Maastricht University (protocol: 2010-097 and 2010-132).  

 

6.2.2. Murine tumor model 

10-12 week-old Balb/c mice (Charles River, Maastricht, The Netherlands) were 

inoculated with 2x106 CT26.WT murine colon carcinoma cells (American Type Culture 

Collection (ATCC; CRL-2638), early passages (5-10)), subcutaneously in the right hind 

limb. The tumors were grown in the hind limb to prevent potential HIFU-induced 

damage to vital organs and respiration artifacts in the MR measurements. 

Approximately 10 days after inoculation, tumors became palpable in all animals.  

 

6.2.3. Study design 

MRI was performed 1 day before (n=12), directly (2-3 h) after (n=12) and 3 days 

after HIFU treatment (n=6). A control group of non-treated animals (n=6) was 

included that underwent MRI at the same time points as the HIFU-treated animals. 

The time points of the control animals are referred to as day -1, day 0 and day 3. 

Directly after the last MRI experiment, the mice were sacrificed, and the tumors were 

excised for histological analysis. This study design led to three different groups for 

quantitative histology: animals sacrificed after the MRI examination directly after HIFU 

treatment (n=6, referred to as ‘Directly after HIFU’), animals sacrificed after the MRI 
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examination at 3 days after HIFU treatment (n=6, referred to as ’3 days after HIFU’) 

and non-treated control animals (n=6, referred to as ‘Control’). 

 

6.2.4. HIFU treatment 

HIFU treatment was performed outside the MR scanner with the preclinical Therapy 

Imaging Probe System (TIPS, Philips Research, Briarcliff Manor, NY, USA) (32). 

Treatment was performed under general anesthesia (1-2% isoflurane) and 

precautionary analgesia (buprenorphine, 0.1 mg/kg s.c., administered at least 30 min 

before treatment). Control animals received an equal dose of analgesia at the 

corresponding time point. Partial tumor treatment was performed by definition of a 

square 4x4 mm2 treatment grid within the tumor area, consisting of 25 equally-spaced 

ablation volumes (1x1x9 mm3) that were placed within the tumor under guidance of 

an ultrasound imaging system (HDI5000 imaging system combined with a P7-4 

phased array transducer, Philips Ultrasound, Bothell, WA, USA). This resulted in the 

presence of both HIFU-treated and non-treated tumor tissue after the HIFU procedure. 

Treatment settings were: frequency 1.4 MHz, pulse repetition frequency 20 Hz, 

acoustic power 12 W, duty cycle 50%, treatment time 30 s. A wait time of 120 s was 

applied between sonication of consecutive treatment points to allow for sufficient 

cooling of the treated tissue. A temperature increase to approximately 66 °C during 

HIFU treatment was confirmed by insertion of a thermocouple into the tumor in 3 pilot 

experiments, as previously described (33).  

 

6.2.5. MRI measurements 

MRI measurements were performed with a 6.3 T horizontal-bore scanner (Bruker 

BioSpin, Ettlingen, Germany) using a 3.2-cm-diameter quadrature birdcage RF coil 

(Rapid Biomedical, Rimpar, Germany) under general anesthesia (1-2% isoflurane). 

The mice were positioned in a custom-made cradle, equipped with a mask for 

anesthetic gas. Respiration was monitored with a balloon sensor. Body temperature 

was monitored and maintained with a warm water pad. For reduction of susceptibility 

artifacts in Echo Planar Imaging (EPI), the tumor-bearing paw was covered with 

degassed ultrasound gel (Aquasonic® 100, Parker Laboratories). Artifacts were further 

reduced by local shimming.  

A fat-suppressed T2-weighted spin-echo sequence (TE=30 ms, TR=1000 ms, number 

of averages NA=1) was used for anatomical reference. 

Pre-contrast T1 mapping was performed using an inversion recovery Look-Locker EPI 

sequence (TE=8 ms, TR=10000 ms, inversion time=30 ms, flip angle=20°, pulse 

separation=400 ms, number of points=15, NA=2). 

DCE-MRI measurements were performed using a gradient-spoiled dual gradient echo 

EPI sequence (TR=1250 ms, TE1/TE2=7.5/26.1 ms, NA=2, number of segments=2, 

flip angle=80°, temporal resolution=5 s, number of repetitions=100). At 1.5 min after 

start of the acquisition, a bolus of 0.3 mmol/kg Gd-DOTA (Dotarem®; Guerbet, 

Villepinte, France) with a saline flush was injected in 5 s via the tail vein using an 

infusion pump (Chemyx Fusion 100, Stafford, TX, USA). 

All images were acquired with a matrix size of 128x128, FOV of 4x4 cm2 and 1 mm 

slice thickness. 12-16 slices were acquired covering the whole tumor volume.  

 



Chapter 6 

158 

6.2.6. DCE-MRI data processing 

Image analysis was performed in Mathematica 8.0 (Wolfram Research, Champaign, IL, 

USA) and MATLAB R2013a (The MathWorks, Natick, MA, USA). Regions of interest 

(ROIs) were defined on the T2-weighted images by manually drawing contours around 

the tumor tissue on each slice. From these ROIs the tumor volumes at the different 

experimental time points were determined. Pre-contrast T1 maps were generated as 

described previously (34).   

A T2
* correction was performed on the dynamic signal intensities to account for the T2

* 

changes caused by contrast agent influx (35,36). The dynamic T2
* values in the tumor 

pixels were determined based on the ratio of the signal intensities at the two echo 

times. Dynamic T1 values were calculated from the signal equation for a spoiled 

gradient-echo sequence using the T2
*-corrected dynamic signal intensities and the 

pre-contrast T1 values. A B1 correction was applied to the flip angle used in the 

dynamic acquisition, using a B1 map acquired with the same RF coil in a 2% 

agarose/0.05 mM CuSO4 phantom. Dynamic T1 values were converted to dynamic 

contrast agent concentrations ([CA]) using the Dotarem plasma relaxivity at 7 T at 37 

°C (3.53 mM-1s-1 (37)). 

 

6.2.7. Pharmacokinetic analysis of DCE-MRI data 

Pharmacokinetic analysis of the DCE-MRI data was performed with a custom-written 

MATLAB tool. For determination of Ktrans and ve in each tumor pixel, the standard Tofts 

model (29,38) was used, in which the dynamic contrast agent concentration in the 

tumor tissue is defined as: 

 

𝐶𝑡(𝑡) = 𝐾𝑡𝑟𝑎𝑛𝑠 ∫ 𝐶𝑝(𝜏)𝑒−𝑘𝑒𝑝(𝑡−𝜏)𝑑𝜏
𝑡

0

 

in which Ct and Cp are the contrast agent concentrations in the tumor tissue and the 

blood plasma, respectively and kep is the rate constant (kep=Ktrans/ve). A delay term 

(td) was included in the model to allow for a delay between bolus arrival in the blood 

and the tissue response. A literature-based bi-exponential arterial input function (AIF), 

measured in the mouse iliac artery upon injection of a similar dose of Dotarem (39), 

was used and modified to match with our data. The bi-exponential AIF is described by: 

 

𝐶𝑝(𝑡) = {
 0                                       𝑡 < 𝑡𝑖

 𝑎1𝑒−𝑚1𝑡 + 𝑎2𝑒−𝑚2𝑡     𝑡 ≥ 𝑡𝑖
 

in which ti is the injection time. 

 

The peak amplitude of the AIF was adapted based on the injected dose and the mouse 

plasma volume. In addition, the second exponent of the AIF, describing the AIF tail, 

was adapted based on blood kinetics data of Dotarem from five separate CT26.WT 

tumor-bearing Balb/c mice. For this purpose, the gadolinium concentration of blood 

plasma samples acquired at different time points after CA injection was determined by 

means of Inductively Coupled Plasma-Atomic Emission Spectrometry or Inductively 

Coupled Plasma-Mass Spectrometry. These adaptations resulted in the following bi-
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exponential AIF parameters: a1=5.36 (mM), m1=11.20 (min-1), a2=1.27 (mM), 

m2=0.0655 (min-1). 

 

The standard Tofts model was fitted to the dynamic [CA] curves using the MATLAB 

function lsqcurvefit, with constraints Ktrans≥0 min-1, kep≥0 min-1 and 0≤td≤7 

repetitions.  

 

6.2.8. Identification of non-perfused tumor volume  

Non-perfused pixels were selected based on the level of contrast enhancement. Pixels 

were considered non-perfused if the median [CA] after injection was lower than 5 

times the standard deviation (SD) of the data points in the dynamic [CA] curve before 

injection. Non-perfused volumes were calculated from the total number of non-

perfused pixels in each tumor multiplied by the pixel volume. Non-perfused fractions 

were derived from the ratio between the non-perfused volume and the total tumor 

volume. The non-perfused pixels were not included in the subsequent histogram and 

cluster analyses. The other tumor pixels are for reasons of simplicity referred to as 

perfused pixels. It should however be noted that the significant contrast enhancement 

in these pixels does not necessarily reflect substantial perfusion, since it may also be 

caused by an enhanced vascular permeability. 

 

6.2.9. Selection of pixels for cluster analysis 

A number of criteria were defined to select the perfused tumor pixels that were 

included in the cluster analysis. Pixels in which the dynamic T1 became lower than 250 

ms or the dynamic T2
* became lower than the first echo time (7.5 ms) were excluded 

for further analysis, since such low T1 and T2
* values could not be accurately 

determined with the present DCE-MRI acquisition settings. Furthermore pixels of 

which the fitted curves had a goodness-of-fit (R2) value lower than 0.8 were excluded 

from analysis. In addition, pixels with non-physiological ve values higher than 1 were 

omitted. 

To get insight in the Ktrans and ve distribution in the perfused tumor tissue of the HIFU-

treated and control animals at the different experimental time points, histograms of 

Ktrans (20 bins, bin width 0.025 min-1, range 0-0.5 min-1) and ve (20 bins, bin width 

0.025, range 0-0.5) in the selected perfused tumor pixels were made.  

 

6.2.10. Cluster analysis 

k-means clustering with 3, 4, 5 and 6 clusters was performed on the combined Ktrans 

and ve data of the selected perfused pixels of all (HIFU-treated and non-treated) 

animals at all time points simultaneously with a custom-written Mathematica function. 

Prior to clustering, data were normalized (mean=0, SD=1) to remove scaling 

differences between Ktrans and ve. Changes in the fraction of pixels in the different 

clusters were defined as treatment-associated if the fraction of pixels assigned to the 

particular cluster increased significantly (one-sided paired t-test, p<0.05) after HIFU 

treatment (either directly or at 3 days after HIFU) compared to before HIFU 

treatment. 
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6.2.11. Regional distribution of clusters 

To assess the spatial distribution of the different clusters with respect to the non-

perfused volume, the distance of each pixel in each cluster to the non-perfused 

volume was determined. For each pixel in a particular cluster, the distances between 

that pixel and all non-perfused pixels in the same MRI slice were determined. The 

minimum of these distances was taken as a measure for the distance between the 

particular pixel and the non-perfused volume. Histograms (6 bins, binwidth 1 pixel, 

range 1-7 pixels) of these minimal distances to the non-perfused volume were made 

for each cluster at each time point after HIFU treatment to visualize the regional 

distribution of the different clusters with respect to the non-perfused volume. In 

addition, the median minimal distance of each cluster to the non-perfused volume was 

calculated for each HIFU-treated mouse at both time points after HIFU treatment.  

 

6.2.12. Histological analysis 

Dissected tumors were snap-frozen in isopentane and stored at -80 °C. Tumors were 

cut into 5 μm thick sections with a distance of approximately 300 μm between the 

sections. The cryo-sections were briefly air-dried and subsequently stained for 

nicotinamide adenine dinucleotide (NADH) diaphorase activity to assess cell viability. 

Sections were incubated at 37 °C for 1 h in Gomori-Tris-HCl buffer (pH 7.4) containing 

β-NAD reduced disodium salt hydrate (Sigma-Aldrich, St. Louis, MO, USA, 0.71 mg/ml 

buffer solution) and nitro blue tetrazolium (Sigma-Aldrich, 0.29 mg/ml buffer 

solution). Brightfield microscopy was performed on all sections and consisted of 

mosaic acquisition of the entire section at 5x magnification. Analysis of the microscopy 

images was performed in Mathematica 7.0. ROIs were manually drawn around the 

pale non-viable tumor tissue and the entire tumor tissue on all sections of each tumor. 

From the ratio between the ROI areas of non-viable tumor tissue and entire tumor 

tissue on all tumor sections, a histology-derived non-viable tumor volume fraction was 

determined for each tumor. Subsequently the MRI-derived non-perfused tumor 

fractions were compared to the histology-derived non-viable tumor fractions. 

 

Apart from the NADH-diaphorase staining, haematoxylin and eosin (H&E) staining was 

performed on paraffin sections of a separate CT26.WT tumor that was treated with the 

same HIFU settings. This tumor was excised at ~2.5 h after HIFU treatment. 

Brightfield microscopy was performed to inspect morphological changes in the tumor 

tissue after treatment. 

 

In order to further interrogate the causes and consequences of HIFU-induced changes 

in contrast agent uptake-kinetics, a dual vascular endothelium and hypoxia staining 

was performed on tumor cryo-sections of the mice sacrificed at 3 days after HIFU. For 

each mouse, two sections were selected that were located either close to (section with 

the largest non-viable tumor fraction) or far from (section with the lowest non-viable 

tumor fraction) the HIFU-treated non-viable tumor region.   

After aceton-fixation, a fluorescent dual staining was performed using an anti-mouse 

glucose transporter 1 (glut-1) antibody conjugated with a DyLight 650 fluorescent 

label (4 h, room temperature, 1:150 dilution, Novus Biologicals, Littleton, CO, USA) as 

an intrinsic marker for hypoxia (40) and rat anti-mouse CD31 antibody (overnight, 4 
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°C, 1:250 dilution, clone mec 13.3, BioLegend, San Diego, CA, USA) and secondary 

goat anti-rat Alexa-488 antibody (1 h, room temperature, 1:500 dilution, BioLegend) 

for vascular endothelium. Fluorescence microscopy images of the entire tumor 

sections were acquired with a pannoramic MIDI digital slide scanner (3DHistech Ltd, 

Budapest, Hungary) at 31x magnification with optimal settings for each staining and 

equal settings for all sections. An additional fluorescence microscopy image, at the 

same channel as for CD31 detection, was acquired with a longer exposure time to 

assess autofluorescence in the sections. ROIs were manually drawn to segment the 

non-viable and viable tumor, based on the level of autofluorescence, which has been 

reported as a reliable method to accurately identify heat-fixed non-viable cells (41). 

Adjacent NADH-diaphorase stained sections were used as a visual reference, to 

confirm the correct delineation of the non-viable tumor area. Only the viable tumor 

tissue was used for further analysis, since the cluster analysis was also only performed 

on perfused, likely viable, tumor pixels. The viable tumor tissue in the section with the 

largest non-viable fraction was referred to as ‘Near non-viable’ and the viable tumor 

tissue in the mostly viable remote section was referred to as ‘Remote’. 

The vascular surface fraction in the viable tumor region was calculated by division of 

the total number of CD31-positive pixels by the total number of viable tumor pixels. 

The level of glut-1 expression was assessed by determination of the mean glut-1 

intensity in the viable tumor tissue. 

 

6.2.13. Statistical analysis 

Data are presented as mean±SD. At all experimental time points, the relative tumor 

sizes of the HIFU-treated and non-treated tumors were statistically compared with a 

two-sided t-test assuming equal variances. The non-perfused tumor volumes at the 

different experimental time points were compared for statistical significance with a 

two-sided paired t-test. Correlation analysis between the MRI-derived non-perfused 

tumor fractions and histology-derived non-viable tumor fractions was performed for all 

groups by calculation of the Pearson correlation coefficient. In addition, the one-to-one 

correspondence between the non-viable and non-perfused tumor fractions was 

determined by calculation of the R2 of the data points to the line of identity. The 

difference between non-viable tumor fractions of the HIFU-treated and non-treated 

control tumors at the last experimental time point was tested for significance with a 

two-sided t-test assuming equal variances. Changes in the Ktrans and ve histograms 

between the two time points after HIFU and before HIFU were tested for significance 

with a two-sided paired t-test. A one-sided paired t-test was performed for each 

cluster to assess if the fraction of pixels in that cluster was increased after HIFU. The 

median minimal distances to the non-perfused volume of the different clusters were 

statistically compared with a two-sided paired t-test. Histological differences in 

vascular surface fraction and mean glut-1 intensity were tested for significance with a 

two-sided paired t-test. For all tests, the level of significance was set to α=0.05.  
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6.3. Results 

 

Partial tumor ablation with HIFU resulted in a significantly lower relative tumor size at 

day 3 compared to the control mice (Figure 1). 

 

Representative pharmacokinetic parameter maps in the tumor tissue before and at 

both time points after HIFU treatment are shown in Figure 2A (for the same animal). 

Before HIFU treatment, the tumor vasculature was characterized by higher Ktrans 

values in the tumor rim than in the tumor center. Furthermore, a small region of low 

Ktrans was observed in the tumor core. The ve values were also generally higher in the 

tumor rim than in the center. Directly after partial HIFU treatment of the tumors, a 

large area of decreased Ktrans emerged. Such area of decreased Ktrans was also present 

at 3 days after HIFU treatment. At both time points after HIFU treatment, the area of 

decreased Ktrans corresponded to regions with low ve with small subregions of high ve. 

No substantial differences in Ktrans and ve were detected for the non-treated control 

animals between measurement day -1 and day 0, although a reduction in Ktrans was 

observed at day 3 (Figure 2B). 

Figure 1. Tumor growth. Mean±SD relative tumor size, based on ROIs drawn on the anatomical MRI 

images, at the different experimental time points for the HIFU-treated and the control animals. For the 

HIFU-treated animals day 0 corresponds to the day of treatment. * indicates a significant difference in 

relative tumor size between the HIFU-treated and control animals at measurement day 3 (two-sided t-

test, p<0.05). 
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To assess the effect of partial ablation on tumor perfusion, non-perfused tumor 

volumes were determined first, based on the level of contrast enhancement in the 

tumor pixels. The average non-perfused tumor volumes of the HIFU-treated and 

control animals at the different experimental time points are displayed in Figure 3A 

and B, respectively. 

 

 

 

 

Figure 2. Pharmacokinetic parameter maps. A) Representative pharmacokinetic parameter maps 

overlaid on the tumor pixels of an axial T2-weighted image of a tumor-bearing paw before, directly after 

and at 3 days after HIFU treatment. B) Representative pharmacokinetic parameters maps for a control 

animal at the corresponding experimental time points. The parameters were scaled according to the color 

bar shown at the right side of the figure. The corresponding parameter range for this scale bar is 

indicated at the left side of the parameter maps.  
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Directly after HIFU treatment, the non-perfused tumor volume significantly increased 

compared to before HIFU treatment. No significant difference between the non-

perfused tumor volume at 3 days after HIFU compared with either before or directly 

after HIFU was observed. For the control animals, the non-perfused tumor volume 

remained constant between measurement day -1 and 0, whereas the non-perfused 

tumor volume was significantly increased at day 3.   

The average histology-derived non-viable tumor fraction at the last experimental time 

point was higher for the HIFU-treated animals than for the control animals, although 

this difference was not significant (Figure 3C). Correlation plots between MRI-derived 

non-perfused tumor volume fractions and histology-derived non-viable tumor volume 

fractions are displayed in Figure 3D for the different experimental groups. For the 

HIFU-treated animals sacrificed directly after HIFU, a high, significant correlation 

(r=0.866) was observed between the MRI-derived non-perfused and histology-derived 

non-viable tumor fractions. However, the non-perfused tumor fractions were generally 

higher than the non-viable tumor fractions at that time point after HIFU treatment, 

resulting in a relatively low one-to-one correspondence (R2 to line of identity = 0.74). 

At 3 days after HIFU treatment, also a high correlation (r=0.933) was observed 

between the non-perfused and non-viable tumor fractions. At this time point after 

HIFU treatment, a good one-to-one correspondence between the non-perfused and 

non-viable tumor fractions was observed (R2=0.91). For the control animals, both the 

Figure 3. Non-perfused tumor volumes.  A) Mean±SD non-perfused tumor volumes before, directly after 

and at 3 days after HIFU treatment. ** indicates a significant increase in the non-perfused tumor volume 

directly after HIFU compared to before HIFU (two-sided paired t-test, p<0.001). B) Mean±SD non-

perfused tumor volumes at measurement day -1, 0 and 3 for the control animals. * indicates a significant 

increase in the non-perfused tumor volumes between measurement day 0 and 3 (two-sided paired t-test, 

p<0.05). C) Mean±SD histology-derived non-viable tumor fractions of the control and HIFU-treated 

animals at measurement day 3. D) Correlation plots of MRI-derived non-perfused tumor fractions vs. 

histology-derived non-viable tumor fractions for the three different experimental groups. The line of 

identity is shown as a visual reference. The correlation coefficient and the R2 to the line of identity are 

displayed in the right bottom corner of each figure.  
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correlation (r=0.242) and one-to-one correspondence (R2=0.57) between the non-

perfused and non-viable tumor volume fractions were low. 

 

In addition to the above measurements of non-perfused tumor fractions and volumes, 

a detailed analysis of the pharmacokinetic parameters in the perfused tumor 

surrounding the non-perfused ablation volume was performed. Average distributions 

of Ktrans and ve in the perfused pixels in the HIFU-treated tumors at all time points are 

shown in Figure 4A and B, respectively.  

 

 

 

Directly after HIFU treatment, the fraction of pixels with a Ktrans value between 0 and 

0.025 min-1 was significantly increased compared to before HIFU. In addition, the 

fraction of pixels in a number of bins with a higher Ktrans (>0.1 min-1) was significantly 

decreased directly after HIFU. At this time point, the fraction of pixels with a ve value 

between 0.05 and 0.15 was significantly lower than before HIFU, whereas a significant 

Figure 4. Pharmacokinetic parameter histograms. A and B) Average Ktrans and ve histograms in the HIFU-

treated tumors at the different experimental time points, respectively. The error bars represent the SD. * 

and # indicate a significant increase and decrease in the fraction of pixels after HIFU compared to before 

HIFU, respectively (two sided paired t-test, p<0.05). C and D) Average Ktrans and ve histograms in the 

non-treated control animals at the different experimental time points, respectively. The error bars 

represent the SD. * indicates a significant increase in the fraction of pixels at day 3 compared to day -1 

(two sided paired t-test, p<0.05). 
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increase in the fraction of pixels with both a lower ve value (0-0.025) and a higher ve 

value (>0.25) was observed. At 3 days after HIFU treatment, the fraction of pixels in 

most bins was not significantly different from that before treatment. The average Ktrans 

and ve distributions in the perfused pixels of the non-treated control animals at the 

different time points are displayed in Figure 4C and D, respectively. No significant 

changes in the Ktrans and ve of the perfused pixels were observed between the different 

time points, except for one bin in the ve histogram in which the fraction of pixels was 

significantly increased at day 3 compared to day -1. In addition, a non-significant shift 

toward lower Ktrans values was observed at day 3 compared to day -1 and 0.  

 

Cluster analysis was performed on the perfused pixels of all tumors and all time points 

to identify subregions with different contrast agent uptake-kinetics. Four clusters 

appeared to be the minimal number of clusters with which the most prominent 

vascular changes could be identified. In Figure 5 the results of the cluster analysis 

with four clusters are overlaid on the tumor pixels of the same slice from the same 

animal as shown in Figure 2. The white region represents the non-perfused tumor 

pixels. The different colors represent the four clusters that were identified. The median 

dynamic [CA] curves of all pixels assigned to the different clusters are shown in the 

bottom of Figure 5. 

  

Figure 5. Clustering of pharmacokinetic parameter values. Representative clustering results overlaid on 

the tumor pixels of the T2-weighted image of the tumor-bearing paw of the same animal as shown in 

Figure 2 before, directly after and at 3 days after HIFU treatment. The four clusters are represented by 

the different colors (yellow, green, red and blue). The non-perfused pixels, that were excluded from 

cluster analysis, are represented by the white color. An NADH-diaphorase stained tumor section obtained 

at approximately the same location as the MRI slice at 3 days after HIFU treatment is shown at the top 

right corner of the figure. A clear pale, non-viable tumor region was observed next to NADH-diaphorase 

positive, viable tumor tissue. The median dynamic [CA] curves of all pixels in each of the 4 clusters 

(shown by the different colors) and the non-perfused pixels are shown in the figure bottom (from top to 

bottom, left to right: green cluster, yellow cluster, non-perfused pixels, blue cluster and red cluster). The 

bands around the curves represent the range between the 25th and 75th percentiles.  
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After HIFU treatment, the number of pixels assigned to the blue and green clusters 

strongly decreased. The DCE-MRI curves in these clusters were characterized by a 

rapid upslope, a clear wash-out and substantial contrast agent influx. At both time 

points after HIFU, a large region of non-perfused tissue emerged. Curves in the non-

perfused tumor area, shown at the right of the figure, were characterized by a lack of 

contrast agent inflow. The area around the non-perfused volume consisted mostly of 

pixels assigned to the red and yellow clusters. Contrast agent uptake in pixels 

assigned to the red cluster was low and relatively slow. The curves in the yellow 

cluster typically indicated slow uptake-kinetics, but pronounced contrast agent influx. 

The area of non-perfused pixels visually corresponded well to the area of non-viable 

tissue on the NADH-diaphorase stained section obtained at 3 days after HIFU 

treatment at approximately the same location in the tumor, in agreement with the 

data presented in Figure 3D.  

 

In Figure 6 the average fraction of pixels assigned to the four clusters is shown for the 

HIFU-treated animals at the different time points.  

 

 

Directly after HIFU treatment, the fraction of pixels in the yellow and red cluster was 

significantly increased compared to before HIFU. At 3 days after HIFU treatment, the 

fraction of pixels in these clusters was not significantly higher than before HIFU. 

Because of the HIFU-induced increase in the fraction of pixels in the yellow and red 

clusters, changes in these clusters were considered as treatment-associated.  

 

In Table 1 the Ktrans and ve parameter values in the different clusters are displayed. In 

the clusters with a treatment-associated increase in fraction of pixels (yellow and red 

clusters), Ktrans was lower than in the other (green and blue) clusters. The ve in these 

clusters was either higher (yellow cluster) or lower (red cluster) than in the other 

clusters. 
  

Figure 6. Cluster composition at the different experimental time points. Mean±SD fraction of pixels 

assigned to the four different clusters before, directly after and at 3 days after HIFU treatment. * 

indicates a significant increase in the fraction of pixels directly after HIFU compared to before HIFU 

(p<0.05, one-sided paired t-test). 
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Table 1. Ktrans and ve values (mean±SD) in the four clusters. 

 

Cluster Ktrans [min-1] ve [-] 

Yellow 0.066±0.054 0.495±0.170 

Green 0.356±0.107 0.223±0.098 

Red 0.039±0.026 0.095±0.061 

Blue 0.150±0.044 0.138±0.067 

 

To gain insight in the regional distribution of the different clusters with respect to the 

non-perfused volume, the minimal distance of each perfused pixel in each cluster to 

the closest non-perfused pixel was determined. The histograms in Figure 7 show the 

distribution of these minimal distances for all clusters at the two time points after 

HIFU treatment and provide information on the proximity of the different clusters to 

the non-perfused volume.  

 

Both directly and at 3 days after HIFU treatment, the red cluster was most closely 

located to the non-perfused volume. The yellow cluster was more closely located to 

the non-perfused volume than the green and blue clusters, but further away from the 

non-perfused volume than the red cluster. The median minimal distances between the 

four clusters and the non-perfused volume, averaged for all HIFU-treated animals, are 

given in Table 2 for both time points after treatment. Directly after HIFU, the average 

distance to the non-perfused volume was significantly smaller for the red cluster 

compared to all other clusters. Furthermore, a significantly smaller distance to the 

non-perfused volume was observed for the yellow cluster compared to the blue 

cluster. At 3 days after HIFU treatment, the red cluster was still significantly closer to 

the non-perfused volume than the blue cluster.  

  

Figure 7. Spatial distribution of clusters with respect to non-perfused volume. Distribution of the minimal 

distance of the pixels in each of the four different clusters to the closest non-perfused pixel directly after 

and at 3 days after HIFU treatment. The yellow, green, red and blue lines represent the different clusters. 

The dashed lines represent the clusters with a treatment-associated increase in the fraction of pixels 

(yellow and red clusters) and the solid lines represent the other (blue and green) clusters. 
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Table 2. Distance of clusters to the non-perfused volume. Median minimal distance from the different 

clusters to the non-perfused volume averaged for all HIFU-treated animals, at both time points after HIFU 

treatment. Data are presented as mean±SD. # and ## indicate a significantly smaller distance of a cluster to 

the non-perfused volume compared to the cluster(s) indicated between the parentheses, with p<0.05 and 

p<0.001, respectively. 

 

Cluster Distance directly after HIFU 

[pixels] 

Distance 3 days after HIFU 

[pixels] 

Yellow              2.31±0.67 # (blue)              2.51±0.34 

Green              2.79±1.67              3.67±1.78 

Red              1.52±0.51 #(green, blue) ##(yellow)              2.15±0.68 # (blue) 

Blue              3.13±1.50              3.41±1.25 

 

Representative microscopy images of H&E-stained sections of a tumor excised at ~2.5 

h after HIFU treatment are shown in Figure 8. A region of viable tumor tissue was 

observed, which was structurally intact (Figure 8A). The cells in the viable tumor 

tissue were densely packed and cell nuclei had a normal appearance. In addition, a 

zone of coagulated tissue was observed, surrounded by a region characterized by 

structural disruption (Figure 8B). The nuclei of the cells in the coagulated zone were 

typically dark and shrunken. Gaps between the tumor cells were visible in the 

structurally disrupted tumor tissue (Figure 8B and C). Disrupted tumor blood vessels 

and presence of red blood cells in the extravascular space were observed, indicative of 

hemorrhages (Figure 8B and D). These hemorrhages were mainly located close to the 

coagulated areas.  

Figure 8. H&E microscopy. Representative brightfield microscopy images of H&E-stained sections of a 

HIFU-treated CT26.WT tumor excised at ~2.5 h after treatment. A) Viable tumor tissue at 20x 

magnification. B) Border zone of coagulated tumor tissue surrounded by structurally disrupted tumor 

tissue at 20x magnification. C) Structurally disrupted tumor tissue at 100x magnification. D) Region with 

hemorrhage at 100x magnification.  



Chapter 6 

170 

Analysis of microvascular functionality, by a combined CD31 and glut-1 staining, was 

focused on the viable tumor tissue of tumors excised at 3 days after HIFU. The good 

agreement between non-perfused and non-viable tumor fractions at that time point 

(Figure 3D) allowed for comparison of the cluster results of the perfused pixels with 

changes in CD31 and glut-1 staining in the viable tumor tissue. Representative CD31 

and glut-1 microscopy images of a tumor excised at 3 days after HIFU are shown in 

Figure 9B, with the corresponding NADH-diaphorase staining shown in Figure 9A. 

Generally, a larger number of CD31 positive tumor pixels and a higher glut-1 intensity 

were observed in the ‘Near non-viable’ tumor tissue than in the ‘Remote’ tumor tissue. 

Quantitative analysis (Figure 9C) showed that the vascular surface fraction of the 

different mice was slightly higher in the ‘Near non-viable’ tumor tissue than in the 

‘Remote’ tumor, although these differences were not significant (p=0.32). The mean 

glut-1 intensity of the different mice was higher (not significantly, p=0.16) in the 

‘Near non-viable’ tumor tissue compared to the ‘Remote’ tumor tissue.  

 

 

  

Figure 9. Microvascular endothelium (CD31) and hypoxia (glut-1) immunohistochemistry. A) NADH-

diaphorase staining for cell viability of a section with a large non-viable tumor fraction (with ‘Near non-

viable’ tumor tissue) and a distant section with a low non-viable tumor fraction (with ‘Remote’ tumor 

tissue). Both sections originate from the same tumor, excised at 3 days after HIFU. B) Representative 

CD31 and glut-1 fluorescence microscopy images of adjacent tumor sections. The non-viable and entire 

tumor tissue are delineated in white and blue, respectively. The analysis was performed on the viable 

(either ‘Remote’ or ‘Near non-viable’) tumor tissue. C) Quantification of the mean±SD microvascular 

density and mean±SD glut-1 intensity in the ‘Remote’ and ‘Near non-viable’ tumor tissue of the ‘3 days 

after HIFU’ animals. 
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6.4. Discussion 

 

In this study, pharmacokinetic analysis of DCE-MRI data was performed to identify 

tumor regions with different contrast agent uptake-kinetics longitudinally after HIFU 

treatment. In addition to the commonly performed assessment of non-perfused 

volumes, cluster analysis of pharmacokinetic parameters was performed to gain 

insight in more subtle underlying changes in vascular status in the area surrounding 

the non-perfused central ablation volume. 

 

A significant increase in the non-perfused tumor volume was observed directly after 

HIFU treatment (Figure 3A). At this time point, the non-perfused tumor fractions were 

generally higher than the histology derived non-viable tumor fractions (Figure 3D). 

This finding is possibly caused by HIFU-induced destruction of tumor vasculature in 

the zone surrounding the ablated region, which could lead to delayed cell death 

(23,25,27,42). This delayed cell death may explain the better agreement between the 

non-viable and non-perfused tumor fractions at 3 days after treatment. Temporary 

HIFU-induced vascular constriction (43) could also have contributed to the higher non-

perfused fraction directly after treatment, although this contribution is probably minor 

since the non-perfused tumor volume at 3 days after HIFU was not significantly lower 

than directly after HIFU (Figure 3A). The correlation between non-viable and non-

perfused tumor fractions for the non-treated control animals was low, in contrast to 

the treated animals (Figure 3D). For the control animals, the non-perfused tumor 

fraction was generally higher than the non-viable tumor fraction. Likely, part of the 

non-perfused pixels represented hypoxic, yet viable, tumor tissue, which is also known 

to be poorly perfused (44,45). This hypoxic tissue may become necrotic at a later 

stage of tumor progression. Therefore, non-perfused pixels do not necessarily 

represent necrosis leading to a disagreement between the non-viable and non-

perfused tumor fractions. This complicates the classification of tumor as non-viable 

solely based on the lack of contrast enhancement after HIFU in a setting in which 

tumors were already relatively non-perfused before treatment.  

 

Nevertheless, pharmacokinetic analysis can still give additional insights in uptake-

kinetics and thereby provide information on changes in the underlying vascular status 

in the zone peripheral to the central ablation volume. Histogram and cluster analysis 

(Figure 4, 5 and 6) of the pharmacokinetic parameters in the perfused pixels showed 

that there were subtle yet significant HIFU-induced changes in the pharmacokinetic 

parameter values in the areas surrounding the non-perfused volume. Since in two 

clusters the fraction of pixels significantly increased directly after HIFU treatment 

(Figure 6), these alterations were assumed to be treatment-associated. The 

composition of the clusters was very similar directly and at 3 days after HIFU 

treatment, which indicated that there were no apparent changes in contrast agent 

uptake-kinetics in the perfused tumor tissue between these time points. One of the 

treatment-associated clusters was characterized by a low Ktrans and high ve (yellow 

cluster) and the other by a low Ktrans and low ve (red cluster) combination (Table 1). 

The uptake-kinetics (Figure 5) characterizing the region with low Ktrans and high ve 

could be explained by a more difficult contrast agent access due to HIFU-induced 
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vascular congestion and hemorrhage, but a higher capacity for accumulation due to 

the presence of vacuolation and structural disruption in the extravascular tissue space. 

The low Ktrans and low ve in the other cluster with a treatment-associated increase in 

fraction of pixels (red cluster) was likely caused by more severe vascular damage, 

which may include vascular disruption, congestion and hemorrhage. Regions with 

these types of vascular characteristics around the central region of coagulative 

necrosis were previously also identified with DCE-MRI analysis and confirmed by 

extensive histological evaluation in a study on HIFU treatment of rabbit thigh muscle 

(31). 

 

Pixels in the clusters with treatment-associated changes (yellow and red clusters) 

were located more closely to the non-perfused pixels than pixels in the other clusters 

(Figure 7). In addition, H&E staining confirmed the presence of tumor regions with 

structural disruption and hemorrhage after HIFU (Figure 8). Vascular endothelium 

(CD31) and hypoxia (glut-1) dual staining was performed to gain more insight in the 

cause and consequences of the treatment-associated changes in the perfused tumor 

pixels. Since the pixels in the clusters with treatment-associated changes (yellow and 

red clusters) were located more closely to the non-perfused pixels than pixels in the 

other clusters (Figure 7), a section close to the non-perfused tumor and a remote 

section were selected for these histological analyses. No decreased vascular density 

could be observed in the ‘Near non-viable' tumor tissue compared to the ‘Remote’ 

tumor tissue (Figure 9). This suggested that the increased fraction of pixels in the red 

and yellow cluster, both characterized by a low Ktrans, was mainly a result of a 

decreased vascular function rather than a reduction of microvascular density. The 

decreased vascular function was also suggested by the higher glut-1 intensity in these 

regions. These findings were in agreement with the observed structural disruption and 

hemorrhage on H&E staining (Figure 8). Furthermore, the higher glut-1 intensity 

indicated that the observed treatment-associated changes in vascular status may have 

consequences for tumor oxygenation. Association of low Ktrans and ve values in non-

necrotic tumor regions with hypoxic tumor tissue has been previously shown by 

Egeland et al. (46). 

However, although the observed changes in the fractions of pixels in the different 

clusters were induced by HIFU treatment and histology provided information on the 

causes and consequences of these changes, the kinetic uptake characteristics of the 

red and yellow clusters cannot be regarded as specific for HIFU-treated tumor based 

on the presented results. The relatively high fraction of pixels in the red cluster before 

treatment (Figure 6), indicates that pixels with these characteristics can be naturally 

present in this tumor model. This could be explained by the fact that for this tumor 

model perfusion was relatively low in the tumor center. Therefore, most likely hypoxic 

regions with an impaired perfusion are naturally present. The large extent of poorly 

perfused tumor tissue in the non-treated tumors was rather unexpected, because it 

has been previously described that subcutaneous CT26 tumors are generally well-

vascularized (47) with limited necrosis (48). The overall lower perfusion observed in 

the present study could be caused by the difference in inoculation site (hind limb in 

our study vs. back in the referred studies). Application of the cluster analysis in better 

perfused tumor models could potentially allow for the detection of more pronounced 
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HIFU-induced changes in contrast agent uptake-kinetics and clusters that are more 

specific for HIFU-induced vascular alterations. The MRI measurements could not be 

performed earlier after tumor cell inoculation, because a minimal tumor volume of 

approximately 400 mm3 was required during HIFU treatment to prevent substantial 

damage to the surrounding muscle tissue. 

 

The HIFU treatment generally led to a decreased blood flow in the region around the 

coagulated zone. No evidence for an increased blood flow or enhanced microvascular 

permeability due to mild hyperthermia was observed. Hyperthermia of 43.5 °C has 

been shown to induce a gradual perfusion increase during the first 30 min after 

treatment, followed by a substantial decrease in perfusion up to 24 h after treatment 

(49). In our case, the heating times were most likely too short to induce any 

considerable perfusion increase. It is of key importance to verify that the hyperthermic 

conditions have indeed led to tumor regions with such vascular status in case one 

would want to exploit the increased perfusion or vascular permeability for adjuvant 

therapies (25). The delivery of chemotherapeutics in the tumor tissue is more effective 

in better-perfused tumors with permeabilized blood vessels. In addition, radiotherapy 

may become more effective, since an increase in perfusion leads to higher levels of 

oxygen, which acts as a radiosensitizer. In contrast, decreased microvascular 

functionality of the residual tumor tissue, as observed by DCE-MRI and histology in 

the present study, could severely affect adjuvant therapies. In addition, presence of 

hypoxic tumor cells after HIFU treatment may increase the risk of tumor progression, 

since hypoxic conditions can stimulate the pathway of angiogenesis (50,51). The 

cluster analysis of DCE-MRI data performed in the present study provides a way to 

non-invasively identify regions with such distinct vascular characteristics that are 

potentially clinically relevant with respect to adjuvant therapies.    

Additional histological analysis, in which the clusters with specific vascular 

characteristics are spatially compared to histological features, could give further 

insights in the underlying effects causing the observed vascular changes. The use of 

MRI-visible and histology-visible fiducial markers or tissue-marking dyes could aid in 

retrieving the MRI slice orientation on histology and thereby enable more direct 

histological validation of the cluster results (52). In order to establish exact spatial 

registration between the clustering results and histological data, a multi-step 

registration process, involving an intermediate ex-vivo MRI scan to account for tissue 

changes caused by tumor excision and histological processing, may be required (53). 

 

Furthermore, the histological analysis could be extended in order to allow for a more 

complete assessment of vascular status after HIFU treatment. The combined glut-1 

and CD31 staining represents a relatively indirect evaluation of vascular function and 

is therefore probably not sensitive enough to spatially differentiate between the 

different clusters. Infusion of the fluorescent vascular perfusion marker Hoechst (54-

56), or vascular permeability marker Evans Blue (57,58), would allow for a more 

direct and complete assessment of the tumor vascular characteristics and altered 

tumor vascular status after HIFU treatment. 

 



Chapter 6 

174 

HIFU treatment was performed outside the MR system, since the preclinical 

therapeutic ultrasound transducer is not MR-compatible. In a HIFU set-up with MRI 

guidance, temperature maps could be acquired during the treatment allowing changes 

in the pharmacokinetic parameters to be compared with the applied thermal dose 

(31). This information would also allow for a better definition of the danger zones 

around the central ablation volumes and a more detailed comparison between applied 

thermal dose, temperature-dependent changes in uptake-kinetics and histological 

appearance of these regions. In addition, it would be interesting to compare the DCE-

MRI results after HIFU treatment with the HIFU-induced changes in endogenous MRI 

parameters. Recently, we have shown that multiparametric MRI analysis based on T1, 

T2 and apparent diffusion coefficient data (33), amide proton transfer imaging (59) 

and T1ρ mapping (60) are all promising methods for the identification of HIFU-treated 

tumor tissue. Inclusion of these methods may improve discrimination between non-

perfused viable and non-perfused non-viable regions (61). In addition, T2
* 

measurements could supplement the DCE-MRI acquisition for the identification of 

vascular changes after HIFU treatment, since T2
* has been shown to strongly correlate 

with the extent of intratumoral hemorrhage (62). 

 

Measurements performed longitudinally during a longer time period after HIFU 

treatment would give further insight in the temporal response of tumor tissue to HIFU 

treatment. The DCE-MRI data in the current study were acquired up to 3 days after 

treatment. At a later time point after HIFU, repair processes such as regeneration, 

fibrosis and revascularization are expected that could alter the pharmacokinetic 

parameter values (26). In addition, it would be of interest whether early changes in 

contrast agent uptake-kinetics can be of prognostic value for the ultimate fate of the 

tissue. 

 

In conclusion, it was demonstrated that analysis of DCE-MRI data by means of cluster 

analysis on pharmacokinetic parameters can be used to identify regions with different 

contrast agent uptake-kinetics after HIFU treatment, that may be reflective of their 

vascular status. In addition to the commonly performed analysis of non-perfused 

tumor volume after HIFU treatment, the presented methodology gives additional 

insight in uptake-kinetics in the transition zone adjacent to central ablation volume. 

This method could aid in assessment of the consequences of the different vascular 

alterations after HIFU for the microenvironment and fate of the tissue and the 

sensitivity of the tumor to additional therapies.  
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Abstract  

 

For the clinical application of High Intensity Focused Ultrasound (HIFU) for thermal 

ablation of malignant tumors, accurate treatment evaluation is of key importance. In 

this study, we have employed a multiparametric MRI protocol, consisting of 

quantitative T1, T2, ADC, amide proton transfer (APT), T1ρ and DCE-MRI 

measurements, to evaluate MR-guided HIFU treatment of subcutaneous tumors in 

rats. K-means clustering using all different combinations of the endogenous contrast 

MRI parameters (feature vectors) was performed to segment the multiparametric data 

into tissue populations with similar MR parameter values. The optimal feature vector 

for identification of the extent of non-viable tumor tissue after HIFU treatment was 

determined by quantitative comparison between clustering-derived and histology-

derived non-viable tumor fractions. The highest one-to-one correspondence between 

these clustering-based and histology-based non-viable tumor fractions was observed 

for feature vector {ADC, APT-weighted signal} (R2 to line of identity (R2
y=x)=0.92) and 

the strongest agreement was seen at 3 days after HIFU (R2
y=x=0.97). To compare the 

multiparametric MRI analysis results with conventional HIFU monitoring and 

evaluation methods, the histology-derived non-viable tumor fractions were also 

quantitatively compared with non-perfused tumor fractions (derived from the level of 

contrast enhancement in the DCE-MRI measurements) and 240CEM tumor fractions 

(i.e. thermal dose>240 cumulative equivalent minutes at 43 °C). The correlation 

between histology-derived non-viable tumor fractions directly after HIFU and the 

240CEM fractions was high, but not significant. The non-perfused fractions 

overestimated the extent of non-viable tumor tissue directly after HIFU, whereas an 

underestimation was observed at 3 days after HIFU.   

In conclusion, we have shown that a multiparametric MR analysis, based on the ADC 

and the APT-weighted signal, can determine the extent of non-viable tumor tissue at 3 

days after HIFU treatment. We expect that this method can be incorporated in the 

current clinical workflow of MR-HIFU ablation therapies. 
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7.1. Introduction 

 
High Intensity Focused Ultrasound (HIFU) is a promising technique for the non-

invasive thermal treatment of tumors (1,2). For the clinical introduction of HIFU for 

thermal ablation of malignant tumors, accurate treatment planning, monitoring and 

therapy assessment are of critical importance to ensure a successful and safe 

treatment. To fulfill these needs, HIFU treatment is generally performed under image 

guidance, either by magnetic resonance imaging (MRI) or ultrasound. In an MR-guided 

HIFU (MR-HIFU) system, the HIFU transducer is e.g. integrated in the patient bed of a 

clinical MR scanner. MR thermometry can be utilized to monitor the temperature 

evolution in real-time (3) allowing for the definition of thermal dose areas which are 

lethal to the tumor tissue (i.e. tumor regions in which the delivered thermal dose was 

at least 240 cumulative equivalent minutes (CEM) at 43 °C) (4,5). In addition, the 

excellent soft tissue contrast of MRI offers unique possibilities for treatment planning 

and evaluation.   

Clinical evaluation of HIFU treatment with MRI has been mainly restricted to T2-

weighted and contrast-enhanced T1-weighted imaging. Although these methods 

provide useful information about treatment response (6-10), they often lack the 

sensitivity and/or specificity to accurately identify the non-viable tumor tissue after 

HIFU (10-12). 

We have previously shown that HIFU-treated non-viable tumor tissue can be 

accurately identified at 3 days after HIFU treatment using a multiparametric MRI 

analysis of combined T1, T2 and apparent diffusion coefficient (ADC) data (13). 

However, directly after treatment, the multiparametric analysis performed less well 

with respect to the identification of non-viable tumor tissue. Other MRI methods, 

especially those that are sensitive to protein denaturation and aggregation, which 

occur instantly during HIFU treatment, may be more suitable for direct treatment 

evaluation. Amide proton transfer (APT) imaging is a very promising method for tumor 

tissue characterization (14-19) and treatment evaluation (20). APT imaging selectively 

measures the saturation transfer from amide protons of mobile proteins and peptides 

to bulk water protons. Another MR parameter that is sensitive to macromolecular 

changes in the tumor tissue is the longitudinal relaxation time in the rotating frame 

(T1ρ). T1ρ is primarily sensitive to protein-water interactions. In recent studies we have 

shown that APT imaging and T1ρ mapping are both promising MRI methods for the 

detection of HIFU-induced macromolecular tissue changes (21,22).  

We hypothesized that inclusion of these advanced MR contrast parameters in the 

previously described multiparametric analysis leads to a more accurate identification 

of successfully HIFU-treated tumor tissue. Therefore, the goal of the current study was 

to identify a subset of MRI parameters that are suitable for accurate early HIFU 

therapy assessment. In addition, we aimed to compare the performance of this 

optimal multiparametric analysis with conventional HIFU monitoring and evaluation 

methods, namely MR thermometry and contrast-enhanced MRI. Such quantitative 

comparison with conventional techniques could not be performed in our previous 

studies (13,21,22), mainly because the HIFU treatment was performed outside the MR 

system. In the present study, the HIFU treatment was performed in a rat tumor model 

on a clinical 3 Tesla MR-HIFU system, allowing for real-time acquisition of MR 
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temperature maps during treatment. The multiparametric MRI protocol, consisting of 

quantitative T1, T2, ADC, APT and T1ρ mapping was performed in the same MR-HIFU 

system before, directly after and at 3 days after HIFU treatment. In addition, dynamic 

contrast-enhanced MRI (DCE-MRI) was performed after HIFU to assess changes in the 

tumor vascular status and to determine the non-perfused tumor volume after 

treatment. Cluster analysis, that segments the multiparametric data into tissue 

populations with similar MR parameter values, was performed on all possible 

combinations of the endogenous MR contrast parameters. The optimal subset of MRI 

parameters for HIFU treatment evaluation was determined by quantitative comparison 

between clustering-derived and histology-derived non-viable tumor fractions. The 

performance of the proposed multiparametric analysis with respect to the 

identification of non-viable tumor tissue was compared to contrast-enhanced MRI and 

MR thermometry by quantitative correlation analyses between clustering-derived non-

viable tumor fractions, non-perfused tumor fractions, 240CEM tumor fractions (i.e. the 

fraction of the tumor in which the thermal dose exceeded 240CEM) and histology-

derived non-viable tumor fractions. 

 
7.2. Experimental 

 

7.2.1. Ethics statement 

All animal experiments were performed according to the Directive 2010/63/EU of the 

European Commission and approved by the Animal Care and Use Committee of 

Maastricht University (protocol: 2012-171). 

 

7.2.2. Rat tumor model 

5 to 7-week old female Fischer 344 rats (Charles River, Maastricht, The Netherlands) 

were inoculated with 1*106 GS 9L cells (early passages of the original batch obtained 

from Public Health England, London, UK) in 100 µL phosphate buffered saline (PBS, 

Sigma-Aldrich, St. Louis, MO, USA), subcutaneously in the left hind limb. The average 

tumor size at the time of the first MRI examination was 878±533 mm3
 as determined 

from region-of-interest (ROI) analysis on the anatomical MR images. 

 

7.2.3. Study design 

The tumor-bearing rats underwent MRI directly before (n=12), directly after (n=12) 

and 3 days after (n=6) HIFU treatment. A non-treated control group (n=6) was 

included that underwent MRI at the same time points, but did not undergo MR-HIFU 

treatment. Immediately after the final MRI measurement, rats were sacrificed by 

cervical dislocation and tumors were excised for histological analysis. This study 

design resulted in three different groups for histology; rats that were sacrificed 

immediately after the MRI scan directly after MR-HIFU ablation (referred to as ‘Directly 

after HIFU’, n=6), rats that were sacrificed directly after the MRI scan at 3 days after 

MR-HIFU ablation (referred to as ‘3 days after HIFU’, n=6) and a non-treated control 

group (referred to as ‘Control’, n=6). 
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7.2.4. MR-guided HIFU treatment 

 

7.2.4.1. MR-HIFU system and small animal setup 

HIFU treatment was performed using a clinical 3T MR-HIFU system (Philips Sonalleve, 

Philips Healthcare, Vantaa, Finland). A dedicated small animal HIFU-compatible MR 

receiver coil (Philips Healthcare, Vantaa, Finland) with a multi-channel volumetric 

design was used to obtain optimal signal to noise ratio. The utilized MR-HIFU system 

and small animal set-up have been described in detail previously (23). 

 

7.2.4.2. Animal handling 

Animals were anesthetized with 3% isoflurane in medical air (0.6 L/min) and 

maintained with 1.0-2.5% isoflurane during the HIFU treatment and MRI 

measurements. At least 30 minutes prior to HIFU treatment, precautionary analgesia 

was given (carprofen; rhymadyl, 4 mg/kg s.c.). An equal dose of analgesia was 

administered to the control animals before the first MRI measurement. For optimal 

coupling of the ultrasound to the skin, fur was removed from the tumor and hind limb 

by shaving and application of a depilatory cream (Veet, Hoofddorp, The Netherlands). 

During MRI measurements and MR-HIFU treatment, the animal’s respiration rate was 

monitored with a pressure balloon sensor (Graseby, Smiths Medical, St Paul, MN, USA) 

and core body temperature was monitored using a rectal optical temperature probe 

(Neoptix, Québec City, Canada) and maintained at 37 °C using a custom-made warm-

water circuit with temperature feedback. The tumor-bearing paw was submerged in a 

mixture of degassed ultrasound gel and water. Similar to regulation of the animal’s 

temperature, the temperature of the gel/water mixture was monitored and maintained 

at 37 °C using an optical temperature probe and a warm-water circuit. More specific 

details on the used MR-HIFU system can be found elsewhere (23). 

 

7.2.4.3. HIFU treatment 

A 4-mm diameter treatment cell was positioned within the tumor using anatomical MR 

images. Volumetric thermal ablation of the tumor tissue was performed with a 256-

element spherical phased array transducer (aperture=13 cm, focal length=12 cm, 

ellipsoid focal spot size (-6 dB)=1x1x7 mm3). A single focus point was electronically 

steered along a circular trajectory, consisting of 8 points (50 ms sonication 

time/point), perpendicular to the direction of ultrasound propagation, as described 

previously (23,24). The order of sonication was chosen in such a way that the distance 

between successive points was maximized, ensuring an even temperature rise over 

the entire circle. Ultrasound was applied as a continuous wave with a frequency of 

1.44 MHz. Thermal ablation was performed by 90 seconds of sonication at 35 W 

acoustic power (resulting in an average maximum ablation temperature of 58.5±5.6  

°C (n=12)). The sonication time was intentionally kept constant rather than using the 

MR thermometry-based feedback control to stop the sonication when a certain target 

temperature or thermal dose was reached. It has been previously described that HIFU 

treatment using a constant power and sonication time without feedback results in a 

wider spread of temperatures in the treatment volume and subsequently to a larger 

variation in the thermal lesion size, as compared to sonications with MR thermometry 

feedback (25). Since a large spread in thermal lesion size and subsequently a large 
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range of non-viable tumor fractions was beneficial for the correlation analyses 

between MRI-derived and histology-derived non-viable tumor fractions in the current 

study, the sonications were performed without thermometry feedback. Tumors were 

only partially treated with a single treatment cell, which was smaller than the typical 

tumor diameter, to allow for the presence of both treated and untreated tumor tissue 

in the multiparametric MR images. 

 

7.2.4.4. MRI protocol 

The MRI protocol started with a T2*-weighted 3D gradient-echo acquisition (TR=15 

ms, TE=12 ms, field of view (FOV)=280x280x20 mm3, acquisition 

matrix=256x256x10, reconstruction matrix=1008x1008x10, reconstructed voxel 

size=0.28x0.28x2 mm3, flip angle (FA)=10°, number of averages (NA)=2, scan 

duration=1 min 58 s) to check for the presence of air bubbles in the HIFU beam path 

or in close proximity to the tumor tissue. A relatively large FOV was chosen for this 

sequence in order to visualize the entire water/gel mixture surrounding the tumor-

bearing paw.  

The HIFU treatment cell was planned on anatomical images covering the entire tumor, 

acquired with a multi-slice steady-state gradient-echo sequence (TR=793 ms, TE=13 

ms, FOV=40x48x20 mm3, acquisition and reconstruction matrix=160x192x20, 

reconstructed voxel size=0.25x0.25x1 mm3, FA=20°, NA=2, scan duration=5 min 6 

s).  

The temperature rise in the treatment area during MR-HIFU ablation was monitored 

with a dynamic gradient-echo segmented EPI acquisition (TR=38 ms, TE=20 ms, 

FOV=250x250 mm2, acquisition matrix=176x169, reconstruction matrix=176x176, 

reconstructed voxel size=1.42x1.42x4.08 mm3, FA=19.5°, EPI factor=7, NA=2, 

temporal resolution=4.8 s) in 3 adjacent slices perpendicular and 1 slice parallel to the 

acoustic beam path. 

 

The multiparametric MRI protocol consisted of quantitative assessment of the T1, T2, 

ADC, APT-weighted signal and T1ρ, as well as a DCE-MRI acquisition. For the HIFU-

treated animals, DCE-MRI was only performed after the HIFU treatment, since the 

presence of the paramagnetic Gd could affect the assessment of the endogenous 

contrast parameters directly after treatment and induce inaccuracies in the 

temperature mapping due to magnetic susceptibility changes (26). The 

multiparametric acquisitions performed directly after treatment were started after the 

temperature of the tumor-bearing paw was decreased to baseline temperature again 

(5-10 min waiting time) to prevent influences of temperature changes on the MRI 

parameter estimations. The acquisitions of the multiparametric protocol were 

performed with a FOV of 150x150x10 mm3 and reconstructed at a voxel size of 

0.94x0.94x2 mm3, resulting in a 3D matrix size of 160x160x5. For the DCE-MRI 

sequence the FOV was extended to 150x150x30 mm3 (matrix size 160x160x15) to 

avoid aliasing artifacts, with the same center slice positions and reconstructed voxel 

size as for the other sequences. The orientation of the central slice of all imaging 

methods of the multiparametric MRI protocol was aligned with the central slice of the 

temperature mapping sequence, perpendicular to the acoustic beam axis. 
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T1 mapping was performed using a 3D Look-Locker segmented gradient-echo (turbo 

field echo) sequence. T1-weighted images were acquired with inversion times ranging 

from 18-6418 ms in steps of 100 ms. Further acquisition parameters were: TR=5.6 

ms, TE=2.8 ms, FA=5°, turbo-factor 10, NA=1, scan duration: 8 min. 

T2 mapping was performed by acquisition of T2-weighted images with TE ranging from 

4.1-251.7 ms in steps of 16.5 ms using a multi-slice fast spin-echo sequence 

(TR=14526 ms, NA=1, scan duration=12 min 35 s).  

For ADC mapping a diffusion-weighted echo planar imaging (EPI) sequence was used, 

with b-values of 0, 100, 200, 400, 600, 800, 1200 s/mm2. Other imaging parameters 

were: TR=1000 ms, TE=71 ms, FA=90°, EPI factor=11, NA=2, scan duration=9 min 

22 s.  

For APT imaging, a z-spectrum was recorded using a 3D turbo gradient-echo sequence 

with irradiation offsets ranging from -6 to 6 ppm with 0.5 ppm steps. The saturation 

pulses were continuous wave RF pulses with a duration of 2 s at a saturation power 

level corresponding to a field amplitude of B1,rms=1.8 µT. In addition, a control 

acquisition (S0) was performed with irradiation at ~-1560 ppm. Further acquisition 

parameters were: TR=7.5 ms, TE=3.8 ms, FA=20°, turbo-factor=75, NA=2, scan 

duration=17 min 50 s. B0 homogeneity was improved by local second-order pencil-

beam shimming. 

T1ρ was acquired with a 3D gradient-echo sequence (TR=3.6 ms, TE=2.1 ms, FA=20°, 

NA=8, scan duration 3 min 54 s), with a spin-lock preparation compensated for B1 and 

B0 field imperfections (27). Images were acquired with 2 different spin-lock durations 

(5 and 40 ms) using a spin-lock amplitude of 350 Hz. 

DCE-MRI was performed with an RF-spoiled 3D T1-weighted turbo gradient-echo 

sequence with the following acquisition parameters: TR=5.2 ms, TE=2.6 ms, FA=15°, 

NA=1, dynamic scan time=4.3 s, total scan duration=10 min 46 s. After 1 minute of 

pre-contrast images acquisition, a bolus of 0.2 mmol/kg Gd-DOTA (Dotarem; Guerbet, 

Villepente, France) with a saline flush was injected in 5 s at a rate of 3 mL/min by use 

of an infusion pump (Chemyx Fusion 100, Stafford, TX, USA).  

 

The total acquisition time of the multi-slice multiparametric protocol was 

approximately 75 minutes. 

 

7.2.5. Image processing and generation of parameter maps 

Data analysis was performed with Mathematica 8.0 (Wolfram Research, Champaign, 

IL, USA) and MATLAB R2013a (MathWorks, Natick, MA, USA). Tumor ROIs were 

manually drawn using the image with TE=37.1 ms of the T2 mapping dataset. 

Diffusion-weighted images were used as a visual reference for the correct 

identification of tumor tissue. Parameter maps were calculated on a pixel-by-pixel 

basis in each slice. Only the central slice of the multiparametric images was selected 

for all further analyses, since the orientation of this slice corresponded to the central 

slice of the temperature maps perpendicular to the HIFU beam axis. T1 maps were 

generated as described previously (28). To calculate the T2 maps, mono-exponential 

fitting was performed through the multi-echo data, omitting the first two echoes due 

to signal fluctuations. The ADC was determined by mono-exponential fitting through 

the signal intensities at the 4 highest b-values (400, 600, 800, 1200 s/mm2). 
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For analysis of the APT data, first the minimum of the z-spectrum was determined by 

fitting a 23rd-order polynomial function through the z-spectrum after which the 

minimum of this function was calculated. An example of a fitted z-spectrum curve can 

be found in Supplemental Information 1 (Figure S1). Subsequently, the minimum of 

the z-spectrum was centered at 0 ppm and the APT-weighted signal maps were 

generated via a magnetization transfer asymmetry (MTRasym) analysis using MTRasym = 

(Ssat(-3.5 ppm)-Ssat(3.5 ppm))/S0, in which Ssat(-3.5 ppm) and Ssat(3.5 ppm) are the 

signal intensities in the z-spectrum at -3.5 ppm and 3.5 ppm from the water 

frequency, respectively, and S0 is the signal intensity in the acquisition with the 

saturation offset far from the water peak (~-1560 ppm). The T1ρ values were 

determined by calculation of (tsl,2-tsl,1)/ln(SIsl,1/SIsl,2), where tsl,1 and tsl,2 are the 

different spin-lock durations and SIsl,1 and SIsl,2 are the corresponding signal 

intensities. 

From the DCE-MRI data, dynamic T1 values were calculated in the tumor ROIs from 

the dynamic signal intensities and the pre-contrast T1 values using the signal equation 

for an RF-spoiled gradient-echo sequence (29). Dynamic T1 values were converted to 

dynamic contrast agent concentrations ([CA]) using the relaxivity of Dotarem (3.78 

mM-1s-1), which was measured ex vivo in rat plasma at 3 T at 37 °C. Tracer-kinetic 

analysis of the DCE-MRI data was performed with a custom-written MATLAB tool. The 

standard Tofts model (30) was fitted to the DCE-MRI data to determine the transfer 

constant Ktrans and extravascular extracellular volume fraction ve in each tumor pixel. A 

delay term (td) was included in the model to allow for a delay between bolus arrival in 

the blood and the tissue response. A population-averaged bi-exponential arterial input 

function (AIF) was used as proposed by McGrath et al. (31). The bi-exponential AIF is 

described by: 

 

𝐶𝑝(𝑡) = {
 0                                       𝑡 < 𝑡𝑖

 𝑎1𝑒−𝑚1𝑡 + 𝑎2𝑒−𝑚2𝑡     𝑡 ≥ 𝑡𝑖
 

in which ti is the injection time. The exponents of the bi-exponential function were 

determined based on blood kinetics data of Dotarem acquired in 3 separate female 

Fischer 344 rats. Blood sampling in these separate animals was performed from the 

saphenous vein at different time points (0.5, 2, 5, 10, 15, 20, 30 min) after contrast 

agent injection. The Gd3+ concentration in the blood samples was determined by 

means of Inductively Coupled Plasma Atomic Emission Spectrometry or Inductively 

Coupled Plasma Mass Spectrometry. The blood concentrations of Gd3+ were converted 

to plasma concentrations using a hematocrit value of 53.8%, as reported for the used 

rat strain (32). Subsequently, the bi-exponential model was fitted to the plasma 

concentration-time data points. The a1 and a2 parameters following from this fit were 

adapted such that the sum of a1 and a2 was equal to the theoretical peak 

concentration, which was calculated based on the injected dose and the rat plasma 

volume. These adaptations led to the following bi-exponential AIF parameters: 

a1=5.38 mM, a2=1.38 mM, m1=2.82 min-1, m2=0.04 min-1. 

 

The Standard Tofts model was fitted to the dynamic [CA] curves using the MATLAB 

function lsqcurvefit, with constraints Ktrans≥0  min-1, kep (=Ktrans/ve) ≥0 min-1 and 

0≤td≤7 repetitions. Tumor pixels were considered non-perfused if the median dynamic 



Multiparametric MRI evaluation of MR-HIFU tumor therapy 

189 

[CA] after injection was lower than 5 times the standard deviation (SD) of the data 

points in the dynamic [CA] curve before injection. 

 

Maximum temperature maps were generated from the acquired MR thermometry data. 

Thermal dose maps were calculated using the Sapareto-Dewey equation (33) with 43 

°C as reference temperature. Although the slice orientation was the same for the 

temperature maps and the multiparametric MR images, the image resolution and 

position within the slice plane of the temperature maps and multiparametric MR 

images were different. Therefore, registration of the temperature maps to the 

multiparametric images was performed by translation and interpolation in the slice 

plane. 240CEM thermal dose areas were defined and MR parameter changes directly 

after MR-HIFU treatment were related to the maximum temperature and thermal 

dose. 

Histograms of the parameter values in the tumor pixels at the different time points 

were calculated for all MRI parameters to assess HIFU-induced changes in the 

parameter distributions. 

 

7.2.6. Cluster analysis  

k-means cluster analysis was performed to segment the multiparametric MRI data into 

groups of pixels, i.e. clusters, with similar MR parameter values (34). Clustering was 

performed on all data (i.e. of all animals (both treated and non-treated) and all time 

points) simultaneously. Prior to clustering, the parameter values were normalized 

(mean=0, standard deviation=1) to prevent scaling bias between the different MR 

parameters. Clustering was performed with a custom-written Mathematica tool with 2 

to 6 clusters and all possible feature vectors (i.e. all different combinations of MR 

parameters). The pharmacokinetic parameters resulting from the DCE-MRI analysis 

were not included in the cluster analysis, since DCE-MRI was only performed after 

treatment. 

After clustering with the different feature vectors, clusters were defined as non-viable 

if the fraction of pixels that was assigned to that cluster significantly increased after 

MR-HIFU ablation (either directly or at 3 days after ablation) compared to before 

treatment (one-sided paired Student’s t-test, P<0.05). The remaining clusters were 

defined as viable. Subsequently, all tumor pixels were classified as either viable or 

non-viable based on the cluster to which they were assigned. Based on this 

classification, the k-means clustering-derived non-viable tumor fractions were 

calculated for each tumor and for each feature vector. 

 

7.2.7. Histology 

After sacrifice, the skin was removed from the tumor and four lines of different colors 

were drawn on the tumor tissue using a tissue marking dye kit (Sigma-Aldrich). The 

planes in which the lines were applied were perpendicular to the direction of the MRI 

slices, which was retrieved by using the acquired anatomical MRI images as a visual 

reference. The exact positioning of the four lines can be observed in Supplemental 

information 2 (Figure S2). Subsequently, the entire tumor was removed and put in a 

dedicated tissue holder. Using the applied color lines and the MRI images as reference, 

the tumor was cut in two pieces, such that the cutting face matched with the central 
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slice of the multiparametric and MR thermometry acquisitions. Subsequently, one of 

the pieces was processed to prepare paraffin sections and the other to prepare 

cryosections. For cryosections, tumors were embedded in Cryomatrix (Shandon, 

Thermo Scientific, Waltham, MA, USA), snap-frozen in isopentane of -40 °C and stored 

at -80 °C. For paraffin sections, the tumors were fixed in 4% formaldehyde solution 

for approximately 40 hours and then stored in 70% ethanol until they were embedded 

in paraffin. Both the paraffin-embedded and the snap-frozen tumor pieces were 

subsequently cut in 5-6 µm thick sections.  

For quantitative assessment of the non-viable tumor fraction, cryosections were briefly 

air-dried and subsequently stained for nicotinamide adenine dinucleotide (NADH) 

diaphorase activity as a marker for cell viability. Tumor sections were incubated in 

filtered Gomori-Tris-HCl buffer of pH 7.4, with 0.71 mg/mL β-NAD reduced disodium 

salt hydrate (Sigma-Aldrich) and 0.29 mg/mL nitro blue tetrazolium (Sigma-Aldrich) 

for 1 hour at 37 °C. 

The paraffin sections were used for hematoxylin and eosin (H&E; Sigma-Aldrich) 

staining to assess morphological tumor changes after MR-HIFU ablation. 

After staining, one paraffin section and one cryosection were selected (blinded from 

the MRI results) for each tumor and brightfield microscopy was performed on a 

Pannoramic MIDI digital slide scanner (3DHistech Ltd, Budapest, Hungary) at 41x 

magnification to obtain images of the entire tumor section. 

Analysis of the microscopy images of the NADH diaphorase-stained tumor sections 

was performed in Mathematica 8.0. For quantification of the non-viable tumor fraction, 

ROIs were manually drawn around the entire tumor tissue and around the pale non-

viable tumor tissue. For each tumor the non-viable tumor fraction was determined 

from the ratio between the two ROI areas. 

 

7.2.8. Comparison between MRI and histology 

The cluster results of the different feature vectors were analyzed by quantitative 

comparison between clustering-derived and histology-derived non-viable tumor 

fractions. This comparison was done by assessment of the Pearson’s correlation 

coefficient and the one-to-one correspondence between the fractions. The latter was 

determined by calculation of the coefficient of determination (R2
y=x) between the data 

points and the line of identity. The R2
y=x was calculated using the following formula 

(35): 

 

𝑅2
𝑦=𝑥 = 1 −

∑(𝑦𝑖−𝑥𝑖)2

∑ 𝑦𝑖
2 , 

 

in which xi and yi are the non-viable fractions derived from histology and clustering, 

respectively. All groups (‘Directly after HIFU’, ‘3 days after HIFU’ and ‘Control’) were 

combined in this analysis. The feature vector with the highest one-to-one 

correspondence between clustering-derived and histology-derived non-viable tumor 

fractions was selected as the optimal feature vector for the identification of non-viable 

tumor tissue. After selection of the optimal feature vector, the one-to-one 

correspondence and Pearson’s correlation coefficient between clustering-derived non-

viable tumor fractions and histology-derived non-viable tumor fractions were also 
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determined separately for the different experimental groups. The histology-derived 

non-viable fractions were also quantitatively compared to the DCE-MRI-derived non-

perfused fractions and the 240CEM fractions, again by calculation of the R2
y=x and the 

correlation coefficient. 

 

7.2.9. Statistical analysis 

All data are shown as mean±SD. Two-sided paired t-tests were used to compare: the 

average parameter values in the tumor ROI at both time points after HIFU treatment 

with before treatment; the histograms of the endogenous contrast MRI parameters at 

both time points after HIFU treatment with before treatment; and the average 

parameter values in the 240CEM area before and directly after HIFU ablation. Two-

sided t-tests assuming equal variances were used to compare: the average 

pharmacokinetic parameter values in the HIFU-treated and non-treated control tumors 

at the corresponding timepoints; and the Ktrans and ve histograms of the HIFU-treated 

and non-treated control animals at corresponding time points. The calculated 

Pearson’s correlation coefficients were tested for significance with a one-sample t-test. 

For all tests, the level of significance was set to α=0.05. 

 

7.3. Results 

 

7.3.1. MR parameter maps and average parameter values 

 

Representative MR parameter maps at the different experimental time points (‘Before 

HIFU’, Directly after HIFU’ and ‘3 days after HIFU’) are shown in Figure 1A. The 

observed changes in the individual endogenous MR parameter values after HIFU 

treatment were rather subtle and heterogeneous between the different endogenous 

contrast parameters. The Ktrans
 maps derived from the DCE-MRI measurements 

showed that the tumor was largely non-perfused directly after treatment, while the 

perfusion was partly restored at 3 days after treatment. On the maximum 

temperature maps (Figure 1B) a circular region was observed in which a significant 

temperature increase was measured. This circular region was more distinctly visible on 

the thermal dose maps (Figure 1B), because of the exponential increase of thermal 

dose at higher temperatures. The NADH-diaphorase-stained tumor section shown in 

Figure 1C, obtained at approximately the same position and orientation in the tumor 

as the MRI slice at 3 days after HIFU treatment, shows mostly non-viable tumor (pale) 

with a small amount of viable tumor (blue) on either side of the non-viable region. 
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Figure 1. A) Representative T2-weighted images and MR parameter maps (T1, T2, ADC, APTw signal, T1ρ, 

Ktrans and ve)  superimposed on the T2-weighted images in the center slice of the tumor-bearing hind limb, 

before, directly after and at 3 days after HIFU treatment. The parameter maps of Ktrans and ve before 

HIFU are absent, since DCE-MRI was not performed at this time point. The color coding represents the 

MR parameter values in the tumor, of which the scaling is given by the scale bar on the right and the 

range is indicated on the left side of each row. B) Maps of the maximum temperature that was reached 

(top) and the applied thermal dose in each tumor pixel (bottom). The scale bar on the right and the 

numbers on the left represent the range in parameter values. C) The NADH diaphorase-stained tumor 

section at the same location as the shown MRI slice, excised at 3 days after HIFU treatment. The blue 

region is viable tumor and the pale region is non-viable tumor. 
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Table 1 shows average MRI parameter values in the entire center slice, consisting of 

both HIFU-treated and non-treated tumor tissue because of the partial tumor ablation. 

 

Table 1. MR parameter values (mean±SD) in the entire center tumor slice of the HIFU-treated rats before 

HIFU, directly after HIFU, 3 days after HIFU, as well as in the control animals at day 0 and day 3. For the 

HIFU-treated animals, the p-values below the average endogenous parameter values (T1, T2, ADC, APTw 

signal and T1ρ) result from a paired two-sided Student’s t-test between the ‘Directly after HIFU’ (n=12; * 

indicates a significant difference) or ‘3 days after HIFU’ (n=6, # indicates a significant difference) data and 

the data of the corresponding rats in the ‘Before HIFU’ group. The p-values below the average 

pharmacokinetic parameter values (Ktrans and ve) result from a two-sided Student’s t-test between the HIFU-

treated and non-treated control tumors at the corresponding time points, either day 0 (& indicates a 

significant difference) or 3 ($ indicates a significant difference). The p-values given for the control animals at 

day 3 result from a two-sided paired Student’s t-test (P<0.05) between the data at day 0 and day 3. The p-

values are highlighted bold if the mean MR parameter values showed statistically significant differences 

(P<0.05). ‘n.a.’ Indicates that these parameters were not measured before HIFU treatment. 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

HIFU treatment resulted in a subtle, yet significant, decrease in ADC directly after 

HIFU, whereas ADC values were pronouncedly, and significantly, increased at 3 days 

after HIFU. In addition, T1 values were significantly decreased at 3 days after HIFU 

compared to before HIFU. The Ktrans and ve values were significantly lower in the HIFU-

treated tumors directly after HIFU compared to the control tumors at day 0. At 3 days 

after HIFU treatment, Ktrans remained significantly lower in the HIFU-treated tumors 

compared to the control tumors. 

 HIFU-treated animals Control animals 

Parameter Before 
HIFU 

Directly 
after 
HIFU 

3 days after 
HIFU 

Day 0 Day 3 

T1 
[ms] 

1674±41 1694±57; 
P=0.085 

1520±134; 
P=0.041 # 

1624±63 1581±96; 
P=0.347 

T2 
[ms] 

183±16 173±29; 
P=0.152 

160±17; 
P=0.111 

198±45 177±39; 
P=0.423 

ADC 
[10-3 mm2/s] 

1.14±0.14 1.04±0.14; 
P=0.030 * 

1.65±0.17; 
P=0.001 # 

1.21±0.19 1.27±0.13; 
P=0.614 

APTw signal 
[%] 

2.23±0.71 2.39±0.66; 
P=0.538 

1.55±1.36; 
P=0.150 

2.67±0.86 2.63±1.25; 
P=0.925 

T1ρ B1=350 

Hz 
[ms] 

127±9 136±18; 

P=0.178 

119±15; 

P=0.604 

116±20 115±22; 

P=0.918 

Ktrans 

[min-1] 

n.a. 0.013±0.010; 

P=0.013 & 
0.044±0.013; 

P=0.048 $ 
0.076±0.034 0.085±0.041; 

P=0.560 

ve 
[-] 

n.a. 0.093±0.046; 
P=0.000 & 

0.205±0.068; 
P=0.095 

0.258±0.040 0.332±0.151; 
P=0.301 
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Further insight in the MR parameter distributions in the tumor tissue at the different 

experimental time points is provided by the histograms of MR parameter values in all 

tumor pixels in the center slice, which can be found in the supplemental information 

(Supplemental Information 3). The most notable changes in these histograms were 

observed at 3 days after HIFU treatment. At that time point, a pronounced significant 

shift toward high ADC values and a slight, non-significant, shift toward low APT-

weighted signal values were observed. Results of the analysis of the relation between 

temperature/thermal dose and changes in MR parameter values directly after 

treatment can also be found in the supplemental information (Supplemental 

Information 4).  

 

7.3.2. Cluster analysis and feature vector selection 

After evaluation of the changes in the individual MR parameters, cluster analysis was 

performed to combine information of the different endogenous contrast MR 

parameters to identify HIFU-treated non-viable tumor tissue. Clusters were classified 

as non-viable when the fraction of pixels within the clusters significantly increased 

after HIFU treatment. Subsequently, the one-to-one correspondence (R2
y=x) between 

the non-viable tumor fractions derived from clustering with all different feature vectors 

and the histology-derived non-viable tumor fractions was determined. All experimental 

groups were included in this analysis. Clustering with 4 clusters led to a stronger one-

to-one correspondence between histology and clustering compared to other numbers 

of clusters. R2
y=x values between histology-derived non-viable tumor fractions and 

non-viable tumor fractions derived from clustering with 4 clusters are displayed in 

Table 2 for all feature vectors. Feature vector {ADC, APTw signal} was identified as 

the optimal feature vector, since clustering with these two MR parameters resulted in 

the best one-to-one correspondence (R2
y=x =0.92) between the histology-derived and 

clustering-derived non-viable tumor fractions.  



Multiparametric MRI evaluation of MR-HIFU tumor therapy 

195 

Table 2. One-to-one correspondence (R2
y=x) between histology-derived non-viable tumor fractions and non-

viable tumor fractions resulting from k-means clustering with 4 clusters and all possible feature vectors (i.e. 

combinations of MR parameters). All groups (‘Directly after HIFU’, ‘3 days after HIFU’ and ‘Control’) were 

combined in this analysis. The R2
y=x values are given for all feature vectors, grouped per number of MR 

parameters of which the feature vector consisted, and ordered from low to high values. The highest R2
y=x 

value is highlighted in bold (for feature vector {ADC, APTw signal}). 

 

   Feature vector R2
y=x 

1
 p

a
r
a
m

e
te

r
 {T1ρ}    -21.7 

{T2} 0.00 

{APTw signal} 0.00 

{T1} 0.16 

{ADC} 0.63 

2
 p

a
r
a
m

e
te

r
s
 

{T2, APTw signal} 0.00 

{T2, T1ρ} 0.00 

{APTw signal, T1ρ} 0.23 

{T1, ADC} 0.29 

{T1, APT} 0.37 

{T1, T1ρ} 0.48 

{T1, T2} 0.58 

{ADC, T1ρ} 0.60 

{T2, ADC} 0.81  

{ADC, APTw signal} 0.92 

3
 p

a
r
a
m

e
te

r
s
 

{T1, T2, T1ρ} 0.50 

{T1, APTw signal, T1ρ} 0.51 

{T2, APTw signal, T1ρ} 0.59 

{T1, T2, APTw signal} 0.61 

{T2, ADC, T1ρ} 0.61 

{T1, T2, ADC} 0.68 

{T1, ADC, T1ρ} 0.71 

{T2, ADC, APTw signal} 0.72 

{T1, ADC, APTw signal} 0.74 

4
 p

a
r
a
m

e
te

r
s
 {T1, T2, ADC, T1ρ} 0.55 

{T1, T2, APTw signal, T1ρ} 0.55 

{ADC, APTw signal, T1ρ} 0.73 

{T2, ADC, APTw signal, T1ρ} 0.74 

{T1, T2, ADC, APTw signal} 0.86 

{T1, ADC, APTw signal, T1ρ} 0.91 

5
 p

a
r
a
m

e
te

r
s
 {T1, T2, ADC, APTw signal, T1ρ} 0.77 
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 Representative cluster maps, resulting from clustering with the optimal feature vector 

{ADC, APTw signal} and 4 clusters, for all rats that underwent MRI follow-up until 3 

days after MR-HIFU are shown in Figure 2 at the three experimental time points. 

Figure 2. Representative results of k-means clustering with feature vector {ADC, APTw signal} and 4 

clusters at the different experimental time points of all animals in the experimental group ‘3 days after 

HIFU’, superimposed on the tumor pixels in the T2-weighted images. The MR slice of rat 1 is the same as 

the slice shown in Figure 1. The four colors (cyan, blue, orange and yellow) indicate to which of the four 

clusters the tumor pixels were assigned. 
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Before HIFU, almost all tumor pixels were assigned to the cyan and blue clusters. Also 

directly after HIFU treatment, only a minor number of pixels was assigned to the 

yellow and orange clusters. However, at 3 days after HIFU treatment large regions 

emerged in which pixels were assigned to the yellow and orange clusters. Remarkably, 

in rat 3 most tumor pixels remained in the blue and cyan clusters at 3 days after 

treatment, indicative of presence of a substantial amount of residual viable tumor 

tissue, which was confirmed by histology (see later in this section). However, the MR 

thermometry measurements suggested a successful ablation of this particular tumor 

(maximum temperature = 65.3 °C, 240CEM fraction = 0.32).  

 

The fractions of pixels assigned to the different clusters following from segmentation 

with feature vector {ADC, APTw signal} at the three time points of the HIFU-treated 

animals are shown in Figure 3. 

 

Indeed, a significantly increased fraction of pixels in the yellow and orange clusters 

was observed at 3 days after HIFU compared to before treatment. These clusters were 

therefore classified as non-viable. 

The average MR parameter values in the clusters resulting from segmentation with the 

optimal feature vector {ADC, APTw signal} are listed in Table 3. The clusters that 

were classified as non-viable were characterized by a high ADC value and either a low 

APT-weighted signal (yellow cluster) or an APT-weighted signal that is comparable to 

values measured before HIFU (orange cluster). 

 

Cluster ADC [10-3 mm2/s] APTw signal [%] 

Blue 0.97±0.18 1.83±0.62 

Cyan 1.11±0.26 3.69±0.76 

Orange 2.20±0.36 2.24±1.13 

Yellow 1.52±0.26 0.97±0.95 

Figure 3. Bar chart of the fraction of pixels within the different clusters at the different experimental 

time points. * denotes a significant increase in the fraction of pixels within the cluster compared to before 

HIFU (one-sided paired Student’s t-test, P<0.05). 

Table 3. MR parameter values (mean±SD) in the different clusters resulting from k-means clustering with 

feature vector {ADC, APTw signal} and 4 clusters. 
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The qualitative visual agreement between the clustering-derived and histology-derived 

non-viable tumor tissue at 3 days after HIFU treatment is depicted in Figure 4.  

  

Figure 4. Classification of the tumor pixels as viable (green) or non-viable (red) from clustering with 4 

clusters and feature vector {ADC, APTw signal} for all animals in the experimental group ‘3 days after 

HIFU’, superimposed on the tumor pixels in the T2-weighted images. The MR slice of rat 1 is the same as 

the slice shown in Figure 1. On the right side of the figure, the corresponding NADH-diaphorase-stained 

tumor sections are shown. The tumor regions that were identified as non-viable on histology is delineated 

by red contours. 
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Large tumor regions were classified as non-viable by the cluster analysis. These 

regions were generally in good visual agreement with areas of non-viable tumor tissue 

in histology. The remarkable cluster results of rat 3, that showed that the major part 

of the tumor was classified as viable at 3 days after treatment in contrast to what 

would be expected from the lethal thermal dose maps, were supported by histology. 

The NADH-diaphorase stained tumor section of this rat also indicated that a large part 

of the tumor was still viable at 3 days after HIFU. A similar figure of the visual 

qualitative comparison between clustering and histology for the animal sacrificed 

directly after treatment is given in Supplemental Information 5 (Figure S5). The visual 

agreement between clustering and histology was substantially lower at this time point 

after treatment.  

 

The correlation plot in Figure 5A demonstrates that clustering with 4 clusters and the 

optimal feature vector {ADC, APTw signal} resulted in a strong correlation (r=0.92) 

and good one-to-one correspondence (R2
y=x=0.92, corresponding to the value in Table 

2) between clustering-derived and histology-derived non-viable tumor fractions, when 

all data points of all experimental groups were combined. 

 

  

Figure 5. Correlation plots between clustering-derived and histology-derived non-viable tumor fractions 

resulting from k-means clustering with 4 clusters and feature vector {ADC, APTw signal}, for all data 

(‘Directly after HIFU’, ‘3 days after HIFU’ and ‘Control’) (A) and for the individual experiment time points 

(B, C and D). The symbols ■, ● and ∆ indicate the experimental groups ‘Directly after HIFU’, ’3 days after 

HIFU’ and ‘Control’, respectively. The dashed lines represent the line of identity y=x. The Pearson’s 

correlation coefficient with corresponding p-value and R2
y=x are listed in each correlation plot. 
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Directly after HIFU treatment, the agreement with histology was less (r=0.63, 

R2
y=x=0.62; Figure 5B). Nevertheless, Figure 5C demonstrates that there was a strong 

correlation (r=0.87) and excellent one-to-one correspondence (R2
y=x=0.97) between 

clustering-derived and histology-derived non-viable tumor fractions at 3 days after 

HIFU treatment. For the control animals (Figure 5D) the correlation with histology was 

strong (r=0.95), although the clustering-derived non-viable tumor fractions were 

consistently higher than the histology-derived non-viable tumor fractions 

(R2
y=x=0.67).   

 

7.3.3. Correlation between 240CEM fractions, non-perfused tumor fractions 

and histology 

In order to compare the performance of the proposed multiparametric analysis with 

conventionally used HIFU treatment monitoring and evaluation methods, a similar 

correlation analysis between 240CEM fractions, non-perfused fractions, deduced from 

DCE-MRI, and histology-derived non-viable fractions was performed (Figure 6).  

 

 

 

A trend (P=0.070) toward a strong correlation between the 240CEM fraction and the 

histology-derived non-viable tumor fraction directly after HIFU was observed (Figure 

6A). Directly after treatment, no relation was found between the non-perfused and 

Figure 6. Correlation plots between the 240CEM fractions and histology-derived non-viable fractions (A), 

non-perfused fractions and histology-derived non-viable fractions directly after HIFU (B) and non-

perfused fractions and histology-derived non-viable fractions at 3 days after HIFU (C). The symbols ■ and 

● represent the experimental groups ‘Directly after HIFU’ (A-B) and ‘3 days after HIFU’ (C), respectively. 

The dashed line represents the line of identity y=x. The Pearson’s correlation coefficient with 

corresponding p-value and R2
y=x are listed in each correlation plot. 
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histology-derived non-viable tumor fractions (Figure 6B). The non-perfused tumor 

fractions were consistently larger than the histology-derived non-viable tumor 

fractions. At 3 days after HIFU, a strong positive correlation (r=0.90) between the 

non-perfused fraction and histology-derived non-viable fraction was observed, 

although the non-perfused tumor fraction was consistently lower than the histology-

derived non-viable tumor fraction (Figure 6C). 

A summary of the results of the correlation analyses between the histology-derived 

non-viable fractions and the 240CEM, non-perfused and clustering-derived non-viable 

tumor fractions is displayed in Table 4. This table further illustrates that only the 

clustering-derived non-viable fractions at 3 days after HIFU had a significant 

correlation and good agreement with the histology-derived non-viable tumor fractions. 

 

Table 4. Overview of the results of the correlation analysis between the histology-derived non-viable 

fractions and the 240CEM, non-perfused and clustering-derived (feature vector {ADC, APTw signal} and 4 

clusters) non-viable fractions. S and NS indicate whether there was a significant or non-significant 

correlation (P<0.05), respectively. The symbols >, <, ≈ and = indicate whether the fractions indicated in 

the corresponding row heading were generally larger, smaller, almost equal or equal compared to the 

histology-derived non-viable fractions. - indicates that the correlation analysis was not performed, because 

the fractions could not be compared between the day of HIFU treatment and 3 days after HIFU treatment 

due to tumor progression (see Discussion). 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

7.3.4. H&E histology 

Representative microscopy images of H&E-stained sections of tumors excised directly 

and at 3 days after HIFU are shown in Figure 7. At both time points, extensive 

necrosis was observed throughout the tumor tissue. Other major morphological 

changes observed directly after HIFU treatment were dilated and coagulated blood 

vessels and the infiltration of immune cells. HIFU-induced tissue damage was more 

pronouncedly visible at 3 days after treatment. At that time point, extensive 

inflammation was seen in areas around the central zone of coagulative necrosis. In 

addition, cell debris and hemorrhages were observed.  

  

  Histology-derived  

non-viable fraction 

 Directly 

after 

3 days after 

240 EM fraction  NS, ≈ - 

Non-perfused fraction Directly 

after 

NS, > - 

3 days 

after 

- S, < 

Clustering-derived non-

viable fraction 

Directly 

after 

NS, ≈ - 

3 days 

after 

- S, = 
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7.4. Discussion 

 

In the present study, a multiparametric analysis was employed to identify treated 

(non-viable) and residual non-treated tumor tissue after MR-HIFU treatment. Global 

analysis of the MRI parameter values in the tumor tissue in the central MRI slice 

showed that HIFU-induced changes in the MRI parameters were more pronounced at 3 

days after HIFU compared to directly after treatment (Table 1). For the individual MR 

parameters only a subtle, yet significant, change in the average ADC in the tumor was 

observed directly after HIFU treatment. The detected decrease in ADC may be caused 

by cytotoxic cell swelling (36,37). In contrast, a strong increase in ADC was observed 

at 3 days after HIFU treatment. This more pronounced change is likely attributable to 

necrosis-induced cell shrinkage, increased cell membrane permeability and disruption 

of diffusion barriers in the necrotic tumor region (9,38). Related to that, the significant 

decrease in T1 at 3 days after treatment was probably caused by an increased access 

of water molecules to paramagnetic sites and an increased macromolecular content in 

the interstitial space (38). Furthermore, a population of pixels with decreased APT-

weighted signal intensity was identified in the APT parameter distribution at 3 days 

after HIFU (Supplemental Information 3, Figure S3). This can be explained by protein 

aggregation due to thermal stress, which results in a decreased availability of mobile 

Figure 7. Representative brightfield microscopy images of H&E-stained sections of tumors excised 

directly (~2 h) and at 3 days after treatment. Regions of specific interest are magnified and shown as 

separate images. The position of these regions within the tumor section is indicated with the black lines. 

The inset in the center image of the tumor section obtained directly after HIFU shows a magnification of 

infiltrating immune cells. The insets in the top-right and center-right image of the tumor section obtained 

3 days after HIFU show magnifications of inflammatory cells and cell debris, respectively. 
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amide protons for exchange with the bulk water (21). In addition, changes in pH, for 

example due to ischemia, may have contributed to the decrease in APT-weighted 

signal (21). These above alterations in tumor morphology, to which the different MRI 

parameters are sensitive, apparently require time to develop and seem too subtle to 

allow for detection of endogenous MR contrast changes shortly after the thermal 

ablation. This was supported by the qualitative assessment of morphological changes 

after HIFU treatment with H&E staining (Figure 7), which indicated that HIFU-induced 

tissue damage was more pronounced at 3 days after treatment compared to directly 

after treatment. 

 

The cluster analysis, in which multiple MRI parameters were combined in a single 

analysis, also showed the overall highest sensitivity for HIFU-induced cell death at 3 

days after treatment. At that time point, a strong correlation and high one-to-one 

correspondence was observed between histology-derived non-viable tumor fractions 

and non-viable tumor fractions derived from clustering with 4 clusters and feature 

vector {ADC, APTw signal}. The clustering-derived non-viable tumor fractions were 

determined by classification of clusters as non-viable if the fraction of pixels within the 

cluster significantly increased by HIFU treatment. For some of the evaluated feature 

vectors, this criterion could however also be met if the cluster is associated with non-

lethal HIFU-induced tissue changes. Nevertheless, because of the strong correlation 

between clustering-derived and histology-derived non-viable tumor fractions observed 

for feature vector {ADC, APTw signal}, it seems fair to assume that the non-viable 

clusters indeed represent non-viable tumor tissue for this particular feature vector. 

 

In our previous study on multiparametric MRI analysis of HIFU-treated tumor tissue, 

we also found the largest correlation between MRI and histology at 3 days after 

treatment. In that particular study, {T1, T2, ADC} was identified as the optimal feature 

vector for the identification of HIFU-treated, non-viable tumor tissue (13). In the 

current study it was hypothesized that addition of the advanced MRI parameters APT-

weighted signal and T1ρ to the multiparametric MR analysis would improve its efficacy 

for early HIFU treatment evaluation, because these advanced MRI methods are 

expected to be sensitive to early HIFU treatment effects including protein 

denaturation. However, even with inclusion of these advanced parameters, the overall 

correlation between clustering and histology was lower directly after MR-HIFU ablation 

compared to 3 days after treatment. Directly after HIFU treatment, the highest one-

to-one correspondence between clustering-derived and histology-derived non-viable 

fractions was observed for feature vector {T1, T1ρ}. At that time point, the R2
y=x value 

was 0.63 for that particular feature vector, which was substantially lower than the 

R2
y=x value of the feature vector that was identified as optimal ({ADC, APTw signal}) 

at 3 days after treatment (R2
y=x=0.97; Figure 5C). Nevertheless, the APT-weighted 

signal appeared to be a valuable addition to the multiparametric analysis. In contrast 

to our previous study, in which three MRI parameters were needed for the accurate 

identification of non-viable tumor tissue at 3 days after treatment (13), in the current 

study the combined ADC and the APT data were sufficient to obtain an excellent 

agreement between the extent of non-viable tumor tissue identified by clustering and 

histology. 



Chapter 7 

204 

Importantly, measurement of a single endogenous contrast MRI parameter appeared 

to be unsuitable for accurate identification of HIFU-treated tumor tissue. No clear 

demarcation of the HIFU-treated tumor region could be observed in the different MR 

parameter maps (Figure 1). In addition, the one-to-one correspondence between 

clustering-derived and histology-derived non-viable tumor fractions was low for all 

feature vectors consisting of one single MRI parameter (Table 2), which strongly 

indicates the additional value of multiparametric analysis for the evaluation of HIFU 

treatment as compared to therapy assessment based on analysis of separate MR 

images. 

Inclusion of the DCE-MRI data to the cluster analysis may increase its sensitivity to 

early HIFU treatment effects by measuring changes in tumor vascular status. A 

significant reduction in Ktrans and ve was observed in the HIFU-treated tumors 

compared to control tumors. This decline in the DCE-MRI-derived pharmacokinetic 

parameters was probably caused by vascular destruction (39,40), which results in a 

lack of contrast agent inflow in the treated tumor. However, although (D)CE-MRI may 

be more sensitive to HIFU-induced tissue changes directly after HIFU, the changes in 

contrast enhancement after HIFU treatment do not necessarily represent cell death. In 

fact, a poor agreement between non-perfused and histology-derived non-viable tumor 

fractions was observed both directly and at 3 days after HIFU treatment. Directly after 

HIFU treatment, the non-perfused fraction was consistently larger than the non-viable 

fraction. This may be explained by the fact that HIFU-induced vascular destruction 

could extend beyond the central ablation zone, due to heat stress in regions 

surrounding this zone. It has been found in multiple studies that the non-perfused 

volume is generally larger than the estimated treatment volume (41-43) directly after 

HIFU thermal ablation. While coagulative necrosis is immediately induced in the 

central zone of ablation due to protein denaturation, cellular and nuclear membrane 

damage and halted metabolism (44),  the vascular destruction in the peripheral zone 

may not directly result in tumor necrosis. Furthermore, temporary vascular occlusion 

(45) could have contributed to the relatively high non-perfused tumor fractions 

directly after HIFU. In contrast to directly after HIFU, at 3 days after treatment the 

non-perfused tumor fraction was consistently lower than the non-viable tumor 

fraction, which might be due to contrast agent diffusion into the borders of the non-

viable tumor area. A similar underestimation of the extent of non-viable tumor tissue 

by contrast-enhanced MRI has been reported in a study on HIFU treatment of rabbit 

tumors (46).  

The 240CEM thermal dose threshold can also not be regarded suitable for predicting 

the extent of non-viable tissue after HIFU treatment. The thermal sensitivity varies 

largely between tissue types and therefore 240CEM cannot be regarded as a universal 

threshold for lethal thermal dose (4,5). In the present study we observed a strong, 

but non-significant, correlation between histology-derived non-viable fractions and 

240CEM fractions (Figure 6A). This correlation was higher than correlations between 

clustering-derived non-viable fractions based on any other single parameter and 

histology-derived non-viable fractions (Table 2), which would suggest that the 240CEM 

threshold is promising for the detection of non-viable tumor tissue directly after HIFU. 

One should however take into account that HIFU-induced necrosis can extend beyond 

the thermal coagulation zone, because of delayed cell death due to vascular damage. 
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Identification of non-viable tumor tissue after HIFU treatment solely based on the 

240CEM fraction would therefore likely underestimate the total extent of HIFU-induced 

cell death. An underestimation of the extent of tumor necrosis by the 240CEM fraction 

was also reported in a pre-clinical study of HIFU-treated rabbit tumors (46).   

 

A limitation of the current study is the lack of spatial registration between the 

subsequent MRI examinations of the same animal. Repositioning the tumor-bearing 

paw in exactly the same position as during the first MRI examination was practically 

impossible, mainly due to tumor progression between the examinations. Hence, 

quantitative comparison between MRI findings directly and at 3 days after HIFU 

treatment was mainly restricted to global analysis of MRI parameter changes across 

the entire tumor. The effect of HIFU treatment on the MRI parameters is likely 

underestimated in this global analysis of average tumor parameter values, since both 

successfully treated and non-treated tumor tissue were included because of the partial 

tumor treatment. For the same reason, the 240CEM, non-perfused and clustering-

derived and histology-derived non-viable tumor fractions could not be quantitatively 

compared between the day of HIFU treatment and 3 days after HIFU treatment, 

because changes in fractions between these time points are not only influenced by the 

treatment, but also by tumor growth and slight differences in animal positioning. 

Potential follow-up studies on multiparametric MR evaluation of HIFU treatment could 

focus on the spatial registration between subsequent MRI examinations. This would 

require a set-up in which animals could be positioned repetitively in exactly the same 

orientation. In addition, a more slowly growing tumor model should be used to 

minimize tumor progression between subsequent time points. In such ideal setting, 

the potential predictive value of the MRI measurements obtained directly after HIFU 

treatment on the extent of non-viable tumor tissue at later time points after treatment 

could be assessed.   

Although best effort was taken to match the cutting plane of histology with the center 

MRI slice, tissue deformation during histological processing is inevitable and therefore 

exact spatial registration between MRI and histology remained difficult. Consequently, 

the correlation analyses were based on tumor fractions rather than on absolute tumor 

areas. Furthermore, one should take into account that the thickness of the histological 

sections (5-6 µm) was substantially smaller than the MR slice thickness (2 mm), which 

can further explain deviations in the appearance of the tumor on MRI and in histology. 

For clinical application of the proposed multiparametric analysis a reduction of scan 

time of the multiparametric protocol may be necessary. The total acquisition time of 

the ADC and APT measurements was approximately 27 minutes. The scan time could 

possibly be shortened, without affecting accuracy, by decreasing the number of b-

values and irradiation offsets in the ADC and APT measurements, respectively. In 

addition, acceleration techniques such as parallel imaging (47,48) and compressed 

sensing (49) could be employed.  

In the current study, we particularly chose for the time points of 3 days after HIFU 

treatment, because it has been shown in rabbit tumors that the ablation region 

increases in size in the first 3 days after HIFU treatment, after which it decreases 

again (46). Nevertheless, in follow-up studies on multiparametric MRI for evaluation of 

HIFU treatment it would be interesting to assess whether the proposed 
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multiparametric analysis is also suitable for the assessment of the extent of non-viable 

tumor tissue at later stages of HIFU treatment. At these later stages, for example 

repair processes could influence the MRI parameter values (50).  

In the current study an unsupervised clustering method was used for the 

segmentation of non-viable tumor tissue after HIFU treatment. While this clustering 

algorithm is particularly useful for data of groups of subjects, a supervised 

segmentation method may be more suitable for the segmentation of data of a single 

subject, such as in clinical studies. Supervised segmentation algorithms, such as 

support vector machines, are regularly employed in MRI tumor segmentation studies 

(51) and may also be used in clinical studies on multiparametric MRI assessment of 

HIFU treatment.  

 

In summary, we demonstrated that a multiparametric MR analysis, based on ADC and 

the APT-weighted signal, can determine the extent of non-viable tumor tissue at 3 

days after HIFU treatment. The presented analysis outperformed the conventional 

methods that are used for monitoring and evaluation of HIFU therapy, i.e. thermal 

dose mapping and CE-MRI, respectively, with respect to the identification of non-

viable tissue after treatment. We expect that, after extensive validation in different 

human tumor types, the proposed method can be incorporated in the current clinical 

workflow of MR-HIFU therapies. 
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Supplemental information 1 

 

 

  

Figure S1. Example curve of the acquired z-spectrum (black dots) and the 23rd order polynomial fit 

through the data points (solid line) that was performed to find the minimum in the z-spectrum. 
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Supplemental information 2 

 
 

 

  

Figure S2. Application of tissue marking dyes on the tumor during histological processing, to retrieve the 

central MRI slice. Before excision, the skin was removed from the tumor and four lines of different colors 

were drawn on the tumor tissue using a tissue marking dye kit. The planes in which the lines were 

applied were perpendicular to the direction of the MRI slices, which was retrieved by using the acquired 

anatomical MRI images as a visual reference. A) The side and rear view of the tumor-bearing hind limb, 

showing the positioning of the 4 differently colored (red, green, yellow and black) lines on the tumor 

tissue. The black dotted line indicates the direction of the histological cutting plane and central MRI slice. 

The full view shows how the lines were applied on all sides of the tumor. B) After application of the 4 

lines, the entire tumor was removed and put in a dedicated tissue holder. Using the applied color lines 

and the MRI images as reference, the tumor was sliced in two pieces, such that the cutting face matched 

with the central slice of the multiparametric and MR thermometry acquisitions.  
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Supplemental information 3 

 

Tumor MR parameter distributions 

 

Histograms of MR parameter values in all tumor pixels in the center slice at the 

different experimental time points are displayed in Figure S3. A significant increase in 

the fraction of pixels with T1 values between 1250 and 1450 ms was observed at 3 

days after HIFU (Figure S3A). In the distribution of T2, a slight but significant shift 

towards lower T2 values was visible both directly and at 3 days after HIFU (Figure 

S3B). The distributions of the ADC values (Figure S3C) show that the fraction of pixels 

with a low ADC (between 0.65*10-3 and 0.75*10-3 mm2/s) was significantly higher 

directly after HIFU compared to before HIFU. In contrast, at 3 days after HIFU, a 

pronounced shift towards high ADC (larger than 1.4*10-3 mm2/s) values was 

observed. In the APT-weighted signal histograms (Figure S3D) a population of pixels 

with APT-weighted signal between -2.25 and 0.25 % emerged at 3 days after HIFU, 

although these changes were not significant. The T1ρ distribution (Figure S3E) was not 

evidently altered at either of the time points after HIFU treatment compared to before 

HIFU, except for a minor decrease in fraction of pixels with a relatively low T1ρ value 

(45-75 ms).  

In the distributions of the pharmacokinetic parameters Ktrans (Figure S3F) and ve  

(Figure S3G), the data from the control rats at the same experimental time points are 

shown as a reference since no DCE-MRI was performed before HIFU in the treatment 

groups. The fraction of pixels with a Ktrans close to zero (0.0-0.0075 min-1) was 

significantly higher directly after HIFU than for the control rats. At 3 days after HIFU, 

the fraction of pixels with low Ktrans values (0.0-0.0225 min-1) was still significantly 

higher than for the control rats. For the control rats, a significantly higher fraction of 

pixels with intermediate Ktrans values between 0.01125-0.1425 min-1 was observed at 

day 0 compared to day 3. In the distribution of ve, the fraction of pixels with a low ve, 

mainly between 0.0-0.045, was significantly higher for the HIFU-treated rats than for 

the control rats, at both experimental time points. 
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Figure S3. Average MR parameter distributions in the central tumor slice for the HIFU-treated animals at 

the different time experimental points (‘Before HIFU’, Directly after HIFU’, ‘3 days after HIFU’). Since 

DCE-MRI was not performed before HIFU, in the histograms of Ktrans and ve the mean parameter values of 

the control animals at the corresponding measurement days (day 0 and day 3) are shown. The error bars 

represent the standard deviation. For all endogenous MR parameters (T1, T2, ADC, APT-weighted signal, 

T1ρ) * and # denote a significant increase and decrease in the fraction of pixels after HIFU compared to 

before HIFU, respectively (two-sided paired Student’s t-test, P<0.05). For the DCE-MRI parameters (Ktrans 

and ve), * and # denote a significantly higher or lower fraction of pixels after HIFU compared to the 

control animals, respectively (two-sided paired Student’s t-test, P<0.05). & denotes a significant 

difference in fraction of pixels at day 3 compared to day 0 for the control animals. 
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Supplemental information 4 

 

Relation between temperature, thermal dose and changes in MR parameter values 

 

In addition to evaluation of MR parameter changes in the entire center tumor slice, the 

relation between HIFU-induced temperature elevation and changes in MR parameter 

values directly after treatment was more closely investigated. For all endogenous MR 

parameters, the average MR parameter values inside and outside the 240CEM area 

(i.e., the area in which the thermal dose is generally considered as lethal to cells), 

directly after HIFU and in the same tumor area before HIFU are shown in Table S1. 

Both inside and outside the 240CEM area, the only significant change was observed 

for T2. In both areas, the T2 was significantly lower after HIFU compared to before 

HIFU. A similar decrease in T2 was observed in our previous study on multiparametric 

MRI analysis of HIFU-treated tumor tissue and may be explained by an increased 

access of water molecules to paramagnetic centers in the coagulated/deoxygenated 

blood (13,38).     

For the pharmacokinetic parameters, the average Ktrans and ve in a population of pixels 

are plotted versus the maximum temperature/thermal dose that was reached in these 

pixels in Figure S4. All tumor pixels in the center slice were included in this analysis. A 

slight increase in Ktrans values could be observed at temperatures around 41-42 °C. 

Thereafter, the Ktrans generally seemed to decrease with increasing temperature 

(Figure S4A). A gradual reduction in ve values for increasing temperatures was 

observed (Figure S4B). A similar reduction in Ktrans and ve values was observed for 

increasing thermal dose (Figure S4C and S4D). A similar analysis of maximum 

temperature/thermal dose vs. parameter value was performed for the endogenous MR 

contrast parameters. However, no correlation between any of the endogenous MRI 

contrast parameters and maximum temperature was identified directly after HIFU 

(data not shown). 
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Table S1. MR parameter values (mean±SD) in the 240CEM thermal dose area directly after HIFU and in the 

same tumor area before HIFU. The p-values result from a two-sided paired Student’s t-test between the 

‘Directly after HIFU’ and ‘Before HIFU’ data. Ktrans and ve are not shown, since DCE-MRI was only performed 

after HIFU. The p-values are highlighted bold if there was a significant difference in the MR parameter 

values between before and directly after HIFU (P<0.05). 

 

Parameter Inside 240CEM thermal 

dose area 

Outside 240CEM thermal dose area 

Before 

HIFU 

Directly after 

HIFU 

Before 

HIFU 

Directly after HIFU 

T1  

[ms] 

1679±56 1656±46  

(P=0.119) 

1671±27 1672±67 

(P=0.956) 

T2  

[ms] 

161±13 149±15  

(P=0.002) 

193±25 168±22 

(P=0.001) 

ADC  

[10-3 mm2/s] 

1.01±0.10 1.00±0.18  

(P=0.901) 

1.07±0.14 1.05±0.15 

(P=0.549) 

APT-weighted signal 

[%] 

2.45±1.04 2.81±1.25  

(P=0.474) 

2.39±0.71 2.33±0.69 

(P=0.866) 

T1ρ  

[ms] 

121±21 121±22  

(P=0.954) 

136±13 132±18 

(P=0.505) 

 

1. Graham SJ, Stanisz GJ, Kecojevic A, Bronskill MJ, Henkelman RM. Analysis of 

changes in MR properties of tissues after heat treatment. Magn Reson Med 

1999;42:1061-1071. 

2. Hectors SJ, Jacobs I, Strijkers GJ, Nicolay K. Multiparametric MRI analysis for 

the identification of high intensity focused ultrasound-treated tumor tissue. PLoS One 

2014;9:e99936. 
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Figure S4. Plot of the relation between pharmacokinetic parameter values (mean±standard error) and 

ablation temperature/thermal dose. The graph was assembled by determination of the population of 

pixels in which a certain maximal temperature/thermal dose had been reached and estimation of the 

mean Ktrans and ve values in this population of pixels directly after HIFU. 
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 Supplemental information 5 
 

  

Figure S5. Classification of the tumor pixels as viable (green) or non-viable (red) from clustering with 4 

clusters and feature vector {ADC, APTw signal} for all animals in the experimental group ‘Directly after 

HIFU’, superimposed on the tumor pixels in the T2-weighted images. On the right side of the figure, the 

corresponding NADH-diaphorase-stained tumor sections are shown. The tumor regions that were 

identified as non-viable on histology is delineated by red contours. 
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Whereas conventional oncologic imaging is mainly aimed at characterizing the 

anatomical and morphological tumor features, additional imaging biomarkers have 

emerged that are potentially more suitable for tumor characterization and early 

assessment of treatment response. The research presented in this thesis was focused 

on the development and preclinical evaluation of a variety of endogenous and 

contrast-enhanced oncologic imaging biomarkers, with applications in evaluation of 

HIFU therapy. Imaging biomarkers can facilitate discrimination between successfully 

treated non-viable and untreated viable tumor tissue. In addition, they may provide 

an improved understanding of treatment effects on the tumor microenvironment. 

Treatment-induced changes in tumor structure, physiology and metabolism may not 

only affect tumor progression, but also the efficacy of adjuvant therapies. 

  

The work described in the first part of this thesis was focused on macromolecular DCE-

MRI for detailed assessment of tumor microvascular status. The second part describes 

a number of studies that were aimed at assessment of the suitability of a number of 

MRI biomarkers for HIFU treatment evaluation. In this chapter, a reflection will be 

given on the work presented in this thesis. In addition, future perspectives of the 

different techniques and steps towards clinical translation will be discussed. 

 

8.1. Macromolecular contrast-enhanced MRI  

 

The work in the first chapters of this thesis (chapter 2, 3 and 4) was focused on the 

characterization and in vivo application of a number of dendrimer-based contrast 

agents for macromolecular contrast-enhanced MRI. 

 

A first main application area of macromolecular contrast agents is MR angiography, 

which exploits their limited transendothelial diffusion and increased circulation half-

lives for detailed imaging of the vasculature. A second application is quantitative 

macromolecular DCE-MRI, motivated by the fact that high molecular weight agents 

are more suitable to assess microvascular permeability and blood volume than low 

molecular weight agents. These two applications provide complementary information 

on tumor vascular status; whereas MR angiography provides high quality images 

depicting the tumor vasculature, quantitative macromolecular DCE-MRI enables 

assessment of physiological parameters that describe microvascular functionality.  

 

In view of these application areas, two types of dendrimer-based contrast agents were 

evaluated in this research: palmitoylated lower molecular weight albumin-binding 

dendrimer-based contrast agents (chapter 2) and dendrimer-based contrast agents 

of various molecular weight (chapter 3). Since many novel cancer treatment 

strategies are initially developed and evaluated in a preclinical setting, the albumin-

binding dendrimers were specifically designed to possess improved binding to mouse 

serum albumin compared to the clinically approved gadofosveset trisodium (MS-325). 

This was realized by functionalization of the dendrimers with a palmitoyl moiety. In 

vivo application of the dendrimers demonstrated that they possessed long circulation 

half-lives compared to the low molecular weight non-albumin-binding gadoterate. In 
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addition, it was demonstrated that these agents were suitable for MR angiography, 

providing detailed images of the vasculature.  

 

The non-albumin-binding dendrimers of various molecular weight were also 

characterized by increased circulation half-lives compared to gadoterate, which was 

most pronounced for the highest molecular weight G5 dendrimer. This agent was also 

suitable for angiographic imaging purposes. However, the main application area of 

these contrast agents would be quantitative macromolecular DCE-MRI, to assess 

tracer-kinetic parameters that are reflective of tumor physiology.  

 

In the multi-agent DCE-MRI approach presented in chapter 4, modified dendrimers 

were used that were better defined and did not possess the fluorescent label 

rhodamine B. These adaptations were made, since it was found that rhodamine B 

might introduce albumin-binding properties to the agents and could thereby induce 

unpredictable in vivo behavior (1). We demonstrated that multi-agent DCE-MRI, using 

dendrimer-based contrast agents of high and intermediate molecular weight, in 

conjunction with gadoterate, enabled detailed evaluation of tumor vascular status. It 

was shown that constrained tracer-kinetic modeling of the multi-agent data facilitated 

separate assessment of blood flow and microvascular permeability within one imaging 

session.  

 

8.1.1. Future perspectives  

 

8.1.1.1. Macromolecular DCE-MRI for evaluation of antivascular therapies 

As pointed out in chapter 4 of this thesis, evaluation of antivascular therapies is a 

field of research for which macromolecular DCE-MRI would be particularly useful. 

Especially the multi-agent DCE-MRI approach would be a valuable tool, because of its 

ability to separately determine blood flow and microvascular permeability. This is a 

major advantage over conventional tracer-kinetic modeling of DCE-MRI data acquired 

with a low molecular weight contrast agent. A next step in this research would be 

utilization of this method for detailed evaluation of antiangiogenic and vascular 

disrupting therapies. Many studies have described that changes in blood flow and 

permeability induced by such therapies cannot be discriminated with conventional 

DCE-MRI (2,3). The importance of discrimination between these physiological 

parameters is widely acknowledged (3-5). This would aid in improved identification of 

treatment mechanisms, dose selection, more accurate therapy evaluation, and 

prediction of therapy response. The combination of multiparametric DCE-MRI analysis 

and advanced image analysis techniques that take into account tumor heterogeneity 

(e.g. texture analysis) would further enhance the utility of DCE-MRI for cancer 

imaging and therapy evaluation (3,6,7). 

8.1.1.2. Macromolecular DCE-MRI in HIFU treatment evaluation 

The macromolecular contrast-enhanced MRI methods can also be considered for 

evaluation of HIFU treatment. Since ablation of tumor tissue close to large blood 

vessels may need more energy due to the heat-sink effect caused by perfusion (8), 

visualization of the vasculature using MR angiography could be valuable. Knowledge of 

the location of major supplying arteries may also be useful if one would want to 

perform selective vessel ablation to enhance HIFU treatment effects (9). Furthermore, 
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MR angiography enables assessment of HIFU-induced vascular alterations, including 

vasoconstriction, hemorrhage and vessel rupture (10). Knowledge of the dependency 

of these vascular changes on the applied treatment settings could aid in optimizing the 

HIFU procedure (10). In addition, changes in vascular integrity affect local tumor 

perfusion, which has consequences for the tumor microenvironment (11). Besides 

their use for MR angiography, another possible application of albumin-binding agents 

in HIFU therapy evaluation is monitoring of tissue coagulation (12). Tissue coagulation 

induces entrapment of albumin-binding agents and heat-induced protein denaturation 

alters their affinity to bind to serum albumin (12).  

 

Whereas MR angiography is particularly useful to assess microvascular integrity, the 

multi-agent DCE-MRI approach can provide detailed physiological information, by 

assessment of parameters including blood volume, blood flow and microvascular 

permeability. There are several potential applications for this approach with respect to 

HIFU, especially in the field of ultrasound-mediated drug delivery. Mild hyperthermia 

in the periphery of the central ablation zone may result in hyperemia, vasodilation and 

enhanced microvascular permeability (11). These conditions could temporarily 

increase tumor oxygenation. On the contrary, temperatures above 42 °C may induce 

microvascular damage resulting in hypoxic conditions (13). Tumor oxygenation is an 

important factor for the efficacy of adjuvant radiotherapy, which may be performed in 

case of an incomplete ablation (11). In addition, hypoxia can promote tumor 

progression and has been associated with adverse treatment outcome (14). Evaluation 

of the thermal effects of HIFU on microvascular properties is also important for 

treatment strategies combining HIFU with chemotherapy (15,16). Besides 

hyperthermia-induced drug delivery, pulsed HIFU exposures can be employed to 

enhance drug delivery by mechanical effects on the tumor vasculature (17-20). The 

multi-agent modeling approach enables detailed evaluation of microvascular function 

and may therefore be able to determine if treatment conditions were suitable to 

enhance delivery of chemotherapeutic agents to the tumor tissue. 

Zhu et al. have demonstrated that DCE-MRI, using albumin-conjugated Gd-DTPA, 

enabled both the acquisition of tumor angiograms and determination of functional 

microvascular parameters (21). This approach facilitated visualization of the tumor 

vascular supply and evaluation of vascular heterogeneity, as well as combined 

macroscopic and microscopic assessment of vascular function after antiangiogenic 

therapy. 

 

A potential limitation of the relatively long circulating albumin-binding and high 

molecular weight dendrimer-based contrast agents for their use in HIFU treatment 

evaluation, is that presence of paramagnetic contrast agents during the HIFU 

procedure can influence the accuracy of MR thermometry (22,23). MR thermometry is 

most commonly performed using the temperature dependence of the proton 

resonance frequency (PRF), which is approximately -0.01 ppm/°C (24). However, the 

PRF is also affected by the presence of gadolinium. The widely used gadopentetic acid 

has a magnetic susceptibility of 0.32 ppm/mM and therefore a change in gadolinium 

concentration during temperature mapping will affect the PRF shift (25). Moreover, the 

magnetic susceptibility effect is temperature dependent, according to d∆ΧGd-DTPA/dT=-
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0.00038 ppm/mM/°C (23). Therefore, presence of paramagnetic contrast agents at 

the time of HIFU treatment may result in inaccurate temperature mapping and 

thermal dose calculations. In addition to this aspect, presence of gadolinium in the 

tumor can affect the measurement of other MR contrast parameters. Since 

macromolecular contrast agents typically have a long in vivo retention, the use of 

these agents might be restricted to post-therapy evaluation. 

 

For these reasons, DCE-MRI was performed using low molecular weight contrast 

agents (chapter 6 and 7) or omitted (chapter 5) in the studies that were focused on 

evaluation of HIFU therapy. In chapter 6, pre-treatment DCE-MRI was performed one 

day before HIFU therapy to allow sufficient time for contrast agent washout. In 

chapter 7, DCE-MRI was only performed after HIFU treatment. Chapter 6 focused on 

assessment of changes in tumor vascular status after HIFU. It was demonstrated that 

cluster analysis of DCE-MRI data can identify regional changes in contrast agent 

uptake-kinetics in tumor regions surrounding the non-perfused volume. It is expected 

that this method could aid in the evaluation of the effects of HIFU-induced changes in 

microvascular function, which affects the tumor microenvironment and efficacy of 

adjuvant chemotherapy and radiotherapy. In this study, we used a literature-based 

(population-averaged) AIF, whereas the vascular supply could also be affected by the 

HIFU treatment. Although accurate subject-specific AIF measurement (especially 

determination of the local tumor AIF) is known to be difficult in mice, it would be 

interesting to evaluate potential effects of HIFU therapy on the AIF and include this 

information in the DCE-MRI analysis. Fruytier et al. have demonstrated that phase 

imaging could be employed to determine the AIF in mice at high field for low 

molecular weight agents (26) and macromolecular contrast agents (27).  

 

8.1.2. Clinical translation 

Dendrimer-based contrast agents have not been clinically approved and their use is 

currently restricted to preclinical studies. Since many novel cancer therapies are 

initially evaluated in preclinical studies, the presented methods can be regarded as 

useful tools for identification of treatment mechanisms, therapy optimization and 

treatment evaluation. To facilitate clinical translation of the methods, other clinically 

approved contrast agents may be explored. An obvious alternative to the albumin-

binding dendrimer-based contrast agents would be the clinically approved human 

serum albumin-binding gadofosveset trisodium (MS-325) (28,29). However, the use of 

MS-325 in a multi-agent approach is complicated by the fact that albumin-bound MS-

325 will exist in equilibrium with its unbound form, which has different kinetic 

properties.  

 

8.2. Multiparametric imaging 

 

Whereas chapter 6 was aimed at evaluation of regional changes in microvascular 

function after HIFU treatment, chapter 5 and 7 were focused on the evaluation of 

MRI biomarkers for identification of successfully treated tumor after HIFU. 
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We demonstrated in preclinical tumor models that multiparametric MRI analysis 

facilitates discrimination between HIFU-treated non-viable tumor and viable non-

treated tumor (chapter 5 and 7). A number of different MRI methods were 

evaluated, including quantitative assessment of T1, T2, ADC, MTR, APT-weighted signal 

and T1ρ. These parameters were chosen because of their potential sensitivity to a 

number of tissue changes that were expected upon HIFU treatment, such as cellular 

and structural disruption, protein denaturation and aggregation, and coagulative 

necrosis. In addition, it was required that the MRI methods could be incorporated in a 

multiparametric MRI protocol to provide quantitative parameter maps for cluster 

analysis. The results of these studies demonstrated the ability of a multiparametric 

MRI analysis to discriminate between successfully treated non-viable and untreated 

viable tumor tissue. The best agreement between clustering-derived and histology-

derived non-viable tumor fractions was observed at 3 days after HIFU, whereas 

directly after HIFU the agreement was less. Importantly, it was shown that analysis 

based on a single MR parameter was less suitable for discrimination between non-

viable and viable tumor tissue. This stressed the added value of a multiparametric MRI 

analysis, in line with other studies that evaluated multiparametric MR imaging for 

tumor imaging or assessment of tumor treatment response (30-35).  

 

8.2.1. Future perspectives 

 

8.2.1.1. Additional MRI methods 

A number of additional MR biomarkers may be considered for inclusion in the 

multiparametric MRI protocol, to increase its sensitivity for early HIFU therapy effects 

and to further enhance its accuracy. Chu et al. have reported that one of the acute 

treatment effects of HIFU is metabolic dysfunction (11). MR spectroscopy could be 

used to assess these direct changes in tumor metabolism and energy status. 

Malignant tumors often possess relatively high choline and lactate levels compared to 

benign tissue. Moreover, their higher energy turnover can result in higher creatine and 

phosphocreatine levels. After successful therapy, generally lower levels of these 

metabolites are observed (36), which can be measured with 1H and 31P MRS. 

Furthermore, reduced ATP levels have been observed with 31P MRS after treatment 

(37). In addition, it has been reported that treatment-induced apoptosis may result in 

accumulation of cytoplasmic lipid, which could be monitored with 1H MRS (38,39). An 

interesting method to assess changes in cellular function has been demonstrated by 

Jacobs et al. (40), who showed that sodium (23Na) MRI may be a sensitive method to 

assess changes in cellular integrity after HIFU treatment of uterine fibroids (40). 

Healthy cells maintain a large sodium and potassium gradient across their cell 

membrane, which is regulated by the sodium/potassium pump that actively transports 

these ions across the cell membrane. A loss of membrane integrity leads to influx of 

sodium from the blood pool and extracellular space into the cells and results in an 

increased sodium concentration (40). Since the sodium/potassium pump is ATP-

dependent, changes in sodium concentration may also be reflective of reduced 

metabolic function. Whereas MRS is commonly performed with relatively large voxel 

size, spectroscopic imaging could be employed to obtain spatial information on tumor 

metabolism and energy status. In order to provide sufficient sensitivity to changes in 
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metabolite levels within acceptable imaging times, spectroscopic imaging may be 

accelerated by techniques such as echo-planar imaging, non-uniform undersampling, 

or compressed sensing (41). This would further facilitate inclusion of these techniques 

in a multiparametric protocol and promote their clinical application. Another way to 

increase the sensitivity of MRS to detect changes in cell metabolism is the use of 

hyperpolarized MRS (42,43). Administration of hyperpolarized 13C-labeled cell 

substrates facilitates assessment of changes in metabolic fluxes, which are often 

readily altered after treatment (43). An interesting application of this technique is 

measurement of early necrosis by administration of hyperpolarized 13C-labeled 

fumarate. Fumarate is converted to malate within cells, catalyzed by the enzyme 

fumarase. However, since cellular uptake of fumarate is slow in viable cells, they 

demonstrate relatively low malate production. In contrast, necrotic cells with a 

compromised cell membrane display rapid fumarate uptake and conversion to malate 

(42).  

 

Besides assessment of metabolic function, MR methods that are sensitive to 

microvascular function could strengthen the multiparametric MRI protocol. We have 

already shown that DCE-MRI can be employed to characterize tumor vascular status, 

although a potential drawback of the use of paramagnetic contrast agents is that 

presence of gadolinium could affect temperature mapping accuracy and quantification 

of other (endogenous) MRI parameters. ASL enables perfusion imaging without the 

need for contrast agent administration, which facilitates repeated perfusion 

assessment. Boss et al. have shown that ASL is a promising technique to assess 

completeness of radiofrequency ablation of renal cell carcinomas (44).  

 

Another method that could be useful to assess vascular damage and changes in tumor 

perfusion after HIFU is diffusion-weighted imaging at low b-values. Joo et al. observed 

a reduction in perfusion-related parameters derived from IVIM analysis at 4 hours 

after treatment of rabbit liver tumors with a vascular disrupting agent, reflective of 

drug-induced vascular collapse (45). Further improvements in robust acquisition of 

multiple low b-value images to reliably extract the perfusion-related parameters 

(46,47) and establishment of the relation between IVIM-derived perfusion parameters 

and DCE-MRI derived tracer-kinetic parameters (48) may further promote the use of 

IVIM-based perfusion-parameters as biomarkers for cancer treatment evaluation.  

 

The above-mentioned methods might be considered to increase the sensitivity of the 

multiparametric protocol to early HIFU-induced tumor changes. Apart from these 

techniques, a useful addition to the protocol would be an MR method that is sensitive 

to tumor oxygenation, as this affects tumor progression and efficacy of adjuvant 

chemotherapy and radiotherapy. It has been demonstrated that DCE-MRI parameters 

may be correlated with tumor oxygenation (49,50). However, MOBILE, based on the 

dependence of the R1 of lipids on oxygen content, is an interesting method to more 

directly assess changes in tumor oxygenation (51-53).  
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8.2.1.2. Multimodality imaging  

Combination of MRI with other imaging modalities may further improve evaluation of 

HIFU therapy (33,43). Especially functional imaging techniques can provide 

complementary data on tumor response to HIFU treatment. This information may 

increase sensitivity to early therapy-induced tumor changes. Besides this, it would 

allow for a more complete characterization of tumor tissue in the transitional zone, 

which may predict the extent of delayed cell death. Moreover, since HIFU treatment of 

malignant lesions requires whole tumor coverage, it is important that small amounts 

of residual or recurrent tumor cells can be detected. Whereas MRS provides functional 

information on tumor metabolism and energy status, it has a relatively coarse spatial 

resolution and limited sensitivity to detect small amounts of metabolites. Especially if 

the extent of residual or recurrent tumor after therapy is small, imaging modalities 

with a higher sensitivity are required. FDG-PET and FLT-PET are sensitive techniques 

to measure tumor metabolism and proliferation, respectively. Several studies have 

demonstrated a decreased uptake of 18F-FDG (54,55) and 18F-FLT (56-59) after tumor 

therapy. Residual high metabolic and proliferative activity may be reflective of 

incomplete treatment. A potential advantage of FLT-PET over FDG-PET is that a 

treatment-induced inflammatory response may also be associated with increased 18F-

FDG uptake (43). In addition to these techniques, 18F-MISO PET could be employed to 

assess tumor oxygenation after therapy (60). HIFU-induced vascular damage can lead 

to hypoxic conditions in the transitional zone. Tumor hypoxia is associated with poor 

prognosis and resistance to radiotherapy and chemotherapy (14). Hybrid PET-MRI 

scanners facilitate simultaneous assessment of a broad range of functional and 

morphological tissue characteristics (61). 

 

8.2.2. Clinical translation  

In the studies presented in this thesis, a number of endogenous and contrast-

enhanced oncologic MRI biomarkers were evaluated in a preclinical setting. We 

demonstrated that (macromolecular) DCE-MRI techniques can be employed to obtain 

a detailed assessment of tumor microvascular status, which is also valuable 

information in relation to HIFU therapy. Moreover, we showed that a number of MRI 

biomarkers enabled identification of successfully treated non-viable tumor tissue after 

HIFU therapy. Some of these imaging biomarkers may be primarily valuable in a 

preclinical setting, to aid in development, optimization and evaluation of novel tumor 

treatment strategies. A number of other biomarkers could be incorporated into clinical 

protocols for evaluation of HIFU therapy in humans. Clinical introduction of these tools 

would involve a number of additional steps in imaging biomarker development (62). 

 

8.2.2.1. Time-efficient multiparametric MRI 

Clinical introduction of multiparametric MRI analysis poses limitations on the total 

acquisition time. A high sensitivity and specificity of MRI parameters for identification 

of successfully treated tumor would decrease the total number of MRI parameters that 

is needed for accurate assessment of treatment response. In addition, the duration of 

the multiparametric MRI protocol could be shortened by the use of acceleration 

techniques, such as parallel imaging and compressed sensing (63). An interesting MRI 

method for time efficiently measuring multiple MRI parameters is MR fingerprinting 
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(64). This method is based on continuous variation of pulse sequence parameters 

during image acquisition to generate unique signal evolutions. These patterns can 

subsequently be compared to a predefined dictionary of predicted evolutions to 

provide quantitative MRI parameter maps (64). 

 

8.2.2.2. Imaging biomarker validation: from mice to men 

 

Preclinical tumor models 

In our studies, we have used preclinical tumor models to assess the potential of these 

MRI biomarkers for tumor characterization and treatment response evaluation. These 

models comprised subcutaneous tumors in mice and rats, which were grown in the 

hind limb (ectopic). This prevented potential HIFU-induced damage to vital organs or 

bones. Another advantage of this tumor location was that MRI measurements were 

not affected by respiratory or cardiac motion. However, a drawback of ectopic tumors 

may be that they possess different characteristics than tumors grown in the organ of 

origin (orthotopic). Differences in growth rate and tumor microenvironment, including 

microvascular properties and interstitial fluid pressure, may affect treatment response 

(65,66). This may be especially true for chemotherapy or antivascular therapy, since 

delivery of therapeutic agents will be influenced by microvascular status. We expect 

the influence of the tumor microenvironment on the suitability of the presented 

imaging methods for HIFU therapy evaluation to be less pronounced. As an example, 

in agreement with our findings at 3 days after HIFU, several preclinical and clinical 

studies have demonstrated a decrease in ADC after a variety of treatments of different 

tumor types (67-69). In addition, protein degradation and aggregation is expected to 

be a ubiquitous effect of HIFU, not specific to a particular tumor type. As a 

consequence, treatment effects on some biomarkers can be expected to be relatively 

consistent, whereas other imaging biomarkers might be influenced by a complex 

combination of different treatment effects. Subcutaneous preclinical tumors in murine 

models of the disease are also known to be more homogeneous in comparison with 

tumors in humans (66). 

 

Because of these aspects, evaluation of the pre-treatment variation in the different 

biomarkers, the precise extent of change upon treatment, and the time at which these 

changes occur is important for further clinical introduction of the MRI biomarkers for 

therapy evaluation. Characterization of pre-treatment variation would involve 

evaluation of natural variation between and within different clinical tumor types and 

assessment of the repeatability and reproducibility of the imaging method in a clinical 

setting (36,62). 

 

Histological validation 

The ability of the different MRI biomarkers and multiparametric analysis to identify 

successfully treated tumor was evaluated by quantitative comparison between MRI 

and histology. By evaluation of the correlation between MRI-derived and histology-

derived non-viable tumor fractions, the most promising set of MRI parameters to 

assess successfully treated tumor was identified. In the study presented in chapter 7, 

we attempted to improve the spatial correspondence between MRI and histology by 
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the use of tissue marking dyes. Whereas MRI-derived and histology-derived non-

viable tumor fractions were generally in good visual agreement, clinical biomarker 

validation would benefit from further improving the spatial agreement between MRI 

and histology. This could be established by the use of MRI- and histology-visible 

fiducial markers and tissue marking dyes (70,71). The efficacy of MR-HIFU treatment 

is often initially investigated in treat-and-resect studies, which are aimed at 

assessment of treatment margins and evaluation of treatment efficacy using gold-

standard histopathological analysis (72). These studies would enable further validation 

of the multiparametric MRI approach by correlation of MRI findings with 

histopathological indices.  

 

8.2.2.3. Imaging biomarker qualification and utilization 

Further clinical translation of the MRI biomarkers would involve large multi-center 

studies, in which imaging techniques are standardized and in which their suitability for 

assessment of early tumor response to HIFU therapy is evaluated and compared to 

established clinical end-points for treatment response (62,73). This would involve 

assessment if early imaging biomarker changes are predictive of an eventual reduction 

in tumor size and a favorable treatment outcome. Our preclinical studies were focused 

at early assessment of treatment response and MRI follow-up was limited to 3 days 

after HIFU. It would be interesting to evaluate the presented methods for long-term 

follow-up after HIFU, during which a further inflammatory response and repair 

processes are expected (74,75).  

 

Based on the pre-treatment variation in the imaging biomarkers and the extent of 

change in response to treatment, threshold values or image features could be selected 

that indicate when a change in a biomarker can be regarded as a significant treatment 

effect. Such information, derived from pre- and post-treatment multiparametric MRI 

data acquired in clinical trials could be utilized to establish computer aided-diagnosis 

systems (76). These systems can be employed in a clinical setting for patient-specific 

tissue classification, before and after treatment. Multiparametric MRI parameter 

values, but also tumor texture could facilitate machine-based decision making (76,77). 

 

An interesting approach to making patient-specific predictions about treatment 

outcome is the integration of multimodality imaging data into mathematical models of 

tumor growth (78). Whereas the clinical use of these models needs to be further 

established, the combination of different imaging techniques offers unique 

opportunities to noninvasively and longitudinally acquire quantitative data related to 

tumor cellularity, vascularity, glucose consumption and oxygenation status (33). This 

allows patient-specific model predictions to be directly compared with actual treatment 

response and outcome.   
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8.3. Conclusion 

 

The studies presented in this thesis demonstrated that macromolecular contrast-

enhanced MRI facilitates detailed evaluation of tumor microvascular function. Albumin-

binding and high molecular weight dendrimer-based contrast agents proved to be 

suitable for MR angiography. In addition, it was shown that a novel constrained multi-

agent tracer-kinetic modeling approach for DCE-MRI enabled robust characterization 

of tumor microvascular status. This information can improve pre-treatment tumor 

characterization and treatment evaluation. In addition, we have evaluated a number 

of MRI biomarkers with respect to their suitability for identification of successfully 

treated tumor after HIFU therapy. Cluster analysis of DCE-MRI data was able to 

identify regional tracer-kinetic changes after HIFU. Besides this, multiparametric MRI, 

especially through clustering analysis of the ADC and APT-weighted signal, enabled 

discrimination between successfully treated non-viable tumor and untreated viable 

tumor after HIFU treatment.  

 

8.4. References 

 

1. Cai HH, Zhong X, Yang PH, Wei W, Chen JN, Cai JY. Probing site-selective 

binding of rhodamine B to bovine serum albumin. Colloid Surface A 2010;372(1-

3):35-40. 

2. Nielsen T, Wittenborn T, Horsman MR. Dynamic Contrast-Enhanced Magnetic 

Resonance Imaging (DCE-MRI) in Preclinical Studies of Antivascular Treatments. 

Pharmaceutics 2012;4(4):563-589. 

3. O'Connor JP, Jackson A, Parker GJ, Roberts C, Jayson GC. Dynamic contrast-

enhanced MRI in clinical trials of antivascular therapies. Nat Rev Clin Oncol 

2012;9(3):167-177. 

4. O'Connor JP, Jackson A, Parker GJ, Jayson GC. DCE-MRI biomarkers in the 

clinical evaluation of antiangiogenic and vascular disrupting agents. Br J Cancer 

2007;96(2):189-195. 

5. Zweifel M, Padhani AR. Perfusion MRI in the early clinical development of 

antivascular drugs: decorations or decision making tools? Eur J Nucl Med Mol Imaging 

2010;37 Suppl 1:S164-182. 

6. Jackson A, O'Connor JP, Parker GJ, Jayson GC. Imaging tumor vascular 

heterogeneity and angiogenesis using dynamic contrast-enhanced magnetic resonance 

imaging. Clin Cancer Res 2007;13(12):3449-3459. 

7. Rose CJ, Mills SJ, O'Connor JP, Buonaccorsi GA, Roberts C, Watson Y, Cheung 

S, Zhao S, Whitcher B, Jackson A, Parker GJ. Quantifying spatial heterogeneity in 

dynamic contrast-enhanced MRI parameter maps. Magn Reson Med 2009;62(2):488-

499. 

8. Jiang F, He M, Liu YJ, Wang ZB, Zhang L, Bai J. High intensity focused 

ultrasound ablation of goat liver in vivo: Pathologic changes of portal vein and the 

"heat-sink" effect. Ultrasonics 2013;53(1):77-83. 

9. Voogt MJ, Trillaud H, Kim YS, Mali WP, Barkhausen J, Bartels LW, Deckers R, 

Frulio N, Rhim H, Lim HK, Eckey T, Nieminen HJ, Mougenot C, Keserci B, Soini J, Vaara 

T, Kohler MO, Sokka S, van den Bosch MA. Volumetric feedback ablation of uterine 



Chapter 8 

232 

fibroids using magnetic resonance-guided high intensity focused ultrasound therapy. 

Eur Radiol 2012;22(2):411-417. 

10. Hynynen K, Chung AH, Colucci V, Jolesz FA. Potential adverse effects of high-

intensity focused ultrasound exposure on blood vessels in vivo. Ultrasound Med Biol 

1996;22(2):193-201. 

11. Chu KF, Dupuy DE. Thermal ablation of tumours: biological mechanisms and 

advances in therapy. Nat Rev Cancer 2014;14(3):199-208. 

12. Vogel MW, Entius CA, Pattynama PM. Monitoring tissue coagulation during 

thermoablative treatment by using a novel magnetic resonance imaging contrast 

agent. Invest Radiol 2004;39(11):661-665. 

13. Kong G, Braun RD, Dewhirst MW. Characterization of the effect of hyperthermia 

on nanoparticle extravasation from tumor vasculature. Cancer Res 2001;61(7):3027-

3032. 

14. Walsh JC, Lebedev A, Aten E, Madsen K, Marciano L, Kolb HC. The clinical 

importance of assessing tumor hypoxia: relationship of tumor hypoxia to prognosis 

and therapeutic opportunities. Antioxid Redox Signal 2014;21(10):1516-1554. 

15. Hijnen N, Langereis S, Grull H. Magnetic resonance guided high-intensity 

focused ultrasound for image-guided temperature-induced drug delivery. Adv Drug 

Deliv Rev 2014;72:65-81. 

16. Chen Q, Krol A, Wright A, Needham D, Dewhirst MW, Yuan F. Tumor 

microvascular permeability is a key determinant for antivascular effects of doxorubicin 

encapsulated in a temperature sensitive liposome. Int J Hyperthermia 

2008;24(6):475-482. 

17. Frenkel V. Ultrasound mediated delivery of drugs and genes to solid tumors. 

Adv Drug Deliv Rev 2008;60(10):1193-1208. 

18. Frenkel V, Etherington A, Greene M, Quijano J, Xie J, Hunter F, Dromi S, Li KC. 

Delivery of liposomal doxorubicin (Doxil) in a breast cancer tumor model: investigation 

of potential enhancement by pulsed-high intensity focused ultrasound exposure. Acad 

Radiol 2006;13(4):469-479. 

19. Hundt W, Yuh EL, Steinbach S, Bednarski MD, Guccione S. Comparison of 

continuous vs. pulsed focused ultrasound in treated muscle tissue as evaluated by 

magnetic resonance imaging, histological analysis, and microarray analysis. Eur Radiol 

2008;18(5):993-1004. 

20. Hancock HA, Smith LH, Cuesta J, Durrani AK, Angstadt M, Palmeri ML, Kimmel 

E, Frenkel V. Investigations into pulsed high-intensity focused ultrasound-enhanced 

delivery: preliminary evidence for a novel mechanism. Ultrasound Med Biol 

2009;35(10):1722-1736. 

21. Zhu W, Kato Y, Artemov D. Heterogeneity of tumor vasculature and 

antiangiogenic intervention: insights from MR angiography and DCE-MRI. PLoS One 

2014;9(1):e86583. 

22. Hijnen NM, Elevelt A, Grull H. Stability and trapping of magnetic resonance 

imaging contrast agents during high-intensity focused ultrasound ablation therapy. 

Invest Radiol 2013;48(7):517-524. 

23. Hijnen NM, Elevelt A, Pikkemaat J, Bos C, Bartels LW, Grull H. The magnetic 

susceptibility effect of gadolinium-based contrast agents on PRFS-based MR 

thermometry during thermal interventions. J Ther Ultrasound 2013;1:8. 



Discussion and future perspectives 

233 

24. McDannold N. Quantitative MRI-based temperature mapping based on the 

proton resonant frequency shift: review of validation studies. Int J Hyperthermia 

2005;21(6):533-546. 

25. van Osch MJ, Vonken EJ, Viergever MA, van der Grond J, Bakker CJ. Measuring 

the arterial input function with gradient echo sequences. Magn Reson Med 

2003;49(6):1067-1076. 

26. Fruytier AC, Magat J, Colliez F, Jordan B, Cron G, Gallez B. Dynamic contrast-

enhanced MRI in mice at high field: Estimation of the arterial input function can be 

achieved by phase imaging. Magn Reson Med 2013. 

27. Fruytier AC, Magat J, Neveu MA, Karroum O, Bouzin C, Feron O, Jordan B, Cron 

GO, Gallez B. Dynamic contrast-enhanced MRI in mouse tumors at 11.7 T: comparison 

of three contrast agents with different molecular weights to assess the early effects of 

combretastatin A4. NMR Biomed 2014;27(11):1403-1412. 

28. Lauffer RB, Parmelee DJ, Dunham SU, Ouellet HS, Dolan RP, Witte S, McMurry 

TJ, Walovitch RC. MS-325: albumin-targeted contrast agent for MR angiography. 

Radiology 1998;207(2):529-538. 

29. Lauffer RB, Parmelee DJ, Ouellet HS, Dolan RP, Sajiki H, Scott DM, Bernard PJ, 

Buchanan EM, Ong KY, Tyeklar Z, Midelfort KS, McMurry TJ, Walovitch RC. MS-325: a 

small-molecule vascular imaging agent for magnetic resonance imaging. Acad Radiol 

1996;3 Suppl 2:S356-358. 

30. Hoeks CM, Barentsz JO, Hambrock T, Yakar D, Somford DM, Heijmink SW, 

Scheenen TW, Vos PC, Huisman H, van Oort IM, Witjes JA, Heerschap A, Futterer JJ. 

Prostate cancer: multiparametric MR imaging for detection, localization, and staging. 

Radiology 2011;261(1):46-66. 

31. Jacobs MA. Multiparametric magnetic resonance imaging of breast cancer. J Am 

Coll Radiol 2009;6(7):523-526. 

32. Padhani AR, Miles KA. Multiparametric imaging of tumor response to therapy. 

Radiology 2010;256(2):348-364. 

33. Yankeelov TE, Abramson RG, Quarles CC. Quantitative multimodality imaging in 

cancer research and therapy. Nat Rev Clin Oncol 2014;11(11):670-680. 

34. Muller BG, Futterer JJ, Gupta RT, Katz A, Kirkham A, Kurhanewicz J, Moul JW, 

Pinto PA, Rastinehad AR, Robertson C, de la Rosette J, Sanchez-Salas R, Jones JS, 

Ukimura O, Verma S, Wijkstra H, Marberger M. The role of magnetic resonance 

imaging (MRI) in focal therapy for prostate cancer: recommendations from a 

consensus panel. BJU Int 2014;113(2):218-227. 

35. Dominietto M, Rudin M. Could magnetic resonance provide in vivo histology? 

Front Genet 2014;4:298. 

36. Marcus CD, Ladam-Marcus V, Cucu C, Bouche O, Lucas L, Hoeffel C. Imaging 

techniques to evaluate the response to treatment in oncology: current standards and 

perspectives. Crit Rev Oncol Hematol 2009;72(3):217-238. 

37. Hilf R. Mitochondria are targets of photodynamic therapy. J Bioenerg Biomembr 

2007;39(1):85-89. 

38. Lee SC, Poptani H, Pickup S, Jenkins WT, Kim S, Koch CJ, Delikatny EJ, 

Glickson JD. Early detection of radiation therapy response in non-Hodgkin's lymphoma 

xenografts by in vivo 1H magnetic resonance spectroscopy and imaging. NMR Biomed 

2010;23(6):624-632. 



Chapter 8 

234 

39. Liimatainen T, Hakumaki JM, Kauppinen RA, Ala-Korpela M. Monitoring of 

gliomas in vivo by diffusion MRI and 1H MRS during gene therapy-induced apoptosis: 

interrelationships between water diffusion and mobile lipids. NMR Biomed 

2009;22(3):272-279. 

40. Jacobs MA, Ouwerkerk R, Kamel I, Bottomley PA, Bluemke DA, Kim HS. Proton, 

diffusion-weighted imaging, and sodium (23Na) MRI of uterine leiomyomata after MR-

guided high-intensity focused ultrasound: a preliminary study. J Magn Reson Imaging 

2009;29(3):649-656. 

41. Thomas MA, Nagarajan R, Huda A, Margolis D, Sarma MK, Sheng K, Reiter RE, 

Raman SS. Multidimensional MR spectroscopic imaging of prostate cancer in vivo. NMR 

Biomed 2014;27(1):53-66. 

42. Brindle KM, Bohndiek SE, Gallagher FA, Kettunen MI. Tumor imaging using 

hyperpolarized 13C magnetic resonance spectroscopy. Magn Reson Med 

2011;66(2):505-519. 

43. Brindle K. New approaches for imaging tumour responses to treatment. Nat 

Rev Cancer 2008;8(2):94-107. 

44. Boss A, Martirosian P, Schraml C, Clasen S, Fenchel M, Anastasiadis A, 

Claussen CD, Pereira PL, Schick F. Morphological, contrast-enhanced and spin labeling 

perfusion imaging for monitoring of relapse after RF ablation of renal cell carcinomas. 

Eur Radiol 2006;16(6):1226-1236. 

45. Joo I, Lee JM, Han JK, Choi BI. Intravoxel incoherent motion diffusion-weighted 

MR imaging for monitoring the therapeutic efficacy of the vascular disrupting agent 

CKD-516 in rabbit VX2 liver tumors. Radiology 2014;272(2):417-426. 

46. Le Bihan D, Turner R, Moonen CT, Pekar J. Imaging of diffusion and 

microcirculation with gradient sensitization: design, strategy, and significance. J Magn 

Reson Imaging 1991;1(1):7-28. 

47. Andreou A, Koh DM, Collins DJ, Blackledge M, Wallace T, Leach MO, Orton MR. 

Measurement reproducibility of perfusion fraction and pseudodiffusion coefficient 

derived by intravoxel incoherent motion diffusion-weighted MR imaging in normal liver 

and metastases. Eur Radiol 2013;23(2):428-434. 

48. Bisdas S, Braun C, Skardelly M, Schittenhelm J, Teo TH, Thng CH, Klose U, Koh 

TS. Correlative assessment of tumor microcirculation using contrast-enhanced 

perfusion MRI and intravoxel incoherent motion diffusion-weighted MRI: is there a link 

between them? NMR Biomed 2014;27(10):1184-1191. 

49. Zahra MA, Hollingsworth KG, Sala E, Lomas DJ, Tan LT. Dynamic contrast-

enhanced MRI as a predictor of tumour response to radiotherapy. Lancet Oncology 

2007;8(1):63-74. 

50. Jensen RL, Mumert ML, Gillespie DL, Kinney AY, Schabel MC, Salzman KL. 

Preoperative dynamic contrast-enhanced MRI correlates with molecular markers of 

hypoxia and vascularity in specific areas of intratumoral microenvironment and is 

predictive of patient outcome. Neuro Oncol 2014;16(2):280-291. 

51. Jordan BF, Magat J, Colliez F, Ozel E, Fruytier AC, Marchand V, Mignion L, 

Bouzin C, Cani PD, Vandeputte C, Feron O, Delzenne N, Himmelreich U, Denolin V, 

Duprez T, Gallez B. Mapping of oxygen by imaging lipids relaxation enhancement: A 

potential sensitive endogenous MRI contrast to map variations in tissue oxygenation. 

Magn Reson Med 2012. 



Discussion and future perspectives 

235 

52. Jordan BF, Magat J, Colliez F, Ozel E, Fruytier AC, Marchand V, Mignion L, 

Gallez B. Application of MOBILE (mapping of oxygen by imaging lipids relaxation 

enhancement) to study variations in tumor oxygenation. Adv Exp Med Biol 

2013;789:281-288. 

53. Colliez F, Neveu MA, Magat J, Cao Pham TT, Gallez B, Jordan BF. Qualification 

of a noninvasive magnetic resonance imaging biomarker to assess tumor oxygenation. 

Clin Cancer Res 2014;20(21):5403-5411. 

54. Ohira T, Okuma T, Matsuoka T, Wada Y, Nakamura K, Watanabe Y, Inoue Y. 

FDG-MicroPET and diffusion-weighted MR image evaluation of early changes after 

radiofrequency ablation in implanted VX2 tumors in rabbits. Cardiovasc Intervent 

Radiol 2009;32(1):114-120. 

55. Vera P, Dubray B, Palie O, Buvat I, Hapdey S, Modzelewski R, Benyoucef A, 

Rousseau C, Meyer ME, Bardet S, Gardin I, Fiore FD, Michel P. Monitoring tumour 

response during chemo-radiotherapy: a parametric method using FDG-PET/CT images 

in patients with oesophageal cancer. EJNMMI Res 2014;4(1):12. 

56. Trigonis I, Koh PK, Taylor B, Tamal M, Ryder D, Earl M, Anton-Rodriguez J, 

Haslett K, Young H, Faivre-Finn C, Blackhall F, Jackson A, Asselin MC. Early reduction 

in tumour [18F]fluorothymidine (FLT) uptake in patients with non-small cell lung 

cancer (NSCLC) treated with radiotherapy alone. Eur J Nucl Med Mol Imaging 

2014;41(4):682-693. 

57. Sugiyama M, Sakahara H, Sato K, Harada N, Fukumoto D, Kakiuchi T, Hirano T, 

Kohno E, Tsukada H. Evaluation of 3'-deoxy-3'-18F-fluorothymidine for monitoring 

tumor response to radiotherapy and photodynamic therapy in mice. J Nucl Med 

2004;45(10):1754-1758. 

58. Yang YJ, Ryu JS, Kim SY, Oh SJ, Im KC, Lee H, Lee SW, Cho KJ, Cheon GJ, 

Moon DH. Use of 3'-deoxy-3'-[18F]fluorothymidine PET to monitor early responses to 

radiation therapy in murine SCCVII tumors. Eur J Nucl Med Mol Imaging 

2006;33(4):412-419. 

59. Pan MH, Huang SC, Liao YP, Schaue D, Wang CC, Stout DB, Barrio JR, McBride 

WH. FLT-PET imaging of radiation responses in murine tumors. Mol Imaging Biol 

2008;10(6):325-334. 

60. Lopci E, Grassi I, Chiti A, Nanni C, Cicoria G, Toschi L, Fonti C, Lodi F, Mattioli 

S, Fanti S. PET radiopharmaceuticals for imaging of tumor hypoxia: a review of the 

evidence. Am J Nucl Med Mol Imaging 2014;4(4):365-384. 

61. Judenhofer MS, Wehrl HF, Newport DF, Catana C, Siegel SB, Becker M, 

Thielscher A, Kneilling M, Lichy MP, Eichner M, Klingel K, Reischl G, Widmaier S, 

Rocken M, Nutt RE, Machulla HJ, Uludag K, Cherry SR, Claussen CD, Pichler BJ. 

Simultaneous PET-MRI: a new approach for functional and morphological imaging. Nat 

Med 2008;14(4):459-465. 

62. Abramson RG, Burton KR, Yu JP, Scalzetti EM, Yankeelov TE, Rosenkrantz AB, 

Mendiratta-Lala M, Bartholmai BJ, Ganeshan D, Lenchik L, Subramaniam RM. Methods 

and Challenges in Quantitative Imaging Biomarker Development. Acad Radiol 

2015;22(1):25-32. 

63. Tsao J, Kozerke S. MRI temporal acceleration techniques. J Magn Reson 

Imaging 2012;36(3):543-560. 



Chapter 8 

236 

64. Ma D, Gulani V, Seiberlich N, Liu K, Sunshine JL, Duerk JL, Griswold MA. 

Magnetic resonance fingerprinting. Nature 2013;495(7440):187-192. 

65. Ho KS, Poon PC, Owen SC, Shoichet MS. Blood vessel hyperpermeability and 

pathophysiology in human tumour xenograft models of breast cancer: a comparison of 

ectopic and orthotopic tumours. BMC Cancer 2012;12:579. 

66. Ruggeri BA, Camp F, Miknyoczki S. Animal models of disease: pre-clinical 

animal models of cancer and their applications and utility in drug discovery. Biochem 

Pharmacol 2014;87(1):150-161. 

67. Patterson DM, Padhani AR, Collins DJ. Technology insight: water diffusion MRI--

a potential new biomarker of response to cancer therapy. Nat Clin Pract Oncol 

2008;5(4):220-233. 

68. Moffat BA, Hall DE, Stojanovska J, McConville PJ, Moody JB, Chenevert TL, 

Rehemtulla A, Ross BD. Diffusion imaging for evaluation of tumor therapies in 

preclinical animal models. MAGMA 2004;17(3-6):249-259. 

69. Ross BD, Moffat BA, Lawrence TS, Mukherji SK, Gebarski SS, Quint DJ, Johnson 

TD, Junck L, Robertson PL, Muraszko KM, Dong Q, Meyer CR, Bland PH, McConville P, 

Geng HR, Rehemtulla A, Chenevert TL. Evaluation of cancer therapy using diffusion 

magnetic resonance imaging. Mol Cancer Ther 2003;2(6):581-587. 

70. Schmitz AC, van den Bosch MA, Loo CE, Mali WP, Bartelink H, Gertenbach M, 

Holland R, Peterse JL, Rutgers EJ, Gilhuijs KG. Precise correlation between MRI and 

histopathology - exploring treatment margins for MRI-guided localized breast cancer 

therapy. Radiother Oncol 2010;97(2):225-232. 

71. McGrath DM, Vlad RM, Foltz WD, Brock KK. Technical note: fiducial markers for 

correlation of whole-specimen histopathology with MR imaging at 7 tesla. Med Phys 

2010;37(5):2321-2328. 

72. Huisman M, van den Bosch MA. MR-guided high-intensity focused ultrasound 

for noninvasive cancer treatment. Cancer Imaging 2011;11:S161-166. 

73. Padhani AR, Liu G, Koh DM, Chenevert TL, Thoeny HC, Takahara T, Dzik-Jurasz 

A, Ross BD, Van Cauteren M, Collins D, Hammoud DA, Rustin GJ, Taouli B, Choyke PL. 

Diffusion-weighted magnetic resonance imaging as a cancer biomarker: consensus 

and recommendations. Neoplasia 2009;11(2):102-125. 

74. Cheng HL, Purcell CM, Bilbao JM, Plewes DB. Usefulness of contrast kinetics for 

predicting and monitoring tissue changes in muscle following thermal therapy in long 

survival studies. J Magn Reson Imaging 2004;19(3):329-341. 

75. Wijlemans JW, Deckers R, van den Bosch MA, Seinstra BA, van Stralen M, van 

Diest PJ, Moonen CT, Bartels LW. Evolution of the ablation region after magnetic 

resonance-guided high-intensity focused ultrasound ablation in a Vx2 tumor model. 

Invest Radiol 2013;48(6):381-386. 

76. Wang S, Burtt K, Turkbey B, Choyke P, Summers RM. Computer Aided-

Diagnosis of Prostate Cancer on Multiparametric MRI: A Technical Review of Current 

Research. Biomed Res Int 2014;2014:789561. 

77. Mouthuy N, Cosnard G, Abarca-Quinones J, Michoux N. Multiparametric 

magnetic resonance imaging to differentiate high-grade gliomas and brain metastases. 

J Neuroradiol 2012;39(5):301-307. 



Discussion and future perspectives 

237 

78. Yankeelov TE, Atuegwu N, Hormuth D, Weis JA, Barnes SL, Miga MI, Rericha 

EC, Quaranta V. Clinically relevant modeling of tumor growth and treatment response. 

Sci Transl Med 2013;5(187):187ps189. 

 

 

  



238 

 



Summary 
  



Summary 

 

240 

Magnetic Resonance Imaging Biomarkers of Cancer 
with applications in High Intensity Focused Ultrasound treatment evaluation 

 

The work presented in this thesis was aimed at the development and evaluation of 

magnetic resonance imaging (MRI) methods for tumor imaging and therapy 

evaluation, with a specific focus on High Intensity Focused Ultrasound (HIFU). To this 

aim, various studies were performed in tumor-bearing mice. An overview of oncologic 

imaging methods and the potential suitability of MRI for HIFU therapy evaluation was 

given in chapter 1. 

 

The first part (chapter 2, 3 and 4) of this thesis was focused on macromolecular 

contrast-enhanced MRI for assessment of tumor vascular status.  

Chapter 2 demonstrated the characterization and in vivo evaluation of blood-kinetics 

and biodistribution of different lower generations of dendrimer-based MRI contrast 

agents, functionalized with a palmitoyl moiety to facilitate reversible binding to mouse 

serum albumin (MSA). Differences in structure between the agents affected their 

relaxometric properties, aggregation behavior and affinity for MSA. The agents 

possessed prolonged circulation times compared to the low molecular weight Gd-DOTA 

and proved to be suitable for blood pool imaging, as shown with MR angiography.  

In chapter 3, the characterization and in vivo evaluation of dendrimer-based MRI 

contrast agents of various molecular weight was described. The dendrimers possessed 

an increased relaxivity compared to Gd-DOTA. The circulation half-lives of the agents 

increased with their molecular weight and the elimination half-life of the highest 

molecular weight G5 dendrimer was 5 times higher than of Gd-DOTA.  

Differences in blood-kinetics and tumor accumulation between the agents implied that 

they possess a range of tumor wash-in and wash-out rates. Therefore, these agents 

are suitable candidates for macromolecular DCE-MRI. MR angiography demonstrated 

the utility of the highest molecular weight G5 dendrimer for blood pool imaging. 

In chapter 4, a novel tracer-kinetic modeling approach for macromolecular dynamic 

contrast-enhanced MRI (DCE-MRI) was demonstrated. The approach was based on 

sequential injection of multiple contrast agents of various molecular weight within one 

imaging session and simultaneous modeling of the multi-agent DCE-MRI data. 

Simulations demonstrated that multi-agent tracer-kinetic modeling reduced bias and 

uncertainty in tracer-kinetic parameter estimation, compared to single-bolus 

modeling. The method was applied in a mouse tumor model, using dendrimer-based 

contrast agents of various molecular weight and Gd-DOTA. Simultaneous fitting of the 

multi-agent data enabled separate estimation of parameters characterizing blood flow 

and microvascular permeability. Significant differences in the extraction fraction and 

washout rate constant between the agents, dependent on their molecular weight, were 

consistently observed. This demonstrated the suitability of the constrained multi-agent 

modeling approach to obtain a detailed assessment of tumor vascular status. 

 

The remaining part of this thesis was focused on the identification of MRI biomarkers 

for evaluation of HIFU treatment. Two of these studies (chapter 5 and 6) involved 

tumor ablation using a preclinical therapeutic transducer outside of the MRI scanner 

and treatment evaluation using a high-field MRI scanner.  
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Chapter 5 described the evaluation of HIFU treatment using a multiparametric MRI 

protocol, consisting of quantitative assessment of the T1, T2, apparent diffusion 

coefficient (ADC) and magnetization transfer ratio (MTR). Tumor-bearing mice 

underwent MRI before, directly after and 3 days after HIFU. A cluster analysis was 

employed on different feature vectors (i.e. combinations of MRI parameters), to 

assess the optimal set of MRI parameters for identification of successfully treated non-

viable tumor tissue. Clusters were classified as non-viable if the fraction of clusters 

significantly increased after HIFU. Clustering-derived and histology-derived non-viable 

tumor fractions were quantitatively compared. The highest correlation between these 

fractions was observed for feature vector {T1, T2, ADC} at 3 days after HIFU. Directly 

after HIFU the agreement was less. These results demonstrated that a multiparametric 

MRI protocol enables identification of successfully treated tumor after HIFU. 

Chapter 6 was focused on DCE-MRI evaluation of HIFU therapy. DCE-MRI was 

performed on tumor-bearing mice before, directly after and 3 days after HIFU. Non-

perfused tumor fractions were quantitatively compared with histology-derived non-

viable tumor fractions. The best agreement between these fractions was observed at 3 

days after HIFU, whereas directly after HIFU the non-perfused tumor fraction was 

higher than the non-viable fraction. Cluster analysis of tracer-kinetic parameters Ktrans 

and ve was employed to interrogate the changes in contrast agent uptake-kinetics in 

tumor regions outside the non-perfused volume. After HIFU, the fraction of pixels in 

two clusters, exhibiting a low Ktrans and either a low or high ve, was significantly 

increased. Histological analysis suggested that HIFU-induced changes in these clusters 

were a consequence of structural disruption and hemorrhage, resulting in reduced 

microvascular function as also implied by vascular endothelium and hypoxia staining. 

A step towards clinical translation of multiparametric MRI analysis for evaluation of 

HIFU therapy was demonstrated in chapter 7. This study was aimed at the evaluation 

of HIFU treatment using a quantitative MRI analysis consisting of T1, T2, ADC, T1ρ, 

amide proton transfer (APT) and DCE-MRI measurements. HIFU-treatment was 

performed on tumor-bearing rats, using a clinical 3T MR-HIFU system which facilitated 

real-time treatment monitoring using MR thermometry. Multiparametric MRI was 

performed before, directly after and 3 days after HIFU. Cluster analysis of all 

combinations of endogenous MRI parameters was performed. The optimal set of MRI 

parameters to identify successfully treated tumor tissue was assessed by quantitative 

comparison between clustering-derived and histology-derived non-viable tumor 

fractions. The best agreement between these fractions was observed after clustering 

with feature vector {ADC, APT-weighted signal}, at 3 days after HIFU. The suitability 

of the multiparametric cluster analysis for evaluation of HIFU therapy was found to be 

higher than of thermal dose mapping and contrast-enhanced MRI, which are 

conventional methods for HIFU-therapy monitoring and evaluation, respectively. 

In chapter 8, a reflection was given on the work presented in this thesis. Moreover, 

future perspectives and steps towards clinical translation were discussed.  

 

In conclusion, this thesis describes a number of contrast-enhanced and endogenous 

MRI biomarkers for cancer imaging and treatment evaluation. It was demonstrated 

that macromolecular DCE-MRI enables detailed evaluation of tumor vascular status 

and multiparametric MRI enables identification of successfully HIFU-treated tumor.  
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Net als dat er meer achter het plaatje op de voorkant van dit proefschrift zit dan je op 

het eerste oog ziet, geldt dat ook voor de inhoud van dit proefschrift. Achter de 
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voelde. Tot op heden is dat gevoel alleen nog maar sterker geworden. Uw deur staat 
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Rik, het was erg leuk om jou tijdens mijn afstuderen en promotie als kamergenoot en 

later ook als buurman te hebben. Naast alle leuke gesprekken op het werk zorgde je 
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daarbuiten des te meer. Je was een gangmaker en altijd in om even een drankje te 
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van de ervaring die je hierin al had.  
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Miranda en Marloes, jullie ook bedankt voor de gezelligheid en sportieve uitspattingen. 

Ot, bedankt voor de mooie tijd op Pukkelpop en tijdens het wakeboarden. Het is altijd 

leuk om je weer te zien.  

 

Verder wil ik nog een aantal begeleiders bedanken die me vóór mijn promotie wegwijs 

gemaakt hebben in het onderzoek. Leonie, ik heb veel geleerd van je begeleiding en 

vind het leuk dat we elkaar nog regelmatig spreken. Erik, bedankt voor je goede 

begeleiding tijdens mijn eerste stage binnen de groep. Ewelina, thank you for giving 
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de mooie tijd en leuke sfeer binnen de groep en daarbuiten.  

I would also like to thank my former supervisors that were not part of the Biomedical 

NMR group; Yoshinori Kato, Dmitri Artemov and Zaver Bhujwalla, thank you for 

supervising me during my internship at the In vivo Cellular and Molecular Imaging 

Center at Johns Hopkins University. I learned a lot from this project and it was a great 
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Naast alle werk gerelateerde personen, die vaak ook vrienden te noemen zijn, wil ik 
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ik wil jullie wel allemaal bedanken voor alle leuke momenten samen en de mooie 
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geïnteresseerd waren in hoe het met mijn promotie ging, kwamen jullie ook vaak niet 

verder dan ‘hoe is het met de muizen?’ en dat was eigenlijk ook wel prettig. Zo was er 

bij jullie vooral veel ruimte voor plezier en ontspanning en dat was na het werk toch 

meestal het hardste nodig. Ik ben er trots op dat we zo’n mooie groep hebben en 

hoop dat we dat nog lang zo kunnen houden. 

Ik wil ook mijn familie bedanken voor de interesse in hoe het ging gedurende de 

afgelopen jaren. John, jij ook bedankt voor je hulp bij het drukken van mijn thesis! 

En dan een aantal personen die misschien wel het belangrijkste voor me zijn geweest: 

Elco, het is heel fijn om een tweelingbroer te hebben zoals jij. Ik weet niet hoe ik dat 

moet omschrijven, maar het is als een soort van beste vriend die je dan zelfs nog 

extra goed begrijpt. Al zijn we vrij verschillend is dat verschil denk ik niet zo groot als 

het voor de buitenwereld lijkt en hebben we veel dezelfde interesses en gedachten. Zo 

kan ik met jou zowel over hele serieuze als hele onserieuze zaken praten, samen 

sporten, gezellig samen eten, etc. Als er een deel van het onderzoek niet vlotte kon ik 

altijd bij terecht en nam je zonder problemen de hele avond de tijd om met mij na te 

gaan waar het probleem precies zat en hoe daar verandering in gebracht kon worden. 

Ook als bijvoorbeeld een stuk code niet werkte nam je uitgebreid de tijd om dit met 

mij te fixen. Ik heb heel veel bewondering voor wat je met BrewPi voor elkaar hebt 

weten te boksen en hoe je in je eentje zo’n breed scala aan vaak ook nog heel 

ingewikkelde taken weet te volbrengen. Mooi om te zien hoe goed je bedrijf zich aan 

het ontwikkelen is. Xandra, ik ben ook heel blij met jou als überschoonzus. Ik vind het 

altijd heel gezellig om met je buurten en daarnaast is het heel relaxed dat ik altijd bij 
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Sigrid, doordat je nu in Den Haag woont zie ik je wat minder vaak maar ik denk dat 
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geïnteresseerd en behulpzaam in huis, maar we konden vooral altijd veel plezier 
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Cover description 
 

‘By inspecting the tumor tissue in a special way, information can be obtained that 

would remain invisible otherwise’. 

 

The image is a 3D stereogram; an object is hidden inside the image which appears in 

3D only when viewed correctly. 

 

This is a reference to the MRI methods and image analysis techniques that are 

presented in this thesis, such as the multiparametric MRI analysis and multi-agent 

tracer-kinetic modeling approach. With these techniques, valuable information about 

the tumor tissue could be extracted that could not be obtained with conventional MR 

imaging techniques. 

 

Instruction: hold the image at approximately 40 cm from your eyes. Now instead of 

focusing on the image itself, relax your eyes as if you were looking at a point at some 

distance behind the image. With some practice, the hidden object may show up. This 

way of looking can be practiced by staring at the two zeros below. By relaxing your 

eyes and looking through the page, gradually 3 zeros will appear.  

 

 

  

0    0 
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The background pattern of the image is based on a histopathological image of a tumor 

at 3 days after High Intensity Focused Ultrasound treatment. The depth mask, 

displaying the hidden object (a Philips Achieva 3.0 T MRI scanner) is shown below.  

 

In the occasion you would see multiple, slightly overlapping MRI scanners, try to 

change your focus point (by practicing with the zeros on the previous page or focusing 

at slightly different distances behind the page).  
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