New optoelectronic tip design for ultrafast scanning tunneling microscopy

Citation for published version (APA):

DOI:
10.1116/1.589162

Document status and date:
Published: 01/01/1996

Document Version:
Publisher’s PDF, also known as Version of Record (includes final page, issue and volume numbers)

Please check the document version of this publication:
• A submitted manuscript is the version of the article upon submission and before peer-review. There can be important differences between the submitted version and the official published version of record. People interested in the research are advised to contact the author for the final version of the publication, or visit the DOI to the publisher's website.
• The final author version and the galley proof are versions of the publication after peer review.
• The final published version features the final layout of the paper including the volume, issue and page numbers.

Link to publication

General rights
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright owners and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights.

• Users may download and print one copy of any publication from the public portal for the purpose of private study or research.
• You may not further distribute the material or use it for any profit-making activity or commercial gain
• You may freely distribute the URL identifying the publication in the public portal.

If the publication is distributed under the terms of Article 25fa of the Dutch Copyright Act, indicated by the “Taverne” license above, please follow below link for the End User Agreement:
www.tue.nl/taverne

Take down policy
If you believe that this document breaches copyright please contact us at:
openaccess@tue.nl
providing details and we will investigate your claim.
New optoelectronic tip design for ultrafast scanning tunneling microscopy

R. H. M. Groeneveld and Th. Rasing
Research Institute of Materials, University of Nijmegen, Toernooiveld 1, NL-6525,
ED Nijmegen, the Netherlands

L. M. F. Kaufmann and E. Smalbrugge
COBRA Interuniversity Research Institute, Electronic Devices Group, Eindhoven University of Technology,
the Netherlands

J. H. Wolter
COBRA Interuniversity Research Institute, Semiconductor Physics Group,
Eindhoven University of Technology, the Netherlands

M. R. Melloch
School of Electrical Engineering, Purdue University, West Lafayette, Indiana 47907-1285

H. van Kempen
Research Institute of Materials, University of Nijmegen, Toernooiveld 1, NL-6525,
ED Nijmegen, the Netherlands

(Received 24 July 1995; accepted 27 November 1995)

We have developed a scanning tunneling microscope using an optoelectronic switch that gates the tunneling tip current. The switch is fabricated within 30 μm from the tip by photolithography and an accurate cleavage method. We demonstrate this approach by detecting picosecond electrical transients on a coplanar stripline. We have investigated the signal dependence on contact resistance and found significant differences when the tip is brought from low-ohmic contact into the tunneling regime. In this regime, the THz signal amplitude was found to depend linearly on the tunnel conductance, and disappeared when the tip was retracted. © 1996 American Vacuum Society.

I. INTRODUCTION

In recent years, great interest has arisen in the development of scanning probes through which both atomic-scale spatial resolution as well as ultrafast temporal resolution can be accomplished. These techniques will allow for the study of picosecond dynamical processes in nanometer-scale objects such as individual quantum dots or clusters, in which electronic, acoustic, or magnetic excitations are affected by the geometrical boundaries. Also, strong technological efforts are made in the development of local electrical probes for studying ultrafast submicrometer electronic devices.1,2 For these purposes, several methods have been introduced, based on scanning force microscopy,3 scanning near-field optical microscopy,4 and scanning tunneling microscopy (STM).5–7

An ultrafast local probe has been developed based on a STM, since this type of microscopy yields the most promising spatial resolution. Temporal resolution is achieved by gating the tip current by an optoelectronic switch. These switches are widely used in terahertz time-domain spectroscopy (see Ref. 8 and references therein). The technique has been recently demonstrated by Weiss et al.6,7 In this article, a novel tip design is introduced that is both elegant in its simplicity and has picosecond temporal performance.

II. EXPERIMENT

The tip design allows us to fabricate the switch in close proximity to the tunneling tip. This has several advantages, such as minimizing effects of signal damping and dispersion. Also, when the roundtrip time of a signal traveling between tip and switch is smaller than the typical pulse duration, propagation effects between tip and switch leading to spurious transient reflections will become negligible. For example, a 1 ps pulse duration would require the distance between tip and switch to be less than 60 μm, assuming a propagation velocity of 0.4c. Our method enables us to fabricate the switch within several tens of micrometers from the tip. By molecular beam epitaxy, a (100)-oriented GaAs wafer is covered with an epilayer of low-temperature-grown GaAs (LT-GaAs) having picosecond carrier lifetime necessary to attain fast switch-off times. On top of the LT-GaAs, a single metallization pattern of alloyed Ni–Ge–Au is deposited by standard photolithography. The repetitive pattern is aligned under 45° with the easy-cleavage (110 and 110) directions. By performing two orthogonal cleaves, we obtain a strip of metallization that runs from the very edge of the cleaved wafer to a gap, that separates the strip from the rest of the metallization (see Fig. 1). This large mesh of metallization can easily be wired to an amplifier. The 9-μm-wide gap between mesh and strip forms the switch, and the cleaved edge of the metallization forms the tunneling tip. In this manner, tips with different strip lengths between 25 and 180 μm have been fabricated from the same mask pattern. The strip width is 15 μm. The high accuracy of the second cleave allows us to determine the strip length to within several microns in advance, and to avoid the situation in which bare GaAs would be present at the apex. The cleaved metallized apex proves to be a stable tunneling tip.

The tip is mounted above a coplanar stripline (CPS) in a
The generated electrical transient has been propagated along the CPS up to an in-line gap in the stripline, which capacitively couples part of the signal to a second stripline. The tip is positioned on the second stripline. For each measurement, the exact zero delay time has been determined with an accuracy of 0.2 ps, and each measurement has been scaled to its maximum value at the peak. The results for four different tips are shown in Fig. 3.

A systematic difference between the measurements of long and short strip lengths is found at the leading edge of the signal peak. The edge detected by the short strip tip arrives 1 ps earlier than the edge detected by the long strip tip. After performing the four measurements shown, we have measured with the first tip again and found that the signal shape remained unchanged within 15% (long-dashed curves in Fig. 3). This variation is likely to be due to the different alignments of the optical beams and the tip position on the stripline. The measured variations between the long and short strip tips curves of Fig. 3 are larger than the uncertainty due to alignment. The 1 ps time difference may be the consequence of frequency-dependent damping or dispersion. With the presently measured pulse durations, the effects of spurious transient reflections in the strip is expected to be negligible. When future developments lead to shorter pulses ~1 ps, our tip design is expected to be effective in suppressing the reflections.

**III. RESULTS**

First, we have measured the transient signal by placing a tip with 160 μm strip length in low-ohmic contact with the CPS. The exact zero delay time was determined by reversing the role of excitation and gate beams without making any modification to the optical beam paths. This measurement, shown in Fig. 2 by the solid curve, is compared to the measurement in which the signal is detected by a second sampling gate on the CPS. The pulse as detected by the sampling gate has a full width at half-maximum (FWHM) of 6.0 ps, whereas detection by the tip increases the FWHM to 8.5 ps. It was found that the tip may be placed several times in contact with the substrate before significant tip damage occurs.

Next, we will investigate the influence of the strip length on the detected signals in contact. We have performed measurements with four tips having strip lengths of 173, 50, 175, and 41 μm, in that order. We group the tips in two different categories having small and large strip lengths, respectively. The generated electrical transient has been propagated along the CPS to an in-line gap in the stripline, which capacitively couples part of the signal to a second stripline. The tip is positioned on the second stripline. For each measurement, the exact zero delay time has been determined with an accuracy of 0.2 ps, and each measurement has been scaled to its maximum value at the peak. The results for four different tips are shown in Fig. 3.

A systematic difference between the measurements of long and short strip lengths is found at the leading edge of the signal peak. The edge detected by the short strip tip arrives 1 ps earlier than the edge detected by the long strip tip. After performing the four measurements shown, we have measured with the first tip again and found that the signal shape remained unchanged within 15% (long-dashed curves in Fig. 3). This variation is likely to be due to the different alignments of the optical beams and the tip position on the stripline. The measured variations between the long and short strip tips curves of Fig. 3 are larger than the uncertainty due to alignment. The 1 ps time difference may be the consequence of frequency-dependent damping or dispersion. With the presently measured pulse durations, the effects of spurious transient reflections in the strip is expected to be negligible. When future developments lead to shorter pulses ~1 ps, our tip design is expected to be effective in suppressing the reflections.

**FIG. 1.** Ultrafast gated tunneling tip design with integrated optoelectronic switch, above a coplanar stripline on which picosecond electrical transients are generated, by the “excitation” optical pulse. The single metallization layer has been depicted in different shades to indicate its different functions. The white strip is the tip wire. The gap between tip wire and gray mesh forms the switch. The gray mesh connects the switch to the outside. The black strips are unused.

**FIG. 2.** Comparison between the measured transient signal, as detected by an optoelectronic switch on the coplanar stripline (dashed curve), and as detected by the ultrafast STM tip in contact with the stripline (solid). Curves have been scaled vertically. The transient has been generated by a second biased optoelectronic switch on the coplanar stripline.

**FIG. 3.** Measured electrical transients for different lengths between tip apex and optoelectronic switch on the tip. Solid line: 175 μm; long-dashed line: 173 μm; medium-dashed line: 50 μm; short-dashed line: 41 μm. Each curve has been independently scaled vertically. A significant 1 ps time lag of the leading edge of the pulses for long strip lengths is observed.
Next, measurements of THz transients detected by the tip are presented for different contact resistances between tip and CPS. The transmission line is held at a small bias $V_{\text{TL}}$ ($-0.04$ to $-0.3$ V) when the tip is brought into tunneling using the constant-current regulation system of the STM. Since the average dark resistance of the tip switch can exceed typical tunnel resistances of $\sim 1$ G$\Omega$ and so influence the constant-current feedback system, we have lowered the average dark resistance to $\sim 1$ M$\Omega$ by directing a continuous-wave (HeNe) laser beam onto the tip switch in addition to the pulsed beam. The averaged “on” resistance with only the gate beam present is $\sim 1$ M$\Omega$.

We have varied the average series resistance of switch and tunnel junction between $23$ M$\Omega$ and $1.2$ G$\Omega$. Figure 4 shows the shape of the detected signal when the tip is in contact and the tip is in tunneling. Measurement in tunneling is the average of three scans, each taking approximately $1$ min to record. In this regime, we find experimentally that the THz signal changes shape and arrives earlier than the signal as measured in contact. In the tunneling regime, we observe a $6$ ps rise time (10%–90%) of the signal. This value lies close to the $3$ ps risetime obtained by Weiss et al. In Fig. 5 the peak signal strength $[\max(I) - I(t<0)]$ versus average conductance has been plotted. The peak signal strength shows a linear relation and disappears when the tip is retracted. The signal strength measured at $1.2$ G$\Omega$ is a factor of $10^3$ weaker than the signal in contact. Similar results have been found by Weiss et al.$^6,7$ The remarkable observation that the signal disappears upon retracting the tip suggests that capacitive coupling, if present, only takes place in the tunneling region, and that the geometrical capacitive coupling between the strip and CPS is absent. We did not find a systematic difference between the signals detected by $40–50$ $\mu$m and by $175$ $\mu$m strip-length tips. In both cases, the signal strength was equal within $30\%$, ruling out a possible dipolar antenna action of the strip.

**IV. SUMMARY**

We have introduced a new ultrafast tunneling tip design for picosecond scanning tunneling microscopy, fabricated by a single photolithographic step and accurate cleaving. With the tips, we are able to detect voltage transients on coplanar striplines with picosecond time resolution, both in contact as well as in the tunneling regime. We have investigated the transient signals detected by tips having two different strip lengths (i.e., distance between tip apex and optoelectronic switch). The signal edge detected by the short strip tips arrives $1$ ps earlier than the edge detected by the long strip tips. Measuring in the tunneling regime ($R_s = 0.023–1.2$ G$\Omega$), we have observed a $6$ ps rise time (10%–90%) of the signal. Here, the THz signal amplitude was found to depend linearly on the tunnel conductance, and disappeared when the tip was retracted. Systematic differences between signals detected by the long and short strip tips in the tunneling regime have not been found.

**ACKNOWLEDGMENTS**

We are pleased to acknowledge the assistance of A. F. van Etteger, C. A. van’t Hof, J. Hermse, J. Gerritsen, and H. J. Gerritsen. Part of this work was supported by the “Stichting voor Fundamenteel Onderzoek der Materie (FOM),” which is financially supported by the “Nederlandse Organisatie voor Wetenschappelijk Onderzoek (NWO).” The research of Dr. R. H. M. Groeneveld has been made possible by a fellowship of the Royal Netherlands Academy of Arts and Sciences. M. R. Melloch acknowledges support by the MRSEC Program of the NSF under Award No. DMR-9400415.

---