Click-Coupling to Electrostatically Grafted Polymers Greatly Improves the Stability of a Continuous Monitoring Sensor with Single-Molecule Resolution

Citation for published version (APA):

DOI:
10.1021/acssensors.1c00564

Document status and date:
Published: 28/05/2021

Document Version:
Publisher’s PDF, also known as Version of Record (includes final page, issue and volume numbers)

Please check the document version of this publication:
• A submitted manuscript is the version of the article upon submission and before peer-review. There can be important differences between the submitted version and the official published version of record. People interested in the research are advised to contact the author for the final version of the publication, or visit the DOI to the publisher's website.
• The final author version and the galley proof are versions of the publication after peer review.
• The final published version features the final layout of the paper including the volume, issue and page numbers.

Link to publication

General rights
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright owners and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights.
• Users may download and print one copy of any publication from the public portal for the purpose of private study or research.
• You may not further distribute the material or use it for any profit-making activity or commercial gain
• You may freely distribute the URL identifying the publication in the public portal.

If the publication is distributed under the terms of Article 25fa of the Dutch Copyright Act, indicated by the “Taverne” license above, please follow below link for the End User Agreement:
www.tue.nl/taverne

Take down policy
If you believe that this document breaches copyright please contact us at:
openaccess@tue.nl
providing details and we will investigate your claim.
Click-Coupling to Electrostatically Grafted Polymers Greatly Improves the Stability of a Continuous Monitoring Sensor with Single-Molecule Resolution

Yu-Ting Lin, Rosan Vermaas, Junhong Yan, Arthur M. de Jong, and Menno W.J. Prins*

ABSTRACT: Sensing technologies for the real-time monitoring of biomolecules will allow studies of dynamic changes in biological systems and the development of control strategies based on measured responses. Here, we describe a molecular architecture and coupling process that allow continuous measurements of low-concentration biomolecules over long durations in a sensing technology with single-molecule resolution. The sensor is based on measuring temporal changes of the motion of particles upon binding and unbinding of analyte molecules. The biofunctionalization involves covalent coupling by click chemistry to PLL-g-PEG bottlebrush polymers. The polymer is grafted to a surface by multivalent electrostatic interactions, while the poly(ethylene glycol) suppresses nonspecific binding of biomolecules. With this biofunctionalization strategy, we demonstrate the continuous monitoring of single-stranded DNA and a medically relevant small-molecule analyte (creatinine), in sandwich and competitive assays, in buffer and in filtered blood plasma, with picomolar, nanomolar, and micromolar analyte concentrations, and with continuous sensor operation over 10 h.

KEYWORDS: continuous monitoring biosensors, biofunctionalization, low-fouling, polyelectrolyte, click chemistry

Biological systems exhibit dynamics that are at the most basic level driven by time-dependent changes of molecules such as metabolites, hormones, proteins, and nucleic acids. For healthcare and engineering purposes, it would be highly valuable to be able to continuously monitor specific molecules that critically reflect the biological dynamics so that timely actions can be taken and changes can be managed. A good example is sensors for continuous glucose monitoring, which are used for patient self-monitoring1 as well as for controlling industrial fermentations and bioreactors.2 Glucose is a metabolite that is present at millimolar concentrations. Biomarkers at lower concentrations can be measured with well-established detection techniques such as surface plasmon resonance (SPR), quartz crystal microbalance (QCM), and enzyme-linked immunosorbent assays (ELISA). However, these methods involve fluid handling steps (e.g., washing steps), which complicate the design of a monitoring system. A sensing principle that does not require wash steps is electrochemical aptamer-based sensing, based on analyte-induced conformational changes of surface-coupled aptamers.3 Research groups have demonstrated the monitoring of micromolar and nanomolar analyte concentrations.4–6 However, the continuous monitoring of biomarkers in the picomolar concentration range has not come within reach.

We have recently demonstrated a sensing technology for continuous biomarker monitoring at micromolar, nanomolar, and picomolar concentrations, called biosensing by particle mobility (BPM).7–9 The BPM sensing method has single-molecule resolution and gives digital signals, which enables measurements at low concentrations.10 BPM is based on particles tethered to a substrate, where the particles and the substrate are functionalized with specific binder molecules. Temporal changes are detected in the mobility of the particles caused by the reversible binding and unbinding of analyte molecules, generating digital on-off switching related to single-molecule events. The BPM sensing principle has been demonstrated with oligonucleotides and proteins as binder molecules, for sensing DNA, protein, as well as small-molecule biomarkers. However, the reported data show a decay of sensor signals, limiting the duration of the experiments as well as the duration of sensor operation in prospective applications.

Received: March 18, 2021
Accepted: April 29, 2021
Published: May 14, 2021
Potential causes of the signal decay are imperfect blocking strategies and a loss of binder molecules over time due to noncovalent coupling methods.

In this paper, we describe a molecular architecture with low-fouling bottlebrush polymers (PLL-g-PEG)\textsuperscript{11} and covalent click-coupling\textsuperscript{12,13} for achieving real-time continuous monitoring of analytes at low concentrations with stable response over long durations. The bottlebrush polymer serves four purposes: (i) it is strongly attached to the substrate by multivalent electrostatic interactions for high sensor stability, (ii) polyethylene glycol groups give low-fouling properties\textsuperscript{14,15} in order to reduce nonspecific binding of biomolecules, (iii) the polymer serves as a spacer between binder molecules and the solid substrate for minimizing loss of biomolecular activity over time, and (iv) integrated click-functional groups allow facile covalent coupling of binder molecules.

We show that the molecular architecture with click-coupling to low-fouling polymers greatly improves the stability of the BPM continuous monitoring sensor with single-molecule resolution. We describe the molecular architecture, compare it to previous coupling methods, and demonstrate the continuous monitoring of single-stranded DNA (ssDNA) and a small-molecule analyte (creatinine), in sandwich and competitive assay formats, in buffer and in filtered blood plasma. Picomolar, nanomolar, and micromolar analyte concentrations are measured with continuous sensor operation over long durations.

**RESULTS**

**Sensing Approach.** Biosensing by particle mobility (BPM) is based on particles that are tethered to a substrate via double-stranded DNA (dsDNA), with the particles and the substrate coated with binder molecules such as oligonucleotides or antibodies.\textsuperscript{7,9} The particles show Brownian motion and explore a region related to the length of the dsDNA tether. In a sandwich assay format (see Figure 1), target molecules can simultaneously bind to a binder molecule on the particle (particle-side binder, also referred to as “particle binder”) and a binder molecule on the substrate (substrate-side binder, also referred to as “substrate binder”). The formation of a target-induced sandwich bond between the particle and the substrate causes the particle motion to become more restricted (bound state), which can optically be detected. Upon dissociation of the target molecule, the larger motion amplitude of the particle is restored (unbound state). The increase and decrease in particle motion, as a result of binding and unbinding of target molecules, are detected over time.\textsuperscript{7} The output of the BPM biosensor is the particle switching activity, defined as the average frequency of binding and unbinding events per particle, which can be quantitatively related to the target concentration. The sensing principle is reversible and does not consume or produce any reagents, making it highly suited for continuous monitoring over long durations. However, operation over long durations requires a high stability of the biofunctionalizations in the system, which is the topic of this study.

**Results and Discussion.** The design of the molecular architecture and the particle-based biosensor are shown in Figure 1. A mixture of cationic PLL-g-PEG and PLL-g-PEG-N\textsubscript{2} polymers is adsorbed onto the negatively charged glass substrate. The polyethylene glycol (PEG) groups are strongly hydrophilic and provide biofouling-resistant properties, used here to reduce nonspecific interactions between particles, the substrate, and matrix components. The dsDNA tether and the substrate-side binder molecules are coupled to the PLL-g-PEG layer via the integrated azide groups, using second-generation click chemistry that is copper-free, catalyst-free, specific, and biocompatible.\textsuperscript{16–19} The surface density of clickable azide groups was controlled by mixing PLL-g-PEG and PLL-g-PEG-N\textsubscript{2} polymers at a 10:1 ratio. This provides a sufficient number of azide groups on the surface while still enabling a low degree of nonspecific binding. The single tethering of particles was created by coupling DBCO-dsDNA-biotin tethers to the azide groups and thereafter exposing the surface to particles functionalized with streptavidin moieties.

The stability of the tethered particles was characterized by measuring the number of tethered particles over time. Figure 2 shows the percentage of particles that remain tethered to the surface over a 24 h monitoring period. In the reference experiment, the dsDNA tethers were provided with digoxigenin tags and coupled to the substrate using antidigoxigenin antibodies (see our earlier work\textsuperscript{7}). The observed time profiles of the two coupling methods are fitted with single-exponential decay curves. The curves show that the click-based coupling is much more stable than the antibody–antigen-based coupling: the rate of particle loss is about 50 times slower for the click-based coupling.

For the click-based coupling, the loss of particles over a period of 24 h is about 20%. Possible origins of the observed loss are the detachment of the PLL-g-PEG layer from the glass substrate, the breaking of the DBCO–azide bond, or the dissociation of the biotin–streptavidin bond on the particle. The dissociation rate of biotin–streptavidin is about (5.5 ± 2.2) \times 10^{-6} \text{ s}^{-1}\textsuperscript{20}, which is very close to the rate observed in Figure 2. The DBCO–azide conjugate, formed through click chemistry, has been proven to be stable under a pulling force of...
The switching activity signal in Figure 3a dynamically responds to both increasing and decreasing target concentrations. The activity increases for increasing target concentration, as is expected for a sandwich assay. When the target concentration is decreased to zero in a single step, the activity drops with a finite response time. The three measured step responses are fitted with exponential decay curves, see the gray lines, showing that the dynamic response can be described with a single time constant $\tau_{\text{off}}$ of 26.5 ± 2.0 min. The fitted $\tau_{\text{off}}$ values of the three subsequent step responses are equal within their uncertainty intervals, demonstrating that the time constant is independent of analyte concentration. This implies that the binding between the particles and the substrate is monovalent and that the relaxation time reflects the single-molecule dissociation constant of the weakest link, i.e., the binding between the target molecule and the substrate binder. Furthermore, the data prove that the sensor system is reversible and stable over a time period of several hours.

Figure 3b shows the data points measured in panel (a) but now plotted as a dose-response graph, i.e., the measured signal as a function of the applied target concentration. The correspondence between the data points in the two panels is highlighted by their colors. Figure 3b shows that the data measured with the click-coupling is consistent over the different time periods. The data is fitted with the Hill equation $A(T) = A_{\text{bg}} + A_s \times \frac{[T]}{EC50 + [T]}$, with $A$ the switching activity, $A_{\text{bg}}$ the background activity, $A_s$ the activity amplitude, $[T]$ the target concentration, and EC50 the target concentration at which the response reaches 50% of the activity amplitude. The data show that the sensor response is consistent over a period of 10 h, using the molecular architecture with click-based coupling on a low-fouling polymer.

The PEG side chains of the PLL-g-PEG polymer are expected to function as a low-fouling layer that resists protein adsorption. Figure 3c,d shows the response of the BPM sensor in filtered undiluted blood plasma. The data in plasma and in buffer show good correspondence, both in time—response and in dose—response curves, proving that the ssDNA target in the picomolar concentration range can be dynamically monitored in very different solutions over long durations. The low-fouling properties of the PLL-g-PEG polymer are also apparent in other parameters: (i) the percentage of nonspecifically bound particles is less than 10% (see Supporting Information Section 2), (ii) the room-temperature shelf-life of the PLL-g-PEG surface functionalized with oligonucleotides and dsDNA tethers is at least three months (see Supporting Information Section 3), and (iii) analyte measurements in 10% unfiltered blood plasma can be done over a period of 9 h (see Supporting Information Section 4).

The stability of the click-based BPM sensor is improved relative to that of the antibody-anchoring BPM sensor (Supporting Information Section 5). Under similar conditions, the click-based sensor responds quantitatively to the target in filtered undiluted blood plasma with a signal decay rate of $8.3 \pm 1.1 \times 10^{-6}$ s$^{-1}$ (on average, less than 10% signal loss was observed over 8 h), while the antibody-anchored sensor exhibits a higher loss of signal (approximately 50% signal loss was observed over 8 h) with a decay rate of $(4.5 \pm 0.3) \times 10^{-5}$ s$^{-1}$.

Sandwich assays are suitable for measuring analytes that have two binding sites since the analyte needs to simultaneously bind to both the particle binder and the
substrate binder. For monitoring small molecules with only one binding site, it is necessary to employ a competition assay. Figure 4 shows the sensor design and the sensor response for two competition assays, namely, for monitoring ssDNA and creatinine. Creatinine is a byproduct of muscle metabolism and an important biomarker for monitoring the kidney function. In the competition assays, either the particles or the substrate is provided with molecular binders that compete with the analyte for transient binding of the particles. The signal response after application of zero concentration was fitted with a single-exponential decay function (indicated as light gray lines), revealing a time constant of $\tau = 26.5 \pm 2.0$ min. (b) Data of panel (a) plotted in a dose–response graph, i.e., the measured signal as a function of target concentration. The colors of the data points refer to the competitive concentration–time profiles in panel (a). The inset shows the data with a logarithmic concentration scale. The data points collapse onto a single curve, demonstrating the consistent response and reversibility of the sensor. The data were fitted with the Hill equation $A([T]) = A_{BG} + A_{x} \times \frac{[T]^{n}}{K_{D}^{n} + [T]^{n}}$ (black line), revealing EC50 = 680 ± 268 pM. The measurement errors are the standard errors given by the standard deviation of switching activity divided by the square root of the number of particles. The standard errors show the accuracy of the mean and are strongly dependent on sample size. The protein composition of filtered blood plasma was determined with SDS-PAGE, see Supporting Information Section 6. (d) Data of panel (c) plotted in a dose–response graph. The data points collapse onto a single curve with EC50 = 524 ± 257 pM.
The data in Figure 4 show reversible sensor responses over long durations for the two very different molecular systems, namely, the competitive oligonucleotide assay (panels (a)–(c)) and the competitive small-molecule immunoassay (panels (d)–(f)). The time-dependent data in Figure 4b,e show that the signal dynamically responds to repeated increases as well as decreases in analyte concentration, applied over a time period of many hours. Compared to the sandwich assays, three interesting differences are seen. First, the competition assays give a sensor with inverted response: an increase in analyte concentration causes a decrease in switching activity because the analyte molecules compete with the analogues. Second, the responses in the competition assays are much faster than the responses in the sandwich assays. The faster response is caused by the law of mass action, as the analyte concentrations are higher in the competition assays compared to the sandwich assays. Third, the competition assays are prepared with a reduced density of binders on the particle side or on the substrate side. A low density is essential in order to achieve reversible monovalent bonds and avoid irreversible multivalent bonds between the particles and the substrate.

For more details on the competition assays, see Supporting Information Sections 7 and 8.

The data in Figure 4 show reversible sensor responses over long durations for the two very different molecular systems, namely, the competitive oligonucleotide assay (panels (a)–(c)) and the competitive small-molecule immunoassay (panels (d)–(f)). The time-dependent data in Figure 4b,e show that the signal dynamically responds to repeated increases as well as decreases in analyte concentration, applied over a time period of many hours. Compared to the sandwich assays, three interesting differences are seen. First, the competition assays give a sensor with inverted response: an increase in analyte concentration causes a decrease in switching activity because the analyte molecules compete with the analogues. Second, the responses in the competition assays are much faster than the responses in the sandwich assays. The faster response is caused by the law of mass action, as the analyte concentrations are higher in the competition assays compared to the sandwich assays. Third, the competition assays are prepared with a reduced density of binders on the particle side or on the substrate side. A low density is essential in order to achieve reversible monovalent bonds and avoid irreversible multivalent bonds between the particles and the substrate. The density of binders is approximately three orders of magnitude lower in the competition assays compared to the sandwich assay. The open squares in Figure 4b show the raw data of the DNA competition assay. The observed signal decrease follows a straight line with a loss rate of $6 \times 10^{-6}$ s$^{-1}$ (see Supporting Information Section 7). This rate is equal to the dissociation rate constant of the biotin–streptavidin bonds that are involved in the coupling of the particle-side binders (see Figure 4a). A similar time-dependent dissociation of particle-side binders may have occurred in the sandwich assay experiment of Figure 3, but in that data, the dissociation is not visible due to the small loss of signal compared to the error bars. The predictable nature of the signal loss allows the
application of a mathematical correction method. The solid data points in Figure 4b represent the measured signal after correction for the loss (see Supporting Information Section 7). The resulting dose–response curves are shown in Figure 4c.

In the creatinine assay, a signal loss rate of $2 \times 10^{-5} \text{s}^{-1}$ is observed (see Supporting Information Section 8). Since proteins are generally less stable than oligonucleotides, the higher loss rate is potentially caused by a gradual loss of activity of the antibodies. Again, the observed rate of signal loss allows the application of a mathematical correction. The solid data points in Figure 4c represent the measured signal after correction for the loss (see Supporting Information Section 8).

Alternatively, the original signal can be recovered by supplementing fresh analogues into the flow cell (see experimental results in Supporting Information Section 8). In summary, Figure 4 shows consistent time-dependent responses and dose–response curves, for two very different competition assays (ssDNA oligonucleotide assay and small-molecule immunoassay), over a wide concentration range (nM to mM), over monitoring periods of many hours.

CONCLUSIONS

We have described a biofunctionalization strategy based on click-coupling to a low-fouling polymer for improving the control and durability of real-time continuous biosensing with single-molecule resolution. The bottlebrush polymer (PLL-g-PEG) is strongly attached to the substrate by multivalent electrostatic interactions and serves as a spacer between immobilized molecules and the solid substrate. Reversible and consistent responses were observed over long durations in different molecular systems, namely, a sandwich oligonucleotide assay, a competitive oligonucleotide assay, and a competitive small-molecule immunoassay, showing the general applicability of the approach. Picomolar, nanomolar, and micromolar analyte concentrations were measured with continuous sensor operation over many hours. The presented molecular architecture is suited for a variety of substrates and for further industrialization. We found that the shelf-life of the modified surface in a wet state is several months (Supporting Information Section 3). We expect that the sensor with this novel biofunctionalization strategy will enable real-time monitoring for a wide range of applications that can benefit from series of biochemical data and dynamic process control, including biological research as well as medical, pharmaceutical, and industrial applications.

ASSOCIATED CONTENT

Supporting Information

The Supporting Information is available free of charge at https://pubs.acs.org/doi/10.1021/acssensors.1c00564.

Materials and methods, negative control experiments for the click-based coupling approach, shelf-life of the biofunctionalized surface, DNA competition assay in 10% blood plasma over long durations, signal decay rate of the click-based and antibody anchoring-based BPM sensor, SDS-PAGE characterization of filtered blood plasma and diluted blood plasma, and correction of signal decay for ssDNA competition assay and creatinine competition assay (PDF)

AUTHOR INFORMATION

Corresponding Author

Menno W.J. Prins — Department of Applied Physics, Department of Biomedical Engineering, and Institute for Complex Molecular Systems (ICMS), Eindhoven University of Technology, 5600 MB Eindhoven, The Netherlands; Helia BioMonitoring, 5600 MB Eindhoven, The Netherlands; orcid.org/0000-0002-9788-7298; Email: m.w.j.prins@tue.nl

Authors

Yu-Ting Lin — Department of Applied Physics, Eindhoven University of Technology, 5600 MB Eindhoven, The Netherlands; orcid.org/0000-0003-3235-9491

Rohan Vermaas — Department of Biomedical Engineering, Eindhoven University of Technology, 5600 MB Eindhoven, The Netherlands

Junhong Yan — Helia BioMonitoring, 5600 MB Eindhoven, The Netherlands

Arthur M. de Jong — Department of Applied Physics and Institute for Complex Molecular Systems (ICMS), Eindhoven University of Technology, 5600 MB Eindhoven, The Netherlands; orcid.org/0000-0001-6019-7333

Complete contact information is available at: https://pubs.acs.org/10.1021/acssensors.1c00564

Author Contributions

All authors conceived the methodology, measurement system, and experiments. Y.-T.L. and R.V. performed the experiments and the analysis of the data. All authors discussed results, interpreted data, and co-wrote the paper. All authors approved the submitted version of the manuscript.

Notes

The authors declare the following competing financial interest(s): M.P. is listed as one of the inventors on patent application WO/2016/096901 Biosensor based on a tethered particle. J.Y. and M.P. are cofounders of Helia Biomonitoring BV that has a license to the patent. All authors declare no further competing interests.

ACKNOWLEDGMENTS

We thank Human Gesellschaft für Biochemica und Diagnostica mbH for kindly providing the ant creatinine antibody. We thank Max Bergkamp and Emiel Visser for the particle tracking and event detection algorithms. Part of this work was funded by the Dutch Research Council (NWO), section Applied and Engineering Sciences, under grant number 15481. Part of this work was funded by the Safe-N-Medtech H2020 project under grant agreement no. 814607.

REFERENCES


